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Designation: F1218 − 89 (Reapproved 2014)

Standard Specification for
Bronchoscopes (Rigid)1

This standard is issued under the fixed designation F1218; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilon (´) indicates an editorial change since the last revision or reapproval.

1. Scope

1.1 This specification covers definitions and requirements
for rigid bronchoscopes and certain bronchoscopic accessories
used in the practice of medicine.

2. Referenced Documents

2.1 ASTM Standards:2

F1054 Specification for Conical Fittings (Withdrawn 2005)3

3. Terminology

3.1 Definitions:
3.1.1 bronchoscopes (rigid)—a medical instrument having

viewing means, with or without optics, introduced into the
larynx or tracheobronchial airway, or both, through a natural or
surgically created body opening for examination, diagnosis, or
therapy, and intended to be unyielding to natural or surgically
created body cavities.

3.1.2 optical endoscope—a medical instrument with optics,
having viewing means, which may be introduced into a body
cavity through a bronchoscope, or through a naturally or
surgically created body opening for examination, diagnosis, or
therapy. An optical endoscope may be of rigid or flexible
design.

3.1.3 endoscopic accessory—a medical instrument inserted
through a bronchoscope for diagnosis or therapy.

3.1.3.1 rigid accessory—an accessory whose insertion por-
tion is intended to be unyielding to natural or surgically created
body cavities or instrument lumens.

3.1.3.2 flexible accessory—an accessory whose insertion
portion is intended to conform to natural or surgically created
body cavities or instrument lumens.

3.1.3.3 Discussion—The intent is to include forceps, snares,
electrodes, and other such instruments which can be passed
through a bronchoscope or with a bronchoscope through
another accessory. The intent is also to exclude certain
instruments, such as electrosurgical units, light sources, other
such instruments, and ventilation systems external to the
bronchoscope.

3.1.4 distal—the location of that portion of a bronchoscope
or endoscopic accessory which is farther from the user than
some reference point.

3.1.4.1 Discussion—The terms given in 3.1.4 and 3.1.5,
commonly used in endoscopy, are defined in their most general
form to avoid the need for such definitions as “distal tip,”
“distal end,”“ area proximal to ...,” “X cm distal to the ... .”

3.1.5 proximal—the location of that portion of a broncho-
scope or endoscopic accessory which is closer to the user than
some reference point.

3.1.5.1 See 3.1.4.
3.1.6 insertion portion—that portion of a bronchoscope or

endoscopic accessory which is intended to be inserted into a
natural or surgically created body opening; or which is in-
tended to be inserted into the lumen of a bronchoscope or
endoscopic accessory.

3.1.6.1 Discussion—Although the term defined seems self-
explanatory, different expressions for the same portion of the
instrument are used by different manufacturers.

3.1.7 maximum insertion portion width—the maximum ex-
ternal width of a bronchoscope or endoscopic accessory
throughout the length of the insertion portion.

3.1.7.1 Discussion—By defining external sizes as maxima
and internal sizes as minima, sufficient instrument information
for selection of an instrument will be provided to users.

3.1.8 minimum lumen width—the minimum internal width
of a bronchoscope or endoscopic accessory through which a
bronchoscope or endoscopic accessory is intended to pass.

3.1.8.1 See 3.1.7.
3.1.9 working length—the maximum length of the insertion

portion.

3.1.10 overall length—the distance between the proximal
and distal ends of a rigid bronchoscope or bronchoscopic
accessory, expressed in metric units.

3.1.11 field of view—the size of the object field viewed
through an optical endoscope and stated by the vertex angle (in
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degrees) of the cone whose vertex is at the distal window
surface of the instrument.

3.1.11.1 Discussion—The endoscope is not intended to be in
contact with the object. (See Fig. 1.)

3.1.11.2 Discussion—The definitions given in 3.1.11 and
3.1.12, as illustrated, describe characteristics of optical endo-
scopes paramount for effective use, thereby allowing the user
to select instruments of specific values for particular medical
purposes.

3.1.12 direction of view—the location of the center of the
object field relative to the normal axis of the optical endoscope,
and stated as the angle (in degrees) between the normal axis of
the optical endoscope and the center of the field of view. (See
Fig. 2.)

3.1.12.1 See 3.1.11.
3.1.13 controllable portion—that part of the insertion por-

tion of an optical endoscope whose motion is intended to be
remotely controlled by the user.

3.1.13.1 Many optical endoscopes incorporate provisions
for remote control of the motion of the distal tip by the user.
The mechanisms for these controls vary widely, and are
obviously of interest to the user. In order to avoid constraint of
future designs, control characteristics are defined in the most
general terms.

3.1.14 French (Charriere) size (Fr)—a measure of the size
of certain endoscopic accessories of circular and noncircular
cross-section. The measure has several definitions:

Fr 5 3 3 u/3.1416 ~pi! for noncircular cross 2 section
where u is the perimeter of the cross-section, mm.

Fr 5 3.1416~pi! 3 d for circular cross 2 section
where d is the diameter of the cross-section, mm.

Fr 5 3.0 3 d for circular cross 2 section

where d is the diameter of the cross-section, mm.

NOTE 1—Fr = 3.0 × d for circular cross-section, commonly used by
many manufacturers of endoscopic accessories.

3.1.14.1 Discussion—This measure of size enjoys world-
wide favor in many branches of medicine. In usage, the
measurement is imprecise, as shown in 3.1.14. The user should
be provided with the manufacturer’s definition if the term is to
be of any value. Metric measures appear to be more precise.

4. Significance and Use

4.1 This specification applies to rigid bronchoscopes, those
endoscopic accessories through which rigid bronchoscopes are
used, those accessories which are passed through rigid bron-
choscopes in use, and those associated accessories which are
inserted into the body.

5. Required Characteristics

5.1 Critical Dimensions:
5.1.1 The maximum insertion portion width shall not ex-

ceed that stated by the manufacturer. (See Note 2.)

NOTE 2—These sizes are given to help the user to select the instruments
for a given procedure. Compatibility of instruments in combination
requires certain clearances between the insertion portion width and the
lumen width; the clearance required depends upon the configuration and
dimensions of the instruments. There is no guarantee that the instruments
selected solely by these criteria will be compatible in combination.

5.1.2 The minimum lumen width shall not be less than that
marked on the bronchoscope. (See Note 2.)

5.1.3 The overall length shall not exceed that marked on the
bronchoscope.

5.1.4 The working length shall not be less than that marked
on the bronchoscope.

5.2 Ventilation Connectors—Ventilation connectors shall
meet the requirements of Specification F1054 or shall be
provided with an adaptor to connect with the 15/22-mm
connector.

6. Marking, Labeling, and Packaging

6.1 Marking:
6.1.1 Instrument Marking (see Note 3)—Dimensions shall

be given in metric units. Each individual bronchoscope and
endoscopic accessory shall have, as a minimum, the following
markings:

NOTE 3—The identification of the instrument and markings listed in
6.1.1 are sufficient to permit the user to select the appropriate instrument
when necessary.

6.1.1.1 A catalog number and other mark sufficient to
identify the instrument and its manufacturer,

6.1.1.2 Maximum insertion portion width, minimum lumen
width, overall length, and working length for rigid
bronchoscope, and

6.1.1.3 Maximum insertion portion width, working length,
field of view, and direction of view of the optical endoscope.

6.1.2 Marking Legibility (see Note 4)—The marking re-
quired in 6.1.1 shall remain legible throughout the expected life
of the instrument when it is used, cleaned, disinfected,
sterilized, and stored in accordance with the manufacturer’s
instructions.

NOTE 4—The primary requirement of instrument marking is that it be
legible. Any more detailed requirements on marking methods, materials,

FIG. 1 Field of View

FIG. 2 Direction of View
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