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Evaluating Modular Hip and Knee Joint Components
This standard is issued under the fixed designation F 1814; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.
1. Scope Part 8 Endurance Performance of Stemmed Femoral Com-

1.1 This guide covers a procedure to assist the developer of ~Ponents With Application of Torsicn
a modular joint replacement implant in the choice of appropri-3
ate tests and evaluations to determine device safety.

1.2 This guide does not attempt to define all test methods 3-1 Definitions of Terms Specific to This Standard:
associated with modular device evaluation. 3.1.1 modular femoral hip implart-any device, con-

1.3 This guide does not cover intentional intraoperative_StrUCted of two or more mating parts inten_ded for implantati(_)n
disassembly but is meant only to suggest testing necessary {0 the femur for the purpose of replacing the femoral hip
determine inadvertent disassembly loads. joint.

1.4 This standard does not purport to address all of the '3.1.1.1 bolts/screws-a fastener used to secure modular
safety concerns, if any, associated with its use. It is thi€ces of a femoral component. _ _
responsibility of the user of this standard to establish appro- 3.1.1.2 bullets/distal sleevesmodular accessories for in-

priate safety and health practices and determine the applicacté@sing length or distal diameter of the femoral component.
bility of regulatory limitations prior to use. 3.1.1.3 collars—a medial platform located immediately dis-

tal to the femoral neck.
2. Referenced Documents 3.1.1.4femoral head-a modular bearing, spherical in

2.1 ASTM Standards: shape, that mates with the femoral component.

F 648 Specification for Ultra-High-Molecular-Weight Poly-  3-1.1.5neck extensiorsan intermediate modular couple
ethylene Powder and Fabricated Form for Surgical ImKPetween the femoral component and the femoral head. Attach-
plant ment can vary (for example, threads, tapers).

F 897 Test Method for Measuring Fretting Corrosion of 3-1.1.6 proximal sleeves/pagsmodular accessories for
Osteosynthesis Plates and Scréws varying the geometry of the femoral component in the meta-

F 1440 Practice for Cyclic Fatigue Testing of Metallic Physeal area. _ _

Stemmed Hip Arthroplasty Femoral Components Without 3:1.2 modular knee implart-any device, constructed of

. Terminology

Torsior? two or more mating parts intended for implantation into the
F 1800 Test Method for Cyclic Fatigue Testing of Metal femur or tibia for the purpose of replacing the knee joint.
Tibial Components of Total Knee Joint Replacem@nts 3.1.2.1 metal backed patelta-a modular patellar replace-
2.2 1SO Standard: ment consisting of an articular piece which is secured to a
ISO 7206 Implants for Surgery-Partial and Total Hip JointMetal backing by means of a locking mechanism.
Prosthesi’ 3.1.2.2 metal tibial tray—a metal component secured to the
Part 4 Determination of Endurance Properties of Stemme@roximal tibia which provides mechanical support to and
Femoral Components With Application of Torsfn couples directly with the modular tibial inserts. _
Part 6 Determination of Endurance Properties of Head and 3-1.2.3 stem extensions or sleev@ny modular extension
Neck Region of Stemmed Femoral Compon@nts to either a knee femoral or tibial component which extends into

the medullary canal. Stem extensions may be attached to the
femoral or tibial component by a variety of means including
* This guide is under the jurisdiction of ASTM Committee F-4 on Medical and tapers, screws, etc.
Surgical Materials and Device and is the direct responsibility of Subcommittee 3 1 2 4 tibial insert—a modular bearing member of a tibial
F04.22 on Arthroplasty. t I de i d ith S ificati
Current edition approved June 10 and Nov. 10,, 1997. Published June 1998. componen X usually made In a_cc_:or ance wi peciiica I_On
2 Annual Book of ASTM Standardéol 13.01. F 648, that is secured to a knee tibial tray by means of a locking
3 Available from American National Standards Institute, 11 W. 42nd St., 13thmechanism.
Floor, New York, NY 10036.
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3.1.2.5 wedge—a modular addition to a total knee replace- 5.2.4 Torsion—The torque required to disconnect the com-
ment that serves the function of filling voids left by deficient or ponents (for example, bolt or screw). This may only be

absent bone stock. applicable for threaded connections.
5.3 Cyclic Fatigue Properties-The nature of in vivo load-
4. Significance and Use ing generates the need for cyclic fatigue evaluation. Tests

4.1 The tests suggested within this guide cover manyhould be designed to examine pre-cycle and post-cycle
different, but not all possible, areas of research and concerfOPerties to gain an understanding of how the design with-
with regard to modular hip stems and modular knee compoStands, and is affected by, cyclic loading. ,
nents. 5.3.1 Fracture—The possibility of fracture of either a

4.2 Due to the unlimited possible modular designs thignodular construct or the connections under fatigue loading.

guide should be utilized as a guide for what should be“onsider the following:

considered with regard to device safety testing. There may be 2-3-1.1 Loading that represents that applied to the compo-
circumstances where alternative test methods may be useful.TeNtiN VIVo,

is still the responsibility of the investigator to address all safety. 2-3-1-2 An P-N curve to determine the load levels at which
concerns that are inherent to individual modular designs. the construct can withstand cyclic loading without fracture, and

4.3 The tests suggested herein should be utilized in such g 2-3:1.3 Test Method F 1440, Test Method F 1800, and
way that the results reflect the effects of modularity, if any. ISO 7206_'4’6' 8. . .

4.4 Tests that are checked in Fig. 1 or Fig. 2 or indicated in °-3-2 Disassembly-The possibility of disassembly of the
this guide as a possible test to consider may not be applicap/godular components under fatigue loading. Consider the

to every implant design. ollowing:
ymp J 5.3.2.1 Loading that represents that applied to the compo-

nentin vivo, and

5. Testin . . .
g . 5.3.2.2 Measuring the disassembly force after fatigue load-
5.1 Assembly-Static assembly parameters should be evaluing and comparing to static values.

ated to determine the minimum required loads (axial or 5 3 3 gterilization—The effects of sterilization on the fa-
torsional) thatensurg adeq_uate'asser.nbly strengths. This testlﬂgue integrity of the modular connection. Sterilization may
can be performed in conjunction with 5.2. Disassembly, 10c5,se material changes which could affect the performance of
ascertain how various assembly loads affect disassembly  the modular connection. Sterilization should be performed

5.1.1 Axial Engagement Foree-The force required to con-  4¢cording to manufacturer specifications. Consider the follow-
nect the components (for example, to engage a tapered COfg:

nection consider the following: _ 5.3.3.1 The effect of sterilization of plastic components.
5.1.1.1 The procedure for applying the engagement force 5 3 4 Corrosion—The environment in which the modular

(clinical relevance), and . _ connection will be used may affect the ability of the connection
5.1.1.2 The environment in which the components arqq resist disassociation or fracture. Consider the following:

connected (contamination). _ 5.3.4.1 Corrosion of similar metal connections,
5.1.2 Torsional—The torque required to connect the com- 5.3 4.2 Corrosion of dissimilar metal connections,

ponents (for example, Bolt or screw). This may only be 53 4.3 The fluid environment,
applicable for threaded connections. Consider the following: 5.3 4.4 The temperature,
5.1.2.1 The procedure for applying the torsional force (clini- 53.4.5 The frequency, and

cal rele\_/ance). o 5.3.4.6 See Test Method F 897.
5.2 Disassembly-Static disassembly parameters should be 5 3.5 Fretting—Micromotion between two components of a
evaluated to assess minimum design requirements for preveniodular connection may produce adverse effects (that is, wear

ing unintentionalin vivo disassembly. debris, increased risk for disassociation). Consider the follow-
5.2.1 Axial—The axial force required to disassemble matinging:

components (for example, force required to disassociate a 53.5.1 Fretting of taper junctions

tapered junction). 5.3.5.2 Fretting of mating, non articulating surfaces
5.2.2 Shear—The shear force required to disassemble mat- 5.3.5.3 Environmental test, and

ing components (for example, force required to shear a wedge 5.3.5.4 See Test Method F 897.

from a tray).
5.2.3 Bending—The possibility of static disassociation un- 6. Keywords

der combined loading. Consider the following: 6.1 arthroplasty; disassembly; hip arthroplasty; knee arthro-
5.2.3.1 Reporting a load versus deflection curve. plasty; modular; orthopaedic medical devices
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