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QHny) Designation: F 303 — 78 (Reapproved 1996)

Standard Practices for
Sampling Aerospace Fluids from Components

This standard is issued under the fixed designation F 303; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonej indicates an editorial change since the last revision or reapproval.

1. Scope unknown quantities of contamination from wear. Practice B

1.1 These practices cover sampling procedures for use i#Vers configurations requiring dynamic actuation to achieve a
determining the cleanliness of liquids from components. Thre§@mple. The practice does not differentiate between built-in
practices A, B, and C, have been developed on the basis @@rticles and wear particles.
component geometry in order to encompass the wide variety of Nore 4—Defining allowable cleanliness limits is not within the scope
configurations. These practices establish guidelines to be usetlthese practices.
in preparing detailed procedures for sampling specific compo-

1.4 The three practices included are as follows:
nents.

Sections

Note 1—The term cleanliness used in these practices refers to soli§ractice A—Static Fluid Sampling (Method for extract 513
particles in the liquid. It does not generally cover other foreign matter such "9 fluid from the test article for analysis. This ap-
Lo : . R .., plies to components that have a cavity from which
as gases, liquids, and products of chemical degradation. Cleanliness Withyig may be extracted)
respect to particulate contamination does not necessarily give any indicg@ractice B—Flowing Fluid Sampling (Method for flush- 14-22
tion of the other types of contamination. ing contaminants from the test article for analysis.

. . This applies to components which fluid can pass (1)
1.2 All components, regardless of application, may be tested girectly through, or (2) pass into and out of by cy-

provided () the fluid medium selected is completely compat- cling) _ _ _ o

ible with the materials, packing and fluid used in the test’ractice C—Rinse Fluid Sampling (Method for rinsing 2381
. . contaminants from the test article’s surfaces. The

component, and test apparatus, adtle fluid is handled in rinse fluid is analyzed for contamination. This ap-

accordance with the manufacturer's recommendations andplies to components that do not have a fluid cavity

precautions. A liquid shall be used as the test fluid medium. Zr;;’;‘g;‘e’ reasons are not adaptable to Practices

These test fluids may be flushing, rinsing, packing, end use

operating, or suitable substitutes for end use operating fluids. 1-5 This standard does not purport to address all of the
(Caution.) safety concerns, if any, associated with its use. It is the

_ ' _ responsibility of the user of this standard to establish appro-
Note 2—Practices for sampling surface cleanliness by the vacuurr%riate safety and health practices and determine the applica-

cleaner technique (used on clean room garments and large storage tan ﬁty of regulatory limitations prior to useFor hazard state-
sampling gaseous fluids and handling hazardous fluids such as oxidizers

acids, propellants, etc., are not within the scope of the practices presentew,ent’ see Notes.
lrjac:(\;\/re(\j/ztr(,e they may be included in addendums or separate practices atza_n Referenced Documents
Substitute fluids are recommended in place of end item fluids for 2.1 ASTM Standards:
preassembly cleanliness determinations on components using hazardousD 1836 Specification for Commercial HexaRes

totally removed from the test part with particular caution given to the ; P ; ; L
possibility of trapped fluid. It is hazardous to use a substitute fluid for Ea?glcu'ate Contamination Analysis Using Membrane Fil

testing assembled parts where the fluid can be trapped in dead ends, . . .. .
behind seals, etc. F 312 Methods for Microscopical Sizing and Counting

Note 3—The word fluid used in these practices shall be assumed to be ~ Particles from Aerospace Fluids on Membrane Filters
a liquid unless otherwise stated. F 313 Test Method for Insoluble Contamination of Hydrau-

1.3 The cleanliness of assemblies with or without moving _lic Fluids by Gravimetric Analysfs
parts may be determined at the time of test; however, move- 2-2 Military Standards:

ment of internal component parts during the test will create MIL-T-27602 Trichlorine Oxygen Propellant Compatibes
MIL-H-6083 Hydraulic Fluid Petroleum Base for Pressure

 These practices are under the jurisdiction of ASTM Committee E-21 on Space
Simulation and Applications of Space Technology and are the direct responsibility 2 Annual Book of ASTM Standardépl 06.04.
of Subcommittee E21.05 on Contamination. 2 Annual Book of ASTM Standardgol 14.02.
Current edition approved Aug. 25, 1978. Published October 1978. Originally * Annual Book of ASTM Standasdéol 15.03.
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MIL-H-5606 Hydraulic Fluid Petroleum Base for Aircarrier [ oPewiion [[ recowasm FLTERTBTE
Missiles and Ordinanée

Compcrent
as Received|

3. Terminology COMPOHENT
£

3.1 Definitions: RECZIVED l
3.1.1 analytical membrane-a membrane filter used to col- e -

lect the contaminant particles for analysis. Fluid
3.1.2 blank analysis—sometimes referred to as “fluid tare,” —
“control level,” “reference contamination level,” or “back- —— — 1
ground level.” The blank analysis is the particulate contami-| sz FilL v L vith
nation level of the test fluid when the test part is omitted.
3.1.3 cleanup membrarea membrane used to filter the
contaminant particles from the fluid medium.

3.1.4 component-an individual piece or a complete assem- - — L —|
bly of individual pieces_ VIBRATS as required Vibrator Vibrasion Vitration
3.1.5 field filter holder—a throw-away or reusable cartridge 7 T
containing an analytical membrane filter.

3.1.6 initial cleanliness—the measure of contamination re- T |

1 |

moved from the test component at the time of test excluding Fo i o
that defined by operating cleanliness. HIRACT ran Formes Contatner
3.1.7 membrane tare-sometimes referred to as “blank [ ]

count” or “control filter.” When applied to microscope meth- —
ods, the membrane tare is the quantity of particles determinegd
to be on the filter before the test fluid is filtered. When applied| i [#m —
to gravimetric methods, the membrane tare is an amount of T
weight increase imparted to the control filter when uncontami-
nated test fluid is passed through.
3.1.8 operating _cleanllnefssthe measure of antam'nams_ FIG. 1 Recommended and Alternative Methods for Static Fluid
generated by moving parts in the component during a specified Sampling (Practice A)
period of dynamic operation.
3.1.9 solvent filtering dispenseran apparatus to dispense a N
stream of 2.0 um or finer membrane filtered fluid. 7. Significance and Use
3.1.10 system tare-The measure of contamination deter- 7.1 Although a cleaning action is imparted to the test
mined by replacing the test component with a connectinggomponent, it is not the intent of this practice to serve as a
fitting and following the cleanliness test procedure as ifcleaning procedure. Components are normally cleaner after
checking the test component. each consecutive test; thus repeated tests may be used to
. establish process limits for a given component (Fig. 4). A
4. Summary of Practices specific set of test parameters must be supplied by the agency
4.1 Cleanliness is determined by sampling and analyzingpecifying cleanliness limits. Fig. 1, Fig. 2, and Fig. 3 may be
fluid that has been in contact with the surface being analyzed;sed as a guide to establish the desired parameters of test fluid,
Specific methods are recommended; however, other methodsbration, extraction, and analysis.
have been recognized due to the wide variety of components 7.2 The curve in Fig. 4 shows the typical behavior of a
and different test equipment used by industry. Recommendegbmponent when tested for cleanliness several consecutive
and alternative methods are given in Fig. 1, Fig. 2, and Fig. 3times. Stabilization generally occurs before the fifth successive
PRACTICE A—STATIC FLUID SAMPLING run. The.stabilized _rggion starts_where a horizontal line through
the maximum stabilized value intersects the curve.
5. Scope 7.3 The allowable cleanliness limit of a test component

5.1 This practice covers procedures for determining thesshould be based on the cleanliness requirements of the system
particulate contamination level of fluids from components thafn Which it will be used and the assigned value should be

have a cavity from which fluid may be extracted. greater than the maximum stabilized value. When defining the
_ allowable cleanliness limits, an important consideration is that
6. Summary of Practice the accuracy of the results decreases as the allowable limit

6.1 Fluid is extracted from the component and analyzed tyalue approaches the stabilized value.
determine the particulate contamination level. Recommended
and alternative methods are given in Fig. 1. 8. Apparatus
6.2 Itis recommended that all operations of this practice be 8.1 Apparatus as described in Practice F 313.
conducted in a dust controlled area. Cleanliness level of the 8.2 Apparatus as described in Test Methods F 312 or as
dust controlled area shall be consistent with the componertescribed in Practice F 311.
contamination limits. 8.3 Automatic Particle Counteras feq“iB‘bcuments
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FIG. 2 Recommended and Alternative Methods for Flow Through

h A FIG. 3 Recommended and Alternative Methods for Rinse Fluid
Sampling (Practice B)

Sampling (Practice C)

8.4 Vibration Equipmentas specified.
8.5 Apparatus Setup for Removing Component Fluid
Sample as shown in Fig. 4.

e Stavilized Re;ion‘_—-—.i

Note 5—Any suitable syringe and solvent dispensing devices may be Maximum Stabilized Value

used.

8.6 Apparatus Setup for Providing Filtered Fluidss shown
in Fig. 5 (Note 5).

(No. Particles)

9. Reagents

9.1 Purity of Reagents-Reagent grade chemicals shall be
used in all tests. Unless otherwise indicated, it is intended that T 2 3 . s s 1 8
all reagents shall conform to the specifications of the Commit- CONSECUTIVE 7257 RUN KO,
tee on Analytical Reagents of the American Chemical SocietyFIG. 4 Contamination per Test Run Versus Consecutive Test Run
where such specifications are availabl@ther grades may be Number
used, provided it is first ascertained that the reagent is of _
sufficiently high purity to permit its use without lessening the 9-4 Low surface tension reagents commonly used are as
accuracy of the determination. follows:

9.2 Reagents must be compatible with the materials, fluid, 9-4.1 Petroleum Ether o
and seals used in the component and apparatus. 9.4.2 Hexane conforming to Specification D 1836.

9.3 All reagents shall be prefiltered through a 2-pm or finer 9-4.3 Isopropyl Alcohal
absolute membrane filter prior to use unless this requirement is 9-4-4 Fluorocarbons

impractical due to the fluid used or sizes monitored in which 9-4.5 Mineral Spirits _
case the user must filter as necessary. 9.4.6 Trichloroethyleng conforming to MIL-T-27602, and

9.4.7 Methyl-Chloroform

CONTAMINATION PER TEST RUN

10

¢ “Reagent Chemicals, American Chemical Society Specifications.” Am. Chemi-10. Preparation of Apparatus

cal Soc., Washington, DC. For suggestions on the testing of reagents not listed by P R R R

the American Chemical Society, see “Reagent Chemicals and Standards,” by JosePhlo.'l Installation Requwemen.ts for F_lg.—6The fOHQWIng

Rosin, D. Van Nostrand Co., Inc., New York, NY, and the “United States equwements must be aCCOmp“S_hEd prior to and dunng assem-
bly of the apparatus shown in Fig. 6. Documents

Pharmacopeia.”
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