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Standard Guide for
Digital Data Acquisition in Wear and Friction Measurements
This standard is issued under the fixed designation G163; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilon (&) indicates an editorial change since the last revision or reapproval.

1. Scope

1.1 This guide covers the providing of general guidance in
applying hardware and software to digitally acquire wear and
friction data in laboratory test systems. It points out important
considerations in such data acquisition. It does not make
specific recommendations or discuss specific details regarding
commercial hardware or software.

1.2 The values stated in SI units are to be regarded as
standard. No other units of measurement are included in this
standard.

1.3 This standard does not purport to address all of the
safety concerns, if any, associated with its use. It is the
responsibility of the user of this standard to establish appro-
priate safety and health practices and determine the applica-
bility of regulatory limitations prior to use.

2. Referenced Documents

2.1 ASTM Standards:*

G40 Terminology Relating to Wear and Erosion

G77 Test Method for Ranking Resistance of Materials to
Sliding Wear Using Block-on-Ring Wear Test

G83 Test Method for Wear Testing with a Crossed-Cylinder
Apparatus (Withdrawn 2005)°

G99 Test Method for Wear Testing with a Pin-on-Disk
Apparatus

G115 Guide for Measuring and Reporting Friction Coeffi-
cients

G118 Guide for Recommended Format of Wear Test Data
Suitable for Databases

3. Terminology
3.1 Definitions:
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3.1.1 coefficient of friction, n—the dimensionless ratio of the
friction force between two bodies to the normal force pressing
the bodies together.

3.1.2 wear, n—alteration of a solid surface by progressive
loss or progressive displacement of material due to relative
motion between that surface and a contacting substance or
substances. G40

3.2 Definitions of Terms Specific to This Standard:
3.2.1 hardware, n—mechanical and electronic components
in instrumentation used to acquire data.

3.2.2 software, n—computer code that can be executed to
control hardware systems and store data.

4. Summary of Guide

4.1 Several important issues relating to digital data acquisi-
tion in wear and friction measurements are identified and
explained. Hardware and software choices are described in
general terms, along with some important considerations in
data storage.

5. Significance and Use

5.1 This guide illustrates the steps and considerations in-
volved with digital data acquisition. While analog recording of
wear and friction data has been in the past, digital data
acquisition and storage is used extensively. It is important that
DAQ users understand how data is collected and stored and
how data manipulation may affect raw data integrity.

5.2 Multi-station wear and friction testing is increasing in
use, and because of the increased volume of data in such
approaches, the use of digital data acquisition facilitates such
testing.

5.3 The same hardware and software used for the initial
analog data conversion to digital form can often also be used
for initial data processing, for example, multiple-point averag-
ing. This can conveniently lead to computer-based storage of
processed data in digital form. However, where possible, the
storage of unfiltered (software filters) and unmanipulated data
will allow reevaluation of original data should calibration
coefficients need to be adjusted.

5.4 Databases are frequently constructed in computerized
format (see Guide G118) in order to hold large amounts of
wear and friction data from laboratory test programs.
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6. Hardware and Software

6.1 Hardware—Necessary electronic components associ-
ated with the wear test system include sensors (for example,
force transducers, strain gages, linear variable differential
transformers), a data acquisition system (for example, analog
signal conditioners, filters, analog-to-digital convertors, other
electronic circuits), a controlling computer, and a digital data
storage device. These items can be bought commercially, or
constructed specifically for the task (1-3).*

6.2 Data Acquisition System—Typically consists of an elec-
tronic amplifier/filter system that receives and conditions
sensor data, and whose output is fed to a scanning or
multiplexing circuit designed to handle multiple inputs. Sys-
tems are commercially available to read voltage, current, or
resistance. The analog signals are then digitized in a data
convertor and sent to temporary or permanent storage in digital
form, possibly after pre-processing the digital data. The system
can be either of a stand-alone design or in the form of printed
circuit cards that reside in the controlling computer (2, 3).

6.3 Analog-to-Digital ~ Convertor  Resolution and
Accuracy—Present technology typically offers either 12 bit or
16 bit data conversion, with *1 least significant digit as the
usual resolution, and over a voltage range of typically £5V or
*10 V. It is important to match the selected resolution to each
application. For example 12 bit resolution involves 1 part in
4096 resolution. For a full scale of =5V, the voltage resolution
would be 2.4 mV. This may be sufficient for an amplified signal
of 1 or 2 V level, but might be insufficient for a signal level as
low as 0.1 V. Such resolution would be clearly insufficient for
raw thermocouple signals of a few mV. Accuracy of data
conversion is usually maintained by self-calibrating electronic
features that are built-in to the hardware. However, it is
recommended that manual voltage calibration also be done
periodically to ensure against any electronic component drift or
failure.

6.4 Software—Necessary software includes code that oper-
ates the data acquisition system, as well as code that operates
the computer and necessary peripherals.

6.4.1 Source of Software—Usually commercial software is
obtained to operate the controlling computer. Vendors of digital
data acquisition hardware usually offer modular software codes
that can be assembled together to carry out many measurement
operations. The user can usually configure that software to suit
his needs, and may be able to add self-written code to further
adapt the overall software, if necessary. Care must be taken to
ensure the data collection speed is correct when using any
DAQ system.

7. Procedure

7.1 Sampling Rate and Number of Channels—Information
theory recommends sampling a waveform at a rate of 10 times
the highest frequency present, in order to accurately recon-
struct the waveform. In practical terms, the factor may be
reduced to three times that of the highest significant frequency
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in the data. For multi-channel systems, the overall sampling
rate must be increased in proportion to the number of channels
scanned. As an example, for a 0 to 10 Hz bandwidth signal and
a data convertor set to scan five channels, the recommended
overall sampling rate is 500 Hz (that is, each recommended
channel sampling rate is 10 x 10 = 100 Hz). Many wear test
systems involve a mechanical rotation frequency that is present
to some degree in the sensor output signals. For example, in a
pin-on-disk system, a disk rotating at 60 rpm could inject a 1
Hz component into a friction force transducer output, usually
due to lack of flatness or misalignment of the disk. As a result,
ideally a one channel system should scan at least at 10 Hz (or
a five channel system at 50 Hz) to accurately record that effect.

7.2 Electronic Noise—Spurious signals may appear along
with sensor outputs as a result of electronic interference. The
interference frequencies may be related to ac voltage supply or
characteristic signals of other equipment. Such noise signals
may seriously complicate proper data acquisition. An oscillo-
scope may be used to help identify interfering signals. It is
recommended that proper shielding of signal leads, minimizing
of lead length, and proper grounding, all be practiced to a high
level to avoid problems with data validity later. Good analog
signals must be available through proper conditioning before
digital conversion is attempted. Low pass filtering of the
analog signal may be required to improve its quality.

7.3 Calibration—Overall system calibration includes volt-
age calibration at sensor input levels, and sensor calibration
using directly applied force, temperature, and so forth. Ideally,
some partial calibration is applied on every separate occasion
of use of the system, and for unusually long tests, even at some
intervals during the test. Complete system calibration should
be done at some suitable interval such as monthly or quarterly.
Calibration should involve input levels close to that normally
experienced, and also somewhat larger levels. Calibration
should be done under conditions close to those of usual system
operation. Any deviations from linearity that exist for any part
of the measuring system should be determined, and corrections
to the data applied as needed.

7.4 Data Storage—Usually, the data stream is accumulated
in the controlling computer memory, and periodically trans-
ferred to an associated hard disk storage system in the form of
a text file. In some cases, the data are automatically placed into
a spreadsheet file (a row versus column organization) by the
operating software. In other cases, the data file can at a later
time be loaded into a database or spreadsheet. The organization
of the data file is important to the extent that necessary
descriptors of the test are saved. Guide G118 should be
consulted for assistance in deciding on the database format,
along with the Report section in any standard that applies to the
test involved.

7.5 Data Reduction Online—An important advantage of
digital data acquisition is that it gives the capability to carry out
online data reduction to reduce the volume of data to be stored.
This can be done using simple smoothing algorithms which
perform a running average or other similar function to yield
average values of the different parameters which are then
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