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Foreword

This British Standard has been prepared under the direction of the Laboratory
Standards Policy Committee and supersedes , which is withdrawn.
was first published in 1954 and a first revision was issued in 1968 which
extended the number of sizes specified in the 1954 edition. This 1989 revision
retains the two types of extractor specified in the 1968 edition but adds a third
type with a removable liner and syphon tube.

The sizes and proportions of the extractors have been selected to give a
satisfactory performance in general laboratory use and it has been confirmed that
suitable sizes of paper thimbles are commercially available. The specification of
suitable sizes of flasks, condensers and extraction thimbles given in the 1968
edition is not now considered necessary but guidance on selection is given in
Appendix A.

The specified bores (see Table 1 and Table 2) have been selected as the most
satisfactory for use with a variety of solvents but it should be borne in mind that
the performance of the extractor is affected by factors other than the dimensions
and the solvent, such as temperature and rate of reflux.

Product certification. Users of this British Standard are advised to consider
the desirability of third party certification of product conformity with this
British Standard based on testing and continued surveillance, which may be
coupled with assessment of a supplier’s quality systems against the appropriate
Part of BS 5750

Enquiries as to the availability of third party certification schemes will be
forwarded by BSI to the Association of Certification Bodies. If a third party
certification scheme does not already exist, users should consider approaching an
appropriate body from the list of Association members.

A British Standard does not purport to include all the necessary provisions of a
contract. Users of British Standards are responsible for their correct application.

Compliance with a British Standard does not of itself confer immunity
from legal obligations.

Summary of pages

This document comprises a front cover, an inside front cover, pages 1 and ii,
pages 1 to 8, an inside back cover and a back cover.

This standard has been updated (see copyright date) and may have had
amendments incorporated. This will be indicated in the amendment table on the

inside front cover.
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1 Scope

This British Standard specifies requirements for
Soxhlet extractors suitable for general laboratory
use.

NOTE The titles of the publications referred to in this standard
are listed on the inside back cover.

2 Types and capacities

Three types of extractor are specified as follows.

a) Type 1, with a syphon tube bent in a loop
[see Figure 1(a) and Figure 1(b)].

b) Type 2, with a concentric syphon tube
[see Figure 2(a) and Figure 2(b)].

¢) Type 3, with a syphon tube bent in a loop and
connected to a separate removable inner thimble
holder (see Figure 3).

For types 1 and 2 the sizes specified are of nominal
capacities 6 mL, 20 mL, 40 mL, 60 mL, 100 mL,
200 mL, 600 mL and 2 L (see Table 1).

For type 3 the sizes specified are of nominal
capacities 20 mL, 50 mL and 100 mL (see Table 2).

The nominal capacity is intended to be that of the
body of the extractor when filled to the overflow
level of the syphon tube. This condition is satisfied
when the extractors are made to the dimensions
listed. Variations in capacity of up to about 15 %
will occur depending on the tolerances shown.

3 Materials

The extractors shall be constructed from tubing of
borosilicate glass complying with .

NOTE The extractors should be as free as possible from visible
defects and reasonably free from internal stress.

4 Dimensions

The dimensions of extractors shall be as given in
Table 1 and Table 2. The conical joint sockets shall
comply with BS 579.

5 Design and construction

The general design of the extractors shall be as
shown in Figure 1 and Figure 2 for types 1 and 2
and as shown in Figure 3 for type 3.

NOTE 1 Inthetype 1 extractor the syphon tube and the vapour
tube may be on opposite sides or on the same side as shown in
Figure 1(a) and Figure 1(b) respectively.

The following specific detailed requirements shall
be taken into account in the construction of the
syphon tube and the vapour tube.

a) The lower portion of the vapour tube shall
slope downwards to ensure complete drainage.

b) The entry of the syphon tube shall be sealed on
in such a position that it ensures maximum
drainage of the extractor.

¢) The lower portion of the syphon tube shall slope
downwards to ensure complete drainage.

d) In the type 1 extractor the syphon tube shall be
close to the body of the extractor and the top
portion shall be bent in a smooth loop without
enlargement or undue construction.

e) In the type 2 extractor the lower portion of the
syphon tube shall be strengthened by additional
wall thickness and increased size as indicated in
Figure 2(a) and Figure 2(b).

f) In the type 2 extractor of 2 L capacity the
syphon tube shall be strengthened as shown in
Figure 2(b) with a glass supporting collar
positioned at approximately 230 mm up the tube
and with spacing pips between the external and
internal walls, one set at about 70 mm and the
other set at about 200 mm along the tube.

g) In the type 3 extractor each removable syphon
tube shall be provided with integral support to
centralize it and enable it to maintain clearance
from the body of the vapour tube at its lower end.

NOTE 2 The support system’s function is to ensure that the
refluxing solvent is directed into the liner and to maintain the
return tube in a vertical position.

6 Marking
Each extractor shall be permanently and legibly
marked with the following information:
a) the nominal capacity, e.g. 60 mL;
b) the maker’s or vendor’s name or trademark;
CE the appropriate joint sizes in accordance with

d) the number of this British Standard,
ie. BS 2071".

D Marking BS 2071 on or in relation to a product represents a manufacturer’s declaration of conformity, i.e. a claim by or on
behalf of the manufacturer that the product meets the requirements of the standard. The accuracy of the claim is therefore solely
the responsibility of the person making the claim. Such a declaration is not to be confused with third party certification of

conformity, which may also be desirable.
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