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Committees responsible for this
British Standard

The preparation of this British Standard was entrusted by the Health Care
Standards Policy Committee (HCC/-) to Technical Committee HCC/78, upon
which the following bodies were represented:

Association of British Dispensing Opticians
Association of British Health-care Industries
Association of Contact Lens Manufacturers

British College of Optometrists

British Contact Lens Association

British Medical Association

British Spectacle Frame Makers’ Association
College of Ophthalmologists

Consumer Policy Committee of BSI

Consumers’ Association

Department of Health

Department of Trade and Industry (National Physical Laboratory)
Federation of Manufacturing Opticians

Federation of Ophthalmic and Dispensing Opticians
Flat Glass Manufacturers’ Association
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National foreword

This Part of BS 2738 has been prepared under the direction of the Health Care
Standards Policy Committee and is identical with ISO 10322-2 : 1991 Ophthalmic
optics — Semi-finished lens blanks — Part 2 : Specifications for progressive
power lens blanks, published by the International Organization for
Standardization (ISO).

It has been assumed in the drafting of this British Standard that the execution of
its provisions is entrusted to appropriately qualified and experienced people.

At the time of publication, the other Parts of BS 2738 were as follows:

Part 1. Specification for tolerances on optical properties of mounted spectacle
lenses

Part 2. Specification for tolerances on optical properties of uncut finished
lenses

Part 3. Specification for the presentation of prescriptions and prescription
orders for ophthalmic lenses

Part 4. Specification for single-vision and multifocal semi-finished lens
blanks

Cross-references

International standard Corresponding British Standard

ISO 10322-1 : 1991 BS 2738 Spectacle lenses
Part 4. 1992 Specification for single-vision and
maultifocal semi-finished lens blanks
(Identical)

The Technical Committee has reviewed the provisions of the recent draft for
ISO 8598, to which normative reference is made in the text, and has decided
that they are acceptable for use in conjunction with this standard. There is no
British Standard equivalent to ISO 8598.

Textual error. When adopting the text of the international standard, the textual
error listed below was discovered. It has been marked in the text and has been
reported to ISO in a proposal to amend the international standard.

In 5.1.2, the tolerance of * 0,18 D on addition powers greater than 4,00 D has
been omitted.

Compliance with a British Standard does not of itself confer immunity from
legal obligations.
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