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Tins Buimisit STANDARD, having been approved by the
Surgicul Instruments and Medicul Appliances Industry
Standards Commitee and endorsed by the Chulrman of the
Chemicnl Divisional Council, was published under the
suthority of the General Council on 7th June, 1956,

The Institution desires to call attentlon to the fact that this
British Standard does not purport to include all the
necessary provisions of a contract,

In order to keep abreast of progress in the industries con-
cerned, Dritish Standards are subject to periodical review,
Suggestions for Improvements will be recorded and in due
course brought to the notice of the committees charged with
the revision of the standards to which they refer,

A complete list of British Standards, numbering over 2500,
Indexed and cross-Indexed for reference, together with an
ubstract of each standurd, will be found in the Institution's
Yearbook, ' '

This stundard makes reference to the following Brltish
Standurds;

D.8, 350,  Conversion factors and tables,
1.8, 903, Methods of testing vuleanized rubber, .« .
1.8, 1051, Molsture In textile materials, oo
B.8, 1263, [Hypodermic syringes for use in medical and

' surgleal practice,
D.5, 1882, Rubber tublng for hospitals,
B8, 2520, , Barometer conventions and tubles,

) ;

British Standards are revised, when necessary, by the Issue
elther of amendment slips or of revised editions, It Is important
that users of British Standards should ascertaln that they are
In possession of the latest amendments or editions,
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CO-OPERATING ORGANIZATIONS

The Surglcal Instruments and Medical Appliances
Industry Standards Committee, under whose supere
vislon this British Standard was prepared, consists of
represontatives from the following Government depart.
ments nnd professional and Industrlal organizations,

Admiralty

Air Minlstry

.Assoclation of Hospltal Matrons

British Dental Assoclation
*British Medical Assoclation

British Pacdiatric Assoclation
*Federatlon of Surgical Instrument Manufacturers
Imperial Chemical Industries Ltd,

Institute of British Surgical Techniclans

Medical Defence Unlon

Medical Defence Union of Scotland

Medical Protection Soclety

Ministry of Agrlculture, Fisherles and Food
*Minlstry of Health

Qucen's [nstitute of District Nursing  «

Royal College of Midwlves

Royal College of Nursing

Royal College of Obstetriclans and Gynaccologlsts
*Royal College of Physiclans

Royal College of Surgeons of Edinburgh

Royal Collegs of Surgeons of England

Royal Faculty of Physiclans and Surgeons of Glasgow
*Surgical Instrument Manufacturers’ Assoclating
War Oflice

The Government departments and professionnl and
industrial organizations marked with an asterisk in the
above list, together with the following, were dircctly
represented on the committee entrusted with the
preparation of this British Standard,

Federation of British Rubber Manufacturers Assoclations
National Federation of Hospital Oflicers

National Physical Laboratory

Rubber Surgical Equipment Manufacturers’ Assoclation
Scientific Instrument Manufacturers’ Assoclation
Individual firms,
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BRITISH STANDARD SPECIFICATION FOR
SPIIYGMOMANOMETERS—MERCURY TYPE

FOREWORD

The prepuration of this British Standard has been approved by the
Surgical Instruments and Medical Appliances Industry Standards
Committee of the British Standards Institution, following a recommen-
dation from the Ministry of Health,

Great Importunce was ‘placed upon the experlence of both manu-
facturers and the medical profession In the consideration of component
parts contributing to the general technical efficiency of sphygmomano-
meters of the mercury type. Essential dimensions have been defined and
at the same time tolerances and varlations in design have been permitted -
to manufacturers as far as practicable,

It was the view of the committce that manufacturers should be
encouraged in the development of instrument case design by not
imposing restrictions as to shape, design or material,

Becanuse of the different branches of the medical profession using
sphygmomanometers, manufucturers should always bear'in mind that
the cases, both for the 260 mmHg and 300 mmHg models should be
designed and constructed to sult the particular use for which the Instru-
ment [s intended, 1t Is essential that they be of robust construction and
of such size and dimenslon that they adequately house the inflation
system, ‘

Concurront with this standard, a standard for sphygmomanometers

of the ancrold type has been prepared: B.S. 2743, ‘Sphygmomano-
meters—anerold type's _

SPECIFICATION
ScorE

1, This Bratish Standard specifies sphygmomanometers of the mercury
type of scals range 0-260 mmHg and 0-300 mmHpg, and Includes
provislon for the quality of materlnls and certaln design features in
relatlon to;

Manometer—tube, reservolr, trap and scale plate
Inflating bulb

Velves

Rubber bag

Armbund or thighband

Tublng, ] ' BE
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