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National foreword

This British Standard has been prepared under the direction of the Electronic Equipment Standards Committee and is
identical with IEC Publication 90 : 1973 ‘Dimensions of plugs for hearing aids’, published by the International
Electrotechnical Commission (IEC). This standard supersedes BS 2813 : 1957, which is therefore withdrawn.

Terminology and conventions. The text of the international standard has been approved as suitable for publication as a
British Standard without deviation. Some terminology and certain conventions are not identical with those used in
British Standards; attention is especially drawn to the following.

The comma has been used throughout as a decimal marker. In British Standards it is current practice to use a full point
on the baseline as the decimal marker.

Roman type has been used for the dimensions given in figures 1 and 2 and table 1, instead of italic type as required by
convention.

Wherever the word ‘recommendation’ appears, referring to this standard, it should be read as ‘British Standard’.
References in the text to page numbers refer to IEC page numbers; these are given in brackets at the bottom of each page.

Cross-reference. The technical committee has reviewed the provisions of ISO/R 370-1974*, to which reference is made in
table 1, and has decided that they are acceptable for use in conjunction with this standard.

A related British Standard for ISO/R 370-1974 is BS 2856 : 1973 ‘Precise conversion of inch and metric sizes on
engineering drawings’. ’
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British Standard Specification for

Dimensions of plugs for hearing aids

1. Scope

This recommendation applies to plugs for hearing aids and gives information on:
1.1 Two-pin polarized plugs.
1.2 Three-pin plugs.

2. Object

This recommendation gives those dimensions and their tolerances which are essential for ensuring
interchangeability.

3. Dimensions

3.1 The dimensions given in this recommendation apply to the complete plugs, including the compressed
size of any sealing device.

3.2 The two-pin polarized plug is shown schematically in Figure 1, page 6. The various dimensions
designated by letters are given in Table I together with their tolerances.

3.3 The three-pin plug is shown schematically in Figure 2, page 7. The various dimensions designated by
letters are given in Table I together with their tolerances.
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