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B.5. 2983 : 1958

Tiis Brimisii STANDARD, having been approved by the
Surgical Instruments and Medical Appliances Industry Stan-
dards Committee and endorsed by the Chairman of the
Chemical Divisional Council, was published under the
authority of the General Council on 28th August, 1958.

The Institution desires to call attention to the fact that this
British Standard does not purport to include ail the necessary
provisions of a contract.

In order to keep abreast of progress in the industries
concerned, British Standards are subject to periodical review.
Suggestions for improvements will be recorded and in due
course brought to the notice of the committees charged with
the revision of the standards to which they refer.

A complete list of British Standards, numbering over 3000,
indexed and cross-indexed for reference, together with an
abstract of each standard, will be found in the Institution’s
Yearbook,

This standard makes reference to the following British
Standards:

B.S. 350 Conversion factors and tables.

B.S. 970 Wrought steels.

B.S. 2856 Precise conversion of inch and metric sizes on
engineering drawings.

British Standards are revised, when necessary, by the issue either
of amendment slips or of revised editions. It is important that
users of British Standards should ascertain that they are in
possession of the latest amendments or editions.

The following B.S.I. references relate to the work on this standard :—
" Committee reference SGC/2 Draft for comment CX(SGC) 8066
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B.S. 2983 : 1958

CO-OPERATING ORGANIZATIONS

The Surgical Instruments and Medical Appliances
Industry Standards Committee, under whose super-
vision this British Standard was prepared, consists of
representatives from the following Government depart-
ments and scientific and industrial organizations:—
*Admiralty
*Air Ministry
*Association of Hospital Matrons
*British Dental Association
*British Medical Association
British Pacdiatric Association
*Federation of Surgical Instrument Manufacturers
Imperial Chemical Industries Ltd.
Institute of British Surgical Technicians
*Mecedical Defence Union
Medical Defence Union of Scotland
Medical Protection Society
Ministry of Agriculture, Fisheries and Food
*Ministry of Health
Queen’s Institute of District Nursing
Royal College of Midwives
*Royal Cellege of Nursing
Royal College of Obstetricians and Gynaecologists
Royal College of Physicians
Royal College of Surgeons of Edinburgh
*Royal College of Surgeons of England
Royal Faculty of Physicians and Surgeons of Glasgow

*Surgical Instrument Manufacturers’ Association
*War Office

The Government departments and scientific and indus-
trial organizations marked with an asterisk in the above
Jist, together with the following, were directly repre-
sented on the committee entrusted with the preparation
of this standard.

British Dental Manufacturers’ Association

British Diabetic Association

British Iron and Sicel Federation -

British Veterinary Association

Faculty of Anaesthetists

High Commission of India

Lorden County Council

National Federation of Hospital Officers

Surgical Needle Manufacturers’ Association
Individual firms
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B.S. 2983 : 1938
BRITISH STANDARD SPECIFICATION FOR

HYPODERMIC DENTAL NEEDLES

FOREWORD

This British Standard forms one of a series of specifications for hypo-
dermic equipment, the preparation of which was authorized by the
Surgical Instruments and Medical Appliances Industry Standards
Committee.

In this specification provision is made for a range of dental hypodermic
needles suitable for general requirements. Provision is made for the
interchangeable head and the cartridge types of needles, and two alterna-
tive angles of point are specified for each type and size of needle.

The needles specified in this standard may be used with dental
cartridge-type syringes complying with the U.S. Federal Specification
GG-5-940.

Other standards in this series for hypodermic equipment are:—

B.S. 1263 Hypodermic syringes for use in medical and surgical

practice.

B.S. 1619 Hypodermic syringes for insulin injection.

B.S. ....* Finc dosage hypodermic syringes (tuberculin type) (Luer

fitting).

B.S. ....* Hypodermic mounted needles (Luer fitting).

* In course of preparation.
NOTE. Where mctric equivalents have been given the figures in British units are to
be regarded as the standard. The metric conversions are approximate. More accurate

conversions should be based on the tables in B.S. 350, * Conversion factors and tables *)
orin B.S. 2856, * Precise conversion of inch and metric sizes on engineering drawings °.

SPECIFICATION

SCOPE

1. This British Standard specifies requirements for hypodermic dental
necdles of the two following types:—

a. Intcrchangeablc ncedles.
b. Cartridge necdlcs.

DEFINITIONS
2. The terms adopted in this standard for describing parts of hypodermic
dental ncedles are defined as follows:—

Blade (also known as the cannula or necdle tube). The uncovered

4 Documents

Document Sharing Hub

Full document details: BS 2983:1958


http://www.avadocuments.com/doc/bs-2983-1958
http://www.avadocuments.com/doc/bs-2983-1958

