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British Standard
Medicine measures

Part 7. Specification for oral syringes delivering
doses of less than 5 mL

Mesures médicamenteuses
Partie 7. Seringues orales de moins de 5 mL de capacité

Medizinische MeRgefalRe
Teil 7. Spritzen zur oralen Verabreichung von Medikamenten fiir Dosen bis zu 5 mL
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Foreword

This Part of BS 3221 has been prepared under the direction
of the Health Care Standards Committee. It specifies general
design and performance requirements for oral syringes
delivering doses of less than 5 mL.
Other current Parts of BS 3221 are as follows:
Part 1. Specification for medicine measures of 50 mL
capacity
Part 6. Specification for free-standing plastics medicine
measuring spoons of 5 mL capacity

The following Parts have been withdrawn, being superseded
by Part 1:

Part 2. Glass medicine measures of 30 mL capacity
Part 3. Plastics medicine measures of 50 mL capacity
Part 5. Plastics medicine measures of 10 mL capacity

The following Part has been withdrawn, being superseded
by Part 6:

Part 4. Plastics medicine measuring spoons of 5 mL
capacity

Compliance with a British Standard does not of itself
confer immunity from legal obligations.
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Specification

1 Scope
Definition
Materials
Design
Capacity
Graduated scale
Freedom from liquid leakage
Resistance to washing
Resistance to breakage (bite forces)
Freedom from air leakage
Marking and labelling
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Appendices

A Guidance for selection of materials

B Test for resistance to washing

C Test for determination of capacity

D Test for freedom from liquid leakage

E Test for resistance to breakage (bite forces)
F Test for freedom from air leakage
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Table

1 Nominal capacity, and intervals at which
syringes are graduated and numbered 2

Figure

1 Suitable apparatus for testing resistance to
breakage (bite forces) 6
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