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B.S. 3281 : 1960

THiS BRITISH STANDARD, having been approved by the
Surgical Instruments and Medical Appliances Industry
Standards Committee and endorsed by the Chairman of the
Chemical Divisional Council, was published under the
authority of the General Council on 19th October, 1960.

The Institution desires to call attention to the fact that this
British Standard does not purport to include all the necessary
provisions of a contract.

In order to keep abreast of progress in the industries
concerned, British Standards are subject to periodical review.
Suggestions for improvements will be recorded and in due
course brought to the notice of the committees charged with
the revision of the standards to which they refer.

A complete list of British Standards, numbering over 3000,
indexed and cross-indexed for reference, together with an
abstract of each standard, will be found in the Institution’s
Yearbook, price 15s.

This standard makes reference to the following British

Standards:

B.S. 265. Cold rolled brass sheets, strip and foil, copper
content 61-5 per cent minimum and under 64 per
cent maximum.

B.S. 267. Cold rolled brass sheets, strip and foil, copper
content within range 68 per cent minimum and
72 per cent maximum.

B.S. 899. Rolled copper sheet and strip for general purposes.

B.S. 1224. Electroplated coatings of nickel and chromium.

B.S. 1449. Steel plate, sheet and strip.

British Standards are revised, when necessary, by the issue either
of amendment slips or of revised editions. It is important that
users of British Standards should ascertain that they are in
possession of the latest amendments or editions.

The following B.S.I. references relate to the work on this standard:
Committee reference SGC/14 Draft for comment CZ(SGC) 9405
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PD 4322

Amendment No. 1, published 16 October, 1961
to B.S. 3281 : 1960

Rectangular metal boxes for use in high vacuum
steam sterilizers

Revision

Page 2. Add the following to the list of British Standards:
* B.S. 2831. Methods of test for air filters used in an air-conditicning
and general ventilation. ’
Clause 4. Construction. Add to the existing text of Sub-Clause 4 b, the
following:
* The filter shall comply with the following:

(i) The filter material shall be resistant to corrosion, rotting, insects
and autoclaving.

(i) It shall be adequately supported on both faces to prevent dis-
tortion and movement, and to prevent rupture on sudden pressure
changes, especially when wet.

(ii)) The methylene blue penetration shall be not greater than 0-01
per cent when tested in accordance with B.S. 2831* at all rates of flow
in the autoclave employed.

(iv) Replacement of the filter material shall be mechanically simple. ’

* B.S. 2831, ‘Methods of test for air filters used in air-conditioning and general
ventilation.’
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