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Compliance with a British Standard does not of itself confer immunity from legal obligations.

Foreword

This revision of BS 4376 : 1968 has been prepared under
the direction of the Refrigeration, Heating and Air
Conditioning Standards Committee to cover all sizes of
refrigerator, both ‘reach-in’ and ‘walk-in’ types, designed
and equipped for the preservation of whole blood and fluid
blood plasma and its derivatives that need to be kept within
specified limits of temperature. The refrigerators are

intended for use in hospitals and blood collecting centres.
Refrigerators for the storage of frozen blood products are
excluded.

The standard specifies particular requirements for the
proper storage of unfrozen blood when in refrigerators that
have been constructed according to BS 2501 and BS 2502.

BS 4376 : 1968 is withdrawn.
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AMD 6326

AW
‘
~—— Amendment No. 1

A ¥ 4 published and effective from 30 April 1991

to BS 4376 : 1982

Specification for electrically operated blood
storage refrigerators

NOTE. This amendment deletes the text which is now covered by
BS 4376 : Part 1 : 1991,

Revised text

AMD 6326 Foreword

April 1991 At the end of paragraph 1 insert the following new paragraph.

‘A revision of the requirements for closed reach-in type
cabinets has been prepared and issued as BS 4376 : Part 1:
1991 and the requirements for closed reach-in type cabinets
have been deleted by amendment 1. It is envisaged that
further Parts will be issued to cover other types of blood
storage refrigerators.’

26 Clause 1. Scope

In paragraph 1, lines 2 and 3, delete ‘refrigerator of the closed reach-in type, constructed
according to BS 2501, and for”,

At the end of paragraph 1, insert ‘Closed reach-in type cabinets are covered by BS 4376 :

Part 1.
126 Clause 3.2.1 Reach-in cabinets
April 1991 . .
Delete the text of this subclause and substitute ‘Text deleted’.
AMD 6326 Clause 3.3.2 Reach-in cabinets
April 1991 )
Delete the text of this subclause and substitute ‘Text deleted’.
AMD 6326 Clause 10. Tests for reach-in cabinets
April 1991
pr Delete the text of this clause and substitute ‘Text deleted’.
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