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National foreword
This British Standard has been prepared under the direction of the Health Care Standards Committee and is identical with
1EC Publication 601-2-9 : 1987 *Medical electrical equipment’ Part 2 ‘Particular requirements for the safety of dosimeters
used in radiotherapy with electrically-connected radiation detectors’ prepared by Technical Committee TC 62, Electrical
equipment in medical practice, of the International Electrotechnical Commission (IEC). This Particular Standard amends
and supplements BS 5724 : Part | hereinafter called the General Standard. As stated in 1.3 of the General Standard, the
requirements of this Particular Standard take precedence over those of the General Standard.
As in the General Standard, the requirements are followed by compliance tests. The numbers of the sections and clauses in
this standard refer to the related sections and clauses in the General Standard. Clauses, subclauses or figures that are
additional to those of the General Standard are numbered starting from 101; additional appendices are lettered AA, BB, etc.,
and additional items aa), bb), etc. The changes from the text of the General Standard are specified by the use of the following
words.

‘Replacement’ means that the clause, sub-clause or specified paragraph of the General Standard is replaced by the text of

this standard.

‘Amendment’ means that the clause, sub-clause or specified paragraph of the General Standard is amended as indicated by

the text of this standard.

*Addition’ means that the text of this standard is additional to the requirements of the General Standard.
A rationale for the most important requirements is given in appendix AA. It is considered that a knowledge of the reasons for
the requirements will not only facilitate the proper application of the standard, but will expedite any subsequent revision.
This appendix does not form part of the standard.
Terminology and conventions. The text of the international standard has been approved as suitable for publication as a
British Standard without deviation. Some terminology and certain conventions are not identical with those used in British
Standards. In particular the following print types are used.

Requirements, compliance with which can be tested, and definitions: in roman type.

Explanations, advice, general statements, exceptions and references: in small roman type.

Test procedures. initalic type.

Terms defined in clause 2 of the General Standard, in BS 6641 and this Particular Standard: small capitals.

Cross-references

International standard Corresponding British Standard

IEC 348 : 1978 BS 4743 : 1979 Specification for safety requirements for electronic measuring apparatus
(Identical)

IEC 601-1:1977 BS 5724 Medical electrical equipment

(as amended by Part 1 : 1979 Specification for gencral safety requirements

Amendment No. 1 (1984)) (Technically equivalent)

IEC 788 : 1984 BS 6641 : 1985 Glossary of medical radiology terms
(Identical)

The Technical Committee has reviewed the provisions of IEC Publication 731, to which reference has been made in the text,
and has decided that they are acceptable for use in conjunction with this standard.

Compliance with a British Standard does not of itself confer immunity from legal obligations.
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AMD 6801
Amendment No. 1
published and effective from 24 December 1991
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STANDARDS

Medical electrical equipment

Part 2 Particular requirements for safety

Section 2.9 Specification for dosimeters used in radio-
therapy with electrically-connected radiation detectors

NOTE. This amendment implements CENELEC HD 395.2.9 S1.

Revised text

AMD 6801 Front cover
December 1991 . . . : .
Immediately below the title of Section 2.9, insert the following.

‘(Implementation of CENELEC HD 395.2.9 S1)

AMD 6801 National foreword
December 1991 At the end of the first sentence of paragraph 1 insert the following.

‘It also implements European Committee for Electrotechnical Standardization (CENELEC) Harmonization Document
HD 395.2.9 S1 which was approved by the CENELEC Technical Board on 28 June 1988. There are no CENELEC
modifications in HD 395.2.9 S1.”

Documents

Document Sharing Hub
9112-0 Hcc/83

Full document details: BS 5724-2-2.9:1988


http://www.avadocuments.com/doc/bs-5724-2-2-9-1988
http://www.avadocuments.com/doc/bs-5724-2-2-9-1988

Documents

Document Sharing Hub

Full document details: BS 5724-2-2.9:1988


http://www.avadocuments.com/doc/bs-5724-2-2-9-1988
http://www.avadocuments.com/doc/bs-5724-2-2-9-1988

BS 5724 : Section 2.9: 1988

CONTENTS
Page
Nationalforeword . . . . . . . . . . . . . . « . v .« . ... ... .. .. Insidefrontcover
Committeesresponsible . . . . . . . . . . . L L Lo L Lo Back cover
SECTION ONE — GENERAL

Clause
1. Scope and object 3
2. Terminology and definitions 4
5. Classification S
6. Identification, marking and documents 5
7. Power input . 7

SECTION TWO — SAFETY REQUIREMENTS
SECTION THREE — PROTECTION AGAINST ELECTRIC SHOCK HAZARDS
13. General . . . . . . L. L e e e e 7
14. Requirements related to classification . . . . . . . . . . ... o0 oL 7
15. Limitation of voltage and/or current . . . . . . . . . . . . . . . .. ... 7
SECTION FOUR — PROTECTION AGAINST MECHANICAL HAZARDS

21. Mechanical strength . . . . . . . . . .. ..o Lo Lo 7

SECTION FIVE — PROTECTION AGAINST HAZARDS FROM UNWANTED
OR EXCESSIVE RADIATION

SECTION SIX — PROTECTION AGAINST THE HAZARD OF EXPLOSIONS
IN MEDICALLY USED ROOMS

SECTION SEVEN — PROTECTION AGAINST EXCESSIVE TEMPERATURES, FIRE AND OTHER HAZARDS,
SUCH AS HUMAN ERRORS

44. Overflow, spillage, leakage, humidity, ingress of liquids, cleaning, sterilization and
disinfection . . . . . . . . oL Lo Lo oL L L 8

Documents

Document Sharing Hub

Full document details: BS 5724-2-2.9:1988


http://www.avadocuments.com/doc/bs-5724-2-2-9-1988
http://www.avadocuments.com/doc/bs-5724-2-2-9-1988

