BSI BS%5795 79 MM 1b24bb9 02LA508 7 MH

1

BS 5795 .1979
1ISO 3964-1977

UDC 616.314-089-72 ; 621,826

writish Standard Specification for

Coupling dimensions of dental handpieces

(1SO title: Dental handpieces — Coupling dimensions]

Spécification des dimensions d'accouplement des piéces & main dentaires

Spezifikation fiir die AnschluRabmessungen von dentalen Handgeréten

National foreword

This British Standard is identical with 1SO 3964 ‘Dental
handplieces — Coupling dimensions’ published by the
International Organization for Standardization (1SO).

Terminoleyy and conventions. The text of the international
standard has baen approved as suitable for publication,
without devlation, as a British Standard. Some terminology
and certain conventions are not identical with those used in
British Standards; attention is specially drawn to the
following.

The comma has been used throughout as a decimal marker,
In British Standards it is current practice to use a full point
on the baseline as the decimal marker,

British Standards Institution

Full document details: BS 5795:1979

Where the words ‘International Standard’ appear, referring
to this standard, they should be read as ‘British Standard’,

Additional information

Clause 0, Introduction, Although ISO 3964 Is one of a
series of international standards in preparation relating to
the dental handpiece, the only other British Standard on
the subject is BS 4222 ‘Dimensions of the transmission
coupling {slip-joint) to dental handpieces’.

Figure 2. In British Standards the customary unit symbol
for ‘revolutions per minute’ is ‘r/min’,
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0 INTRODUCTION

This International Standard is one of a series of standards
relating to the dental handpiece.

T y dental handpiece is an instrument used daily,
wn ighout the world, by the dental practitioner, To permit
the interchange of instruments from various manufacturing
sources in different countries, agreement on the dimensions
for the coupling units Is necessary, otherwise major
practical problems could arise in the use of these precision

instruments,
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FIGURE 1 ~ Instrument
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1 SCOPE AND FIELD OF APPLICATION

This International Standard specifies the nominal dimen-
sions and tolerances of the swival-type coupling used
between the dental handpieces and their motivating units.
it is not applicable to the older “slip-joint’ coupling.

2 NOMINAL DIMENSIONS AND TOLERANCES
See figures 1 and 2,

Dimensions in millimetres
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The tolerance shall be _ g 01 for speeds greater than

26 000 rev/min and _ g 02 tor speeds of 25 000 rev/min and less,

FIGURE 2 — Motar
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