BRITISH STANDARD 9382337- )

ISO 6685:1982

CONFIRMED
JUNE 1993

General methods of
chemical analysis —

Part 3: Method for determination of
iron content (1,10-phenanthroline
spectrophotometric method)

[ISO title: Chemical products for industrial use — General method
for determination of iron content — 1,10-phenanthroline
spectrophotometric method]

UDC 543.422.062:546.72

W, A, @
LA W =—
B e

NO COPYING WITHOUT BSI PERMISSION EXCEPT AS PERMITTED BY COPYRIGHT LAW
Y\ W

Document Sharing Hub

Full document details: BS 6337-3:1983


http://dx.doi.org/10.3403/00108850U
http://www.avadocuments.com/doc/bs-6337-3-1983
http://www.avadocuments.com/doc/bs-6337-3-1983

BS 6337-3:1983

Cooperating organizations

The Chemical Standards Committee, under whose direction this
British Standard was prepared, consists of representatives from the following:

Association of Fatty Acid Distillers

British Tar Industry Association

Chemical Industries Association®

Consumer Standards Advisory Committee of BSI
Department of Health and Social Security
Department of Industry (Laboratory of the Government Chemist)
Fertiliser Manufacturers’ Association Ltd.
Ministry of Agriculture, Fisheries and Food
Ministry of Defence*

National Sulphuric Acid Association

Paintmakers Association of Great Britain Ltd.
Royal Institute of Public Health and Hygiene
Royal Society of Chemistry

Soap and Detergent Industry Association
Standardization of Tar Products Tests Committee

The organizations marked with an asterisk in the above list, together with
coopted members nominated by other BSI committees, were directly
represented on the Technical Committee entrusted with the preparation of this
British Standard.

This British Standard, having
been prepared under the
direction of the Chemical
Standards Committee, was
published under the authority
of the Board of BSI and comes
into effect on

31 January 1983 Amendments issued since publication
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The following BSI references
relate to the work on this
standard:
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National foreword

This Part of is the third of a series of general methods of chemical
analysis prepared under the direction of the Chemical Standards Committee. It
is identical with ISO 6685:1980 “Chemical products for industrial use — General
method for determination of iron content-1,10-phenanthroline spectrophotometric
method”, published by the International Organization for Standardization (ISO).

For some years, the UK has participated in the work of Subcommittee 1 —
General methods, of Technical Committee 47 — Chemistry, of ISO. As
international agreement is reached on the methods, it is proposed to publish them
as Parts of this British Standard. The work of Subcommittee 1 on such general
methods was motivated by the existence of a multiplicity of methods for the same
determination, all differing to various degrees, that had been prepared by the
ISO/TC 47 sub-committees, etc., responsible for particular chemical products or
groups of products. For this historical reason, unnecessary proliferation of
different reagents, apparatus and procedures had been developed.

These general methods are intended to reduce such proliferation, as far as is
possible. They assume that a suitable test solution of a product to be analyzed
has been prepared, by a method established in the standard relating to the
product concerned, which also gives other specific details such as relevant
interfering species and how to overcome them, and how the results should be
expressed. It is hoped and expected that any committees that wish to revise
existing, or prepare new, standards involving an analysis corresponding to the
general methods, will do so by no more than cross-references to the appropriate
parts of this British Standard.

Because a general method cannot take into account the properties of all the
products to which it may be applied, it should indicate what characteristics the
test solution should have in order that the method can be applied to it. The
compiler of the product standard should indicate how the test portion is to be
treated in order to obtain a test solution with the required characteristics.

Moreover, while a general method should include a list of known interferences,
together with suggestions by which they can be overcome, the product standard
should indicate what interferences might be expected in a particular product and
what action should be taken if they are present so that the general method can be
applied to the product concerned.

Because no product standard can be expected to foresee all eventualities, the user
of the product standard should check in all cases that the general method will be
applicable to a particular material.

This method was developed on behalf of ISO by the Analytical Methods
Committee of the Analytical Division of the Royal Society of Chemistry (formerly
the Society for Analytical Chemistry), and the British Standards Institution
wishes to acknowledge its appreciation of this contribution to national and
international standardization.

Terminology and conventions. The text of the International Standard has
been approved as suitable for publication as a British Standard without
deviation. Some terminology and certain conventions are not identical with those
used in British Standards; attention is especially drawn to the following.

The comma has been used as a decimal marker. In British Standards it is current
practice to use a full point on the baseline as the decimal marker.

Wherever the words “International Standard” appear, referring to this standard,
they should be read as “British Standard”.

Additional information. In 5.1 and 6.3.1, the comma between “1” and “2” is not
a decimal comma.

In 6.4.1, it 1s not clear that the aliquot portion of the test solution that is taken
can be less than 60 ml in volume. This would be clearer if the words “not more
than” were inserted before “60 ml” in line 2.
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