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Foreword

This British Standard has been prepared under the direction
of the Disinfectants Standards Committee.

The method is based on the improved (1974) Kelsey-Sykes
test for disinfectants. The test is not intended solely for use
by those employed in hospitals. It is also designed for
official laboratories or for manufacturers as a guide to
concentrations of disinfectants which may be recommended
for use under ‘dirty’ conditions in hospitals.

Compliance with a British Standard does not of itself
confer immunity from legal obligations.
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AMD 8277

STANDARDS

Amendment No. 1
published and effective from 15 November 1994
to BS 6905 : 1987

Method for estimation of concentration of disinfectants used in
‘dirty’ conditions in hospitals by the modified Kelsey-Sykes test

Correction

Clause 4.7 Yeast suspension
In line 2, delete ‘50 mg/L yeast’ and substitute ‘50 g/L yeast’.
AMD 8277/November 1994
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