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National foreword

This British Standard has been prepared under the direction of the Health Care Standards Committee and is identical with
1EC Publication 520 : 1975 ‘Entrance field sizes of electro-optical X-ray image intensifiers’, prepared by Technical
Committee TC 62, Electrical equipment in medical practice, of the International Electrotechnical Commission (IEC).

The BSI Technical Committee did not call for the implementation of IEC 520 as a British Standard at the time it was
published, but since then it has increasingly become the practice of manufacturers to express entrance field sizes in the way
described in IEC 520 and there is consequently now a need for a British Standard.

This British Standard should not be used or quoted as a specification. When methods used for the determination and
expression of entrance ficld sizes of electro-optical X-ray image intensifiers are in accordance with this British Standard, any
mention of this should include the number and date of this British Standard, i.e. BS 6983 : 1988.

‘Terminology and conventions. The text of the international standard has been approved as suitable for publication as a
British Standard without deviation. Some terminology and certain conventions are not identical with those used in British
Standards: attention is drawn cspecially to the following.

Wherever the term *1EC 520/1975° appears, it should be read as ‘BS 6983 : 1988".
Terms that are defined in clause 2 and appendix A are printed in italic type where they appear in the text.
Compliance with a British Standard does not of itself confer immunity from legal obligations.
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AMD 6999
Amendment No. 1
published and effective from 28 February 1992
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to BS 6983 : 1988

STANDARDS

Methods for determination and expression of
entrance field sizes of electro-optical X-ray image
intensifiers

NOTE. This amendment is being published to effect the implementation
of CENELEC HD 510 S1.

Revised text

AMD 6999 Front cover
Feb 1992 . . .
ebruary Underneath the title, insert the following:

‘(Implementation of CENELEC HD 510 S1)’

AMD 6999 National foreword
February 1992 .
Y Insert the following sentence at the end of paragraph 1.

“This British Standard is also in agreement with Harmonization Document HD 510 S1, published by the European
Committee for Electrotechnical Standardization (CENELEC).’
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