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IMPORTANT NOTE. It is essential that this Part be read in conjunction with the general information given in BS 7012 : Part 0 ‘General

introduction’, which is published separately.

Foreword

This Part of BS 7012 has been prepared under the direction
of the Laboratory Apparatus Standards Policy Committee.

There is an increasing demand to be able to connect record-
ing devices to the imaging exit port of a microscope.

To facilitate interchangeability of recording devices it is
essential that both the position of the primary image plane
with respect to the connector, and the dimensions of the
connector are standardized. This Part of BS 7012 has been
prepared to specify the position of the primary image
plane with respect to the connector, and the dimensions
of the connector at the imaging exit port of a microscope.
Work, in which the UK is actively participating, is currently
being undertaken by Subcommittee 5, Microscopes,

of Technical Committee ISO/TC 172, ‘Optics and optical
instruments’, of the International Organization for
Standardization (ISO) to standardize connections on
recording devices.

It has been decided to proceed with the publication of
this Part of BS 7012 without awaiting the publication of
the corresponding international standard, in order to
avoid the delay that would otherwise be caused. When the
international work is completed, it will (subject to
acceptability by the UK) be implemented as a revision

of this Part.

Compliance with a British Standard does not of itself
confer immunity from legal obligations.
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Full document details: BS 7012-9:1989

1 Scope

This Part of this British Standard specifies the dimensions
of a mechanical connector and an imaging exit port (other
than a monocular or binocular viewing tube) for inter-
facing recording, display and projection devices to a
microscope; and the position of the primary image plane.

NOTE. The title of the publication referred to in this standard
is given on page 3.

2 Definitions

For the purposes of this Part of BS 7012, the following
definitions apply.

2.1 female component of interfacing connection.
The imaging exit port of a microscope into which the
connecting device is inserted.

2.2 male component of interfacing connection. The fitting
on the device which is inserted into the imaging exit port
of a microscope.

3 Requirements

3.1 Dimensions
The dimensions of the male and female components shall
be as shown in figure 1.
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3.2 Position of the primary image plane To prevent damage to the male component the screw
The position of the primary image plane shall be as shown  shall either have a nylon thread or be nylon tipped.
in figure 1.
3.3 Clamping screw 4 Marking
Therglshafllft')e alscrlew dfzwcehon thle female com;?onent The following shall be permanently and legibly marked
capable of firmly clamping the male component into on female and male components:
position as shown in figure 1. .
The bol hread shall v with th . (a) the number and year of this standard,
e bolt screw thread shall comply with the requirements ie BS7012 : 1989.

of BS 3643 : Part 1, designation Mb.

*Marking BS 7012 : Part 9 : 1989 on or in relation to a product represents a manufacturer’s declaration of conformity, i.e. a claim by or

on behalf of the manufacturer that the product meets the requirements of the standard. The accuracy of the claim is thergfore solel
responsibility of the person making the claim. Such a declaration is not to be confused with third party certification of cﬁé&“ﬁlﬁe ntS

which may also be desirable. )
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