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Foreword

BS 7174 has been prepared under the direction of the Health Care Standards
Policy Committee. It embraces a combined revision of BS 5322 : 1976 and

BS 5616 : 1981, which it supersedes and which are withdrawn, but it also extends
the scopes of those standards to cover other types of intravascular catheter and
their ancillary devices.

BS 7174 is published in several Parts. Part 1 gives general requirements for
intravascular catheters and ancillary devices; this Part gives specific
requirements for angiographic catheters (previously covered, as radiographic
diagnostic catheters, by BS 5322); Part 3 gives specific requirements for central
venous catheters (previously covered, as intravascular catheters, by BS 5616);
and Part 4 specifies requirements for a range of ancillary devices, some of which
were previously covered by BS 5322 and BS 5616. It is intended that further Parts
of BS 7174 giving specific requirements for other types of intravascular catheter,
will be prepared in future.

Whereas torque characteristics and a test method were included in BS 5322,
these have been omitted from this Part of BS 7174 for the following reasons:

(a) investigations have shown that the torque characteristics of a catheter are
complex and are affected by such features as the type of shaft construction,
whether made of single or multiple plastics materials, type of shaft
reinforcement, the torque changes that occur when the patient end of the
shaft is angled through 360°, and designed torque changes between patient
end and user end of the shaft;

(b) user experiences and preferences, where preferred tactile response is
required in the clinical situation.

It has not yet been found possible to specify a satisfactory method of measuring
radio-opacity. Consequently the packaging of catheters that are made of material
which is inherently radio-opaque, or to which a radio-opacifying agent has been
admixed, is to be marked ‘RADIO-OPAQUE’.

Catheters should be manufactured and sterilized in accordance with the
recommendations in the ‘Guide to Good Manufacturing Practice for Sterile
Medical Devices and Surgical Products’ 1), Attention is also drawn to the
manufacturer’s registration scheme administered by the Department of Health.

Product certification. Users of this British Standard are advised to consider the
desirability of third party certificetion of product conformity with this British
Standard based on testing and continuing surveillance, which may be coupled
with assessment of a supplier’s quality systems against the appropriate Part of
BS 5750.

Enquiries as to the availability of third party certification schemes will be
forwarded by BSI to the Association of Certification Bodies. If a third party
certification scheme does not already exist, users should consider approaching an
appropriate body from the list of Association members.

Compliance with a British Standard does not of itself confer immunity from
legal obligations.

1) Compiled by the Department of Health and Social Security; published and available from Her
Majesty’s Stationery Office. ISBN 011 320770 0 D
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