BS 7618 :
Part 1 : 1992
ISO 9703-1 :
1992

Alarm signals for
anaesthesia and
respiratory care

Part 1. Specification for visual alarm
signals

UDC 615.478.6 : [616-89.5+615.816] : 654.915 PN
‘
L Xling

Lo octimant Sharing Bl
NO COPYING WITHOUT BSI PERMISSION EXCEPT AS PERMITTED BY COPYRIGHT LAW
E———————— BitiSh Standards

b

Full document details: BS 7618-1:1992


http://www.avadocuments.com/doc/bs-7618-1-1992
http://www.avadocuments.com/doc/bs-7618-1-1992

BS 7618 : Part 1 : 1992
L -

Committees responsible for this
British Standard

The preparation of this British Standard was entrusted by the Health Care
Standards Policy Committee (HCC/-) to Technical Committee HCC/16, upon
which the following bodies were represented:

Association of Anaesthetists of Great Britain and Ireland

Association of British Paediatric Nurses

Association of Renal Technicians

British Anaesthetic and Respiratory Equipment
Manufacturers’ Association

British Association of Critical Care Nurses

British Association of Otolaryngologists

British Paediatric Association

Department of Health

Electro Medical Trade Association Limited

Experimental Psychology Society

Institute of Hospital Engineering

Institute of Physical Sciences in Medicine (IPSM)

Intensive Care Society

Medical Research Council

Ministry of Defence

Neonatal Nurses Association

Royal College of Midwives

This British Standard, having
been prepared under the

direction of the Health Care Amendments issued since publication
Standards Policy Committee,
was published under the Amd. No. Date Text affected

authority of the Standards
Board and comes into effect on
15 December 1992
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National foreword

This Part of BS 7618 has been prepared under the direction of the Health Care
Standards Policy Committee. It is identical with ISO 9703-1 : 1992 Anaesthesia
and respiratory care alarm signals — Part 1: Visual alarm signals, prepared by
Technical Committee ISO/TC 121, Anaesthetic and respiratory equipment, of the
International Organization for Standardization (ISO).

Attention is drawn to ISO/DIS 9703-2, in preparation by ISO/TC 121, which will
give requirements for auditory alarm signals for use in anaesthesia and
respiratory care, and to prEN 475, in preparation by CEN/TC 259, which will give
requirements for electrically generated visual and auditory alarm signals for all
types of medical device.

Cross-references

International standard Corresponding British Standard

IEC 73 : 1984 BS 4099 Colours of indicator lights, push-buttons,
annunciators and digital readouts
Part 1 : 1986 Specification for colours of indicator lights
and push-buttons
(Identical)V)

Compliance with a British Standard does not of itself confer immunity from
legal obligations.

D IEC 73 : 1984 is currently under revision. When the revised version is pul ity i
that it will be implemented as a dual-numbered revision of BS 4009 - Part 1&@9 ummts
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