BRITISH STANDARD BS 7731:1994
ISO 9584:1993

Method for

Radiographic
examination of cast
metallic surgical
implants

W, A, @
LA W =—
B e
NO COPYING WITHOUT BSI PERMISSION EXCEPT AS PERMITTED BY COPYRIGHT LAW

Document Sharing Hub

Full document details: BS 7731:1994


http://www.avadocuments.com/doc/bs-7731-1994
http://www.avadocuments.com/doc/bs-7731-1994

BS 7731:1994

Committees responsible for this
British Standard

The preparation of this British Standard was entrusted by the Health Care
Standards Policy Committee (HCC/-) to Technical Committee HCC/18, upon
which the following bodies were represented:

Association of British Health-care Industries

British Forging Industry Association

British Industrial Ceramic Manufacturers’ Association
British Institute of Surgical Technologists

British Investment Casting Trade Association

British Medical Association

British Orthopaedic Association

British Steel Industry

British Surgical Trades Association

Department of Health

Department of Trade and Industry (Laboratory of the Government Chemist)
Royal College of Surgeons of England

Royal Veterinary College

Scottish Office

Sterilised Suture Manufacturers’ Association

Surgical Dressings Manufacturers’ Association

This British Standard, having
been prepared under the
direction of the Health Care
Standards Policy Committee,
was published under the
authority of the Standards
Board and comes

into effect on . . . .
15 February 1994 Amendments issued since publication

© BSI 07-1999 Amd. No. Date Comments

The following BSI references
relate to the work on this
standard:

Committee reference HCC/18
Draft for comment 92/54173 DC

ISBN 0 580 22916 5 _ Documents

Document Sharing Hub

Full document details: BS 7731:1994


http://www.avadocuments.com/doc/bs-7731-1994
http://www.avadocuments.com/doc/bs-7731-1994

BS 7731:1994

Contents

Page
Committees responsible Inside front cover
National foreword 1

Scope

Normative references
Definitions
Procedure

Inspection levels
Acceptance limits
Documentation

0 3 O U i W DN =
I e T e T T e O = S =

Personnel certification

Annex A (informative) Radiographic examination of cast

metallic surgical implants — Acceptance limits for internal
imperfections 2

Table A.1 — Recommended limits for size, number, separation
and (image) density for single imperfections and group of

imperfections 2

Documents

Document Sharing Hyb

© BSI 07-1999

Full document details: BS 7731:1994


http://www.avadocuments.com/doc/bs-7731-1994
http://www.avadocuments.com/doc/bs-7731-1994

