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National foreword

This British Standard is the UK implementation of EN 13697:2023. It
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The UK participation in its preparation was entrusted to Technical
Committee CH/216, Chemical disinfectants and antiseptics.

A list of organizations represented on this committee can be obtained on
request to its committee manager.
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liability is expressly disclaimed to the full extent permitted by the law.

This publication is provided as is, and is to be used at the
recipient’s own risk.

The recipient is advised to consider seeking professional guidance with
respect to its use of this publication.

This publication is not intended to constitute a contract. Users are
responsible for its correct application.
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European foreword

This document (EN 13697:2023) has been prepared by Technical Committee CEN/TC 216 “Chemical
disinfectants and antiseptics”, the secretariat of which is held by AFNOR.

This European Standard shall be given the status of a national standard, either by publication of an
identical text or by endorsement, at the latest by May 2024, and conflicting national standards shall be
withdrawn at the latest by May 2024.

Attention is drawn to the possibility that some of the elements of this document may be the subject of
patent rights. CEN shall not be held responsible for identifying any or all such patent rights.

This document supersedes EN 13697:2015+A1:2019.

The main changes compared to the previous version EN 13697:2015+A1:2019 amending edition
EN 13697:2015 are listed below:

— the inoculum under clean conditions for Pseudomonas aeruginosa and Candida albicans has been
reduced to the previous level as in EN 13697:2015;

— a more exact monitoring of the drying process has been included as Annex F (informative) in order
to support achieving sufficient levels of surviving cells for valid results;

— inclusion of yeasticidal activity in the title of the document;

— clarification that 1 % reconstituted milk can be used as sole soiling in dairy industry (no need to test
BSA);

— the designation of variables Nd, Nc, NC and NT have been renamed to Na, 4, B and C for harmonization
with other CEN TC 216 standards;

— clarification of the counting procedure in 5.5.3;

— correction of the Formulae (2) and (3) in 5.5.3;

— correction of the calculation error for counts 0/0, resulting now in “Ig = 0,7”;
— Listeria monocytogenes has been included as additional test organism;

— several editorial corrections and clarifications have been made.

The following changes in version EN 13697:2015+A1:2019 amending edition EN 13697:2015 were
maintained:

— deletion of obligatory and additional conditions (see Table 1 and 5.5.1);

— update of Bovine albumin and skimmed milk solutions preparations (see 5.2.2.8.2 and 5.2.2.8.3
respectively);

— add of instruction for using vacuum desiccator;
— clarification to the determination of microbicidal concentrations by updating 5.5.2.1 b) and adding

pictures of carriers.
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Data obtained from [EN 13697:2015and from EN 13697:2015+A1:2019 are still valid. Data obtained from
EN 13697:2001| are still valid with the exception of Aspergillus brasiliensis (due to modified spore
preparation).

Any feedback and questions on this document should be directed to the users’ national standards body.
A complete listing of these bodies can be found on the CEN website.

According to the CEN-CENELEC Internal Regulations, the national standards organisations of the
following countries are bound to implement this European Standard: Austria, Belgium, Bulgaria, Croatia,
Cyprus, Czech Republic, Denmark, Estonia, Finland, France, Germany, Greece, Hungary, Iceland, Ireland,
[taly, Latvia, Lithuania, Luxembourg, Malta, Netherlands, Norway, Poland, Portugal, Republic of North
Macedonia, Romania, Serbia, Slovakia, Slovenia, Spain, Sweden, Switzerland, Tiirkiye and the United
Kingdom.
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Introduction

This document describes a surface test method for establishing whether a product proposed as a
disinfectant in the fields described in Clause 1 has or does not have bactericidal and yeasticidal and/or
fungicidal activity on non-porous surfaces.

This document has been revised in order to modify the test parameters under “clean conditions” adopted
for P. aeruginosa and C. albicans; in order to harmonize the designation of test variables N, B, C, A, Na with
the other recent CEN TC 216 standards and to clarify and/or correct details in colony counting and
calculation.

The laboratory test closely simulates practical conditions of application. Chosen conditions (contact time,
temperature, organisms on surfaces...) reflect parameters which are found in practical situations
including conditions which can influence the action of disinfectants. Each use concentration found from
this test corresponds to specified experimental conditions.

The conditions are intended to cover general purposes and to allow reference between laboratories and
product types.

However, for some applications the recommendations of use of a product can differ and therefore
additional test conditions need to be used.
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1 Scope

This document specifies a test method (phase 2/step 2) and the minimum requirements for bactericidal
and yeasticidal and/or fungicidal activity of chemical disinfectants that form a homogeneous physically
stable preparation in hard water or - in the case of ready-to-use products - with water in food, industrial,

domestic and institutional areas, excluding areas and situations where disinfection is medically indicated
and excluding products used on living tissues.

This document applies to products that are used for disinfecting non-porous surfaces without mechanical
action.

This document is applicable at least to the following:

a) processing, distribution and retailing of:

1) food of animal origin:
i) milk and milk products;
ii) meat and meat products;
iii) fish, seafood and products;
iv) eggs and egg products;
v) animal feeds;
vi) etc.

2) food of vegetable origin:
i) beverages;
ii) fruits, vegetables and derivatives (including distilleries and sugar refineries);
iii) flour, milling and baking;
iv) animal feeds;
v) etc.

b) institutional and domestic areas:

1) catering establishments;

2) public areas;

3) public transports;

4) schools;

5) nurseries;

6) shops;

7) sports rooms;
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8) waste containers (bins);
9) hotels;
10) dwellings;
11) clinically non sensitive areas of hospitals;
12) offices;
13) etc.
c) otherindustrial areas:
1) packaging material;
2) biotechnology (yeast, proteins, enzymes...);
3) pharmaceutical;
4) cosmetics and toiletries;
5) textiles;
6) space industry, computer industry;
7) etc.

This document does not apply when the product is applied via an automatic airborne disinfection
method; in such cases, see EN 17272.

Using this document, it is possible to determine the bactericidal and yeasticidal and/or fungicidal activity
of the undiluted product. As three concentrations are tested, in the active to non-active range, dilution of
the productis needed and, therefore, the product forms a homogeneous stable preparation in hard water.

N 14885 specifies in detail the relationship of the various tests to one another and to use
recommendations.

NOTE1 The method described is intended to determine the activity of commercial formulations or active
substances on bacteria and/or fungi in the conditions in which they are used.

NOTE 2  This method cannot be used to evaluate the activity of products against mycobacteria.

2 Normative references

The following documents are referred to in the text in such a way that some or all of their content
constitutes requirements of this document. For dated references, only the edition cited applies. For
undated references, the latest edition of the referenced document (including any amendments) applies.

N 12353, Chemical disinfectants and antiseptics — Preservation of test organisms used for the
determination of bactericidal (including Legionella), mycobactericidal, sporicidal, fungicidal and virucidal
(including bacteriophages) activity

N 14885, Chemical disinfectants and antiseptics — Application of European Standards for chemical
disinfectants and antiseptics
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ISO 4793, Laboratory sintered (fritted) filters — Porosity grading, classification and designation

3 Terms and definitions

For the purposes of this document, the terms and definitions given in [EN 14885 apply.

[SO and IEC maintain terminology databases for use in standardization at the following addresses:

— IS0 Online Browsing Platform: available at https://www.iso.org/obp

— IEC Electropedia: available at https://www.electropedia.org/

4 Requirements

The product shall demonstrate at least a 4 decimal log (1g) reduction for bacteria and at least a 3 decimal

log (Ig) reduction for fungi, when tested in accordance with Table 1 and 5.5.1.

Table 1 — Experimental conditions

Test conditions

Bactericidal activity on
non-porous surfaces

without mechanical
action

Yeasticidal activity on
non-porous surfaces

without mechanical
action

Fungicidal activity on
non-porous surfaces

without mechanical
action

Test organisms
(see 5.2.1)

minimum
spectrum of
test
organisms

Enterococcus hirae
Escherichia coli
Pseudomonas aeruginosa

Staphylococcus aureus

Candida albicans

Candida albicans

Aspergillus brasiliensis

range shall be between
18°Cand 25 °C

range shall be between
18°Cand 25 °C

Saccharomyces
_ _ cerevisiae (for
Test organisms Salmonella typhimurium breweries)

o . , any relevant test
additional Lactobacillus brevis Saccharomyces .
(examples) Al organism

Enterobacter cloacae cerevisiae var.
diastaticus (for
breweries)
In a range from (4 + 1) °C In arange from (4 + 1) | Inarange from (4 + 1) °C
to (40+1)°C °Cto (40 +1)°C to (40 +1)°C
Test For tests performed at For tests performed at For tests performed at
temperature room temperature, the room temperature, the room temperature, the

range shall be between
18°Cand 25 °C
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Test conditions

Bactericidal activity on
non-porous surfaces

without mechanical
action

Yeasticidal activity on
non-porous surfaces

without mechanical
action

Fungicidal activity on
non-porous surfaces

without mechanical
action

in a range from 1 min to
60 min (from 1 min to 5

in a range from 1 min to
60 min (from 1 min to 5
min at intervals of 1 min

in a range from 1 min to
60 min (from 1 min to 5

Contact time min at intervals of 1 min and from 5 min to 60 min at intervals of 1 min
and from 5 min to 60 min min at intervals of 5 and from 5 min to 60 min

at intervals of 5 min) ) at intervals of 5 min)

min)
‘ 0,3 g/1 bovine albumin for
Interfering Staphylococcus aureus, . . 0,3 g/1 bovine albumin
substance Enterococcus hirae, 0,3 gf/ol rbg \gzjei;lsgmm for C. albicans and A.
clean conditions Escherichia coli and ' brasiliensis

Pseudomonas aeruginosa

Interfering
substance

dirty conditions

3,0 g/1 bovine albumin for
Staphylococcus aureus,
Enterococcus hirae,
Pseudomonas aeruginosa
and Escherichia coli

3,0 g/1 bovine albumin
for C. albicans

3,0 g/1 bovine albumin
for C. albicans and A.
brasiliensis

Interfering
substance

in dairy industry

1,0 % reconstituted milk

(= 1,0 g/1 milk powder)

1,0 % reconstituted milk

(= 1,0 g/1 milk powder)

1,0 % reconstituted milk

(= 1,0 g/1 milk powder)

Interfering
substance any relevant substance any relevant substance any relevant substance
additional

Log reduction

from a water >41g >31g >31g

control (decimal
1g)

The referenced test conditions (General purposes) are by no means intended as requirements for the
use of a product, nor as requirements for the evaluation and acceptance of products by regulatory

authorities.

The application time for the product is specified by the manufacturer.

If specific applications are considered, the bactericidal/yeasticidal/fungicidal activity shall be
determined additionally under relevant conditions concerning application time, temperature, strains

and interfering substances.

Full document details: BS EN 13697:2023
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5 Test methods

5.1 Principle

An inoculum test suspension consisting of bacteria or fungi in a solution of interfering substances is
inoculated onto a test stainless steel surface and dried. A prepared sample of the product under test is
applied in a manner which covers the dried film. The surface is maintained at a specified temperature for
a specified period of time. The surface is transferred to a previously validated neutralization medium so
that the action of the disinfectant is immediately neutralized. The number of surviving organisms which
can be recovered from the surface is determined quantitatively.

The number of bacteria or fungi on a surface treated with hard water in place of the disinfectant is also
determined and the reduction in viable counts attributed to the product is calculated by difference.

5.2 Materials and reagents

5.2.1 Test organisms

The bactericidal activity shall be evaluated using the following four strains:

—  Pseudomonas aeruginosa ATCC® 15442™1;
—  Staphylococcus aureus ATCC® 6538™;
—  Enterococcus hirae ATCC® 10541™;
—  Escherichia coli ATCC® 10536™.
The fungicidal or yeasticidal activity shall be evaluated using the following two strains:
—  Candida albicans ATCC® 10231™;
—  Aspergillus brasiliensis (ex A. niger) ATCC® 16404™.
If required for specific applications, additional strains may be chosen from, for example:
—  Salmonella typhimurium ATCC® 13311™;
—  Lactobacillus brevis DSM 6235;
—  Enterobacter cloacae DSM 6234;
—  Listeria monocytogenes ATCC® 15313™ or ATCC® 19117™

—  Saccharomyces cerevisiae (for breweries) or ATCC® 9763™ or DSM 1333;

—  Saccharomyces cerevisiae var. diastaticus (for =~ DSM 70487.
breweries)

NOTE See Annex A for corresponding strain numbers in some other culture collections.

If additional strains are used, they shall be incubated under optimum growth conditions (temperature,
time, atmosphere) and noted in the test report.

1 ATCC® 15442™, ATCC® 6538™, ATCC® 10541™, ATCC® 10536™, ATCC® 10231™, ATCC® 16404™, ATCC® 13311™,
ATCC® 15313™, ATCC® 19117™ and ATCC® 9763™ are the trademarks of products supplied by the American Type Culture
Collections. This information is given for the convenience of users of this document and does not constitute an endorsement by
CEN of the product named. Equivalent products can be used if they can be shown to lead to the same results.
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If the additional strains selected do not correspond to the specified strains, their suitability for supplying
inocula of sufficient concentration shall be verified. If the additional strains tested are not classified at a
reference centre, their identification characteristics shall be stated. In addition, they shall be held by the
testing laboratory or national culture collection under a reference for 5 years.

5.2.2 Culture media and reagents

5.2.2.1 General

The reagents shall be of analytical grade and/or appropriate for microbiological purposes.

5.2.2.2 Water

The water shall be free from substances that are toxic or inhibiting to bacteria and fungi. It shall be freshly
glass distilled or of equal quality/purity and not demineralized water.

Sterilize in the autoclave (see 5.3.2.1).

NOTE1  Ifthe water is sterilized during sterilization of the reagents, this is not necessary.

NOTE 2  If distilled water of adequate quality is not available, water for injectable preparation (see European
Pharmacopoeia) can be used.

5.2.2.3 Tryptone Soya Agar (TSA)

For maintenance of bacterial strains and performance of viable counts.

Tryptone, pancreatic digest of casein 150¢g
Soya peptone, papaic digest of Soybean meal 50g
NaCl 508
Agar 150¢g
Water (see 5.2.2.2) 1000,0 ml

Sterilize in the autoclave (see 5.3.2.1). After sterilization, the pH of the medium shall be equivalent to
7,2 + 0,2 when measured at 20 ° C.

5.2.2.4 Malt extract agar (MEA)

For maintenance of fungal strains, sporulation and performance of viable counts.

Malt extract (food grade), e.g. Cristomalt powder from 300g

Difal?
Agar 150¢g
Water (see 5.2.2.2) 1000,0 ml

2 (Cristomalt powder from Difal is an example of a suitable product available commercially. This information is given for the
convenience of users of this document and does not constitute an endorsement by CEN of this product.
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The malt extract should be food grade (e.g. Cristomalt powder from Difal) or equivalent that is not highly
purified and not only based on maltose (e.g. Malt extract from 0X0ID™)3. However, if there are problems
producing at least 75 % spiny spores see 5.4.1.3.

Sterilize in the autoclave [5.3.2.1 a)]. After sterilization, the pH of the medium shall be equivalent to
5,6 + 0,2 when measured at (20 + 1) °C.

In case of encountering problems with neutralization (5.5.2.3 and 5.5.2.4), it can be necessary to add
neutralizer to the MEA. Annex B gives guidance on the neutralizers that may be used.

5.2.2.5 Diluent

Tryptone sodium chloride solution:

Tryptone, pancreatic digest of casein 10g
NaCl 85¢g
Water (see 5.2.2.2) 1000,0 ml

Sterilize in the autoclave (see 5.3.2.1). After sterilization the pH shall be equivalent to 7,0 £ 0,2 when
measured at 20 °C.

5.2.2.6 Neutralizer

The neutralizer shall be validated for the product under test in accordance with 5.5.2.3 and 5.5.2.4. The
neutralizer shall be sterile.

NOTE Information on neutralizers that have been found to be suitable for some categories of products is given
in Annex B.

5.2.2.7 Hard water for dilution of the products

Hard water for dilution of products shall be prepared as follows:

— solution A: Dissolve 19,84 g anhydrous MgCly and 46,24 g anhydrous CaCly in water (see 5.2.2.2)

and dilute to 1 000 ml. Sterilize by membrane filtration (5.3.2.19) or in autoclave (5.3.2.1 a).
Autoclaving - if used - can cause a loss of liquid. In this case, make up to 1 000 ml with water (5.2.2.2)
under aseptic conditions. Store the solution in the refrigerator (5.3.2.15) for no longer than one
month;

— solution B: Dissolve 35,02 g NaHCO3 in water (see 5.2.2.2) and dilute to 1 000 ml. Sterilize by

membrane filtration (5.3.2.19). Store the solution in the refrigerator (5.3.2.15) for no longer than one
week.

Add at least 600 ml water (see 5.2.2.2) to 6,0 ml of solution A in a 1 000 ml volumetric flask, then add
8,0 ml solution B. Mix and dilute to 1 000 ml with water (see 5.2.2.2).

Sterilize by passing through a filter with a maximum effective pore size of 0,45 pm.

The pH of the hard water shall be 7,0 + 0,2, when measured at (20 = 1) °C (5.3.2.6). If necessary, adjust
the pH by using a solution of approximately 40 g/1 (about 1 mol/l) of sodium hydroxide (NaOH) or
approximately 36,5 g/1 (about 1 mol/1) of hydrochloric acid (HCI).

3 Malt extract from OXOID™ is an example of a suitable product available commercially. This information is given for the
convenience of users of this document and does not constitute an endorsement by CEN of this product.

Documents

12 Document Sharing Hub

Full document details: BS EN 13697:2023


http://www.avadocuments.com/doc/bs-en-13697-2023
http://www.avadocuments.com/doc/bs-en-13697-2023

