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National foreword

This British Standard is the official English language version of
EN 14083:2003.

The UK participation in its preparation was entrusted to Technical
Committee AW/-/3, Horizontal analysis, which has the responsibility to:

— aid enquirers to understand the text;

—  present to the responsible international/European committee any
enquiries on the interpretation, or proposals for change, and keep the
UK interests informed,;

— monitor related international and European developments and
promulgate them in the UK.

A list of organizations represented on this committee can be obtained on
request to its secretary.

Cross-references

The British Standards which implement international or European
publications referred to in this document may be found in the BSI Catalogue
under the section entitled “International Standards Correspondence Index”, or
by using the “Search” facility of the BSI Electronic Catalogue or of British
Standards Online.

This publication does not purport to include all the necessary provisions of a
contract. Users are responsible for its correct application.

Compliance with a British Standard does not of itself confer immunity
from legal obligations.

Summary of pages
This document comprises a front cover, an inside front cover, the EN title page,
pages 2 to 14, an inside back cover and a back cover.

The BSI copyright date displayed in this document indicates when the
document was last issued.
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This European Standard was approved by CEN on 18 December 2002.

CEN members are bound to comply with the CEN/CENELEC Internal Regulations which stipulate the conditions for giving this European
Standard the status of a national standard without any alteration. Up-to-date lists and bibliographical references concerning such national
standards may be obtained on application to the Management Centre or to any CEN member.

This European Standard exists in three official versions (English, French, German). A version in any other language made by translation
under the responsibility of a CEN member into its own language and notified to the Management Centre has the same status as the official
versions.
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Foreword

This document (EN 14083:2003) has been prepared by Technical Committee CEN/TC 275 "Food analysis -
Horizontal methods", the secretariat of which is held by DIN.

This European Standard shall be given the status of a national standard, either by publication of an identical text or
by endorsement, at the latest by October 2003, and conflicting national standards shall be withdrawn at the latest
by October 2003.

Annex A is informative.
According to the CEN/CENELEC Internal Regulations, the national standards organizations of the following
countries are bound to implement this European Standard: Austria, Belgium, Czech Republic, Denmark, Finland,

France, Germany, Greece, Hungary, Iceland, Ireland, Italy, Luxembourg, Malta, Netherlands, Norway, Portugal,
Slovakia, Spain, Sweden, Switzerland and the United Kingdom.

1 Scope

This European Standard specifies a method for the determination of lead, cadmium, chromium and molybdenum in
foodstuffs by graphite furnace atomic absorption spectrometry (GFAAS) after pressure digestion.

Specific foodstuffs for which European Standards exist are excluded from the scope of this horizontal European
Standard. The analyst shall review if vertical standards exist.

2 Normative references

This European Standard incorporates by dated or undated reference, provisions from other publications. These
normative references are cited at the appropriate places in the text, and the publications are listed hereafter. For
dated references, subsequent amendments to or revisions of any of these publications apply to this European
Standard only when incorporated in it by amendment or revision. For undated references the latest edition of the
publication referred to applies (including amendments).

N 13804, Foodstuffs - Determination of trace elements - Performance criteria, general considerations and sample
preparation.

N 13808, Foodstuffs - Determination of trace elements - Pressure digestion.

3 Principle

Determination of the elements in the test solution by graphite furnace atomic absorption spectrometry (GFAAS) [1],
[2], [4] after pressure digestion according to EN 13805.

WARNING — The use of this standard can involve hazardous materials, operations and equipment. This
standard does not purport to address all the safety problems associated with its use. It is the responsibility
of the user of this standard to establish appropriate safety and health practices and determine the
applicability of regulatory limitations prior to use.
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4 Reagents

41 General

The concentration of the trace elements in the reagents and water, used shall be low enough not to affect the
results of the determination.

4.2 Hydrochloric acid, not less than 25%, (mass fraction), having a density of approximately
p(HCI) = 1,13 g/ml and suitable for trace element analysis.

4.3 Nitric acid, not less than 65 %, (mass fraction), having a density of approximately p(HNOs) = 1,4 g/ml and
suitable for trace element analysis.

4.4 Stock solutions

NOTE The stock solutions for lead, cadmium, chromium and molybdenum can be prepared from metals or metal salts.
They can be commercially available also. It is advisable to use certified stock solutions. The preparation of stock solutions are
given as an example in the following:

4.41 Lead stock solution, with a lead concentration of 1 000 mg/I.

Dissolve 1,598 g of lead nitrate (Pb(NOs3),) in nitric acid 1% (10 ml according to 4.3 diluted with water to 1 000 ml)
and make up with nitric acid 1 % to 1 000 ml.

4.4.2 Cadmium stock solution, with a cadmium concentration of 1 000 mg/I.

Dissolve 1,000 g of cadmium metal in a minimum amount of hydrochloric acid 1 % (10 ml according to 4.2 and
diluted with water to 1 000 ml) and make up to 1 000 ml with 1 % (parts by volume) hydrochloric acid.

4.4.3 Chromium stock solution, with a chromium concentration of 1 000 mg/I.

Dissolve 3,735 g of potassium chromate (K.CrQ,) in water and make up with water to 1 000 ml.

4.4.4 Molybdenum stock solution, with a molybdenum concentration of 1 000 mg/I.

Dissolve 1,840 g of ammonium heptamolybdate((NH4)eM07024 ~ 4H,0O) in ammonia solution 1% (10 ml ammonia
solution of min 25 %, pnng) = 0,91 g/ml, diluted with water to 1 000 ml)) and make up with ammonia solution 1 % to
1 000 ml.

4.5 Calibration solutions

Dilute the stock solutions to the concentrations needed for calibration; the concentrations shall be chosen so as not
to exceed the linear range of the calibration function. It is recommended to use a minimum of 3 calibration solutions
with different concentrations. The concentration of acid in the calibration solutions shall be equal to that in the test

solution (see EN 13805).

4.6 Zero member compensation solutions, which shall contain water and an amount of acid which is
equal to the acid concentration in the test solution.
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