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National foreword

This British Standard is the UK implementation of EN 14175-7:2012.
Together with BS EN 14175-1 :2003, BS EN 14175-2:2003,

BS EN 14175-3:2003, BS EN 14175-4:2004, DD CEN/TS 14175-5:2006 and
BS EN 14175-6:2004, it supersedes BS 7258-1:1994, BS 7258-2:1994,

BS 7258-3:1994 and BS 7258-4:1994 which are withdrawn.

The UK committee advises that prior to purchasing a fume cupboard, a risk
assessment should be performed to assess the risks associated with the
substances that are to be manipulated. This would ensure that the fume
cupboard is suitable for its intended purpose and that current exposure
limits for toxic substances are not exceeded. It is suggested, therefore, that
users may need to draw up a specification appropriate to their particular
requirements, within the overall permissible limits of this standard and the
information on installation included in the National Annex. For users with
little experience of purchasing fume cupboards, it may be helpful for trade
associations, employers’ bodies or other organizations associated with a
particular activity to give guidance on a suitable specification. An example
would be Building Bulletin 88 from the Architects & Building Branch of the
Department for Education and Employment, which is currently under
revision and to be published in future as G9a Fume Cupboards in Schools
by CLEAPSS.

The UK participation in its preparation was entrusted by Technical
Committee LBI/1, Laboratory safety and equipment, to subcommittee
LBI/1/1, Laboratory furniture and fittings.

A list of organizations represented on this committee can be
obtained on request to its secretary.

This publication does not purport to include all the necessary
provisions of a contract. Users are responsible for its correct
application.

© The British Standards Institution 2014.
Published by BSI Standards Limited 2014

ISBN 978 0 580 84316 7
ICS 71.040.10; 91.140.30

Compliance with a British Standard cannot confer immunity from
legal obligations.

This British Standard was published under the authority of the
Standards Policy and Strategy Committee on 31 July 2012.

Amendments/corrigenda issued since publication

Date Text affected

31 January 2014 Addition of supersession details, national foreword
text and national annex
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Foreword

This document (EN 14175-7:2012) has been prepared by Technical Committee CEN/TC 332 “Laboratory
equipment”, the secretariat of which is held by DIN.

This European Standard shall be given the status of a national standard, either by publication of an identical
text or by endorsement, at the latest by November 2012, and conflicting national standards shall be withdrawn
at the latest by November 2012.

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent
rights. CEN [and/or CENELEC] shall not be held responsible for identifying any or all such patent rights.

EN 14175 consists of the following parts, under the general title Fume cupboards:
— Part 1: Vocabulary

— Part 2: Safety and performance requirements

— Part 3: Type test methods

— Part 4: On-site test methods

— Part 6: Variable air volume fume cupboards

— Part 7: Fume cupboards for high heat and acidic load

Part 5 (Recommendations for installation and maintenance) has been published as Technical Specification
CEN/TS 14175-5.

According to the CEN/CENELEC Internal Regulations, the national standards organizations of the following
countries are bound to implement this European Standard: Austria, Belgium, Bulgaria, Croatia, Cyprus, Czech
Republic, Denmark, Estonia, Finland, France, Germany, Greece, Hungary, Iceland, Ireland, Italy, Latvia,
Lithuania, Luxembourg, Malta, Netherlands, Norway, Poland, Portugal, Romania, Slovakia, Slovenia, Spain,
Sweden, Switzerland, Turkey and the United Kingdom.
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Introduction

The objective of this document is to consider fume cupboards classified for special applications involving high
heat load and/or strong acidic_load requiring additional construction, safety, operating and maintenance
features to those identified in EN 14175-1 to EN 14175-6.

The use of these special application fume cupboards instead of general purpose fume cupboards is usually
the result of a risk assessment.

1 Scope

This European Standard applies for
— fume cupboards for high heat load;
— fume cupboards for high heat load in combination with acidic digestions;
— fume cupboards for handling of perchloric acid;

— fume cupboards for handling of hydrofluoric acid.

This European Standard applies in conjunction with EN 14175-1 to EN 14175-4 and, where appropriate, to EN
and specifies supplementary information relevant to vocabulary, safety and performance
requirements, type test methods, on-site test methods and marking of the listed special purpose fume
cupboards.

NOTE N 14175-4 applies for variable air volume fume cupboards. Experience shows that fume cupboards for high
heat load offer much safer working conditions when operated with fixed air volume flow.

This European Standard does not apply for microbiological safety cabinets, recirculatory filtration fume
cupboards and fume cupboards for carrying out work on radioactive materials.

2 Normative references

The following documents, in whole or in part, are normatively referenced in this document and are
indispensable for its application. For dated references, only the edition cited applies. For undated references,
the latest edition of the referenced document (including any amendments) applies.

EN 14175-1:2003, Fume cupboards — Part 1: Vocabulary

N 14175-4, Fume cupboards — Part 2: Safety and performance requirements
N 14175-3, Fume cupboards — Part 3: Type test methods
N 14175-4, Fume cupboards — Part 4: On-site test methods

N 14175-6, Fume cupboards — Part 6: Variable air volume fume cupboards
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3 Terms and definitions

For the purposes of this document, the terms and definitions given in EN 14175-1:2003 and the following
apply.

3.1
fume cupboard for high heat load
special purpose fume cupboard designed to withstand high heat loads within the workspace

EXAMPLE Heat sources of 4 kW and above per meter inner width of the fume cupboard can be considered as high
heat loads.

3.2

fume cupboard for high acidic load

special purpose fume cupboard designed to withstand high heat loads in combination with acidic digestions
within the workspace

EXAMPLE Hydrochloric acid/nitric acid digestions for atomic absorption spectroscopy (AAS) or Kjeldahl digestions.
3.3

fume cupboard for perchloric acid
special purpose fume cupboard designed to withstand the use of perchlorates within the workspace

3.4

fume cupboard for hydrofluoric acid

special purpose fume cupboard designed to withstand the use of fluorides within the workspace
3.5

acid scrubbing eliminator

device, method or process to remove or reduce acid contained within the extract air

3.6

acid wash down

device, method or process to remove or reduce the effects of acid on the ductwork, including the build-up of
deposits

4 Fume cupboards for high heat load

4.1 Basic safety and performance objectives
In accordance with EN_14175-2 with the following supplement:

— the design and construction of the fume cupboard shall ensure the safety and performance
objectives when high heat loads are present in the workspace.

4.2 Materials

In accordance with EN 14175-2 with the following supplements:

The selection of materials, whether they are glass, plastics or from other kind, shall ensure suitability against
chemical erosion and thermal deformation at the temperature of use.

NOTE If glass is used for the front sash, authorities or purchasers in some European countries require laminated
safety glass in accordance with the definition given in EN I1SO 12543-1:2011], 3.2.
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4.3 Safety requirements

4.3.1 Construction

In accordance with EN _14175-2 with the following supplement:

Sash materials and design shall be such that the temperature within the workspace does not affect the sash
operation and safety.

4.3.2 Airflow
In accordance with EN _14175-2 with the following supplement:

Effects on airflow caused by thermal loads and location of heating appliances within the workspace shall be
considered and limited. Type testing shall be performed in accordance with 4.4.

4.3.3 Air flow indicator

Fume cupboards for high thermal load shall be equipped with a fume cupboard function display with an
acoustic and a visual alarm according to EN 14175-2. A red light located in the optical field of the fume

cupboard's user for example, can be used for the visual alarm. It should be possible to relay the alarm.
NOTE General requirements for visual danger warnings are specified in EN 847

When choosing and placing sensors, special attention should be turned to the heat influence on and the
corrosion resistance of sensors and, if need be, control elements within the extract air system.

4.3.4 Maximum temperature alarm

Fume cupboards for high thermal load shall be equipped with a temperature sensor in the top of the fume
cupboard with an alarm showing when the maximum exhaust air temperature as specified in the product
manual is exceeded. It should be possible to relay the alarm.

4.4 Testing
Type testing shall be performed according to EN 14175-3 and on-site testing according to EN 14175-4 with

the following supplement.

During the tests two heating plates shall be in the fume cupboard's workspace. These heating plates with a
height of about 100 mm shall be designed and arranged as shown in Figure 1. Containment and robustness
shall each be tested without thermal load (heating plates switched-off) and with a thermal load of 4 kW per
meter internal clear width.

The test gas injectors in accordance with EN 14175-3 shall be positioned in one level going through the front
edge of the heating plates. When appropriate, the two outside test gas injectors may be turned. Select the
heating plate surface as the reference height for the test gas injector grid in accordance with EN 14175-3.

Switch-on the heating plates and allow the temperature inside the workspace of the fume cupboard to stabilize
before performing the tests in accordance with EN 14175-3 or EN 14175-4], usually about 1 h.
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Dimensions in millimetres
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1t09 test gas injectors and grid in accordance with EN 14175-3:2003, 5.3.1.5 and 5.3.4.1

10,11 heating plates

heating plate width and depth, (430+10) mm

heating plate height, (100£10) mm

internal clear width of the fume cupboard

internal clear depth of the fume cupboard from the plane of the sash to the rear (wall or
baffle), measured at the height of the upper surface of the heating plates

test sash opening (height)
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Figure 1 — Arrangement of heating plates and test gas injectors
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