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National foreword

This British Standard was published by BSI. It is the UK implementation of
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The UK participation in its preparation was entrusted to Technical Committee
LBI/18, Laboratory furniture and fittings.

A list of organizations represented on LBI/18 can be obtained on request to its
secretary.

This publication does not purport to include all the necessary provisions of a
contract. Users are responsible for its correct application.

Compliance with a British Standard cannot confer immunity from
legal obligations.
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Foreword

This document (EN 14470-2:2006) has been prepared by Technical Committee CEN/TC 332 “Laboratory
equipment”, the secretariat of which is held by DIN.

This European Standard shall be given the status of a national standard, either by publication of an identical
text or by endorsement, at the latest by February 2007, and conflicting national standards shall be withdrawn
at the latest by February 2007.

EN 14470, Fire safety storage cabinets, consists of the following parts:

— Part 1: Safety storage cabinets for flammable liquids

— Part 2: Safety cabinets for pressurised gas cylinders

According to the CEN/CENELEC Internal Regulations, the national standards organizations of the following
countries are bound to implement this European Standard: Austria, Belgium, Cyprus, Czech Republic,
Denmark, Estonia, Finland, France, Germany, Greece, Hungary, Iceland, Ireland, Italy, Latvia, Lithuania,

Luxembourg, Malta, Netherlands, Norway, Poland, Portugal, Romania, Slovakia, Slovenia, Spain, Sweden,
Switzerland and United Kingdom.
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Introduction

This European standard describes the design and test criteria for safety cabinets used by laboratories to store
pressurised gas cylinders at normal room temperature.

The cabinet is designed and constructed to ensure that in the event of fire, the contents of the cabinet do not
contribute any additional risks or spread the fire for at least 15 minutes.

The cabinet is also designed and constructed to ventilate minor gas leakage within the cabinet.

Testing the cabinet under fire conditions is a normative part of this standard and the procedures and
interpretation of the tests are described in detail.

The fire rating allows time for personnel to leave and fire fighters to enter the area before the pressurised gas
cylinders become unstable.
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