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Foreword 

This document (EN 15794:2009) has been prepared by Technical Committee CEN/TC 305 “Potentially 
explosive atmospheres - Explosion prevention and protection”, the secretariat of which is held by DIN. 

This European Standard shall be given the status of a national standard, either by publication of an identical 
text or by endorsement, at the latest by April 2010, and conflicting national standards shall be withdrawn at the 
latest by April 2010. 

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent 
rights. CEN [and/or CENELEC] shall not be held responsible for identifying any or all such patent rights. 

This document has been prepared under a mandate given to CEN by the European Commission and the 
European Free Trade Association, and supports essential requirements of EU Directive(s). 

For relationship with EU Directive(s), see informative Annex ZA, which is an integral part of this document. 

According to the CEN/CENELEC Internal Regulations, the national standards organizations of the following 
countries are bound to implement this European Standard: Austria, Belgium, Bulgaria, Cyprus, Czech 
Republic, Denmark, Estonia, Finland, France, Germany, Greece, Hungary, Iceland, Ireland, Italy, Latvia, 
Lithuania, Luxembourg, Malta, Netherlands, Norway, Poland, Portugal, Romania, Slovakia, Slovenia, Spain, 
Sweden, Switzerland and the United Kingdom. 

 

Full document details: BS EN 15794:2009

http://www.avadocuments.com/doc/bs-en-15794-2009
http://www.avadocuments.com/doc/bs-en-15794-2009


BS EN 15794:2009
EN 15794:2009 (E) 

5 

Introduction 

Flammable liquids can give rise to an explosion hazard as a result of evaporation generating an explosive gas 
and/or vapour mixture with air. One way of eliminating the explosion hazard is to prevent explosive mixtures of 
gases and/or vapours with air from being formed. In order to assess the likelihood of an explosive mixture 
being formed the explosion point of the flammable liquid is required. The explosion point depends mainly on: 

 the properties (e.g. explosion limits, vapour pressure, chemical composition including impurities 
of the flammable liquid; 

 pressure; 

 size, shape, and percentage fill of the test vessel; 

 ignition source (type, energy); 

 the criterion for self-propagating combustion. 

The explosion point of a liquid is normally lower than its flashpoint. For pure substances the difference can be 
up to 10 K. In the case of mixtures the difference can be up to 25 K. Some liquids which do not exhibit a flash 
point may have explosion limits and thus have an explosion point. 

To obtain reliable and comparable results it is therefore necessary to standardize the conditions (apparatus 
and procedure) under which the explosion points are to be determined. 

Full document details: BS EN 15794:2009

http://www.avadocuments.com/doc/bs-en-15794-2009
http://www.avadocuments.com/doc/bs-en-15794-2009

