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European foreword 

This document (EN 16909:2017) has been prepared by Technical Committee CEN/TC 264 “Air quality”, 
the secretariat of which is held by DIN. 

This European Standard shall be given the status of a national standard, either by publication of an 
identical text or by endorsement, at the latest by September 2017, and conflicting national standards 
shall be withdrawn at the latest by September 2017. 

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. CEN shall not be held responsible for identifying any or all such patent rights. 

This document has been prepared under a mandate given to CEN by the European Commission and the 
European Free Trade Association. 

According to the CEN-CENELEC Internal Regulations, the national standards organisations of the 
following countries are bound to implement this European Standard: Austria, Belgium, Bulgaria, 
Croatia, Cyprus, Czech Republic, Denmark, Estonia, Finland, Former Yugoslav Republic of Macedonia, 
France, Germany, Greece, Hungary, Iceland, Ireland, Italy, Latvia, Lithuania, Luxembourg, Malta, 
Netherlands, Norway, Poland, Portugal, Romania, Serbia, Slovakia, Slovenia, Spain, Sweden, Switzerland, 
Turkey and the United Kingdom. 
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Introduction 

For air quality across the European Union to be assessed on a consistent basis, Member States need to 
employ standard measurement techniques and procedures. The aim of this European Standard is to 
present guidance on the measurement procedures to be followed when monitoring elemental carbon 
(EC) and organic carbon (OC) collected on filters, following Council Directive 2008/50/EC on ambient 
air quality and cleaner air for Europe [1]. This requires the chemical speciation of the sub-2,5 µm size 
fraction of suspended particulate matter (PM2,5) in ambient air, as described in Annex IV. 

The method set out in this European Standard provides operational definitions of the measured 
quantities. Currently no traceable primary reference materials are available for EC and OC analysis and 
no absolute scientific distinction between EC and OC is possible. 
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1 Scope 

This European Standard is applicable for the measurement of elemental carbon (EC) and organic 
carbon (OC) following the requirement for all EU member states to measure EC and OC in particulate 
matter from June 2010 at background sites according to the Council Directive 2008/50/EC on ambient 
air quality and cleaner air for Europe [1]. 

This European Standard describes the analytical procedures for determining EC and OC on quartz fibre 
filters as μg/cm2, and the subsequent calculation of concentrations as µg/m3. Sampling onto filters is to 
be done in accordance with EN 12341:2014 for PM2,5. The sampling process determines the size 
fraction of the particulate matter, the retention of semi-volatile material, and uptake/loss of volatile 
organic compounds on the filter at the time of sampling. 

The same analysis method may also be used for smaller size fractions than PM2,5. Any possible 
additional artefacts for larger particles, e.g. pyrolysis or higher concentrations of carbonates, should be 
assessed. 

The scope includes rural background and urban background sites. The measurement method can also 
be applied to other site types, provided that the measurement range given below is not exceeded. The 
use of this standard at all site types allows the assessment of additional exposure of people in urban 
areas as stated in the objectives of the council directive and to achieve coherence in the European 
approach. 

The applicable concentration range of the proposed method is limited by the optical correction and 
instrument applied in the analysis of EC and OC. This method was validated from 0,2 µg CEC/cm2 and 
1,8 µg COC/cm2 to 38 µg CEC/cm2 and 49 µg COC/cm2 in the laboratory and to 16 µg CEC/cm2 and 45 µg 
COC/cm2 in the laboratory validation exercise and in the field validation exercise. 

2 Normative references 

The following documents, in whole or in part, are normatively referenced in this document and are 
indispensable for its application. For dated references, only the edition cited applies. For undated 
references, the latest edition of the referenced document (including any amendments) applies. 

EN 12341:2014, Ambient air - Standard gravimetric measurement method for the determination of the 
PM10 or PM2,5 mass concentration of suspended particulate matter 

3 Terms, definitions and abbreviations 

For the purposes of this document, the following terms, definitions and abbreviations apply. 

3.1 Terms and definitions 

3.1.1 
total carbon 
TC 
total quantity of carbon in a PM sample, including EC, OC and IC 

Note 1 to entry: The amount of TC released from a PM sample in the specified thermal desorption and oxidation 
process may be different from other analytical methods. 

3.1.2 
inorganic carbon 
IC 
fraction of carbon belonging to mineral species, including carbonates and other species 
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3.1.3 
carbonate carbon 
CC 
fraction of carbon belonging to a carbonate compound 

Note 1 to entry: Carbonate carbon (mainly CaCO3 and MgCO3) is viewed as the only inorganic carbon fraction 
being released within the temperature range used in the thermal protocol. 

3.1.4 
elemental carbon 
EC 
fraction of total carbon in a PM sample, characterized by its non-volatility and chemical inertness 
according to the specified thermal-optical protocol 

Note 1 to entry: EC evolves from the sample by oxidation at elevated temperatures. 

3.1.5 
organic carbon 
OC 
fraction of total carbon in a PM sample that is volatilized or pyrolyzed in the non-oxidizing part of the 
specified thermal-optical protocol 

3.1.6 
pyrolytic carbon 
PC 
fraction of organic carbon transformed by pyrolysis to elemental carbon, which is subsequently 
corrected by the specified thermal-optical protocol 

3.1.7 
sampling artefact 
ab(ad)sorption of gaseous species in (on) a PM sampling substrate (positive sampling artefact), and 
volatilization of particulate species from a PM sampling substrate (negative sampling artefact) 

3.1.8 
PMx 
particulate matter suspended in air which passes through a size-selective inlet with a 50 % efficiency 
cut-off at x µm aerodynamic diameter 

3.2 Abbreviations and acronyms 

PM Particulate Matter 
AQD Council Directive 2008/50/EC on ambient air quality and cleaner air for Europe [1] 
CEC Carbon determined as elemental carbon (EC) 
COC Carbon determined as organic carbon (OC) 
EUSAAR2 EC/OC thermal optical protocol developed for the European Super-sites for 

Atmospheric Aerosol Research 
NIOSH US-National Institute for Occupational Safety and Health 
IMPROVE US-Interagency Monitoring of Protected Visual Environments 
TOT Thermal-Optical Transmittance 
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4 Principle 

The method for measuring EC and OC in ambient PM samples collected on filters is based on the 
volatilization and oxidation of carbon-containing PM components, the quantification of the carbon 
released, with optical correction for the PC (the thermal-optical method). The general procedure 
described is a thermal-optical transmittance (TOT) method. 

5 Materials and instruments 

5.1 Materials 

5.1.1 Gases 

— helium at least 99,999 % (% by volume), 

— helium/oxygen (98:2 split) mixture with a maximum of impurities of 0,001 % (% by volume), 

— helium/methane for internal calibration (e.g. 95:5) grade zero. 

5.1.2 Standard solution 

Carbon-containing standard solutions (typically sucrose), with an accurately determined concentration 
range, e.g. from 0,4 μg C/μl to 5 μg C/μl. Calibrating standard solutions shall be prepared which cover 
the concentration range of the samples to be analysed. 
5.1.3 Other materials 

— precision filter cutter of known area, 

— quartz boat for the filter punch, 

— stainless steel tweezers for sample handling, 

— clean cutting surface (e.g. aluminium foil (uncoated) or quartz fibre filter), 

— analytical syringe or pipette for calibration using standard solutions, e.g. 10 µl volume. 

5.2 Instruments 

5.2.1 Sampling instruments 

The performance requirements of the sampling instrument are described in EN 12341:2014. 
5.2.2 Analytical instruments 

5.2.2.1 General 

A thermal-optical analyser that allows EC and OC partitioning based on particulate carbon volatilisation 
and oxidation, and optical correction of pyrolysis by using the light transmittance of the sample. 
5.2.2.2 Performance requirements of the analytical instrument 

Thermal-optical EC and OC analyser, 

— the instrument lower detection limit shall be better than 0,2 µg C/cm2 of filter; 
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3.1.3 
carbonate carbon 
CC 
fraction of carbon belonging to a carbonate compound 

Note 1 to entry: Carbonate carbon (mainly CaCO3 and MgCO3) is viewed as the only inorganic carbon fraction 
being released within the temperature range used in the thermal protocol. 

3.1.4 
elemental carbon 
EC 
fraction of total carbon in a PM sample, characterized by its non-volatility and chemical inertness 
according to the specified thermal-optical protocol 

Note 1 to entry: EC evolves from the sample by oxidation at elevated temperatures. 

3.1.5 
organic carbon 
OC 
fraction of total carbon in a PM sample that is volatilized or pyrolyzed in the non-oxidizing part of the 
specified thermal-optical protocol 

3.1.6 
pyrolytic carbon 
PC 
fraction of organic carbon transformed by pyrolysis to elemental carbon, which is subsequently 
corrected by the specified thermal-optical protocol 

3.1.7 
sampling artefact 
ab(ad)sorption of gaseous species in (on) a PM sampling substrate (positive sampling artefact), and 
volatilization of particulate species from a PM sampling substrate (negative sampling artefact) 

3.1.8 
PMx 
particulate matter suspended in air which passes through a size-selective inlet with a 50 % efficiency 
cut-off at x µm aerodynamic diameter 

3.2 Abbreviations and acronyms 

PM Particulate Matter 
AQD Council Directive 2008/50/EC on ambient air quality and cleaner air for Europe [1] 
CEC Carbon determined as elemental carbon (EC) 
COC Carbon determined as organic carbon (OC) 
EUSAAR2 EC/OC thermal optical protocol developed for the European Super-sites for 

Atmospheric Aerosol Research 
NIOSH US-National Institute for Occupational Safety and Health 
IMPROVE US-Interagency Monitoring of Protected Visual Environments 
TOT Thermal-Optical Transmittance 
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4 Principle 

The method for measuring EC and OC in ambient PM samples collected on filters is based on the 
volatilization and oxidation of carbon-containing PM components, the quantification of the carbon 
released, with optical correction for the PC (the thermal-optical method). The general procedure 
described is a thermal-optical transmittance (TOT) method. 

5 Materials and instruments 

5.1 Materials 

5.1.1 Gases 

— helium at least 99,999 % (% by volume), 

— helium/oxygen (98:2 split) mixture with a maximum of impurities of 0,001 % (% by volume), 

— helium/methane for internal calibration (e.g. 95:5) grade zero. 

5.1.2 Standard solution 

Carbon-containing standard solutions (typically sucrose), with an accurately determined concentration 
range, e.g. from 0,4 μg C/μl to 5 μg C/μl. Calibrating standard solutions shall be prepared which cover 
the concentration range of the samples to be analysed. 
5.1.3 Other materials 

— precision filter cutter of known area, 

— quartz boat for the filter punch, 

— stainless steel tweezers for sample handling, 

— clean cutting surface (e.g. aluminium foil (uncoated) or quartz fibre filter), 

— analytical syringe or pipette for calibration using standard solutions, e.g. 10 µl volume. 

5.2 Instruments 

5.2.1 Sampling instruments 

The performance requirements of the sampling instrument are described in EN 12341:2014. 
5.2.2 Analytical instruments 

5.2.2.1 General 

A thermal-optical analyser that allows EC and OC partitioning based on particulate carbon volatilisation 
and oxidation, and optical correction of pyrolysis by using the light transmittance of the sample. 
5.2.2.2 Performance requirements of the analytical instrument 

Thermal-optical EC and OC analyser, 

— the instrument lower detection limit shall be better than 0,2 µg C/cm2 of filter; 
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— the accuracy of TC measurements of an external standard (e.g. sucrose solution) shall be ± 10 % 
or ± 0,5 µg C/cm2 (whichever is greater) over a working day (see 10.4). 

6 Sampling 

6.1 Filter material 

Quartz fibre filters without binding materials shall be used. 

Filters should be taken from large batches of nominally identical filters. Filters should be uniquely 
identified and records kept to allow the identification of each filter with the manufacturer, purchase 
date, and where possible, manufacturer’s batch and pack number. 
NOTE 1 Any filter impurity may influence the analysis and possibly damage the instrument. 

Before field measurements are started, the filter batch(es) shall be assessed for blank levels of EC and 
OC using the measurement method to be used for the field samples. 
NOTE 2 Typically only OC will be present in detectable quantities. 

This assessment shall cover: 

— average blank concentrations, and 

— blank concentration variability. 

Average OC content of the laboratory blanks shall not be above 2 µg C/cm2 and the standard deviation 
of the OC content shall not be above 1 µg C/cm2. No EC concentrations above the lower detection limit 
shall be measured for the laboratory blank filters. Causes for high blank concentration should be 
investigated and an appropriate action to eliminate them shall be taken (see 6.2). Specific causes of 
blank variability can be expected, e.g. for the top and bottom filters of the manufacturers’ plastic 
containers and they should be discarded. 

The details of the assessment of the filter material are not specified further in this European Standard. 
The procedure used and results shall be recorded. When the assessment gives cause for concern (as 
discussed further below and in Clause 10), either the filters shall be preheated (see below) or 
alternative batches of filters shall be obtained. Ongoing requirements for checks on the filter material 
are given in Clause 10. 

6.2 Preheating of filter material and handling 

Preheating of the filters to reduce the OC content, e.g. to fulfil the requirements of 6.1, is permitted. If 
preheating is used the blank value of the filters shall be determined according to 6.1. If filters are 
preheated they shall be heated at a range of 400 °C to 850 °C for a minimum of 1 h. 
NOTE The main reason not to preheat filters is to allow the use of the same filters for other purposes such as 
PM2,5 mass measurement since firing can affect the handling and weighing results. 

6.3 Sampling duration and frequency 

No specific sampling duration or frequency is needed for this standard. In case of use in conjunction 
with sampling in accordance with EN 12341:2014 and the AQD the sampling shall be from midnight to 
midnight [13]. A sequential sampler (usually with 14 filters and one field blank) is allowed. Other 
sampling durations may be chosen as needed for the measurement task. 

In the case of measurements for the determination of annual average EC and OC concentrations, the 
monitoring frequency set out in the 4th Daughter Directive 2004/107/EC for indicative concentration 
measurements can be used. 
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6.4 Field sampling and type of sampler 

The sampling device shall be in accordance with EN 12341:2014. It is acknowledged that the sampling 
process determines the size fraction of the particulate matter, the retention of semi-volatile material, 
and adherence of volatile organic compounds to the filter at the time of sampling. 

6.5 Site types 

In accordance to the 2008/50/EC Directive Annex IV and the requirements for EC and OC 
measurements set therein, this European Standard is for rural background areas. It is also stated in 
Annex IV that “this information is essential to judge the enhanced levels in more polluted areas (such as 
urban back-ground, industry related locations or traffic related locations)“. Hence, in view of 
consistency and comparability of methods, this standard is also for the use at other types of monitoring 
site, including suburban, urban background, roadside and industrial sites, provided that the 
measurement range of this method is not exceeded. 

6.6 Filter environment during sampling 

The sampler can be located either indoors or outdoors. No specific demands on temperature control 
beyond those in EN 12341:2014 are given. 

7 Transport and storage 

7.1 Handling 

Filters shall be handled with clean tweezers and clean cutter away from contamination sources (e.g. 
cigarette smoke and organic solvent vapours – including solvent based pens). 

Transport of filters shall be performed in a clean container. Storage after sampling shall be performed 
in individual containers. 

7.2 Time and temperature limits 

Filters shall not be kept longer than 16 days in the field. Transport and any laboratory storage shall be 
at temperatures below 23 °C. Within 28 days after sampling, filters shall either be analysed or 
transferred to storage at temperatures below 5 °C. Filters can be stored at this condition for a longer 
period. 
NOTE OC concentration may change depending on handling. This may lead to different results with PM2,5 
concentrations when these come from 2 filters that have been sampled in the same way but handled differently as 
different changes of OC may have occurred. 

8 Analysis 

8.1 General 

To quantify the content of EC and OC in an aerosol sample collected on a quartz fibre filter, thermal 
volatilisation and oxidation at defined temperatures are used. Optical transmittance through the sample 
is used for the correction of pyrolysis of OC occurring during the temperature steps in inert carrier gas. 
CC may interfere with the determination of EC and OC (see 9.4). This standard uses the EUSAAR2 
thermal optical transmittance protocol [6], the basic principles of which are described below. 

A general scheme of the thermal optical analyser is given in Figure 1. The filter punch is placed into the 
instrument’s oven, which is purged with helium. In the He mode (inert carrier gas), the oven’s 
temperature is increased stepwise up to a first maximum 650 °C. OC either volatilises from the filter, or 
chars in/on the filter and forms pyrolytic carbon (PC). In the He/O2 mode (oxidative carrier gas, 2 % O2 
in He), the instrument’s quartz oven is cooled to 500 °C, and a second temperature ramp is initialised. 
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— the accuracy of TC measurements of an external standard (e.g. sucrose solution) shall be ± 10 % 
or ± 0,5 µg C/cm2 (whichever is greater) over a working day (see 10.4). 

6 Sampling 

6.1 Filter material 

Quartz fibre filters without binding materials shall be used. 

Filters should be taken from large batches of nominally identical filters. Filters should be uniquely 
identified and records kept to allow the identification of each filter with the manufacturer, purchase 
date, and where possible, manufacturer’s batch and pack number. 
NOTE 1 Any filter impurity may influence the analysis and possibly damage the instrument. 

Before field measurements are started, the filter batch(es) shall be assessed for blank levels of EC and 
OC using the measurement method to be used for the field samples. 
NOTE 2 Typically only OC will be present in detectable quantities. 

This assessment shall cover: 

— average blank concentrations, and 

— blank concentration variability. 

Average OC content of the laboratory blanks shall not be above 2 µg C/cm2 and the standard deviation 
of the OC content shall not be above 1 µg C/cm2. No EC concentrations above the lower detection limit 
shall be measured for the laboratory blank filters. Causes for high blank concentration should be 
investigated and an appropriate action to eliminate them shall be taken (see 6.2). Specific causes of 
blank variability can be expected, e.g. for the top and bottom filters of the manufacturers’ plastic 
containers and they should be discarded. 

The details of the assessment of the filter material are not specified further in this European Standard. 
The procedure used and results shall be recorded. When the assessment gives cause for concern (as 
discussed further below and in Clause 10), either the filters shall be preheated (see below) or 
alternative batches of filters shall be obtained. Ongoing requirements for checks on the filter material 
are given in Clause 10. 

6.2 Preheating of filter material and handling 

Preheating of the filters to reduce the OC content, e.g. to fulfil the requirements of 6.1, is permitted. If 
preheating is used the blank value of the filters shall be determined according to 6.1. If filters are 
preheated they shall be heated at a range of 400 °C to 850 °C for a minimum of 1 h. 
NOTE The main reason not to preheat filters is to allow the use of the same filters for other purposes such as 
PM2,5 mass measurement since firing can affect the handling and weighing results. 

6.3 Sampling duration and frequency 

No specific sampling duration or frequency is needed for this standard. In case of use in conjunction 
with sampling in accordance with EN 12341:2014 and the AQD the sampling shall be from midnight to 
midnight [13]. A sequential sampler (usually with 14 filters and one field blank) is allowed. Other 
sampling durations may be chosen as needed for the measurement task. 

In the case of measurements for the determination of annual average EC and OC concentrations, the 
monitoring frequency set out in the 4th Daughter Directive 2004/107/EC for indicative concentration 
measurements can be used. 
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6.4 Field sampling and type of sampler 

The sampling device shall be in accordance with EN 12341:2014. It is acknowledged that the sampling 
process determines the size fraction of the particulate matter, the retention of semi-volatile material, 
and adherence of volatile organic compounds to the filter at the time of sampling. 

6.5 Site types 

In accordance to the 2008/50/EC Directive Annex IV and the requirements for EC and OC 
measurements set therein, this European Standard is for rural background areas. It is also stated in 
Annex IV that “this information is essential to judge the enhanced levels in more polluted areas (such as 
urban back-ground, industry related locations or traffic related locations)“. Hence, in view of 
consistency and comparability of methods, this standard is also for the use at other types of monitoring 
site, including suburban, urban background, roadside and industrial sites, provided that the 
measurement range of this method is not exceeded. 

6.6 Filter environment during sampling 

The sampler can be located either indoors or outdoors. No specific demands on temperature control 
beyond those in EN 12341:2014 are given. 

7 Transport and storage 

7.1 Handling 

Filters shall be handled with clean tweezers and clean cutter away from contamination sources (e.g. 
cigarette smoke and organic solvent vapours – including solvent based pens). 

Transport of filters shall be performed in a clean container. Storage after sampling shall be performed 
in individual containers. 

7.2 Time and temperature limits 

Filters shall not be kept longer than 16 days in the field. Transport and any laboratory storage shall be 
at temperatures below 23 °C. Within 28 days after sampling, filters shall either be analysed or 
transferred to storage at temperatures below 5 °C. Filters can be stored at this condition for a longer 
period. 
NOTE OC concentration may change depending on handling. This may lead to different results with PM2,5 
concentrations when these come from 2 filters that have been sampled in the same way but handled differently as 
different changes of OC may have occurred. 

8 Analysis 

8.1 General 

To quantify the content of EC and OC in an aerosol sample collected on a quartz fibre filter, thermal 
volatilisation and oxidation at defined temperatures are used. Optical transmittance through the sample 
is used for the correction of pyrolysis of OC occurring during the temperature steps in inert carrier gas. 
CC may interfere with the determination of EC and OC (see 9.4). This standard uses the EUSAAR2 
thermal optical transmittance protocol [6], the basic principles of which are described below. 

A general scheme of the thermal optical analyser is given in Figure 1. The filter punch is placed into the 
instrument’s oven, which is purged with helium. In the He mode (inert carrier gas), the oven’s 
temperature is increased stepwise up to a first maximum 650 °C. OC either volatilises from the filter, or 
chars in/on the filter and forms pyrolytic carbon (PC). In the He/O2 mode (oxidative carrier gas, 2 % O2 
in He), the instrument’s quartz oven is cooled to 500 °C, and a second temperature ramp is initialised. 
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The final temperature in He/O2 mode is 850 °C. In the He/O2 mode, EC and PC oxidize off the filter 
punch. All gases evolved from the filter punch during He mode and He/O2 mode are carried into a 
manganese dioxide oven where organic vapours are oxidized to carbon dioxide (CO2) gas. CO2 can be 
detected directly (NDIR detector), or subsequently mixed with hydrogen gas (H2) and carried along 
with the helium through a heated nickel catalyst which reduces the CO2 to methane (CH4). The CH4 is 
then measured using a flame ionization detector (FID). Internal (e.g. methane) and external (e.g. 
sucrose solution) carbon standards are used for calibration. 

The laser transmittance signal (wavelength between 630 nm to 680 nm) shall be used to correct for 
pyrolysis of OC to PC, which can take place when OC is heated in the He mode of the analysis. Not 
correcting for pyrolysis leads to an underestimation of OC and a corresponding overestimation of EC. 
This correction is made by continuously monitoring of the light transmittance through the filter punch. 
As pyrolysis takes place (i.e. PC is formed), the transmittance drops, whereas it increases when EC 
and/or PC oxidize(s). Hence, the correction determines the amount of carbon oxidized in the He/O2 
mode that is necessary to return the transmittance back to the initial value before pyrolysis started. 
Therefore the split point is defined as the time point when the transmittance returns to the initial value. 
This approach assumes either that PC oxidises before the EC originally on the filter, or that the light 
transmission per unit mass of PC and EC is the same. These assumptions are unlikely to be met, 
therefore causing an inherent uncertainty in the determination of the split point between EC and OC. 
NOTE A laser transmittance signal wavelength of approximately 658 nm was used for the validation tests in 
this standard. 

 

Figure 1 — Simple scheme of a thermal-optical analyser 

8.2 Thermal protocol 

The thermal protocol of this standard is EUSAAR2 [6] with pyrolysis correction based on transmittance. 
The temperature profile of the instrument shall be regularly calibrated see 10.6.3. 

The analytical parameters for this protocol are listed below (Table 1). Instrumental parameters shall be 
recorded in a logbook (e.g. as described in Annex A). Detailed exemplary descriptions of the analytical 
procedures to be implemented are given as an example in Annex B. 
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Table 1 — Temperature steps and step durations for EUSAAR2 

Mode Step T in °C, duration in s 

He He 1 200, 120 

He 2 300, 150 

He 3 450, 180 

He 4 650, 180 

  He No heating, 30 

  He/O2 1 500, 120 

He/O2a He/O2 2 550, 120 

  He/O2 3 700, 70 

  He/O2 4 850, 80 
a A mixture of 2 % O2 in He shall be used. 

9 Artefacts and interferences 

9.1 General 

Generally, artefacts and interferences can occur during all steps measuring EC and OC. The most 
important ones are: 

— loss of semi-volatiles from the sample during sampling, 

— additional uptake of OC during sampling, 

— chemical reactions leading to losses and/or gains of OC during sampling, 

— uptake or losses during transport or storage, 

— pyrolysis of OC during analysis, 

— carbonates in the sample detected as OC and/or EC, 

— catalytic and other reactions during analysis affecting the OC versus EC split. 

The first four of these effects are, to a large extent, common to measurements of PM, and shall be seen in 
this context. Care should be taken to reduce the above artefacts as far as possible and reasonable. 

9.2 Sampling 

All sampling artefacts are inherent by convention and part of the EC and OC values according to this 
standard. Sampling artefacts are mainly to be expected for OC and they can be significant (Chow et al. 
[12]). 

9.3 Transport and storage 

Some positive (OC uptake by filters during transport and storage) or negative artefacts (OC losses 
during transport and storage at elevated temperatures) can occur (Karanasiou et al. [15]). 
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The final temperature in He/O2 mode is 850 °C. In the He/O2 mode, EC and PC oxidize off the filter 
punch. All gases evolved from the filter punch during He mode and He/O2 mode are carried into a 
manganese dioxide oven where organic vapours are oxidized to carbon dioxide (CO2) gas. CO2 can be 
detected directly (NDIR detector), or subsequently mixed with hydrogen gas (H2) and carried along 
with the helium through a heated nickel catalyst which reduces the CO2 to methane (CH4). The CH4 is 
then measured using a flame ionization detector (FID). Internal (e.g. methane) and external (e.g. 
sucrose solution) carbon standards are used for calibration. 

The laser transmittance signal (wavelength between 630 nm to 680 nm) shall be used to correct for 
pyrolysis of OC to PC, which can take place when OC is heated in the He mode of the analysis. Not 
correcting for pyrolysis leads to an underestimation of OC and a corresponding overestimation of EC. 
This correction is made by continuously monitoring of the light transmittance through the filter punch. 
As pyrolysis takes place (i.e. PC is formed), the transmittance drops, whereas it increases when EC 
and/or PC oxidize(s). Hence, the correction determines the amount of carbon oxidized in the He/O2 
mode that is necessary to return the transmittance back to the initial value before pyrolysis started. 
Therefore the split point is defined as the time point when the transmittance returns to the initial value. 
This approach assumes either that PC oxidises before the EC originally on the filter, or that the light 
transmission per unit mass of PC and EC is the same. These assumptions are unlikely to be met, 
therefore causing an inherent uncertainty in the determination of the split point between EC and OC. 
NOTE A laser transmittance signal wavelength of approximately 658 nm was used for the validation tests in 
this standard. 

 

Figure 1 — Simple scheme of a thermal-optical analyser 

8.2 Thermal protocol 

The thermal protocol of this standard is EUSAAR2 [6] with pyrolysis correction based on transmittance. 
The temperature profile of the instrument shall be regularly calibrated see 10.6.3. 

The analytical parameters for this protocol are listed below (Table 1). Instrumental parameters shall be 
recorded in a logbook (e.g. as described in Annex A). Detailed exemplary descriptions of the analytical 
procedures to be implemented are given as an example in Annex B. 
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Table 1 — Temperature steps and step durations for EUSAAR2 

Mode Step T in °C, duration in s 

He He 1 200, 120 

He 2 300, 150 

He 3 450, 180 

He 4 650, 180 

  He No heating, 30 

  He/O2 1 500, 120 

He/O2a He/O2 2 550, 120 

  He/O2 3 700, 70 

  He/O2 4 850, 80 
a A mixture of 2 % O2 in He shall be used. 

9 Artefacts and interferences 

9.1 General 

Generally, artefacts and interferences can occur during all steps measuring EC and OC. The most 
important ones are: 

— loss of semi-volatiles from the sample during sampling, 

— additional uptake of OC during sampling, 

— chemical reactions leading to losses and/or gains of OC during sampling, 

— uptake or losses during transport or storage, 

— pyrolysis of OC during analysis, 

— carbonates in the sample detected as OC and/or EC, 

— catalytic and other reactions during analysis affecting the OC versus EC split. 

The first four of these effects are, to a large extent, common to measurements of PM, and shall be seen in 
this context. Care should be taken to reduce the above artefacts as far as possible and reasonable. 

9.2 Sampling 

All sampling artefacts are inherent by convention and part of the EC and OC values according to this 
standard. Sampling artefacts are mainly to be expected for OC and they can be significant (Chow et al. 
[12]). 

9.3 Transport and storage 

Some positive (OC uptake by filters during transport and storage) or negative artefacts (OC losses 
during transport and storage at elevated temperatures) can occur (Karanasiou et al. [15]). 
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The field and laboratory blank values (covered in Clause 10) generally show that a certain amount of 
organic substance is bound to the quartz fibre filter and may accumulate on a filter by mechanisms 
other than the active sampling. To reduce positive artefacts, samples shall be kept and handled away 
from any contamination sources, e.g. organic liquids or aerosols. 

9.4 Analysis 

Known factors which influence the analysis are summarized below: 

— Carbonate carbon (CC) will interfere with the organic carbon and/or the elemental carbon fraction. 
If the filter punch subjected to analysis is still coloured after the analysis is finished, a significant 
inorganic material content (soil/crustal material) can be suspected, and therefore inorganic carbon 
interference is possible. 

— Possible methods for assessing carbonate carbon are given in Annex C. No recommendations on 
how often the CC assessment has to be performed can currently be given. Policies for the frequency 
and timing of CC assessment are left to the responsible personnel. The results of the analysis shall 
not be subtracted from the EC and/or OC measurement values but recorded to allow the estimation 
of possible interferences. 

— Light absorbing organic carbon can affect the laser correction as these species are removed from 
the filter or pyrolyzed during He mode, causing changes in transmittance. 

— Certain elements (e.g. Na and K), which can be present either as contaminants in the filter or as part 
of the deposited material, have been shown to catalyse the removal of EC at lower temperatures, 
thus affecting the thermal evolution of EC. This interference may be reduced by choosing filters 
with low alkali metal contents. 

— Oxygen donating species in the samples may interfere with the EC and OC analysis. Filters that 
remain coloured after the analysis may be an indication of the presence of FexOy as such species. 

10 Quality assurance/quality control (QA/QC) 

10.1 QA/QC for sampling parameters 

QA/QC for parameters such as sampled volume, size fraction, and losses of semi-volatiles shall be 
performed by following the relevant procedures specified in EN 12341:2014, and other procedures 
described in Clauses 7 and 8. 

10.2 Field blank determination 

For every 14 field samples there shall be at least one field blank, a nominally-identical filter to those 
being sampled, which is prepared, transported to, stored in the sampler and transported back from the 
monitoring site in the same way as the sampled filters. The full details of how the blank filters are 
transported and kept at the monitoring site shall be recorded. 

The field blanks shall be analysed for EC and OC in the same way as the field samples. The results shall 
be recorded together with the field sample results. 

In general field blank concentrations are not subtracted. 

In cases where field blanks are subtracted a detailed justification should be provided. 
NOTE Typical field blank values are up to 4 µg OC/cm2. 
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10.3 Laboratory blank determination 

The analysis of laboratory blanks serves two purposes: 

— to check that the batches of filters used have low EC and OC content when they are purchased, and 

— to check that the laboratory environment and laboratory procedures in use do not introduce 
significant OC and/or EC contamination, either from material collected onto the blank filters, or 
from contamination within the instrument. 

These purposes will generally be addressed in parallel. 

The requirement for initially assessing whether a specific filter type is suitable for EC and OC 
monitoring is described in 6.1. 

Alongside the filter checks given in 6.1, the laboratory procedures and environment will be checked by 
analysing laboratory blanks. It is recommended that laboratory blanks are analysed at least once each 
working week, or when very high field blank concentrations are found. 

Details of the laboratory blank procedures are left to the responsible personnel. These procedures shall 
be recorded together with the analytical data for the laboratory blanks. 

10.4 Calibration for TC 

Because there are no traceable primary reference materials available for atmospheric EC and OC, 
calibration is currently limited to TC. 

The principal calibration of the analytical system can be conducted via TC values provided by blank 
filter samples spiked with calibration solutions of pure organic compounds such as sucrose. Further 
information is given in Annex B and in the analytical instrument user’s manual. The instrument shall be 
regularly calibrated for TC at least once every 12 months and after any major maintenance or 
modification of the system. 

The calibration shall be checked at least every measurement day (e.g. by analysis of a control filter – see 
10.6.1 and/or sucrose spiked filter) with a quantity of TC relevant to the quantities in the field samples 
being analysed. The results shall be within ± 10 % or ± 0,5 µg C/cm2 of the expected value, whichever is 
greater. If not, the reasons have to be investigated (see Annex B) and the result of the investigation shall 
be recorded with the other analytical data. 

10.5 Long term stability and repeatability 

The long term stability of the analytical system shall be determined from control filter measurements 
(see 10.6.1) and from the spiked filter calibrations. A TC and OC long term stability of 10 % or ± 0,5 µg 
C/cm2, whichever is greater, difference from the initial mean of the first ten measurements can be 
viewed as sufficient. An EC long term stability of 15 % or ± 0,5 µg C/cm2 difference, whichever is 
greater, from the initial mean of the first ten measurements can be viewed as sufficient. 

The repeatability is calculated as the relative standard deviation of ten measurements of the control 
filter being conducted during one day. An accepted value for repeatability is 5 % or ± 0,5 µg C/cm2 
difference, whichever is greater. The instrument shall be regularly assessed for repeatability at least 
once every 12 months and after any major maintenance or modification of the system. 

10.6 Other-QA/QC checks 

10.6.1 Use of quality control filters 

A so-called “control filter” is a filter that has sampled ambient air by a high volume sampler, typically for 
24 h. Ten punches of this filter are analysed so that a mean TC value and a mean EC/TC ratio are 
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The field and laboratory blank values (covered in Clause 10) generally show that a certain amount of 
organic substance is bound to the quartz fibre filter and may accumulate on a filter by mechanisms 
other than the active sampling. To reduce positive artefacts, samples shall be kept and handled away 
from any contamination sources, e.g. organic liquids or aerosols. 

9.4 Analysis 

Known factors which influence the analysis are summarized below: 

— Carbonate carbon (CC) will interfere with the organic carbon and/or the elemental carbon fraction. 
If the filter punch subjected to analysis is still coloured after the analysis is finished, a significant 
inorganic material content (soil/crustal material) can be suspected, and therefore inorganic carbon 
interference is possible. 

— Possible methods for assessing carbonate carbon are given in Annex C. No recommendations on 
how often the CC assessment has to be performed can currently be given. Policies for the frequency 
and timing of CC assessment are left to the responsible personnel. The results of the analysis shall 
not be subtracted from the EC and/or OC measurement values but recorded to allow the estimation 
of possible interferences. 

— Light absorbing organic carbon can affect the laser correction as these species are removed from 
the filter or pyrolyzed during He mode, causing changes in transmittance. 

— Certain elements (e.g. Na and K), which can be present either as contaminants in the filter or as part 
of the deposited material, have been shown to catalyse the removal of EC at lower temperatures, 
thus affecting the thermal evolution of EC. This interference may be reduced by choosing filters 
with low alkali metal contents. 

— Oxygen donating species in the samples may interfere with the EC and OC analysis. Filters that 
remain coloured after the analysis may be an indication of the presence of FexOy as such species. 

10 Quality assurance/quality control (QA/QC) 

10.1 QA/QC for sampling parameters 

QA/QC for parameters such as sampled volume, size fraction, and losses of semi-volatiles shall be 
performed by following the relevant procedures specified in EN 12341:2014, and other procedures 
described in Clauses 7 and 8. 

10.2 Field blank determination 

For every 14 field samples there shall be at least one field blank, a nominally-identical filter to those 
being sampled, which is prepared, transported to, stored in the sampler and transported back from the 
monitoring site in the same way as the sampled filters. The full details of how the blank filters are 
transported and kept at the monitoring site shall be recorded. 

The field blanks shall be analysed for EC and OC in the same way as the field samples. The results shall 
be recorded together with the field sample results. 

In general field blank concentrations are not subtracted. 

In cases where field blanks are subtracted a detailed justification should be provided. 
NOTE Typical field blank values are up to 4 µg OC/cm2. 
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10.3 Laboratory blank determination 

The analysis of laboratory blanks serves two purposes: 

— to check that the batches of filters used have low EC and OC content when they are purchased, and 

— to check that the laboratory environment and laboratory procedures in use do not introduce 
significant OC and/or EC contamination, either from material collected onto the blank filters, or 
from contamination within the instrument. 

These purposes will generally be addressed in parallel. 

The requirement for initially assessing whether a specific filter type is suitable for EC and OC 
monitoring is described in 6.1. 

Alongside the filter checks given in 6.1, the laboratory procedures and environment will be checked by 
analysing laboratory blanks. It is recommended that laboratory blanks are analysed at least once each 
working week, or when very high field blank concentrations are found. 

Details of the laboratory blank procedures are left to the responsible personnel. These procedures shall 
be recorded together with the analytical data for the laboratory blanks. 

10.4 Calibration for TC 

Because there are no traceable primary reference materials available for atmospheric EC and OC, 
calibration is currently limited to TC. 

The principal calibration of the analytical system can be conducted via TC values provided by blank 
filter samples spiked with calibration solutions of pure organic compounds such as sucrose. Further 
information is given in Annex B and in the analytical instrument user’s manual. The instrument shall be 
regularly calibrated for TC at least once every 12 months and after any major maintenance or 
modification of the system. 

The calibration shall be checked at least every measurement day (e.g. by analysis of a control filter – see 
10.6.1 and/or sucrose spiked filter) with a quantity of TC relevant to the quantities in the field samples 
being analysed. The results shall be within ± 10 % or ± 0,5 µg C/cm2 of the expected value, whichever is 
greater. If not, the reasons have to be investigated (see Annex B) and the result of the investigation shall 
be recorded with the other analytical data. 

10.5 Long term stability and repeatability 

The long term stability of the analytical system shall be determined from control filter measurements 
(see 10.6.1) and from the spiked filter calibrations. A TC and OC long term stability of 10 % or ± 0,5 µg 
C/cm2, whichever is greater, difference from the initial mean of the first ten measurements can be 
viewed as sufficient. An EC long term stability of 15 % or ± 0,5 µg C/cm2 difference, whichever is 
greater, from the initial mean of the first ten measurements can be viewed as sufficient. 

The repeatability is calculated as the relative standard deviation of ten measurements of the control 
filter being conducted during one day. An accepted value for repeatability is 5 % or ± 0,5 µg C/cm2 
difference, whichever is greater. The instrument shall be regularly assessed for repeatability at least 
once every 12 months and after any major maintenance or modification of the system. 

10.6 Other-QA/QC checks 

10.6.1 Use of quality control filters 

A so-called “control filter” is a filter that has sampled ambient air by a high volume sampler, typically for 
24 h. Ten punches of this filter are analysed so that a mean TC value and a mean EC/TC ratio are 
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determined as local reference values. These ten filter punches shall also be used to check for 
homogeneous loading of the filter. 

Analyses of new punches from the control filter, for example on each measurement day, give valuable 
information about both the TC calibration and the consistent operation of the temperature profiles and 
optical correction, and hence the EC versus OC split. 
10.6.2 Calibration gas injections 

Some analytical instruments incorporate an injection of calibration gas (e.g. such as 5 % methane in 
helium) after each analytical run for internal calibration (to correct for any drift in the response of the 
carbon detector). This provides a calibration of the flame ionization detector. 

Other uses of calibration gases can be: 

— calibration of the carbon detector, 

— check of the efficiency of the catalyst and/or converter. 

Action criteria are left to the user. 
10.6.3 Calibration and checks on temperature sensors and optical systems 

The temperature sensors including the temperature profile of the instrument shall be regularly 
calibrated and the optical system checked at least once every 12 months and after any major 
maintenance or modification of the system. 
10.6.4 Stability of the laser signal 

An unstable transmittance laser signal affects the determination of the EC/OC split point and potentially 
alters the EC and OC concentrations (Karanasiou et al. [16]). The stability of the transmittance laser 
signal shall be monitored during instrument blank analysis. The instrument blank analysis is conducted 
by repeating the analysis-without opening the oven. When laser instability is identified further actions 
shall be considered, including: 

— check of the laser performance, 

— check of the laser signal detectors, 

— check of the cooling system and insulation of the optical components. 

The laser signal should not deviate more than 3 % from its average value during the instrument blank 
analysis. 

The laser stability shall be regularly checked at least once every 12 months and after any major 
maintenance or modification of the systems. 

An example of a laser signal of the instrument blank analyses is presented in Annex G. 

10.7 Applicable concentration range 

The applicable concentration range of the proposed method is limited by the optical correction and 
instrument applied in the analysis of EC and OC. This method was validated from 0,2 µg CEC/cm2 and 
1,8 µg COC/cm2 to 38 µg CEC/cm2 and 49 µg COC/cm2 in the laboratory and to 16 µg CEC/cm2 and 45 µg 
COC/cm2 in the field validation exercise. 

The initial transmittance of the filter to be analysed shall not be lower than 6 % of the laser signal of the 
blank filter of the same analysis day. 
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The lower detection limit shall be determined by calculating the average laboratory blank filter value 
plus two times its standard deviation. 

One possibility to avoid saturation is to reduce the sampled volume by, e.g. shorter sampling intervals 
or lower volume flow rates. Appropriate size selective inlets have to be used with lower volume flow 
rates. 

11 Calculation of concentrations of EC and OC 

To determine EC and OC mass concentrations in air (in µg C/m3), it is necessary to convert the data 
from the analyser, which are generally provided as mass loading of carbon per square centimetre of 
filter (µg C/cm2), using Formula (1): 

⋅
= 1

conc
m A

C
V

 (1) 

where 

Cconc is the atmospheric concentration of EC or OC, in micrograms carbon per cubic metre  
(µg C/m3); 

m1 is the measured loading of EC or OC of the sub-sample (filter punch), in micrograms carbon 
per square centimetre (µg C/cm2); 

A is the loaded filter area, in square centimetre (cm2); 

V is the sampled air volume, in cubicmetre (m3), at ambient conditions near the inlet of the 
sampler at the time of sampling. 

It is therefore necessary to know the volume of air sampled, and the loaded area on the filter. 

The volume of air that has been sampled is generally recorded by the sampler, following 
EN 12341:2014. 

The loaded filter area shall be measured by the operator. This measurement can be performed in 
several ways, e.g. by measuring the loaded area on the filter once, or occasionally, and using this as a 
fixed parameter. The sampled diameter can alternatively be measured on each filter, for example using 
an automated optical instrument. 

12 Data recording 

The following information shall be recorded: 

— concentration data of EC and OC, in micrograms C per cubicmetre (µg C/m3) (referred to the 
ambient temperature and pressure), 

— site type and identification, 

— sampling date with start and end time, 

— information on any additional treatment, e.g. equilibration for PM mass concentration 
measurements, 

— date of analysis, 

— ambient temperature during sampling, 

— place, time and conditions of transport and storage, 
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