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Foreword 

This document (EN 455-4:2009) has been prepared by Technical Committee CEN/TC 205 “Non-active medical 
devices”, the secretariat of which is held by DIN. 

This European Standard shall be given the status of a national standard, either by publication of an identical text or 
by endorsement, at the latest by January 2010, and conflicting national standards shall be withdrawn at the latest by 
January 2010. 

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent rights. 
CEN [and/or CENELEC] shall not be held responsible for identifying any or all such patent rights. 

This part of EN 455 gives requirements and test methods for shelf life determination of medical gloves as part of a 
risk management process, in accordance with EN ISO 14971. EN 455 consists of the following parts under the 
general title "Medical gloves for single use": 
 
 Part 1: Requirements and testing for freedom from holes 

 Part 2: Requirements and testing for physical properties 

 Part 3: Requirements and testing for biological evaluation 

 Part 4: Requirements and testing for shelf life determination 

This document has been prepared under a mandate given to CEN by the European Commission and the European 
Free Trade Association, and supports essential requirements of EC Directive 93/42/EEC. 

For relationship with EC Directive 93/42/EEC, see informative Annex ZA, which is an integral part of this document. 

According to the CEN/CENELEC Internal Regulations, the national standards organizations of the following countries 
are bound to implement this European Standard: Austria, Belgium, Bulgaria, Cyprus, Czech Republic, Denmark, 
Estonia, Finland, France, Germany, Greece, Hungary, Iceland, Ireland, Italy, Latvia, Lithuania, Luxembourg, Malta, 
Netherlands, Norway, Poland, Portugal, Romania, Slovakia, Slovenia, Spain, Sweden, Switzerland and the United 
Kingdom. 
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Introduction 

Medical Gloves are intended to be a barrier to agents responsible for the transmission of infections. In order to help 
ensure effectiveness, it is essential that gloves fit the hand properly, are free from holes and have adequate physical 
strength so as not to fail during use. All these issues are addressed in the EN 455 series. 

This European Standard covers the minimum properties that address certain essential requirements detailed in the 
Medical Devices Directive (93/42/EEC). Manufacturers are required to conduct stability tests to estimate the shelf life 
of any new or modified glove before the product is placed on the market and to initiate real time stability studies. The 
real time stability test can be considered as part of the manufacturers' requirement to conduct post-marketing 
surveillance on their products. These requirements are intended to ensure that manufacturers have adequate data to 
support shelf life claims before products are placed on the market and that these data are available for review by 
regulatory authorities. 
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1 Scope 

This part of EN 455 specifies requirements for shelf life for medical gloves for single use. It also specifies the 
requirements for labelling and the disclosure of information relevant to the test methods used. 

This European Standard applies to existing, new and significantly changed designs. Existing designs that do not 
currently have ageing data available should generate that data within a reasonable period of time. 

This European Standard does not specify the size of a lot. Attention is drawn to the difficulties that can be associated 
with the distribution and control of very large lots. The recommended maximum individual lot size for production is 
500 000. 

2 Normative references 

The following referenced documents are indispensable for the application of this document. For dated references, 
only the edition cited applies. For undated references, the latest edition of the referenced document (including any 
amendments) applies. 

EN 455 (all parts), Medical gloves for single use  

EN 1041, Information supplied by the manufacturer of medical devices 

EN ISO 11607 (all parts), Packaging for terminally sterilized medical devices 

3 Terms and definitions 

For the purposes of this document, the following terms and definitions apply. 

3.1 
Arrhenius equation 
relation between the activation energy (EA), the absolute temperature (T), and the rate constant of a degradation 
reaction [k(T)] 

NOTE The shelf life of a rubber product is predicted based on the Arrhenius principle of chemical reaction rates. The 
Arrhenius equation has the basic form: 

RT
EA

eATk
−

⋅=)(  

 

where 

A = constant (min-1),  

EA = Activation Energy (J/mol),  

R = the Universal Gas Constant (8,314 J · mol-1 · K-1),  

T = Absolute Temperature (K),  

k(T) (min-1) is the rate constant for the degradation process.  

An alternate way of expressing the Arrhenius equation is: 
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