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European foreword 

The text of document 29/867A/FDIS, future edition 3 of IEC 60118-0, prepared by IEC TC 29, 
Electroacoustics, was submitted to the IEC-CENELEC parallel vote and was approved by CENELEC as 
EN 60118-0:2015. 

The following dates are fixed: 

• latest date by which the document has 
to be implemented at national level by 
publication of an identical national 
standard or by endorsement 

(dop) 2016-04-14 

• latest date by which the national 
standards conflicting with the 
document have to be withdrawn 

(dow) 2018-07-14 

 
This document supersedes EN 60118-0:1993, EN 60118-1:1995, EN 60118-2:1995, EN 60118-6:1999. 
 
Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. CENELEC [and/or CEN] shall not be held responsible for identifying any or all such patent 
rights. 
 

Endorsement notice 

The text of the International Standard IEC 60118-0:2015 was approved by CENELEC as a European 
Standard without any modification. 

In the official version, for Bibliography, the following note has to be added for the standard indicated : 

IEC 60068 (series) NOTE Harmonized as EN 60068 (series). 

IEC 60118-7:2005 NOTE Harmonized as EN 60118-7:2005. 

IEC 60118-8:2005 NOTE Harmonized as EN 60118-8:2005. 

IEC 60118-12 NOTE Harmonized as EN 60118-12. 

IEC 60118-15 NOTE Harmonized as EN 60118-15. 

IEC 60318-1 NOTE Harmonized as EN 60318-1. 

IEC 60118-15 NOTE Harmonized as EN 60118-15. 

IEC 60318-4:2010 NOTE Harmonized as EN 60318-4:2010. 
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Annex ZA 
(normative) 

 Normative references to international publications 
with their corresponding European publications 

 The following documents, in whole or in part, are normatively referenced in this document and are 
indispensable for its application. For dated references, only the edition cited applies. For undated 
references, the latest edition of the referenced document (including any amendments) applies. 

 NOTE 1 When an International Publication has been modified by common modifications, indicated by (mod), the relevant EN/HD 
applies. 

 

NOTE 2 Up-to-date information on the latest versions of the European Standards listed in this annex is available here: 
www.cenelec.eu. 

 Publication Year Title EN/HD Year 
IEC 60318-5 -   Electroacoustics - Simulators of human 

head and ear -- Part 5: 2 cm³ coupler for the 
measurement of hearing aids and 
earphones coupled to the ear by means of 
ear inserts 

EN 60318-5 -   

ISO 3 -   Preferred numbers; Series of preferred 
numbers 

- -   
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INTERNATIONAL ELECTROTECHNICAL COMMISSION 

____________ 

 
ELECTROACOUSTICS –  

HEARING AIDS –  
 

Part 0: Measurement of the performance  
characteristics of hearing aids  

 
FOREWORD 

1) The International Electrotechnical Commission (IEC) is a worldwide organization for standardization comprising 
all national electrotechnical committees (IEC National Committees). The object of IEC is to promote 
international co-operation on all questions concerning standardization in the electrical and electronic fields. To 
this end and in addition to other activities, IEC publishes International Standards, Technical Specifications, 
Technical Reports, Publicly Available Specifications (PAS) and Guides (hereafter referred to as “IEC 
Publication(s)”). Their preparation is entrusted to technical committees; any IEC National Committee interested 
in the subject dealt with may participate in this preparatory work. International, governmental and non-
governmental organizations liaising with the IEC also participate in this preparation. IEC collaborates closely 
with the International Organization for Standardization (ISO) in accordance with conditions determined by 
agreement between the two organizations. 

2) The formal decisions or agreements of IEC on technical matters express, as nearly as possible, an international 
consensus of opinion on the relevant subjects since each technical committee has representation from all 
interested IEC National Committees.  

3) IEC Publications have the form of recommendations for international use and are accepted by IEC National 
Committees in that sense. While all reasonable efforts are made to ensure that the technical content of IEC 
Publications is accurate, IEC cannot be held responsible for the way in which they are used or for any 
misinterpretation by any end user. 

4) In order to promote international uniformity, IEC National Committees undertake to apply IEC Publications 
transparently to the maximum extent possible in their national and regional publications. Any divergence 
between any IEC Publication and the corresponding national or regional publication shall be clearly indicated in 
the latter. 

5) IEC itself does not provide any attestation of conformity. Independent certification bodies provide conformity 
assessment services and, in some areas, access to IEC marks of conformity. IEC is not responsible for any 
services carried out by independent certification bodies. 

6) All users should ensure that they have the latest edition of this publication. 

7) No liability shall attach to IEC or its directors, employees, servants or agents including individual experts and 
members of its technical committees and IEC National Committees for any personal injury, property damage or 
other damage of any nature whatsoever, whether direct or indirect, or for costs (including legal fees) and 
expenses arising out of the publication, use of, or reliance upon, this IEC Publication or any other IEC 
Publications.  

8) Attention is drawn to the Normative references cited in this publication. Use of the referenced publications is 
indispensable for the correct application of this publication. 

9) Attention is drawn to the possibility that some of the elements of this IEC Publication may be the subject of 
patent rights. IEC shall not be held responsible for identifying any or all such patent rights. 

International Standard IEC 60118-0 has been prepared by IEC technical committee 29: 
Electroacoustics. 

This third edition cancels and replaces the second edition published in 1983 and its 
Amendment 1:1994 as well as IEC 60118-1:1995, Amendment 1:1998, IEC 60118-2:1983, 
Amendment 1:1993, Amendment 2:1997 and IEC 60118-6:1999. This edition constitutes a 
technical revision. 

This edition includes the following significant technical changes with respect to the previous 
edition: 

a) the use of an acoustic coupler according to IEC 60318-5; 
b) the addition of measurements for automatic gain control circuits, for induction pick-up coil 

inputs and for electrical inputs. 
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The text of this standard is based on the following documents: 

FDIS Report on voting 

29/867A/FDIS 29/874/RVD 

 
Full information on the voting for the approval of this standard can be found in the report on 
voting indicated in the above table. 

This publication has been drafted in accordance with the ISO/IEC Directives, Part 2. 

A list of all parts in the IEC 60118 series, published under the general title Electroacoustics – 
Hearing aids, can be found on the IEC website. 

Future standards in this series will carry the new general title as cited above. Titles of existing 
standards in this series will be updated at the time of the next edition. 

The committee has decided that the contents of this publication will remain unchanged until 
the stability date indicated on the IEC website under "http://webstore.iec.ch" in the data 
related to the specific publication. At this date, the publication will be  

• reconfirmed, 

• withdrawn, 

• replaced by a revised edition, or 

• amended. 
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ELECTROACOUSTICS –  
HEARING AIDS –  

 
Part 0: Measurement of the performance  

characteristics of hearing aids  
 
 
 

1 Scope 

This part of IEC 60118 gives recommendations for the measurement of the performance 
characteristics of air conduction hearing aids based on a free field technique and measured 
with an acoustic coupler. 

This part of IEC 60118 is applicable to the measurement and evaluation of the 
electroacoustical characteristics of hearing aids, for example for type testing and 
manufacturer data sheets. 

The test results obtained by the methods specified in this part of IEC 60118 will express the 
performance under conditions of the test and may deviate substantially from the performance 
of the hearing aid under actual conditions of use.  

This part of IEC 60118 uses an acoustic coupler according to IEC 60318-5 which is only 
intended for loading a hearing aid with a specified acoustic impedance and is not intended to 
model the sound pressure in a person’s ear. The use of this acoustic coupler will yield 
different results from those obtained using the occluded ear simulator of IEC 60318-4 as used 
in former editions of IEC 60118-0. 

For the measurement of the performance characteristics of hearing aids for simulated in situ 
working conditions, IEC 60118-8 can be used. For measurement of hearing aids under typical 
user settings and using a speech-like signal, IEC 60118-15 can be used.  

For the measurement of the performance characteristics of hearing aids for production, supply 
and delivery quality-assurance purposes, IEC 60118-7 can be used. The frequency range has 
been extended to 8 kHz in this part of IEC 60118 as opposed to 5 kHz in IEC 60118-7. 

Though the number of measurements covered by this part of IEC 60118 is limited, it is not 
intended that all measurements described herein are mandatory. 

In cases of custom-made in-the-ear instruments, the data supplied by the manufacturer 
applies only to the particular hearing aid being tested.  

2 Normative references 

The following documents, in whole or in part, are normatively referenced in this document and 
are indispensable for its application. For dated references, only the edition cited applies. For 
undated references, the latest edition of the referenced document (including any 
amendments) applies. 

IEC 60318-5, Electroacoustics – Simulators of human head and ear – Part 5: 2 cm3 coupler 
for the measurement of hearing aids and earphones coupled to the ear by means of ear 
inserts 

ISO 3, Preferred numbers -- Series of preferred numbers 
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3 Terms and definitions 

For the purposes of this document, the following terms and definitions apply. 

3.1  
hearing aid 
wearable instrument intended to aid a person with impaired hearing 

Note 1 to entry: A hearing aid usually consists of a microphone, amplifier, signal processor and earphone, 
powered by a low-voltage battery and possibly also containing an induction pick-up coil. It is fitted using 
audiometric and prescriptive methods. 

Note 2 to entry: Hearing aids can be placed on the body (BW), behind the ear (BTE), in the ear (ITE) or in the 
canal (ITC). 

3.2  
SPL 
sound pressure level  
ten times the logarithm to the base 10 of the ratio of the square of the sound pressure, p, to 
the square of a reference value, p0, expressed in decibels, where the reference value, p0, is 
20 µPa 

Note 1 to entry: This note applies to the French language only. 

[SOURCE: ISO/TR 25417:2007, 2.2] 

3.3  
acoustic coupler 
device for measuring the acoustic output of sound sources where the sound pressure is 
measured by a calibrated microphone coupled to the source by a cavity of predetermined 
shape and volume which does not necessarily approximate the acoustical impedance of the 
normal human ear 

3.4  
ear simulator 
device for measuring the acoustic output of sound sources where the sound pressure is 
measured by a calibrated microphone coupled to the source so that the overall acoustic 
impedance of the device approximates that of the normal human ear at a given location and in 
a given frequency band  

[SOURCE: IEC 60318-4:2010, 3.4] 

3.5  
input sound pressure level 
sound pressure level at the hearing aid reference point 

3.6  
frequency response 
sound pressure level measured in the acoustic coupler expressed as a function of frequency 
under specified test conditions 

3.7  
basic frequency response curve  
frequency response curve obtained at RTS with an input sound pressure level of 60 dB 

3.8  
input-output characteristic 
for a single frequency, a plot of the sound pressure level measured in the acoustic coupler on 
the ordinate, against the sound pressure level applied to the hearing aid on the abscissa, with 
equal decibel scale divisions on each axis 
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3.9  
vertical reference 
line through or on a hearing aid which is vertical when the aid is positioned as worn on a head 
and torso simulator (as per Figure C.1 in IEC 60118-8:2005) or, in the case of custom-made 
hearing aids, as worn by a seated individual 

3.10  
reference point 
point on the hearing aid chosen for the purpose of defining its position 

3.11  
test point 
position in the test enclosure to which the measurements of the sound pressure level refer or 
at which the strength of the magnetic field is determined and at which the hearing aid 
reference point is located for test purposes 

3.12  
test space 
space which contains the test point where the hearing aid is placed for testing 

3.13  
HFA 
high-frequency average 
average of gain or SPL in decibels at 1 000 Hz, 1 600 Hz and 2 500 Hz 

Note 1 to entry: This note applies to the French language only. 

[SOURCE: IEC 60118-7:2005, 3.2] 

3.14  
acoustic gain  
at each test frequency, the difference in decibels obtained by subtracting the input SPL from 
the SPL developed by the output from the hearing aid in the acoustic coupler 

[SOURCE: IEC 60118-7:2005, 3.5, modified — "to the hearing aid microphone" has been 
deleted] 

3.15  
gain control 
manually or electronically operated control for the adjustment of overall gain 

[SOURCE: IEC 60118-7:2005, 3.6] 

3.16  
OSPL90 
output SPL for 90 dB input SPL 
SPL developed in the acoustic coupler with an input SPL of 90 dB with the gain control of the 
hearing aid full-on 

Note 1 to entry: It is recognized that the maximum output level may occur with more, or occasionally with less, 
input SPL than 90 dB. However, the differences are usually small over the frequency range of interest and the 
single input SPL of 90 dB makes automatic recording of the OSPL90 curve very convenient. 

Note 2 to entry: This note applies to the French language only. 

[SOURCE: IEC 60118-7:2005, 3.7] 
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