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National foreword

This British Standard is the UK implementation of 
EN 60601‑1:2006+A13:2024, incorporating corrigendum 
March 2010. It is identical to IEC 60601‑1:2005, incorporating 
corrigenda December 2006, December 2007, amendment 1:2012, 
corrigendum July 2014 and amendment 2:2020. It supersedes 
BS EN 60601‑1:2006+A2:2021, which will be withdrawn on 3 
December 2025.

The start and finish of text introduced or altered by corrigendum 
is indicated in the text by tags. Text altered by IEC corrigendum 
December 2006 is indicated in the text by . Text altered by IEC 
corrigendum December 2007 is indicated in the text by . Text 
altered by IEC corrigendum July 2014 is indicated in the text by .

The start and finish of text introduced or altered by amendment is 
indicated in the text by tags. Tags indicating changes to IEC text carry 
the number of the IEC amendment. For example, text altered by IEC 
amendment 1 is indicated by .

The UK participation in its preparation was entrusted to Technical 
Committee CH/62/1, Common aspects of Electrical Equipment used in 
Medical Practice.

A list of organizations represented on this committee can be obtained on 
request to its committee manager.

This publication has been prepared under a mandate given to the 
European Standards Organizations by the European Commission and the 
European Free Trade Association. It is intended to support requirements 
of the EU legislation detailed in the European Foreword. A European 
Annex, usually Annex ZA or ZZ, describes how this publication relates to 
that EU legislation.

For the Great Britain market (England, Scotland and Wales), if UK 
Government has designated this publication for conformity with UKCA 
marking (or similar) legislation, it may contain an additional National 
Annex. Where such a National Annex exists, it shows the correlation 
between this publication and the relevant UK legislation. If there is no 
National Annex of this kind, the relevant Annex ZA or ZZ in the body 
of the European text will indicate the relationship to UK regulation 
applicable in Great Britain. References to EU legislation may need to be 
read in accordance with the UK designation and the applicable UK law. 
Further information on designated standards can be found at  
www.bsigroup.com/standardsandregulation.

For the Northern Ireland market, UK law will continue to implement 
relevant EU law subject to periodic confirmation. Therefore 
Annex ZA/ZZ in the European text, and references to EU legislation, are 
still valid for this market.

UK Government is responsible for legislation. For information on 
legislation and policies relating to that legislation, consult the relevant 
pages of www.gov.uk.

Contractual and legal considerations

This publication has been prepared in good faith, however no 
representation, warranty, assurance or undertaking (express or 
implied) is or will be made, and no responsibility or liability is or will be 
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accepted by BSI in relation to the adequacy, accuracy, completeness or 
reasonableness of this publication. All and any such responsibility and 
liability is expressly disclaimed to the full extent permitted by the law.

This publication is provided as is, and is to be used at the 
recipient’s own risk.

The recipient is advised to consider seeking professional guidance with 
respect to its use of this publication.

This publication is not intended to constitute a contract. Users are 
responsible for its correct application.

© The British Standards Institution 2024 
Published by BSI Standards Limited 2024

ISBN 978 0 539 26449 4

ICS 11.040; 11.040.01

Compliance with a British Standard cannot confer immunity from 
legal obligations.

This British Standard was published under the authority of the 
Standards Policy and Strategy Committee on 30 November 2006.

Amendments/corrigenda issued since publication

Date Text affected

31 May 2011 Implementation of IEC corrigenda December 2006 
and December 2007 (tagged) and implementation 
of CENELEC corrigendum March 2010: modifica‑
tion of CENELEC Foreword and Annexes ZA and ZZ

29 February 2012 Implementation of CENELEC amendment 
A11:2011: Annex ZZ replaced by Annexes ZZA and 
ZZB

31 December 2012 Implementation of IEC amendment 1:2012 with 
CENELEC endorsement A1:2013. Annex ZA re‑
placed and Annex ZZ added

30 November 2014 Implementation of IEC corrigendum July 2014: 
Figure 12 updated

30 November 2014 Implementation of CENELEC amendment 
A12:2014: Annex ZZ updated to Annex ZZA, previ‑
ous Annex ZZA deleted. Annez ZZB inserted

30 June 2018 Correction to reference to IEC amendment 1 in 
National Foreword

30 November 2021 Implementation of IEC amendment 2:2020 with 
CENELEC endorsement A2:2021. Implementation 
of IEC Interpretation Sheets 1–3 and A1/1. CENE‑
LEC amendment A11 foreword withdrawn. IEC 
index added.

30 June 2024 Implementation of CENELEC amendment 
A13:2024: Annex ZA, Annex ZZA and Annex ZZB 
replaced with Annex ZA and Annex ZZ

BRITISH STANDARD

Full document details: BS EN 60601-1:2006+A13:2024

https://doi.org/10.3403/BSEN60601?&urlappend=%26utm_campaign=pdfdoi%26utm_source=pdfdoi%26utm_medium=pdf
http://www.avadocuments.com/doc/bs-en-60601-1-2006-a13-2024
http://www.avadocuments.com/doc/bs-en-60601-1-2006-a13-2024


  EN 60601-1:2006+A13
  

  April 24 

 
     

     
     

Central Secretariat: rue de Stassart 35, B - 1050 Brussels 

                     

     

      

  

Medical electrical equipment  
Part 1: General requirements for basic safety  

and essential performance 
  

   
     
      
    
  

    
     
     
   
  

               
              
         

             
          

                
                 
            

             
            
            
      

Full document details: BS EN 60601-1:2006+A13:2024

http://www.avadocuments.com/doc/bs-en-60601-1-2006-a13-2024
http://www.avadocuments.com/doc/bs-en-60601-1-2006-a13-2024
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EUROPÄISCHE NORM April 2024 

CENELEC 
European Committee for Electrotechnical Standardization 

Comité Européen de Normalisation Electrotechnique 
Europäisches Komitee für Elektrotechnische Normung 

Central Secretariat: rue de Stassart 35, B - 1050 Brussels 

© 2006 CENELEC -  All rights of exploitation in any form and by any means reserved worldwide for CENELEC members. 

Ref. No. EN 60601-1:2006 E 

ICS 11.040 Supersedes EN 60601-1:1990 + amendments

English version 

Medical electrical equipment  
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and essential performance 
(IEC 60601-1:2005) 

Appareils électromédicaux  
Partie 1: Exigences générales  
pour la sécurité de base  
et les performances essentielles 
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Medizinische elektrische Geräte  
Teil 1: Allgemeine Festlegungen  
für die Sicherheit einschließlich  
der wesentlichen Leistungsmerkmale 
(IEC 60601-1:2005) 

This European Standard was approved by CENELEC on 2006-09-12. CENELEC members are bound to comply 
with the CEN/CENELEC Internal Regulations which stipulate the conditions for giving this European Standard 
the status of a national standard without any alteration. 

Up-to-date lists and bibliographical references concerning such national standards may be obtained on 
application to the Central Secretariat or to any CENELEC member. 

This European Standard exists in three official versions (English, French, German). A version in any other 
language made by translation under the responsibility of a CENELEC member into its own language and notified 
to the Central Secretariat has the same status as the official versions. 

CENELEC members are the national electrotechnical committees of Austria, Belgium, Cyprus, the Czech 
Republic, Denmark, Estonia, Finland, France, Germany, Greece, Hungary, Iceland, Ireland, Italy, Latvia, 
Lithuania, Luxembourg, Malta, the Netherlands, Norway, Poland, Portugal, Romania, Slovakia, Slovenia, Spain, 
Sweden, Switzerland and the United Kingdom. 
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at national level by publication of an identical 
national standard or by endorsement (dop) 2007-07-01 

This European Standard supersedes EN 60601-1:1990 and its amendments. 

This EN 60601-1:2006 has been significantly restructured compared to EN 60601-1:1990. 
Requirements in the electrical section have been further aligned with those for information technology 
equipment covered by EN 60950-1 and a requirement for including a RISK MANAGEMENT 
PROCESS has been added. For an expanded description of this revision, see Clause A.3. 

This European Standard has been prepared under a mandate given to CENELEC by the European 
Commission and the European Free Trade Association and covers essential requirements of 
EC Directives 90/385/EEC and 93/42/EEC. See Annex ZZ. 

In this standard the following print types are used: 

− requirements and definitions: in roman type;

− test specifications: in italic type;

− informative material appearing outside of tables, such as notes, examples and references: in smaller type. Normative text
of tables is also in a smaller type;

− TERMS USED THROUGHOUT THIS STANDARD THAT HAVE BEEN DEFINED IN CLAUSE 3 AND ALSO GIVEN IN
THE INDEX: IN SMALL CAPITALS.

In referring to the structure of this standard, the term 

� �clause� means one of the seventeen numbered divisions within the table of contents, inclusive of 
all subdivisions (e.g. Clause 7 includes subclauses 7.1, 7.2, etc.); 

�  �subclause� means a numbered subdivision of a clause (e.g. 7.1, 7.2 and 7.2.1 are all subclauses 
of Clause 7). 

References to clauses within this standard are preceded by the term �Clause� followed by the clause 
number. References to subclauses within this standard are by number only. In this standard, the 
conjunctive �or� is used as an �inclusive or� so a statement is true if any combination of the conditions 
is true. 

The verbal forms used in this standard conform to usage described in Annex G of the ISO/IEC 
Directives, Part 2. For the purposes of this standard, the auxiliary verb: 

− �shall� means that compliance with a requirement or a test is mandatory for compliance with this
standard;

− �should� means that compliance with a requirement or a test is recommended but is not
mandatory for compliance with this standard;

− �may� is used to describe a permissible way to achieve compliance with a requirement or test.

� latest date by which the national standards conflicting
with the EN have to be withdrawn (dow) 2012-06-01

EN 60601-1:2006+A13:2024 (E) 

European Foreword 

The text of document 62A/505A//FDIS, future edition 3 of IEC 60601-1, prepared by SC 62A, Common 
aspects of electrical equipment used in medical practice, of IEC TC 62, Electrical equipment in 
medical practice, was submitted to the IEC-CENELEC parallel vote and was approved by CENELEC 
as EN 60601-1 on 2006-09-12. 

The following date was fixed: 

� latest date by which the EN has to be implemented 
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An asterisk (* ) as the first character of a title or at the beginning of a paragraph or table title indicates 
that there is guidance or rationale related to that item in Annex A. 

Annexes ZA and ZZ have been added by CENELEC. 

In the official version, for Bibliography, the following notes have to be added for the standards 
indicated: 

IEC 60073 NOTE Harmonized as EN 60073:2002 (not modified). 

IEC 60086-1 NOTE Harmonized as EN 60086-1:2001 (not modified). 

IEC 60127-6 NOTE Harmonized as EN 60127-6:1994 (not modified). 

IEC 60309-1 NOTE Harmonized as EN 60309-1:1999 (not modified). 

IEC 60317-43 NOTE Harmonized as EN 60317-43:1997 (not modified). 

IEC 60601-1-1 NOTE Harmonized as EN 60601-1-1:2001 (not modified). 

IEC 60601-1-4 NOTE Harmonized as EN 60601-1-4:1996 + A1:1999 (not modified). 

IEC 60601-2-49 NOTE Harmonized as EN 60601-2-49:2001 (not modified). 

IEC 60695-1-1 NOTE Harmonized as EN 60695-1-1:2000 (not modified). 

IEC 60721 series NOTE Harmonized in EN 60721 series (not modified). 

IEC 60990 NOTE Harmonized as EN 60990:1999 (not modified). 

IEC 61000-4-11 NOTE Harmonized as EN 61000-4-11:2004 (not modified). 

IEC 61010-1 NOTE Harmonized as EN 61010-1:2001 (not modified). 

IEC 61140 NOTE Harmonized as EN 61140:2002 (not modified). 

IEC 62079 NOTE Harmonized as EN 62079:2001 (not modified). 

IEC 62304 NOTE Harmonized as EN 62304:2006 (not modified). 

ISO 407 NOTE Harmonized as EN ISO 13407:2004 (not modified). 

ISO 8041 NOTE Harmonized as EN ISO 8041:2005 (not modified). 

ISO 13485 NOTE Harmonized as EN ISO 13485:2003 (not modified). 

__________ 

Endorsement notice 

The text of the International Standard IEC 60601-1:2005 was approved by CENELEC as a European 
Standard without any modification. 

__________ 
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• latest date by which the document has
to be implemented at national level by
publication of an identical national
standard or by endorsement

(dop) 2014-06-24 

• latest date by which the national
standards conflicting with the
document have to be withdrawn

(dow) 2018-12-24 

In the foreword of EN 60601-1:2006, replace the first sentence of the third paragraph by: 

This European Standard supersedes EN 60601-1:1990 and its amendments, EN 60601-1-1:2001 and 
EN 60601-1-4:1996 + A1:1999. 

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. CENELEC [and/or CEN] shall not be held responsible for identifying any or all such 
patent rights. 

This document has been prepared under a mandate given to CENELEC by the European Commission 
and the European Free Trade Association, and supports essential requirements of EU Directive(s). 

For the relationship with EU Directive(s) see informative Annex ZZ, which is an integral part of this 
document. 

Endorsement notice 

The text of the International Standard IEC 60601-1:2005/A1:2012 was approved by CENELEC as a 
European Standard without any modification. 

Replace the Bibliography of EN 60601-1:2006 by: 

IEC 60073 NOTE Harmonized as EN 60073. 

IEC 60086-1 NOTE Harmonized as EN 60086-1. 

IEC 60127-6 NOTE Harmonized as EN 60127-6. 

IEC 60309-1 NOTE Harmonized as EN 60309-1. 

IEC 60332-1-2 NOTE Harmonized as EN 60332-1-2. 

IEC 60332-2-2 NOTE Harmonized as EN 60332-2-2. 

IEC 60317-43 NOTE Harmonized as EN 60317-43. 

IEC 60601-1-1:2000 NOTE Harmonized as EN 60601-1-1:2001 (not modified). 

IEC 60601-1-4:1996 NOTE Harmonized as EN 60601-1-4:1996 + A1:1999 (not modified). 

IEC 60601-1-11 NOTE Harmonized as EN 60601-1-11. 

IEC 60601-2-22 NOTE Harmonized as EN 60601-2-22. 

IEC 60601-2-49:2001 NOTE Harmonized as EN 60601-2-49:2001 (not modified). 

EN 60601-1:2006+A13:2024 (E) 

European foreword to amendment A1 

The text of document 62A/805/FDIS, future IEC 60601-1:2005/A1, prepared by SC 62A, "Common 
aspects of electrical equipment used in medical practice", of IEC TC 62, "Electrical equipment in 
medical practice" was submitted to the IEC-CENELEC parallel vote and approved by CENELEC as 
EN 60601-1:2006/A1:2013. 

The following dates are fixed: 
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IEC 60695-1-10 NOTE Harmonized as EN 60695-1-10. 

IEC 60721 series NOTE Harmonized in EN 60721 series. 

IEC 60990 NOTE Harmonized as EN 60990. 

IEC 61000-4-11 NOTE Harmonized as EN 61000-4-11. 

IEC 61010 series NOTE Harmonized in EN 61010 series. 

IEC 61010-1:2010 NOTE Harmonized as EN 61010-1:2010 (not modified). 

IEC 61140:2001 NOTE Harmonized as EN 61140:2002 (not modified). 

IEC 61558-1 NOTE Harmonized as EN 61558-1. 

IEC 61558-2-4 NOTE Harmonized as EN 61558-2-4. 

IEC 61558-2-23 NOTE Harmonized as EN 61558-2-23. 

IEC 62079:2001 NOTE Harmonized as EN 62079:2001 (not modified). 

IEC 62353 NOTE Harmonized as EN 62353. 

IEC 62471:2006 NOTE Harmonized as EN 62471:2008 (modified). 

IEC 80001-1:2010 NOTE Harmonized as EN 80001-1:2011 (not modified). 

ISO 407 NOTE Harmonized as EN ISO 407. 

ISO 7396-1 NOTE Harmonized as EN ISO 7396-1. 

ISO 8041 NOTE Harmonized as EN ISO 8041. 

ISO 13485 NOTE Harmonized as EN ISO 13485. 

ISO 15001 NOTE Harmonized as EN ISO 15001. 

European foreword to amendment A12 

This document (EN 60601-1:2006/A12:2014) has been prepared by CLC/TC 62 “Electrical equipment 
in medical practice”. 

The following dates are fixed: 

(dop) 2015-03-26 • latest date by which the document has to be implemented at
national level by publication of an identical national
standard or by endorsement

• latest date by which the national standards conflicting with
the document have to be withdrawn

(dow) 2015-03-26 

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. CENELEC [and/or CEN] shall not be held responsible for identifying any or all such 
patent rights. 

This document has been prepared under a mandate given to CENELEC by the European Commission 
and the European Free Trade Association, and supports essential requirements of EU Directive(s). 

For the relationship with EU Directive(s) see informative Annexes ZZA and ZZB, which are an integral 
part of this document. 

EN 60601-1:2006+A13:2024 (E) 
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EN 60601-1:2006+A13:2024 (E) 

European foreword to amendment A2

The text of document 62A/1389/FDIS, future IEC 60601-1/A2, prepared by SC 62A "Common aspects 
of electrical equipment used in medical practice" of IEC/TC 62 "Electrical equipment in medical 
practice" was submitted to the IEC-CENELEC parallel vote and approved by CENELEC as 
EN 60601-1:2006/A2:2021. 

The following dates are fixed: 

• latest date by which the document has to be implemented at national
level by publication of an identical national standard or by endorsement

(dop) 2022-04-08 

• latest date by which the national standards conflicting with the
document have to be withdrawn

(dow) 2024-10-08 

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. CENELEC shall not be held responsible for identifying any or all such patent rights. 

Any feedback and questions on this document should be directed to the users’ national committee. A 
complete listing of these bodies can be found on the CENELEC website. 

Endorsement notice 

The text of the International Standard IEC 60601-1:2005/A2:2020 was approved by CENELEC as a 
European Standard without any modification. 

In the official version, for Bibliography, the following notes have to be added for the standards 
indicated: 

IEC 60601-2-57 NOTE Harmonized as EN 60601-2-57 

IEC 62366-1:2015 NOTE Harmonized as EN 62366-1:2015 (not modified) 

ISO 2409 NOTE Harmonized as EN ISO 2409 

ISO 4624 NOTE Harmonized as EN ISO 4624 

ISO 10524-1:2018 NOTE Harmonized as EN ISO 10524-1:2019 (not modified) 

ISO 13732-1:2006 NOTE Harmonized as EN ISO 13732-1:2008 (not modified) 
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European foreword to amendment A13

This document (EN 60601-1:2006/A13:2024) has been prepared by CLC/TC 62 "Electrical Equipment in 
medical practice". 

The following dates are fixed: 

• (dop) 2025-02-28 

•

latest date by which this document has to be
implemented at national level by publication of
an identical national standard or by
endorsement

latest date by which the national standards
conflicting with this document have to be
withdrawn

(dow) 2027-02-28 

This amendment A13 modifies EN 60601-1:2006, and EN 60601-1:2006/A1:2013 and 
EN 60601-1:2006/A2:2021. 

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent 
rights. CENELEC shall not be held responsible for identifying any or all such patent rights. 

This document has been prepared under a standardization request addressed to CENELEC by the European 
Commission. The Standing Committee of the EFTA States subsequently approves these requests for its 
Member States.  

For the relationship with EU Legislation, see informative Annex ZZ, which is an integral part of this document. 

Any feedback and questions on this document should be directed to the users’ national committee. A 
complete listing of these bodies can be found on the CENELEC website. 

EN 60601-1:2006+A13:2024 (E) 
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EN 60601-1:2006+A13:2024 (E) 

Annex ZA 
(normative) 

Normative references to international publications 
with their corresponding European publications 

The following documents are referred to in the text in such a way that some or all of their content constitutes 
requirements of this document. For dated references, only the edition cited applies. For undated references, 
the latest edition of the referenced document (including any amendments) applies. 

NOTE 1   Where an International Publication has been modified by common modifications, indicated by (mod), the 
relevant EN/HD applies. 

NOTE 2   Up-to-date information on the latest versions of the European Standards listed in this annex is available here: 
www.cencenelec.eu. 

Publication Year Title EN/HD Year 

IEC 60065 (mod) 2001 Audio, video and similar electronic apparatus - 
Safety requirements 

EN 60065 2002 

Cor. March 2006 

+ A1 (mod)  2005 + A1 2006 

Cor. August 2007 

+ A11 2008 

+ A2 (mod) 2010 + A2 2010 

+ A12 2011 

IEC 60068-2-2 2007 Environmental testing Part 2-2: Tests - Test B: 
Dry heat 

EN 60068-2-2 2007 

IEC 60079-0 
(mod) 

- Explosive atmospheres - Part 0: Equipment -
General requirements 

EN IEC 60079-0 2018 

+ AC 2020 

IEC 60079-2 - Explosive atmospheres - Part 2: Equipment
protection by pressurized enclosure "p"

EN 60079-2 2014 

+ AC 2015 

IEC 60079-5 - Explosive atmospheres - Part 5: Equipment
protection by powder filling "q"

EN 60079-5 2015 

IEC 60079-6 - Explosive atmospheres - Part 6: Equipment
protection by liquid immersion "o"

EN 60079-6 2015 

IEC/TR 60083 20151 Plugs and socket-outlets for domestic and 
similar general use standardized in member 
countries of IEC 

- - 

IEC 60085 - Electrical insulation - Thermal evaluation and
designation 

EN 60085 2008 

1 Dated as no European equivalent exists. 
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IEC 60086-4 - Primary batteries Part 4: Safety of lithium
batteries

EN IEC 60086-4 
+ AC
+ AC

2019 
2019 
2020 

IEC 60112 - Method for the determination of the proof and
the comparative tracking indices of solid
insulating materials

EN IEC 60112 2020 

IEC 60127-1 - Miniature fuses Part 1: Definitions for miniature
fuses and general requirements for miniature
fuse-links

EN 60127-1 
+ A1
+ A2

2006 
2011 
2015 

IEC 60227-1 2007 Polyvinyl chloride insulated cables of rated
voltages up to and including 450/750 V Part 1:
General requirements

EN 50525-1 2 2011 

IEC 60245-1 
+ A1

2003 
2007 

Rubber insulated cables - Rated voltages up to
and including 450/750 V Part 1: General
requirements

EN 50525-1 2 2011 

IEC 60252-1 - + AC motor capacitors Part 1: General -
Performance, testing and rating - Safety
requirements - Guidance for installation and
operation

EN 60252-1 
+ A1

2011 
2013 

IEC 60320-1 - Appliance couplers for household and similar
general purposes Part 1: General
requirements

EN IEC 60320-1 2021 

IEC 60335-1 (mod) 2010 Household and similar electrical appliances -
Safety Part 1: General requirements

EN 60335-1 
+ AC
+ A11
+ A12

2012 
2014 
2014 
2017 

IEC 60364-4-41 
(mod) 

- Low-voltage electrical installations Part 4-41:
Protection for safety - Protection against
electric shock

HD 60364-4-41
+ A11
+ A12

2017 
2017 
2019 

IEC 60384-14 2005 Fixed capacitors for use in electronic
equipment Part 14: Sectional specification -
Fixed capacitors for electromagnetic
interference suppression and connection to the
supply mains

EN 60384-14 2005 

IEC 60417 Data 
base 

Graphical symbols for use on equipment
available from http://www.graphical-
symbols.info/equipment

- - 

IEC 60445 - Basic and safety principles for man-machine
interface, marking and identification -
Identification of equipment terminals,
conductor terminations and conductors

EN IEC 60445 2021 

IEC 60447 - Basic and safety principles for man-machine
interface, marking and identification - Actuating
principles

EN 60447 2004 

2 EN 50525-1:2011, Electric cables - Low voltage energy cables of rated voltages up to and including 450/750 
V (U0/U) - Part 1: General requirements, which is related to, but not directly equivalent with, IEC 60227-1 and 
IEC 60245-1, applies instead. 
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IEC 60447 - Basic and safety principles for man-machine
interface, marking and identification - Actuating
principles

EN 60447 2004 

IEC 60529 
+ A1

1989 
1999 

Degrees of protection provided by enclosures
(IP Code)

EN 60529 
Cor. May 
+ A1

1991 
1993 
2000 

IEC 60601-1-2 
+ A1

2014 
2020 

Medical electrical equipment Part 1-2: General 
requirements for basic safety and essential 
performance - Collateral standard: 
Electromagnetic disturbances- Requirements 
and tests 

EN 60601-1-2
+ A1

2015 
2021 

IEC 60601-1-3 

+ A1

2008 
2013 

Medical electrical equipment - Part 1-3: 
General requirements for basic safety and 
essential performance - Collateral Standard: 
Radiation protection in diagnostic X-ray 
equipment 

EN 60601-1-3 
Cor. March 
+ A1
+ AC
+ A11

2008 
2010 
2013 
2014 
2016 

IEC 60601-1-3 

+ A1

2008 
2013 

Medical electrical equipment - Part 1-3: 
General requirements for basic safety and 
essential performance - Collateral Standard: 
Radiation protection in diagnostic X-ray 
equipment 

EN 60601-1-3 
Cor. March 
+ A1
+ AC
+ A11

2008 
2010 
2013 
2014 
2016 

IEC 60601-1-6 
+ A1
+ A2

2010 
2013 
2020 

Medical electrical equipment Part 1-6: General 
requirements for basic safety and essential 
performance - Collateral standard: Usability 

EN 60601-1-6
+ A1
+ A2

2010 
2015 
2021 

IEC 60601-1-8

+ A1

+ A2

2006 

2012 

2020 

Medical electrical equipment Part 1-8: General 
requirements for basic safety and essential 
performance - Collateral Standard: General 
requirements, tests and guidance for alarm 
systems in medical electrical equipment and 
medical electrical systems 

EN 60601-1-8 
Cor. March 
+ A1
+ AC
+ A11
+ A2

2007 
2010 
2013 
2014 
2017 
2021 

IEC 60664-1 2007 Insulation coordination for equipment within 
low-voltage systems Part 1: Principles, 
requirements and tests 

EN 60664-1 2007 

IEC 60695-11-10 - Fire hazard testing - Part 11-10: Test flames -
50 W horizontal and vertical flame test 
methods 

EN 60695-11-10 
+ AC

2013 
2014 

IEC 60730-1 
(mod) 

2010 Automatic electrical controls for household and 
similar use Part 1: General requirements 

EN 60730-1 2011 

IEC 60747-5-5 2007 Semiconductor devices - Discrete devices -
Part 5-5: Optoelectronic devices - 
Photocouplers 

EN 60747-5-5 2011 

IEC 60825-1 2014 Safety of laser products - Part 1: Equipment 
classification and requirements 

EN 60825-1 
+ AC
+ A11
+ AC

2014 
2017 
2021 
2022 

IEC 60851-3 2009 Winding wires - Test methods - Part 3: 
Mechanical properties 

EN 60851-3 2009 
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IEC 60851-5 2008 Winding wires - Test methods - Part 5: 
Electrical properties 

EN 60851-5 2008 

IEC 60851-6 
+ A1

1996 
1997 

Winding wires - Test methods - Part 6: 
Thermal properties 

EN 60851-6 
+ A1

1996 
1997 

IEC 60851-6
+ A1

1996 
1997 

Winding wires - Test methods 
Part 6: Thermal properties 

EN 60851-6
+ A1

1996 
1997 

IEC 60884-1 - Plugs and socket-outlets for household and
similar purposes - Part 1: General
requirements

IEC 60884-1 2022 

IEC 60950-1 
(mod) 
+ A1

+ A2

2005 

2009 
2013 

Information technology equipment - Safety -
Part 1: General requirements

EN 60950-1 
+ A11
+ A1
+ A12
+ AC
+ A2

2006 
2009 
2010 
2011 
2011 
2013 

IEC 61058-1 
(mod) 
+ A1
+ A2

2000 

2001 
2007 

Switches for appliances - Part 1: General 
requirements 

EN 61058-1
+ A2

2002 
2008 

IEC 61558-2-1 - Safety of power transformers, power supplies,
reactors and similar products - Part 2-1:
Particular requirements and tests for
separating transformers and power supplies
incorporating separating transformers for
general applications

EN 61558-2-1 2007 

IEC 61672-1 - Electroacoustics - Sound level meters
Part 1: Specifications

EN 61672-1 2013 

IEC 61672-2 - Electroacoustics - Sound level meters
Part 2: Pattern evaluation tests

EN 61672-2 
+ A1

2013 
2017 

IEC 61965 - Mechanical safety of cathode ray tubes EN 61965 2003 

IEC 62133 - Secondary cells and batteries containing
alkaline or other non-acid electrolytes – Safety
requirements for portable sealed secondary
cells, and for batteries made from them, for
use in portable applications

EN 62133 2013 

IEC 62133-2 - Secondary cells and batteries containing
alkaline or other non-acid electrolytes - Safety
requirements for portable sealed secondary
cells, and for batteries made from them, for
use in portable applications - Part 2: Lithium
systems

EN 62133-2 
+ A1
+ AC

2017 
2021 
2022 

IEC 62304 

+ A1

2006 

2015 

Medical device software – Software lifecycle
processes

EN 62304 
Cor. Nov. 
+ A1

2006 
2008 
2015 

IEC 62368-1 2018 Audio/video, information and communication 
technology equipment - Part 1: Safety 
requirements 

EN IEC 62368-1
+ A11
+ AC

2020 
2020 
2020 
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ISO 780 - Packaging - Distribution packaging - Graphical
symbols for handling and storage of packages

EN ISO 780 2015 

ISO 1853 20183 Conducting and dissipative rubbers, 
vulcanized or thermoplastic - Measurement of 
resistivity 

- - 

ISO 2878 20174 Rubber, vulcanized - Antistatic and conductive 
products - Determination of electrical 
resistance 

- - 

ISO 2882 19795 Rubber, vulcanized - Antistatic and conductive 
products for hospital use - Electrical resistance 
limits 

- - 

ISO 3746 - Acoustics - Determination of sound power 
levels of noise sources using sound pressure - 
Survey method using an enveloping 
measurement surface over a reflecting plane 

EN ISO 3746 2010 

ISO 3864-1 2011 Graphical symbols - Safety colours and safety 
signs  - Part 1: Design principles for safety 
signs in workplaces and public areas 

- - 

ISO 5349-1 - Mechanical vibration - Measurement and 
evaluation of human exposure to hand-
transmitted vibration - Part 1: General 
requirements 

EN ISO 5349-1 2001 

ISO 7000 2004 Graphical symbols for use on equipment – 
Collection of symbols 

- - 

ISO 7010 2019 Graphical symbols – Safety colours and safety 
signs – Registered safety signs 

EN ISO 7010 
+ A1
+ A2
+ A3
+ A4
+ A5
+ A6
+ A7

2012 
2014 
2014 
2014 
2014 
2015 
2016 
2017 

ISO 9614-1 - Acoustics – Determination of sound power
levels of noise sources using sound intensity –
Measurement at discrete points

EN ISO 9614-1 2009 

ISO 10993 series Biological evaluation of medical devices 

Biological evaluation of medical devices - Part 
1: Evaluation and testing within a risk 
management process 

EN ISO 10993-1 2020 

Biological evaluation of medical devices - Part 
2: Animal welfare requirements 

EN ISO 10993-2 2006 

Biological evaluation of medical devices - Part 
3: Tests for genotoxicity, carcinogenicity and 
reproductive toxicity 

EN ISO 10993-3 2014 

Biological evaluation of medical devices - Part 
4: Selection of tests for interactions with blood 

EN ISO 10993-4 2017 

3 Dated as no European equivalent exists. 
4 Dated as no European equivalent exists. 
5 Dated as no European equivalent exists. 
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Biological evaluation of medical devices - Part 
5: Tests for in vitro cytotoxicity 

EN ISO 10993-5 2009 

Biological evaluation of medical devices - Part 6: 
Tests for local effects after implantation 

EN ISO 10993-6 2016 

Biological evaluation of medical devices - Part 7: 
Ethylene oxide sterilization residuals 

EN ISO 10993-7 
+ AC
+ A1

2008 
2009 
2020 

Biological evaluation of medical devices - Part 9: 
Framework for identification and quantification of 
potential degradation products 

EN ISO 10993-9 2009 

Biological evaluation of medical devices - Part 
10: Tests for irritation and skin sensitization 

EN ISO 10993-10 2013 

Biological evaluation of medical devices - Part 
11: Tests for systemic toxicity 

EN ISO 10993-11 2018 

Biological evaluation of medical devices - Part 
12: Sample preparation and reference materials 

EN ISO 10993-12 2012 

Biological evaluation of medical devices - Part 
13: Identification and quantification of 
degradation products from polymeric medical 
devices 

EN ISO 10993-13 2010 

Biological evaluation of medical devices - Part 
14: Identification and quantification of 
degradation products from ceramics 

EN ISO 10993-14 2009 

Biological evaluation of medical devices - Part 
15: Identification and quantification of 
degradation products from metals and alloys 

EN ISO 10993-15 2020 

Biological evaluation of medical devices - Part 
16: Toxicokinetic study design for degradation 
products and leachables 

EN ISO 10993-16 2017 

Biological evaluation of medical devices - Part 
17: Establishment of allowable limits for 
leachable substances 

EN ISO 10993-17 2009 

Biological evaluation of medical devices - Part 
18: Chemical characterization of materials 

EN ISO 10993-18 2020 

Biological evaluation of medical devices - Part 
19: Physico-chemical, morphological and 
topographical characterization of materials 

ISO/TS 10993-19 2006 

Biological evaluation of medical devices - Part 
20: Principles and methods for immunotoxicology 
testing of medical devices 

ISO/TS 10993-20 2006 

ISO 18562-1 2017 Biocompatibility evaluation of breathing gas 
pathways in healthcare applications -- Part 1: 
Evaluation and testing within a risk management 
process 

EN ISO 18562-1 2020 

ISO 18562-2 2017 Biocompatibility evaluation of breathing gas 
pathways in healthcare applications -- Part 2: 
Tests for emissions of particulate matter 

EN ISO 18562-2 2020 

ISO 18562-3 2017 Biocompatibility evaluation of breathing gas 
pathways in healthcare applications -- Part 3: 
Tests for emissions of volatile organic 

EN ISO 18562-3 2020 
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compounds (VOCs) 

ISO 18562-4 2017 Biocompatibility evaluation of breathing gas 
pathways in healthcare applications -- Part 4: 
Tests for leachables in condensate 

EN ISO 18562-4 2020 

ISO 11135-1 2007 Sterilization of health care products – Ethylene 
oxide – Part 1: Requirements for development, 
validation and routine control of a sterilization 
process for medical devices 

EN ISO 11135-1 2007 

ISO 11137-1 2006 Sterilization of health care products – Radiation – 
Part 1: Requirements for development, validation 
and routine control of a sterilization process for 
medical devices 

EN ISO 11137-1 2006 

ISO 13857 2008 Safety of machinery – Safety distances to 
prevent hazard zones being reached by the 
upper and lower limbs 

EN ISO 13857 2008 

ISO 14971 2019 Medical devices – Application of risk 
management to medical devices 

EN ISO 14971 2019 

ISO 15223-1 2016 ISO 15223-1:2012, Medical devices – Symbols to 
be used with medical device labels, labelling and 
information to be supplied – Part 1: General 
requirements 

EN ISO 15223-1 2016 

ISO 17665-1 2006 Sterilization of health care products – Moist heat 
– Part 1: Requirements for the development,
validation and routine control of a sterilization
process for medical devices

EN ISO 17665-1 2006 

ISO 23529 20166 Rubber – General procedures for preparing and 
conditioning test pieces for physical test methods 

 - - 

ISO 80000-1 2009 Quantities and units – Part 1: General EN ISO 80000-1 2013 

6 Dated as no European equivalent exists. 
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Annex ZZ 
(informative) 

Relationship between this European standard and the General Safety 
and Performance Requirements of Regulation (EU) 2017/745 aimed to be 

covered 

This European standard has been prepared under M/575 to provide one voluntary means of conforming to the 
General Safety and Performance Requirements of Regulation (EU) 2017/745 of 5 April 2017 concerning 
medical devices [OJ L 117] and to system or process requirements including those relating to quality 
management systems, risk management, post-market surveillance systems, clinical investigations, clinical 
evaluation or post-market clinical follow-up. 

Once this standard is cited in the Official Journal of the European Union under that Regulation, compliance 
with the normative clauses of this standard given in Table ZZ.1 confers, within the limits of the scope of this 
standard, a presumption of conformity with the corresponding General Safety and Performance Requirements 
of that Regulation, and associated EFTA regulations. 

Where a definition in this standard differs from a definition of the same term set out in Regulation (EU) 
2017/745, the differences shall be indicated in this Annex Z. For the purpose of using this standard in support 
of the requirements set out in Regulation (EU) 2017/745, the definitions set out in this Regulation prevail. 

Where the European standard is an adoption of an International Standard, the scope of this standard can 
differ from the scope of the European Regulation that it supports. As the scope of the applicable regulatory 
requirements differ from nation to nation and region to region, the standard can only support European 
regulatory requirements to the extent of the scope of the European regulation for medical devices (EU) 
2017/745. 

For application of this European standard under Regulation (EU) 2017/745, its scope is limited to medical 
devices for use with human patients. This affects all clauses of this European standard. 

NOTE 1 Where a reference from a clause of this standard to the risk management process is made, the risk 
management process needs to be in compliance with Regulation (EU) 2017/745. This means that risks have to be 
‘reduced as far as possible’, ‘reduced to the lowest possible level’, ‘reduced as far as possible and appropriate’, ‘removed 
or reduced as far as possible’, ‘eliminated or reduced as far as possible’, ’removed or minimized as far as possible’, or 
‘minimized’, according to the wording of the corresponding General Safety and Performance Requirement. 

NOTE 2 The manufacturer’s policy for determining acceptable risk must be in compliance with General Safety and 
Performance Requirements 1, 2, 3, 4, 5, 8, 9, 10, 11, 14, 16, 17, 18, 19, 20, 21 and 22 of the Regulation. 

NOTE 3 When a General Safety and Performance Requirement does not appear in Table ZZ.1, it means that it is not 
addressed by this European Standard. 
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Table ZZ.1 — Correspondence between this European standard and Annex I of Regulation (EU) 
2017/745 [OJ L 117] and to system or process requirements including those relating to quality 

management systems, risk management, post-market surveillance systems, clinical investigations, 
clinical evaluation or post-market clinical follow-up 

General Safety and Performance 
Requirements of Regulation (EU) 2017/745 

Clause(s) / sub-
clause(s) of this EN Remarks / Notes 

ANNEX I GENERAL SAFETY AND 
PERFORMANCE REQUIREMENTS 

CHAPTER I GENERAL REQUIREMENTS 

1. Devices shall achieve the performance
intended by their manufacturer and shall be
designed and manufactured in such a way
that, during normal conditions of use, they are
suitable for their intended purpose. They shall
be safe and effective and shall not
compromise the clinical condition or the
safety of patients, or the safety and health of
users or, where applicable, other persons,
provided that any risks which may be
associated with their use constitute
acceptable risks when weighed against the
benefits to the patient and are compatible
with a high level of protection of health and
safety, taking into account the generally
acknowledged state of the art.

4 to 17 Covered with regard to basic 
safety and essential performance 
in relation to the clinical condition 
and the safety of patients, the 
safety and health of users and, 
where applicable, other persons. 

2. The requirement in this Annex to reduce
risks as far as possible means the reduction
of risks as far as possible without adversely
affecting the benefit-risk ratio.

4 to 17 Considered in respect of the risks 
identified in this EN. 

3. Manufacturers shall establish, implement,
document and maintain a risk management
system. Risk management shall be
understood as a continuous iterative process
throughout the entire lifecycle of a device,
requiring regular systematic updating.
In carrying out risk management 
manufacturers shall: 

4.2 Partially covered by the 
requirement to implement to 
EN ISO 14971, except 
maintenance and regular 
systematic updating. 
See rows for GSPR 3.(a) to 3.(f). 

3.(a) establish and document a risk 
management plan for each device; 

Not covered. 

3.(b) identify and analyse the known and 
foreseeable hazards associated with each 
device; 

4 to 17 Covered in respect of hazards and 
risks related to basic safety and 
essential performance within the 
scope of this EN. 

3.(c) estimate and evaluate the risks 
associated with, and occurring during, the 
intended use and during reasonably 
foreseeable misuse; 

4 to 17 Covered in respect of hazards and 
risks related to basic safety and 
essential performance within the 
scope of this EN. 

3.(d) eliminate or control the risks referred to 
in point (c) in accordance with the 
requirements of Section 4; 

4 to 17 Covered in respect of hazards and 
risks related to basic safety and 
essential performance within the 
scope of this EN. 
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General Safety and Performance 
Requirements of Regulation (EU) 2017/745 

Clause(s) / sub-
clause(s) of this EN Remarks / Notes 

3.(e) evaluate the impact of information from 
the production phase and, in particular, from 
the post-market surveillance system, on 
hazards and the frequency of occurrence 
thereof, on estimates of their associated 
risks, as well as on the overall risk, benefit-
risk ratio and risk acceptability; and 

Not covered. 

3.(f) based on the evaluation of the impact of 
the information referred to in point (e), if 
necessary amend control measures in line 
with the requirements of Section 4. 

Not covered. 

4. Risk control measures adopted by
manufacturers for the design and
manufacture of the devices shall conform to
safety principles, taking account of the
generally acknowledged state of the art. To
reduce risks, Manufacturers shall manage
risks so that the residual risk associated with
each hazard as well as the overall residual
risk is judged acceptable.

In selecting the most appropriate solutions, 
manufacturers shall, in the following order of 
priority:  

4 to 17 Covered in respect of hazards and 
risks related to basic safety and 
essential performance within the 
scope of this EN. 

See rows for GSPR 4.(a) to 4.(c). 

4.(a) eliminate or reduce risks as far as 
possible through safe design and 
manufacture;  

4 to 17 Covered in respect of hazards and 
risks related to basic safety and 
essential performance within the 
scope of this EN. 

4.(b) where appropriate, take adequate 
protection measures, including alarms if 
necessary, in relation to risks that cannot be 
eliminated; and 

4 to 17 Covered in respect of hazards and 
risks related to basic safety and 
essential performance within the 
scope of this EN. 

4.(c) provide information for safety (warnings 
/ precautions / contra-indications) and, where 
appropriate, training to users. 

7, 8.4.4, 8.6.7, 8.11.1, 
8.11.4.1, 9.2.1, 9.2.4, 
9.4.2, 9.7.2, 9.8.3.1, 
9.8.4.3, 11.6.2, 16.2, 
16.9.2.1 

Covered in respect of hazards and 
risks related to basic safety and 
essential performance within the 
scope of this EN. 

4. (continued) Manufacturers shall inform
users of any residual risks.

9.4.2.2 Covered for instability and 
overbalancing risks. 

5. In eliminating or reducing risks related to
use error, the manufacturer shall: See rows for GSPR 5.(a) to 5.(b). 

5.(a) reduce as far as possible the risks 
related to the ergonomic features of the 
device and the environment in which the 
device is intended to be used (design for 
patient safety), and 

5.3, 5.4, 5.5, 7, 11, 12, 
14, 15, 15.4, 16 

Covered in respect of hazards and 
risks related to basic safety and 
essential performance within the 
scope of this EN. 
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General Safety and Performance 
Requirements of Regulation (EU) 2017/745 

Clause(s) / sub-
clause(s) of this EN Remarks / Notes 

5.(b) give consideration to the technical 
knowledge, experience, education, training 
and use environment, where applicable, and 
the medical and physical conditions of 
intended users (design for lay, professional, 
disabled or other users).  

7, 11, 12, 14, 15, 16 Covered in respect of hazards and 
risks related to basic safety and 
essential performance within the 
scope of this EN. 

6. The characteristics and performance of a
device shall not be adversely affected to such
a degree that the health or safety of the
patient or the user and, where applicable, of
other persons are compromised during the
lifetime of the device, as indicated by the
manufacturer, when the device is subjected
to the stresses which can occur during
normal conditions of use and has been
properly maintained in accordance with the
manufacturer's instructions.

4.7, 5.6, 7.9, 11.6, 13.2, 
14.12, 15.2, 15.4 

Covered in respect of hazards and 
risks related to basic safety and 
essential performance within the 
scope of this EN. 

7. Devices shall be designed, manufactured
and packaged in such a way that their
characteristics and performance during their
intended use are not adversely affected
during transport and storage, for example,
through fluctuations of temperature and
humidity, taking account of the instructions
and information provided by the
manufacturer.

i. Design and 
manufacturing
5.3, 5.4, 5.5, 7.2.21, 
7.9.2.8, 7.9.2.9, 
7.9.2.12, 7.9.2.13, 
7.9.2.18, 7.9.3, 9.4, 
9.8.3, 11.1, 11.2.1, 
11.6.5, 11.6.6, 11.6.7, 
11.8, 15.2, 15.3, 
15.4.7.3 
ii. Packaging
7.2.17

i. Covered in respect of hazards
and risks related to basic safety
and essential performance within
the scope of this EN.
ii. Covered in respect of hazards
related to handling and 
environmental conditions during 
transport/storage. 

8. All known and foreseeable risks, and any
undesirable side-effects, shall be minimised
and be acceptable when weighed against the
evaluated benefits to the patient and/or user
arising from the achieved performance of the
device during normal conditions of use.

4 to 17 Covered in respect of hazards and 
risks related to basic safety and 
essential performance within the 
scope of this EN. 

9. For the devices referred to in Annex XVI,
the general safety requirements set out in
Sections 1 and 8 shall be understood to
mean that the device, when used under the
conditions and for the purposes intended,
does not present a risk at all or presents a
risk that is no more than the maximum
acceptable risk related to the product's use
which is consistent with a high level of
protection for the safety and health of
persons.

Not covered. 
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CHAPTER II REQUIREMENTS REGARDING 
DESIGN AND MANUFACTURE 

10. Chemical, physical and biological
properties

10.1. Devices shall be designed and 
manufactured in such a way as to ensure that 
the characteristics and performance 
requirements referred to in Chapter I are 
fulfilled. Particular attention shall be paid to:  

6.4, 7.1, 9.3, 9.8, 11.2 
to 11.6, 13.1, 15.3 

Covered as listed for sections 
10.1.(a) to 10.1.(h). 

10.1.(a) the choice of materials and 
substances used, particularly as regards 
toxicity and, where relevant, flammability; 

11.2, 11.3, 11.4, 11.5, 
13.1.2 

Partly covered. Not covered for 
biocompatibility because clause 
11.7 only references to a series of 
other standards and does not 
include more detailed 
specifications as regards the legal 
requirements of section 10.1.(a). 

10.1.(b) the compatibility between the 
materials and substances used and biological 
tissues, cells and body fluids, taking account 
of the intended purpose of the device and, 
where relevant, absorption, distribution, 
metabolism and excretion; 

Not covered, because the aspects 
are only addressed by reference to 
other standards and clause 11.6.8 
does not include more detailed 
specifications as regards the legal 
requirements of section 10.1.(b). 

10.1.(c) the compatibility between the 
different parts of a device which consists of 
more than one implantable part; 

Not covered. 

10.1.(d) the impact of processes on material 
properties;  

6.4, 7.9.2.12, 11.6.6, 
11.6.7 

Covered for cleaning, disinfection 
& sterilization. 

10.1.(e) where appropriate, the results of 
biophysical or modelling research the validity 
of which has been demonstrated beforehand; 

Not covered. 

10.1.(f) the mechanical properties of the 
materials used, reflecting, where appropriate, 
matters such as strength, ductility, fracture 
resistance, wear resistance and fatigue 
resistance; 

7.1.3, 9.8, 15.3 Covered. 

10.1.(g) surface properties; and 7.1.3, 9.3, 11.6 Covered. 

10.1.(h) the confirmation that the device 
meets any defined chemical and/or physical 
specifications. 

Not covered. 

10.2. Devices shall be designed, 
manufactured and packaged in such a way 
as to minimise the risk posed by 
contaminants and residues to patients, taking 
account of the intended purpose of the 
device, and to the persons involved in the 
transport, storage and use of the devices. 
Particular attention shall be paid to tissues 
exposed to those contaminants and residues 
and to the duration and frequency of 
exposure.  

i. Design and 
Manufacturing
7.9.2.12, 16.2.c), 
16.2.d) 
ii. Packaging

i. Covered for cleaning, disinfection
and sterilization.
ii. Not covered.
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Clause(s) / sub-
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10.3. Devices shall be designed and 
manufactured in such a way that they can be 
used safely with the materials and 
substances, including gases, with which they 
enter into contact during their intended use; 

6.4, 7.9.2.12, 9.7, 11.4, 
11.5, 11.6.2, 11.6.3, 
11.6.6, 11.6.7, 13.2.6 

Partly covered: Covered for 
general purpose MEDICAL 
ELECTRICAL EQUIPMENT and/or 
MEDICAL ELECTRICAL SYSTEMS. 
Not covered for product group 
specific safety aspects. 

10.3. (continued) If the devices are intended 
to administer medicinal products they shall be 
designed and manufactured in such a way as 
to be compatible with the medicinal products 
concerned in accordance with the provisions 
and restrictions governing those medicinal 
products and that the performance of both the 
medicinal products and of the devices is 
maintained in accordance with their 
respective indications and intended use. 

11.6.8 with 4.2 Partly covered by addressing in 
the risk management process. 

10.4. Substances 

10.4.1. Design and manufacture of devices 
shall be designed and manufactured in such 
a way as to reduce as far as possible the 
risks posed by substances or particles, 
including wear debris, degradation products 
and processing residues that may be 
released from the device. Devices, or those 
parts thereof or those materials used therein 
that:  
—   are invasive and come into direct contact 
with the human body,  
—   (re)administer medicines, body liquids or 
other substances, including gases, to/from 
the body, or  
—   transport or store such medicines, body 
fluids or substances, including gases, to be 
(re)administered to the body 
shall only contain the following substances in 
a concentration that is above 0,1 % weight by 
weight (w/w) where justified pursuant to 
Section 10.4.2:  

Not covered, because the aspects 
are only addressed by reference to 
other standards and clauses 6.4, 
11.6.6, 11.6.7, 11.6.8 and 11.7 do 
not include more detailed 
specifications as regards the legal 
requirements of section 10.4.1. 

10.4.1.(a) substances which are 
carcinogenic, mutagenic or toxic to 
reproduction (‘CMR’), of category 1A or 1B, in 
accordance with Part 3 of Annex VI to 
Regulation (EC) No 1272/2008 of the 
European Parliament and of the Council (1), 
or 

See remark to GSPR #10.4.1. 
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10.4.1.(b) substances having endocrine-
disrupting properties for which there is 
scientific evidence of probable serious effects 
to human health and which are identified 
either in accordance with the procedure set 
out in Article 59 of Regulation (EC) No 
1907/2006 of the European Parliament and of 
the Council (2) or, once a delegated act has 
been adopted by the Commission pursuant to 
the first subparagraph of Article 5(3) of 
Regulation (EU) No 528/2012 of the 
European Parliament and the Council (3), in 
accordance with the criteria that are relevant 
to human health amongst the criteria 
established therein. 

See remark to GSPR #10.4.1. 

10.4.2. Justification regarding the presence of 
CMR and/or endocrine-disrupting 
substances. 
The justification for the presence of such 
substances shall be based upon: 

Not covered. 

10.4.2.(a) an analysis and estimation of 
potential patient or user exposure to the 
substance; 

Not covered. 

10.4.2.(b) an analysis of possible alternative 
substances, materials or designs, including, 
where available, information about 
independent research, peer-reviewed studies, 
scientific opinions from relevant scientific 
committees and an analysis of the availability 
of such alternatives; 

Not covered. 

10.4.2.(c) argumentation as to why possible 
substance and/ or material substitutes, if 
available, or design changes, if feasible, are 
inappropriate in relation to maintaining the 
functionality, performance and the benefit-risk 
ratios of the product; including taking into 
account if the intended use of such devices 
includes treatment of children or treatment of 
pregnant or breastfeeding women or 
treatment of other patient groups considered 
particularly vulnerable to such substances 
and/or materials; and 

Not covered. 

10.4.2.(d) where applicable and available, the 
latest relevant scientific committee guidelines 
in accordance with Sections 10.4.3. and 
10.4.4. 

Not covered. 
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10.4.3. Guidelines on phthalates 
For the purposes of Section 10.4., the 
Commission shall, as soon as possible and 
by 26 May 2018, provide the relevant 
scientific committee with a mandate to 
prepare guidelines that shall be ready before 
26 May 2020. The mandate for the committee 
shall encompass at least a benefit-risk 
assessment of the presence of phthalates 
which belong to either of the groups of 
substances referred to in points (a) and (b) of 
Section 10.4.1. The benefit-risk assessment 
shall take into account the intended purpose 
and context of the use of the device, as well 
as any available alternative substances and 
alternative materials, designs or medical 
treatments. When deemed appropriate on the 
basis of the latest scientific evidence, but at 
least every five years, the guidelines shall be 
updated. 

Not covered. 

10.4.4. Guidelines on other CMR and 
endocrine-disrupting substances 
Subsequently, the Commission shall mandate 
the relevant scientific committee to prepare 
guidelines as referred to in Section 10.4.3. 
also for other substances referred to in points 
(a) and (b) of Section 10.4.1., where
appropriate.

Not covered. 

10.4.5. Labelling 
Where devices, parts thereof or materials 
used therein as referred to in Section 10.4.1. 
contain substances referred to in points (a) or 
(b) of Section 10.4.1. in a concentration
above 0,1 % weight by weight (w/w), the
presence of those substances shall be
labelled on the device itself and/or on the
packaging for each unit or, where
appropriate, on the sales packaging, with the
list of such substances. If the intended use of
such devices includes treatment of children or
treatment of pregnant or breastfeeding
women or treatment of other patient groups
considered particularly vulnerable to such
substances and/or materials, information on
residual risks for those patient groups and, if
applicable, on appropriate precautionary
measures shall be given in the instructions for
use.

Not covered. 
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10.5. Devices shall be designed and 
manufactured in such a way as to reduce as 
far as possible the risks posed by the 
unintentional ingress of substances into the 
device taking into account the device and the 
nature of the environment in which it is 
intended to be used.  

5.9.2, 6.3, 7.2.9, 7.2.17, 
11.6.3, 11.6.5, 13.2.6, 
15.4.7.3 

Covered. 

10.6. Devices shall be designed and 
manufactured in such a way as to reduce as 
far as possible the risks linked to the size and 
the properties of particles which are or can be 
released into the patient's or user's body, 
unless they come into contact with intact skin 
only. Special attention shall be given to 
nanomaterials. 

Not covered, because 
biocompatibility in clause 11.7 is 
only addressed by reference to a 
series of other standards and does 
not include more detailed 
specifications as regards the legal 
requirements of section 10.6. 

11. Infection and microbial contamination

11.1. Devices and their manufacturing 
processes shall be designed in such a way as 
to eliminate or to reduce as far as possible 
the risk of infection to patients, users and, 
where applicable, other persons. The design 
shall:  

6.4, 7.2.17, 7.9.2.12, 
11.6.6, 11.6.7  

Covered. 

11.1.(a) reduce as far as possible and 
appropriate the risks from unintended cuts 
and pricks, such as needle stick injuries,  

7.2.17, 9.2, 9.3, 9.5, 9.8  Covered for general purpose 
MEDICAL ELECTRICAL EQUIPMENT 
and/or MEDICAL ELECTRICAL 
SYSTEMS. 
Not covered for product group 
specific safety aspects. 

11.1.(b) allow easy and safe handling, 7.1., 7.2.1, 7.2.3, 
7.2.13, 7.2.17, 7.5, 
7.9.2, 9.2 to 9.5, 9.8, 
11.6, 15.1, 15.2, 15.3 

Partly covered for general purpose 
MEDICAL ELECTRICAL EQUIPMENT 
and/or MEDICAL ELECTRICAL 
SYSTEMS in meaning of 
IEC/TR 60513. 
Not covered for product group 
specific safety aspects. 
Not covered: Usability aspects 
because clause 12.2 only 
references to another standard 
and does not include more detailed 
specifications as regards the legal 
requirements of section 10.6. 

11.1.(c) reduce as far as possible any 
microbial leakage from the device and/or 
microbial exposure during use, and 

Not covered. 

11.1.(d) prevent microbial contamination of 
the device or its content such as specimens 
or fluids 

11.6.5 Covered in parts, only for ingress 
of liquids. Protective packaging not 
covered because clause 7.2.17 
does not include more detailed 
specifications as regards the legal 
requirements of section 11.1. 
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11.2. Where necessary devices shall be 
designed to facilitate their safe cleaning, 
disinfection, and/or re-sterilisation.  

6.4, 7.9.2.12, 11.6.6, 
11.6.7 

Covered. 

11.3. Devices labelled as having a specific 
microbial state shall be designed, 
manufactured and packaged to ensure that 
they remain in that state when placed on the 
market and remain so under the transport 
and storage conditions specified by the 
manufacturer. 

i. Design and 
Manufacturing
ii. Packaging

i. Not covered.
ii. Not covered because clause
7.2.17 does not include more
detailed specifications as regards
the legal requirements of section
11.3.

11.4. Devices delivered in a sterile state shall 
be designed, manufactured and packaged in 
accordance with appropriate procedures, to 
ensure that they are sterile when placed on 
the market and that, unless the packaging 
which is intended to maintain their sterile 
condition is damaged, they remain sterile, 
under the transport and storage conditions 
specified by the manufacturer, until that 
packaging is opened at the point of use. It 
shall be ensured that the integrity of that 
packaging is clearly evident to the final user. 

i. Design and 
Manufacturing
ii. Packaging

i. Not covered.
ii. Not covered because clause
7.2.17 does not include more
detailed specifications as regards
the legal requirements of section
11.4.

11.5. Devices labelled as sterile shall be 
processed, manufactured, packaged and 
sterilised by means of appropriate, validated 
methods. 

i. Processing / 
Sterilising and 
Manufacturing
ii. Packaging

i. Not covered.
ii. Not covered, because clause
11.6.7 does not include more
detailed technical specifications as
regards the legal requirements of
section 11.5 for appropriate,
validated methods, but is limited to
three normative references.

11.6. Devices intended to be sterilised shall 
be manufactured and packaged in 
appropriate and controlled conditions and 
facilities. 

i. Manufacturing
ii. Packaging

i. Not covered.
ii. Not covered, because clause
7.2.17 does not include more
detailed technical specifications as
regards the legal requirements of
section 11.6.

11.7. Packaging systems for non-sterile 
devices shall maintain the integrity and 
cleanliness of the product and, where the 
devices are to be sterilised prior to use, 
minimise the risk of microbial contamination; 
the packaging system shall be suitable taking 
account of the method of sterilisation 
indicated by the manufacturer.  

7.2.17, 7.9.2.12 Covered. 

11.8. The labelling of the device shall 
distinguish between identical or similar 
devices placed on the market in both a sterile 
and a non-sterile condition additional to the 
symbol used to indicate that devices are 
sterile. 

Not covered. 
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12. Devices incorporating a substance
considered to be a medicinal product and
devices that are composed of substances or
of combinations of substances that are
absorbed by or locally dispersed in the
human body.

Not covered. 

12.1. In the case of devices referred to in the 
first subparagraph of Article 1(8), the quality, 
safety and usefulness of the substance 
which, if used separately, would be 
considered to be a medicinal product within 
the meaning of point (2) of Article 1 of 
Directive 2001/83/EC, shall be verified by 
analogy with the methods specified in Annex I 
to Directive 2001/83/EC, as required by the 
applicable conformity assessment procedure 
under this Regulation. 

Not covered. 

12.2. Devices that are composed of 
substances or of combinations of substances 
that are intended to be introduced into the 
human body, and that are absorbed by or 
locally dispersed in the human body shall 
comply, where applicable and in a manner 
limited to the aspects not covered by this 
Regulation, with the relevant requirements 
laid down in Annex I to Directive 2001/83/EC 
for the evaluation of absorption, distribution, 
metabolism, excretion, local tolerance, 
toxicity, interaction with other devices, 
medicinal products or other substances and 
potential for adverse reactions, as required by 
the applicable conformity assessment 
procedure under this Regulation. 

Not covered. 

13. Devices incorporating materials of
biological origin

13.1. For devices manufactured utilising 
derivatives of tissues or cells of human origin 
which are non-viable or are rendered non-
viable covered by this Regulation in 
accordance with point (g) of Article 1(6), the 
following shall apply: 

Not covered. 

13.1.(a) donation, procurement and testing of 
the tissues and cells shall be done in 
accordance with Directive 2004/23/EC; 

Not covered. 
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13.1.(b) processing, preservation and any 
other handling of those tissues and cells or 
their derivatives shall be carried out so as to 
provide safety for patients, users and, where 
applicable, other persons. In particular, safety 
with regard to viruses and other transmissible 
agents shall be addressed by appropriate 
methods of sourcing and by implementation 
of validated methods of elimination or 
inactivation in the course of the 
manufacturing process; 

Not covered. 

13.1.(c) the traceability system for those 
devices shall be complementary and 
compatible with the traceability and data 
protection requirements laid down in Directive 
2004/23/EC and in Directive 2002/98/EC. 

Not covered. 

13.2. For devices manufactured utilising 
tissues or cells of animal origin, or their 
derivatives, which are non-viable or rendered 
non-viable the following shall apply: 

Not covered. 

13.2.(a) where feasible taking into account 
the animal species, tissues and cells of 
animal origin, or their derivatives, shall 
originate from animals that have been 
subjected to veterinary controls that are 
adapted to the intended use of the tissues. 
Information on the geographical origin of the 
animals shall be retained by manufacturers; 

Not covered. 

13.2.(b) sourcing, processing, preservation, 
testing and handling of tissues, cells and 
substances of animal origin, or their 
derivatives, shall be carried out so as to 
provide safety for patients, users and, where 
applicable, other persons. In particular safety 
with regard to viruses and other transmissible 
agents shall be addressed by implementation 
of validated methods of elimination or viral 
inactivation in the course of the 
manufacturing process, except when the use 
of such methods would lead to unacceptable 
degradation compromising the clinical benefit 
of the device; 

Not covered. 

13.2.(c) in the case of devices manufactured 
utilising tissues or cells of animal origin, or 
their derivatives, as referred to in Regulation 
(EU) No 722/2012 the particular requirements 
laid down in that Regulation shall apply. 

Not covered. 
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13.3. For devices manufactured utilising non-
viable biological substances other than those 
referred to in Sections 13.1 and 13.2, the 
processing, preservation, testing and 
handling of those substances shall be carried 
out so as to provide safety for patients, users 
and, where applicable, other persons, 
including in the waste disposal chain. In 
particular, safety with regard to viruses and 
other transmissible agents shall be 
addressed by appropriate methods of 
sourcing and by implementation of validated 
methods of elimination or inactivation in the 
course of the manufacturing process. 

Not covered. 

14. Construction of devices and interaction
with their environment

14.1. If the device is intended for use in 
combination with other devices or equipment 
the whole combination, including the 
connection system shall be safe and shall not 
impair the specified performance of the 
devices. Any restrictions on use applying to 
such combinations shall be indicated on the 
label and/or in the instructions for use. 
Connections which the user has to handle, 
such as fluid, gas transfer, electrical or 
mechanical coupling, shall be designed and 
constructed in such a way as to minimise all 
possible risks, such as misconnection.  

i. Safety
4.3, 7.2.3, 7.2.5, 7.2.6,
7.2.7, 7.2.8, 7.2.9, 
7.2.13, 7.2.14, 7.2.15, 
7.2.18, 7.2.21, 7.3.1, 
7.3.5, 7.3.6, 7.3.7, 7.5, 
7.6, 7.7, 7.9, 8.2, 8.4.3, 
8.7, 8.11, 9.4, 9.7, 9.8, 
14.13, 16 
ii. Performance

i. Covered.
ii. Covered only for ESSENTIAL
PERFORMANCE.

14.2. Devices shall be designed and 
manufactured in such a way as to remove or 
reduce as far as possible:  

See below (a) to (g) Partly covered as specified below 
in (a) to (g). 

14.2.(a) the risk of injury, in connection with 
their physical features, including the 
volume/pressure ratio, dimensional and 
where appropriate ergonomic features;  

4.3, 7 to 16 Design aspects are partly covered. 
EMC aspects are not covered 
because they are only addressed 
by reference to another standard 
and do not include more detailed 
technical specifications as regards 
the legal requirements of section 
14.2.(a). 

14.2.(b) risks connected with reasonably 
foreseeable external influences or 
environmental conditions, such as magnetic 
fields, external electrical and electromagnetic 
effects, electrostatic discharge, radiation 
associated with diagnostic or therapeutic 
procedures, pressure, humidity, temperature, 
variations in pressure and acceleration or 
radio signal interferences;  

4.3, 4.10, 4.11, 5.3, 5.5, 
5.7, 6.3, 6.5, 7.5, 7.6, 
7.9, 8.5, 8.9, 9.7, 9.8, 
10, 11.2.2, 11.4, 11.5, 
11.6, 11.8, 15.3, 16.2, 
16.5, 16.7, 16.8, 16.9 

Design aspects are partly covered. 
Covered: External electrical, 
pneumatic and climate influences.  
Not covered for PEMS intended to 
be integrated into an IT-NETWORK 
and for EMC, because clause 
14.13 is only descriptive and 
clauses 14 and 17 only reference 
to other standards and do not 
include more detailed 
specifications as regards the legal 
requirements of section 14.2.(b). 
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14.2.(c) the risks associated with the use of 
the device when it comes into contact with 
materials, liquids, and substances, including 
gases, to which it is exposed during normal 
conditions of use;  

5.7, 6.3, 6.4, 6.5, 7.2.9, 
7.2.17, 7.5, 7.6, 7.9, 
9.7, 11.2.2, 11.4, 11.5, 
11.6, 11.7, 16.2 

Design aspects are partly covered. 
Not covered: Biocompatibility 
because clause 11.7 only 
references to a series of standards 
and does not include more detailed 
technical specifications as regards 
the legal requirements of section 
14.2.(c). 

14.2.(d) the risks associated with the possible 
negative interaction between software and 
the IT environment within which it operates 
and interacts;  

Not covered, because clause 14 
does not include more detailed 
specifications as regards the legal 
requirements of section 14.2.(d), 
and aspects are only addressed by 
reference to another (process) 
standard and thus not covered by 
the standard itself. 

14.2.(e) the risks of accidental ingress of 
substances into the device;  

5.9.2, 6.3, 7.2.9, 7.2.17, 
11.6.3, 11.6.5, 15.4.7.3 

Covered. 

14.2.(f) the risks of reciprocal interference 
with other devices normally used in the 
investigations or for the treatment given; and 

4.3, 8.5.5, 8.7.3, 9,4, 
9.7, 9.8, 16 

Partly covered. Covered for 
essential performance, 
defibrillation protection, total 
patient leakage currents, 
mechanical instability, parts under 
pressure, support systems, ME 
SYSTEM combinations. 
Not covered for PEMS intended to 
be integrated into an IT-NETWORK 
and for EMC, because clause 
14.13 is only descriptive and 
clauses 14 and 17 only reference 
to other standards and do not 
include more detailed 
specifications as regards the legal 
requirements of section 14.2.(f). 

14.2.(g) risks arising where maintenance or 
calibration are not possible (as with implants), 
from ageing of materials used or loss of 
accuracy of any measuring or control 
mechanism. 

Not covered, because clauses 4.4, 
12.1 and 15.3.7 do not include 
more detailed specifications as 
regards the legal requirements of 
section 14.2.(g).  

14.3. Devices shall be designed and 
manufactured in such a way as to minimise 
the risks of fire or explosion during normal 
use and in single fault condition. Particular 
attention shall be paid to devices the intended 
use of which includes exposure to or use in 
association with flammable or explosive 
substances or substances which could cause 
combustion.  

6.5, 6.6, 7.2.12, 7.2.18, 
7.3.3, 7.3.4, 7.3.8, 7.5, 
7.6, 8.8, 8.9, 8.10, 8.11, 
9.7, 11.2, 11.3, 11.4, 
11.5, 13, 15.4, 15.5, 
Annex G 

Covered. 

14.4. Devices shall be designed and 
manufactured in such a way that adjustment, 
calibration, and maintenance can be done 
safely and effectively.  

5.6, 7.9.2.13, 7.9.3, 
12.1, 15.4.1 

Covered. 
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14.5. Devices that are intended to be 
operated together with other devices or 
products shall be designed and manufactured 
in such a way that the interoperability and 
compatibility are reliable and safe.  

9, 16 Partly covered. Covered for ME 
SYSTEMS. Not covered for PEMS 
intended to be integrated into an 
IT-NETWORK and for EMC, because 
clause 14.13 is only descriptive 
and clauses 14 and 17 only 
reference to other standards and 
do not include more detailed 
specifications as regards the legal 
requirements of section 14.5. 

14.6. Any measurement, monitoring or 
display scale shall be designed and 
manufactured in line with ergonomic 
principles, taking account of the intended 
purpose, users and the environmental 
conditions in which the devices are intended 
to be used. 

Not covered. Ergonomic aspects in 
clauses 7.4.3, 12.1, 12.2 and 12.4 
only reference to other standards 
and/or do not include more 
detailed specifications as regards 
the legal requirements of section 
14.6. 

14.7. Devices shall be designed and 
manufactured in such a way as to facilitate 
their safe disposal and the safe disposal of 
related waste substances by the user, patient 
or other person. To that end, manufacturers 
shall identify and test procedures and 
measures as a result of which their devices 
can be safely disposed after use. Such 
procedures shall be described in the 
instructions for use. 

Not covered, because clause 
7.9.2.15 does not include more 
detailed specifications as regards 
the legal requirements of section 
14.7. 

15. Devices with a diagnostic or measuring
function

15.1. Diagnostic devices and devices with a 
measuring function, shall be designed and 
manufactured in such a way as to provide 
sufficient accuracy, precision and stability for 
their intended purpose, based on appropriate 
scientific and technical methods. The limits of 
accuracy shall be indicated by the 
manufacturer.  

i. Not covered, because clause
12.1 does not include more
detailed specifications as regards
the legal requirements of section
15.1.
ii. Not covered.

15.2. The measurements made by devices 
with a measuring function shall be expressed 
in legal units conforming to the provisions of 
Council Directive 80/181/EEC.  

Not covered, because clause 7.4.3 
does not include more detailed 
specifications as regards the legal 
requirements of section 15.2. 
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16. Protection against radiation

16.1. General 

16.1.(a) Devices shall be designed, 
manufactured and packaged in such a way 
that exposure of patients, users and other 
persons to radiation is reduced as far as 
possible, and in a manner that is compatible 
with the intended purpose, whilst not 
restricting the application of appropriate 
specified levels for therapeutic and diagnostic 
purposes. 

i. Design and 
Manufacturing
10.1.1, 10.3
ii. Packaging

i. Covered for ME EQUIPMENT not
intended to produce X-radiation for
diagnostic or therapeutic purposes.
Covered for ME EQUIPMENT emitting 
unintended microwave radiation ≥ 
1 GHz. 
ii. Not covered

16.1.(b) The operating instructions for 
devices emitting hazardous or potentially 
hazardous radiation shall contain detailed 
information as to the nature of the emitted 
radiation, the means of protecting the patient 
and the user, and on ways of avoiding misuse 
and of reducing the risks inherent to 
installation as far as possible and 
appropriate. Information regarding the 
acceptance and performance testing, the 
acceptance criteria, and the maintenance 
procedure shall also be specified. 

7.9.2.17 Partly covered, only with respect to 
detailed information about the 
nature, type, intensity and 
distribution of radiation.  

16.2. Intended radiation 

16.2.(a) Where devices are designed to emit 
hazardous, or potentially hazardous, levels of 
ionizing and/or non- ionizing radiation 
necessary for a specific medical purpose the 
benefit of which is considered to outweigh the 
risks inherent to the emission, it shall be 
possible for the user to control the emissions. 
Such devices shall be designed and 
manufactured to ensure reproducibility of 
relevant variable parameters within an 
acceptable tolerance.  

15.4.6, 15.4.7 Partly covered, only with respect to 
general provisions for actuating 
parts of controls and for cord-
connected handheld and foot-
operated control devices. 

16.2.(b) Where devices are intended to emit 
hazardous, or potentially hazardous, ionizing 
and/or non-ionizing radiation, they shall be 
fitted, where possible, with visual displays 
and/or audible warnings of such emissions.  

Not covered. 

16.3. Devices shall be designed and 
manufactured in such a way that exposure of 
patients, users and other persons to the 
emission of unintended, stray or scattered 
radiation is reduced as far as possible. Where 
possible and appropriate, methods shall be 
selected which reduce the exposure to 
radiation of patients, users and other persons 
who may be affected.  

7.9.2.17, 10, 12.4.5 Covered for hazards as stated in 
the remark to GSPR #16.1.(a). 

16.4. Ionising radiation 
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16.4.(a) Devices intended to emit ionizing 
radiation shall be designed and manufactured 
taking into account the requirements of the 
Directive 2013/59/Euratom laying down basic 
safety standards for protection against the 
dangers arising from exposure to ionising 
radiation. 

Not covered, because clauses 
10.1.2 and 10.2 only reference to 
other standards and/or do not 
include more detailed 
specifications as regards the legal 
requirements of section 16.4.(a). 

16.4.(b) Devices intended to emit ionising 
radiation shall be designed and manufactured 
in such a way as to ensure that, where 
possible, taking into account the intended 
use, the quantity, geometry and quality of the 
radiation emitted can be varied and 
controlled, and, if possible, monitored during 
treatment. 

Not covered. 

16.4.(c) Devices emitting ionising radiation 
intended for diagnostic radiology shall be 
designed and manufactured in such a way as 
to achieve an image and/or output quality that 
are appropriate to the intended medical 
purpose whilst minimising radiation exposure 
of the patient and user. 

Not covered. 

16.4.(d) Devices that emit ionising radiation 
and are intended for therapeutic radiology 
shall be designed and manufactured in such 
a way as to enable reliable monitoring and 
control of the delivered dose, the beam type, 
energy and, where appropriate, the quality of 
radiation. 

Not covered. 

17. Electronic programmable systems —
devices that incorporate electronic
programmable systems and software that are
devices in themselves

17.1. Devices that incorporate electronic 
programmable systems, including software, 
or software that are devices in themselves, 
shall be designed to ensure repeatability, 
reliability and performance in line with their 
intended use. In the event of a single fault 
condition, appropriate means shall be 
adopted to eliminate or reduce as far as 
possible consequent risks or impairment of 
performance.  

i. Repeatability,
reliability, performance
ii. Risks / impairment of
performance in single
fault condition
4.3, 13, 14

i. Not covered because the scope
of the standard is safety related.
ii. Partly covered: Covered for
minimum performance in single
fault condition. Not covered for
general design aspects as they are
only addressed by reference to
another (process) standard.

17.2. For devices that incorporate software or 
for software that are devices in themselves, 
the software shall be developed and 
manufactured in accordance with the state of 
the art taking into account the principles of 
development life cycle, risk management, 
including information security, verification and 
validation.  

Not covered, because clause 14 
does not include more detailed 
specifications as regards the legal 
requirements of section 17.2, and 
aspects are only addressed by 
reference to another (process) 
standard. 
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17.3. Software referred to in this Section that 
is intended to be used in combination with 
mobile computing platforms shall be designed 
and manufactured taking into account the 
specific features of the mobile platform (e.g. 
size and contrast ratio of the screen) and the 
external factors related to their use (varying 
environment as regards level of light or 
noise).  

5.3, 5.4, 5.5, 5.7, 7.1.2, 
14.11 

Partly covered: Covered for mobile 
platforms in different ambient of 
professional healthcare facilities. 

17.4. Manufacturers shall set out minimum 
requirements concerning hardware, IT 
networks characteristics and IT security 
measures, including protection against 
unauthorised access, necessary to run the 
software as intended.  

14.13 Partly covered: Covered for IT 
network requirements in clause 
14.13.  
Not covered for further aspects, 
because clause 14.6 does not 
include more detailed 
specifications as regards the legal 
requirements of section 17.4, and 
aspects are only addressed by 
reference to another (process) 
standard. 

18. Active devices and devices connected to
them

18.1. For non-implantable active devices, in 
the event of a single fault condition, 
appropriate means shall be adopted to 
eliminate or reduce as far as possible 
consequent risks.  

4.2.3, 4.3, 4.7, 4.9, 13 Covered in respect of hazards and 
risks related to basic safety and 
essential performance within the 
scope of this EN. 

18.2. Devices where the safety of the patient 
depends on an internal power supply shall be 
equipped with a means of determining the 
state of the power supply and an appropriate 
warning or indication for when the capacity of 
the power supply becomes critical. If 
necessary, such warning or indication shall 
be given prior to the power supply becoming 
critical.  

Not covered. Subclause 11.8 only 
requires that an interruption and 
restoration of the power supply 
does not result in a safety hazard. 

18.3. Devices where the safety of the patient 
depends on an external power supply shall 
include an alarm system to signal any power 
failure. 

Not covered, because clause 12.3 
only references to another 
standard as an option and does 
not include more detailed 
specifications as regards the legal 
requirements of section 18.3. 

18.4. Devices intended to monitor one or 
more clinical parameters of a patient shall be 
equipped with appropriate alarm systems to 
alert the user of situations which could lead to 
death or severe deterioration of the patient's 
state of health. 

Not covered in this (general) 
standard. 
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18.5. Devices shall be designed and 
manufactured in such a way as to reduce as 
far as possible the risks of creating 
electromagnetic interference which could 
impair the operation of the device in question 
or other devices or equipment in the intended 
environment. 

Not covered, because clause 17 
only references to another 
standard and does not include 
more detailed specifications as 
regards the legal requirements of 
section 18.5. 

18.6. Devices shall be designed and 
manufactured in such a way as to provide a 
level of intrinsic immunity to electromagnetic 
interference such that is adequate to enable 
them to operate as intended. 

Not covered, because the scope is 
limited to safety and clause 17 only 
references to another standard 
which also deals with safety 
aspects only, not with operation as 
intended. 

18.7. Devices shall be designed and 
manufactured in such a way as to avoid, as 
far as possible, the risk of accidental electric 
shocks to the patient, user or any other 
person, both during normal use of the device 
and in the event of a single fault condition in 
the device, provided the device is installed 
and maintained as indicated by the 
manufacturer.  

4.6, 4.10, 4.11, 5.5, 5.9, 
6.2, 7.2.5, 7.2.6, 7.2.7, 
7.2.8, 7.2.9, 7.2.10, 
7.2.14, 7.2.20, 7.3.2, 
7.3.4, 7.3.5, 7.3.7, 
7.4.1, 7.4.2, 7.5, 7.6, 
7.7, 7.9, 8, 13, 15.2, 
15.3, 15.4, 15.5, 16, 
Annex L 

Covered. 

18.8. Devices shall be designed and 
manufactured in such a way as to protect, as 
far as possible, against unauthorised access 
that could hamper the device from functioning 
as intended.  

Not covered, because clause 14 
does not include more detailed 
specifications as regards the legal 
requirements of section 17.4, and 
aspects are only addressed by 
reference to another (process) 
standard. 

19. Particular requirements for active
implantable devices

19.1. Active implantable devices shall be 
designed and manufactured in such a way as 
to remove or minimize as far as possible: 

Implantable parts of active 
implantable medical devices are 
not covered. For non-implantable 
parts of such devices, no 
differentiation to non-implantable 
medical devices is made. 

19.1.(a) risks connected with the use of 
energy sources with particular reference, 
where electricity is used, to insulation, 
leakage currents and overheating of the 
devices, 

See remark to GSPR #19.1. 

19.1.(b) risks connected with medical 
treatment, in particular those resulting from 
the use of defibrillators or high frequency 
surgical equipment, and 

See remark to GSPR #19.1. 
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19.1.(c) risks which may arise where 
maintenance and calibration are impossible, 
including 
—   excessive increase of leakage currents, 
—   ageing of the materials used, 
—   excess heat generated by the device, 
—   decreased accuracy of any measuring or 
control mechanism. 

See remark to GSPR #19.1. 

19.2. Active implantable devices shall be 
designed and manufactured in such a way as 
to ensure 
—   if applicable, the compatibility of the 
devices with the substances they are 
intended to administer, and 
—   the reliability of the source of energy. 

See remark to GSPR #19.1. 

19.3. Active implantable devices and, if 
appropriate, their component parts shall be 
identifiable to allow any necessary measure 
to be taken following the discovery of a 
potential risk in connection with the devices 
or their component parts. 

See remark to GSPR #19.1. 

19.4. Active implantable devices shall bear a 
code by which they and their manufacturer 
can be unequivocally identified (particularly 
with regard to the type of device and its year 
of manufacture); it shall be possible to read 
this code, if necessary, without the need for a 
surgical operation. 

See remark to GSPR #19.1. 

20. Protection against mechanical and
thermal risks

20.1. Devices shall be designed and 
manufactured in such a way as to protect 
patients and users against mechanical risks 
connected with, for example, resistance to 
movement, instability and moving parts.  

4.3, 9, 15.2, 15.3, 
15.4.6, 15.4.7.1, 15.4.9, 
16.7, 16.9.1, 16.9.2.3 

Covered for general purpose 
MEDICAL ELECTRICAL EQUIPMENT 
and/or MEDICAL ELECTRICAL 
SYSTEMS. 
For specific product groups, 
particular standards can contain 
additional requirements. 

20.2. Devices shall be designed and 
manufactured in such a way as to reduce to 
the lowest possible level the risks arising from 
vibration generated by the devices, taking 
account of technical progress and of the 
means available for limiting vibrations, 
particularly at source, unless the vibrations 
are part of the specified performance.  

9.6 Covered. 
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20.3. Devices shall be designed and 
manufactured in such a way as to reduce to 
the lowest possible level the risks arising from 
the noise emitted, taking account of technical 
progress and of the means available to 
reduce noise, particularly at source, unless 
the noise emitted is part of the specified 
performance.  

9.6 Covered. 

20.4. Terminals and connectors to the 
electricity, gas or hydraulic and pneumatic 
energy supplies which the user or other 
person has to handle, shall be designed and 
constructed in such a way as to minimise all 
possible risks.  

i. Electricity
7.2.5, 7.2.8, 7.2.10, 8.1,
8.2, 8.4.2, 8.5.2, 8.5.5,
8.6, 8.10.2, 8.11.3, 
8.11.4, 15.4.1, 16.9 
ii. Gas
7.2.18, 9.7, 15.4.1, 16.9
iii. Hydraulic/pneumatic
energy
7.2.5, 7.2.18, 9.7, 
15.4.1, 16.9 

i. to iii. Covered.

20.5. Errors likely to be made when fitting or 
refitting certain parts which could be a source 
of risk shall be made impossible by the 
design and construction of such parts or, 
failing this, by information given on the parts 
themselves and/or their housings. 

The same information shall be given on 
moving parts and/or their housings where the 
direction of movement needs to be known in 
order to avoid a risk.  

i. Fitting / refitting
7.5, 7.9.2.2, 7.9.2.6, 
7.9.3, 8.11.3, 8.11.4, 
15.2, 15.4.3, 15.4.6, 
15.4.7.2, 16.2, 16.4, 
16.9 
ii Moving parts 
7.5, 7.9.2.2, 8.6.3, 
8.10.5, 9.2, 9.4 

i. to ii. Covered.

20.6. Accessible parts of devices (excluding 
the parts or areas intended to supply heat or 
reach given temperatures) and their 
surroundings shall not attain potentially 
dangerous temperatures under normal 
conditions of use.  

11.1 Covered. 

21. Protection against the risks posed to the
patient or user by devices supplying energy
or substances

21.1. Devices for supplying the patient with 
energy or substances shall be designed and 
constructed in such a way that the amount to 
be delivered can be set and maintained 
accurately enough to ensure the safety of the 
patient and of the user.  

4.3, 12.1, 12.4, 12.4.5, 
12.4.6, 15.3.7, 15.4.2, 
15.4.5, 15.4.6, 15.4.7 

Covered in respect of hazards and 
risks related to basic safety and 
essential performance within the 
scope of this EN. 
Not covered: Risks that are 
specific to a certain product group 
which are subject to collateral and 
particular standards. EMC aspects 
are not covered because clause 17 
only references to another 
standard  
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21.2. Devices shall be fitted with the means 
of preventing and/or indicating any 
inadequacies in the amount of energy 
delivered or substances delivered which 
could pose a danger. Devices shall 
incorporate suitable means to prevent, as far 
as possible, the accidental release of 
dangerous levels of energy or substances 
from an energy and/or substance source.  

4.3, 12.1, 12.4, 12.4.5, 
12.4.6, 15.3.7, 15.4.2, 
15.4.5, 15.4.6, 15.4.7 

Partly covered as stated in the 
remark to GSPR #21.1. 

21.3. The function of the controls and 
indicators shall be clearly specified on the 
devices. Where a device bears instructions 
required for its operation or indicates 
operating or adjustment parameters by 
means of a visual system, such information 
shall be understandable to the user and, as 
appropriate, the patient.  

i. Specified function
7.4, 7.6.3
ii. Visual instructions
and parameters
7.4.3, 7.8, 7.9.2.9, 
7.9.2.10 

i. to ii. Covered in respect of
hazards and risks related to basic
safety and essential performance
within the scope of this EN.

22. Protection against the risks posed by
medical devices intended by the
manufacturer for use by lay persons

22.1. Devices for use by lay persons shall be 
designed and manufactured in such a way 
that they perform appropriately for their 
intended purpose taking into account the 
skills and the means available to lay persons 
and the influence resulting from variation that 
can be reasonably anticipated in the lay 
person's technique and environment. The 
information and instructions provided by the 
manufacturer shall be easy for the lay person 
to understand and apply. 

Not covered, because clauses 
7.9.1 and 7.9.2.1 only refer to 
instructions and do not include 
more detailed specifications as 
regards the legal requirements of 
section 22.1. 

22.2. Devices for use by lay persons shall be 
designed and manufactured in such a way as 
to: 
—   ensure that the device can be used safely 
and accurately by the intended user at all 
stages of the procedure, if necessary after 
appropriate training and/or information, 
—   reduce, as far as possible and 
appropriate, the risk from unintended cuts 
and pricks such as needle stick injuries, and 
—   reduce as far as possible the risk of error 
by the intended user in the handling of the 
device and, if applicable, in the interpretation 
of the results. 

Not covered, see remark to GSPR 
#22.1. 
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22.3. Devices for use by lay persons shall, 
where appropriate, include a procedure by 
which the lay person: 
—   can verify that, at the time of use, the 
device will perform as intended by the 
manufacturer, and 
—   if applicable, is warned if the device has 
failed to provide a valid result. 

Not covered, see remark to GSPR 
#22.1. 

CHAPTER III REQUIREMENTS 
REGARDING THE INFORMATION 
SUPPLIED WITH THE DEVICE 

23. Label and instructions for use

23.1. General requirements regarding the 
information supplied by the manufacturer 

Each device shall be accompanied by the 
information needed to identify the device and 
its manufacturer, and by any safety and 
performance information relevant to the user, 
or any other person, as appropriate. Such 
information may appear on the device itself, 
on the packaging or in the instructions for 
use, and shall, if the manufacturer has a 
website, be made available and kept up to 
date on the website, taking into account the 
following:  

i. Identification
7.2.2, 7.2.4, 7.9.1, 
7.9.2.19 
ii. Safety information
4.10.1, 5.4.a), 5.9.1, 
7.2.1, 7.2.3, 7.2.5 to 
7.2.18, 7.2.20, 7.2.21, 
7.3 to 7.9, 8.4.2.c), 
8.6.7,8.6.9, 8.11.1.a), 
9.4.2.2, 9.4.4.a), 9.8.1, 
9.8.3.1, 9.8.4.3, 
11.1.2.1, 11.1.2.2, 
14.13, 16.2, 16.3, 
Annex G.3 
iii. Performance
information

i. Covered.
ii. Covered, except for the
requirement for a website.
iii. Not covered because the scope
of the standard is limited to safety 
and clauses 7.9.2.5 and 7.9.3.1 do 
not include more detailed 
specifications as regards the legal 
requirements of section 23.1. 

23.1.(a) The medium, format, content, 
legibility, and location of the label and 
instructions for use shall be appropriate to the 
particular device, its intended purpose and 
the technical knowledge, experience, 
education or training of the intended user(s). 
In particular, instructions for use shall be 
written in terms readily understood by the 
intended user and, where appropriate, 
supplemented with drawings and diagrams.  

i. Medium, format
ii. Content
7.2.1, 7.2.3, 7.2.5 to 
7.2.18, 7.2.20, 7.2.21, 
7.3, 7.4, 7.5, 7.6, 7.8, 
7.9 
iii. Legibility, location
7.1.2, 7.1.3

i. Not covered.
ii. Covered, see also remark to
GSPR #23.1.
iii. Covered, see also remark to
GSPR #23.1.

23.1.(b) The information required on the label 
shall be provided on the device itself. If this is 
not practicable or appropriate, some or all of 
the information may appear on the packaging 
for each unit, and/or on the packaging of 
multiple devices. 

7.2.1 Covered. 

23.1.(c) Labels shall be provided in a human-
readable format and may be supplemented 
by machine-readable information, such as 
radio-frequency identification (‘RFID’) or bar 
codes. 

7.1.2 with 3.15, 7.2.2 Covered. 
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23.1.(d) Instructions for use shall be provided 
together with devices. By way of exception, 
instructions for use shall not be required for 
class I and class IIa devices if such devices 
can be used safely without any such 
instructions and unless otherwise provided for 
elsewhere in this Section. 

7.9.1, 7.9.2 Covered for all ME EQUIPMENT. 

23.1.(e) Where multiple devices are supplied 
to a single user and/or location, a single copy 
of the instructions for use may be provided if 
so agreed by the purchaser who in any case 
may request further copies to be provided 
free of charge. 

Not covered. Agreements with 
purchasers are principally not in 
the scope of technical 
standardization. 

23.1.(f) Instructions for use may be provided 
to the user in non-paper format (e.g. 
electronic) to the extent, and only under the 
conditions, set out in Regulation (EU) No 
207/2012 or in any subsequent implementing 
rules adopted pursuant to this Regulation. 

Not covered for symbols because 
clause 7.9.1 does not include more 
detailed specifications as regards 
the legal requirements of section 
23.1.(f). 

23.1.(g) Residual risks which are required to 
be communicated to the user and/or other 
person shall be included as limitations, 
contra-indications, precautions or warnings in 
the information supplied by the manufacturer. 

7.9.2 Covered for residual risks 
addressed by 7.9.2. 

23.1.(h) Where appropriate, the information 
supplied by the manufacturer shall take the 
form of internationally recognised symbols. 
Any symbol or identification colour used shall 
conform to the harmonised standards or CS. 
In areas for which no harmonised standards 
or CS exist, the symbols and colours shall be 
described in the documentation supplied with 
the device.   

7.2.1, 7.2.3, 7.2.6, 
7.2.9, 7.2.10, 7.5, 
7.9.2.1, Table D.2 

Covered for specific use of safety 
signs and symbols. 

23.2. Information on the label 
The label shall bear all of the following 
particulars: 

23.2.(a) the name or trade name of the 
device;  

7.2.2, 7.2.4 Covered. 

23.2.(b) the details strictly necessary for a 
user to identify the device, the contents of the 
packaging and, where it is not obvious for the 
user, the intended purpose of the device;  

7.2.2, 7.2.4 Partly covered for identification of 
the device. 

23.2.(c) the name, registered trade name or 
registered trade mark of the manufacturer 
and the address of its registered place of 
business;  

7.2.2, 7.2.4 Partly covered, except for the 
address of the registered place of 
business. 

23.2.(d) if the manufacturer has its registered 
place of business outside the Union, the 
name of the authorised representative and 
address of the registered place of business of 
the authorised representative; 

Not covered. 
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23.2.(e) where applicable, an indication that 
the device contains or incorporates: 
— a medicinal substance, including a human 
blood or plasma derivative, or 
— tissues or cells, or their derivatives, of 
human origin, or 
— tissues or cells of animal origin, or their 
derivatives, as referred to in Regulation (EU) 
No 722/2012; 

Not covered. 

23.2.(f) where applicable, information labelled 
in accordance with Section 10.4.5.; 

Not covered. 

23.2.(g) the lot number or the serial number 
of the device preceded by the words LOT 
NUMBER or SERIAL NUMBER or an 
equivalent symbol, as appropriate; 

7.2.2, 7.2.4 Partly covered: A symbol or 
specific preceding words are not 
covered. 

23.2.(h) the UDI carrier referred to in Article 
27(4) and Part C of Annex VII; 

Not covered. 

23.2.(i) an unambiguous indication of the time 
limit for using or implanting the device safely, 
expressed at least in terms of year and 
month, where this is relevant;  

7.2.2, 7.2.4 Partly covered, for the use by date 

23.2.(j) where there is no indication of the 
date until when it may be used safely, the 
date of manufacture. This date of 
manufacture may be included as part of the 
lot number or serial number, provided the 
date is clearly identifiable;  

7.2.2, 7.2.4 Partly covered, for the date of 
manufacture. 

23.2.(k) an indication of any special storage 
and/or handling condition that applies;  

7.2.5 to 7.2.21 Covered for storage and handling 
conditions. 

23.2.(l) if the device is supplied sterile, an 
indication of its sterile state and the 
sterilisation method;  

i. Indication of state
7.2.17
ii. indication of method

i. Partly covered: for protective
packaging only.
ii. Not covered.

23.2.(m) warnings or precautions to be taken 
that need to be brought to the immediate 
attention of the user of the device, and to any 
other person. This information may be kept to 
a minimum in which case more detailed 
information shall appear in the instructions for 
use, taking into account the intended users; 

7.2.3, 7.2.5 to 7.2.21, 
7.3.3, 7.5, 7.8 

Covered for warnings and 
precautions by safety signs, textual 
labels, indicator lights and colour 
of controls. 

23.2.(n) if the device is intended for single 
use, an indication of that fact. A 
manufacturer's indication of single use shall 
be consistent across the Union;  

7.2.1 Covered. 

23.2.(o) if the device is a single-use device 
that has been reprocessed, an indication of 
that fact, the number of reprocessing cycles 
already performed, and any limitation as 
regards the number of reprocessing cycles; 

Not covered. 
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23.2.(p) if the device is custom-made, the 
words ‘custom-made device’; 

Not covered. 

23.2.(q) an indication that the device is a 
medical device. If the device is intended for 
clinical investigation only, the words 
‘exclusively for clinical investigation’; 

Not covered. 

23.2.(r) to be introduced into the human body 
via a body orifice or applied to the skin and 
that are absorbed by or locally dispersed in 
the human body, the overall qualitative 
composition of the device and quantitative 
information on the main constituent or 
constituents responsible for achieving the 
principal intended action; 

Not covered. 

23.2.(s) for active implantable devices, the 
serial number, and for other implantable 
devices, the serial number or the lot number. 

Not covered. AIMD are not within 
the scope of this standard. 

23.3. Information on the packaging which 
maintains the sterile condition of a device 
(‘sterile packaging’) 
The following particulars shall appear on the 
sterile packaging: 

23.3.(a) an indication permitting the sterile 
packaging to be recognised as such, 

7.2.17 Covered. 

23.3.(b) a declaration that the device is in a 
sterile condition 

Not covered. 

23.3.(c) the method of sterilisation, 7.2.17 Not covered, however, instruction 
for use (cl. 7.9.2.12) has to give 
evidence. 

23.3.(d) the name and address of the 
manufacturer, 

7.2.1 Not covered, except in cases when 
a marking on the device is not 
practicable 

23.3.(e) a description of the device, 7.2.1 Not covered, except in cases when 
a marking on the device is not 
practicable 

23.3.(f) if the device is intended for clinical 
investigations, the words ‘exclusively for 
clinical investigations’, 

Not covered. 

23.3.(g) if the device is custom-made, the 
words ‘custom-made device’, 

Not covered. 

23.3.(h) the month and year of manufacture, 7.2.1, 7.2.2, 7.2.4 Not covered, except in cases when 
a marking on the device is not 
practicable. Also then, only 
specified for cases “if applicable”, 
and not specified to be in terms of 
month and year. 
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23.3.(i) an unambiguous indication of the time 
limit for using or implanting the device safely 
expressed at least in terms of year and 
month, and 

7.2.1, 7.2.2, 7.2.4 Not covered, except in cases when 
a marking on the device is not 
practicable. Also then, only 
specified for cases “if applicable”, 
and not specified to be in terms of 
month and year. 

23.3.(j) an instruction to check the 
instructions for use for what to do if the sterile 
packaging is damaged or unintentionally 
opened before use.  

7.2.17 Covered. 

23.4. Information in the instructions for use 
The instructions for use shall contain all of the 
following particulars: 

23.4.(a) the particulars referred to in points 
(a), (c), (e), (f), (k), (l), (n) and (r) of Section 
23.2;  

7.9.1, 7.9.2, 7.9.3.1 Covered: Points (k), (l) of section 
23.2. 
Not covered: Points (a), (c), (e), (f), 
(n), (r) of section 23.2. 

23.4.(b) the device's intended purpose with a 
clear specification of indications, contra-
indications, the patient target group or 
groups, and of the intended users, as 
appropriate; 

Not covered, because clause 7.9 
does not include more detailed 
specifications as regards the legal 
requirements of section 23.4.(b) for 
indications, contra-indications.  
Not covered: Intended patient 
target groups, intended users. 

23.4.(c) where applicable, a specification of 
the clinical benefits to be expected. 

Not covered. 

23.4.(d) where applicable, links to the 
summary of safety and clinical performance 
referred to in Article 32;  

Not covered. 

23.4.(e) the performance characteristics of 
the device; 

7.9.2.5 Not covered, because clause 
7.9.2.5 does not include more 
detailed specifications as regards 
the legal requirements of section 
23.4.(e). 

23.4.(f) where applicable, information 
allowing the healthcare professional to verify 
if the device is suitable and select the 
corresponding software and accessories; 

7.9.2.14, 14.13 Partly covered for accessories, 
detachable parts and materials 
and for IT-NETWORK connections. 
Further aspects not covered 
because clauses 7.9.2.1, 7.9.2.5 
and 7.9.2.9 do not include more 
detailed specifications as regards 
the legal requirements of section 
23.4.(f). 

23.4.(g) any residual risks, contra-indications 
and any undesirable side-effects, including 
information to be conveyed to the patient in 
this regard; 

Not covered, because clause 7.9.2 
does not include more detailed 
specifications as regards the legal 
requirements of section 23.4.(g). 
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23.4.(h) specifications the user requires to 
use the device appropriately, e.g. if the 
device has a measuring function, the degree 
of accuracy claimed for it; 

7.9.2.1, 7.9.2.5, 7.9.2.8 
to 7.9.2.14, 7.9.3.1 
Accuracy: 7.9.3.1 

Covered for general purpose 
MEDICAL ELECTRICAL EQUIPMENT 
and/or MEDICAL ELECTRICAL 
SYSTEMS in meaning of 
IEC/TR 60513. 
Not covered for product group 
specific safety aspects. 

23.4.(i) details of any preparatory treatment 
or handling of the device before it is ready for 
use or during its use, such as sterilisation, 
final assembly, calibration, etc., including the 
levels of disinfection required to ensure 
patient safety and all available methods for 
achieving those levels of disinfection;  

i. Before use 
7.9.2.4 to 7.9.2.8, 
7.9.2.12 to 7.9.2.14, 
7.9.2.18, 7.9.3.1 
ii. During use 
7.9.2.1, 7.9.2.9 to 
7.9.2.11 

i. Partly covered: For disinfection,
no levels are specified.
ii. Covered for general purpose
MEDICAL ELECTRICAL EQUIPMENT 
and/or MEDICAL ELECTRICAL 
SYSTEMS in meaning of 
IEC/TR 60513. 
Not covered for product group 
specific safety aspects. 

23.4.(j) any requirements for special facilities, 
or special training, or particular qualifications 
of the device user and/or other persons; 

Not covered, because clause 7.9.1 
does not include more detailed 
specifications as regards the legal 
requirements of section 23.4.(j). 

23.4.(k) the information needed to verify 
whether the device is properly installed and is 
ready to perform safely and as intended by 
the manufacturer, together with, where 
relevant: 

Not covered, because clause 7.9.2 
does not include more detailed 
specifications as regards the legal 
requirements of section 23.4.(k). 

—   details of the nature, and frequency, of 
preventive and regular maintenance, and of 
any preparatory cleaning or disinfection, 

Not covered, because clause 
7.9.2.12 and 7.9.2.13 do not 
include more detailed 
specifications as regards the legal 
requirements of section 23.4.(k). 

—   identification of any consumable 
components and how to replace them, 

Not covered, because clauses 
7.9.2 and 7.9.3 do not include 
more detailed specifications as 
regards the legal requirements of 
section 23.4.(k). 

—   information on any necessary calibration 
to ensure that the device operates properly 
and safely during its intended lifetime, and  

Not covered, because clauses 
7.9.2 and 7.9.3 do not include 
more detailed specifications as 
regards the legal requirements of 
section 23.4.(k). 

—   methods for eliminating the risks 
encountered by persons involved in installing, 
calibrating or servicing devices; 

Not covered. 

23.4.(l) if the device is supplied sterile, 
instructions in the event of the sterile 
packaging being damaged or unintentionally 
opened before use;  

7.9.2.18 Covered. 
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23.4.(m) if the device is supplied non-sterile 
with the intention that it is sterilised before 
use, the appropriate instructions for 
sterilisation;  

Not covered, because clause 
7.9.2.12 does not include more 
detailed specifications as regards 
the legal requirements of section 
23.4.(m). 

23.4.(n) if the device is reusable, information 
on the appropriate processes for allowing 
reuse, including cleaning, disinfection, 
packaging and, where appropriate, the 
validated method of re-sterilisation 
appropriate to the Member State or Member 
States in which the device has been placed 
on the market. Information shall be provided 
to identify when the device should no longer 
be reused, e.g. signs of material degradation 
or the maximum number of allowable reuses;  

Not covered, because clause 
7.9.2.12 does not include more 
detailed specifications as regards 
the legal requirements of section 
23.4.(n). 

23.4.(o) an indication, if appropriate, that a 
device can be reused only if it is 
reconditioned under the responsibility of the 
manufacturer to comply with the general 
safety and performance requirements; 

Not covered. 

23.4.(p) if the device bears an indication that 
it is for single use, information on known 
characteristics and technical factors known to 
the manufacturer that could pose a risk if the 
device were to be re-used. This information 
shall be based on a specific section of the 
manufacturer's risk management 
documentation, where such characteristics 
and technical factors shall be addressed in 
detail. If in accordance with point (d) of 
Section 23.1. no instructions for use are 
required, this information shall be made 
available to the user upon request;  

Not covered. 

23.4.(q) for devices intended for use together 
with other devices and/or general purpose 
equipment: 

— information to identify such devices or 
equipment, in order to obtain a safe 
combination, and/or 

7.9.2.3, 7.9.2.5, 
7.9.2.14, 7.9.3.2, 14.13, 
16.2 

Covered for separate power 
supplies (7.9.2.3), APPLIED PARTS 
(7.9.2.5), accessories, detachable 
parts and materials (7.9.2.14), 
fuses (7.9.3.2), IT SYSTEM 
connections (14.13), MEDICAL 
ELECTRICAL SYSTEMS (16.2). 
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— information on any known restrictions to 
combinations of devices and equipment; 

7.9.2.2, 7.9.2.3, 7.9.2.4, 
7.9.2.5, 7.9.2.7, 
7.9.2.14, 7.9.3.2, 14.13, 
16.2 

Covered for MULTIPLE SOCKET-
OUTLETS (7.9.2.2.), separate power 
supplies (7.9.2.3), electrical power 
sources /7.9.2.4), network / data 
coupling (7.9.2.5), positioning 
(7.9.2.7), accessories, detachable 
parts and materials (7.9.2.14), 
fuses (7.9.3.2), IT SYSTEM 
CONNECTIONS (14.13), MEDICAL 
ELECTRICAL SYSTEMS (16.2). 

23.4.(r) if the device emits radiation for 
medical purposes: 

7.9.2.17 

— detailed information as to the nature, type 
and where appropriate, the intensity and 
distribution of the emitted radiation,  

7.9.2.2, 7.9.2.17 Covered. 

— the means of protecting the patient, user, 
or other person from unintended radiation 
during use of the device; 

Not covered. 

23.4.(s) information that allows the user 
and/or patient to be informed of any 
warnings, precautions, contraindications, 
measures to be taken and limitations of use 
regarding the device. That information shall, 
where relevant, allow the user to brief the 
patient about any warnings, precautions, 
contra-indications, measures to be taken and 
limitations of use regarding the device. The 
information shall cover, where appropriate: 

i. Information for users
6.3, 7.2.9, 7.2.13, 7.3.3,
7.5, 7.9.1, 7.9.2.1, 
7.9.2.2, 7.9.2.4, 7.9.2.9, 
7.9.2.10, 7.9.2.15, 
7.9.2.17, 7.9.2.18, 
7.9.3.1, 7.9.3.2, 9.4.2.2, 
9.4.2.3, 11.6.2, 15.3.7, 
16.2 
ii. Information for
patients

i. Covered in respect of hazards
and risks related to basic safety
and essential performance within
the scope of this EN.
ii. Not covered.

— warnings, precautions and/or measures to 
be taken in the event of malfunction of the 
device or changes in its performance that 
may affect safety, 

7.9.2.10 Partly covered: A description of 
error messages and how to act in 
these cases is covered. Situations 
without error messages are not 
covered. 

— warnings, precautions and/or measures to 
be taken as regards the exposure to 
reasonably foreseeable external influences or 
environmental conditions, such as magnetic 
fields, external electrical and electromagnetic 
effects, electrostatic discharge, radiation 
associated with diagnostic or therapeutic 
procedures, pressure, humidity, or 
temperature, 

i. External influences
other than EMC
6.3, 7.2.9, 7.2.15, 
7.2.16, 7.9.1, 7.9.2.1, 
7.9.2.4, 7.9.2.10, 
7.9.2.18, 7.9.3.1, 
15.3.7, 16.2 
ii. EMC influences

i. Covered in respect of hazards
and risks related to basic safety
and essential performance within
the scope of this EN.
ii. Not covered because clauses
7.9.2.2 and 17 only reference to
another standard and/or do not
include more detailed
specifications as regards the legal
requirements of section 23.4.(s).
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General Safety and Performance 
Requirements of Regulation (EU) 2017/745 

Clause(s) / sub-
clause(s) of this EN Remarks / Notes 

— warnings, precautions and/or measures to 
be taken as regards the risks of interference 
posed by the reasonably foreseeable 
presence of the device during specific 
diagnostic investigations, evaluations, or 
therapeutic treatment or other procedures 
such as electromagnetic interference emitted 
by the device affecting other equipment, 

i. Interference other
than EMC 
7.2.13, 7.9.2.2, 
7.9.2.15, 7.9.2.17, 16.2 
ii. EMC interference

i. Covered in respect of hazards
and risks related to basic safety
and essential performance within
the scope of this EN.
ii. Not covered because clause 17
only references to another
standard and does not include
more detailed specifications as
regards the legal requirements of
section 23.4.(s).

— if the device is intended to administer 
medicinal products, tissues or cells of human 
or animal origin, or their derivatives, or 
biological substances, any limitations or 
incompatibility in the choice of substances to 
be delivered, 

7.9.2.5 Covered for materials and 
ingredients to which a patient or 
operator is exposed if exposure 
can constitute an unacceptable 
risk. 

— warnings, precautions and/or limitations 
related to the medicinal substance or 
biological material that is incorporated into 
the device as an integral part of the device; 
and 

7.2.17, 7.9.2.15 Partly covered: Covered only for 
protective packaging and 
information on disposal of waste 
products. 

— precautions related to materials 
incorporated into the device that contain or 
consist of CMR substances or endocrine-
disrupting substances, or that could result in 
sensitisation or an allergic reaction by the 
patient or user; 

7.2.13, 7.9.2.5, 11.7 Not covered for materials that do 
not reach a patient or user during 
intended use. Covered for 
physiological effects. 

23.4.(t) in the case of devices that are 
composed of substances or of combinations 
of substances that are intended to be 
introduced into the human body and that are 
absorbed by or locally dispersed in the 
human body, warnings and precautions, 
where appropriate, related to the general 
profile of interaction of the device and its 
products of metabolism with other devices, 
medicinal products and other substances as 
well as contraindications, undesirable side-
effects and risks relating to overdose; 

7.9.2.2 Not covered, because clause 
7.9.2.2 does not include more 
detailed specifications as regards 
the legal requirements of section 
23.4.(t). 

23.4.(u) in the case of implantable devices, 
the overall qualitative and quantitative 
information on the materials and substances 
to which patients can be exposed; 

Not covered, because clause 
7.9.2.5 does not include more 
detailed specifications as regards 
the legal requirements of section 
23.4.(u). 

23.4.(v) warnings or precautions to be taken 
in order to facilitate the safe disposal of the 
device, its accessories and the consumables 
used with it, if any. This information shall 
cover, where appropriate: 

7.9.2.15 Partly covered, only for disposal of 
waste products of the ME 
EQUIPMENT and on ACCESSORIES. 
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General Safety and Performance 
Requirements of Regulation (EU) 2017/745 

Clause(s) / sub-
clause(s) of this EN Remarks / Notes 

— infection or microbial hazards such as 
explants, needles or surgical equipment 
contaminated with potentially infectious 
substances of human origin, and 

7.9.2.15 Partly covered, only for disposal of 
waste products of the ME 
EQUIPMENT and on ACCESSORIES. 

— physical hazards such as from sharps Not covered. 

If in accordance with the point (d) of Section 
23.1 no instructions for use are required, this 
information shall be made available to the 
user upon request; 

7.9.1 The standard mandatorily requires 
IfU and technical description to be 
delivered with the medical device. 
Thus, this aspect is not applicable. 

23.4.(w) for devices intended for use by lay 
persons, the circumstances in which the user 
should consult a healthcare professional; 

Not covered 

23.4.(x) for the devices covered by this 
Regulation pursuant to Article 1(2), 
information regarding the absence of a 
clinical benefit and the risks related to use of 
the device; 

Not covered. 

23.4.(y) date of issue of the instructions for 
use or, if they have been revised, date of 
issue and identifier of the latest revision of the 
instructions for use; 

7.9.2.19, 7.9.3.1 Covered: “unique version identifier, 
such as its date of issue” 

23.4.(z) a notice to the user and/or patient 
that any serious incident that has occurred in 
relation to the device should be reported to 
the manufacturer and the competent authority 
of the Member State in which the user and/or 
patient is established; 

Not covered. 

23.4.(aa) information to be supplied to the 
patient with an implanted device in 
accordance with Article 18; 

Not covered. 

23.4.(ab) for devices that incorporate 
electronic programmable systems, including 
software, or software that are devices in 
themselves, minimum requirements 
concerning hardware, IT networks 
characteristics and IT security measures, 
including protection against unauthorised 
access, necessary to run the software as 
intended. 

7.9.2.5, 14.13 Partly covered. Not covered are 
— “Software as a medical device” 

because it is not in the scope of 
this standard; 

— Dedicated IT security 
measures; 

— Protection against unauthorized 
access. 

WARNING 1 — Presumption of conformity stays valid only as long as a reference to this European standard 
is maintained in the list published in the Official Journal of the European Union. Users of this standard should 
consult frequently the latest list published in the Official Journal of the European Union. 

WARNING 2 — Other Union legislation may be applicable to the product(s) falling within the scope of this 
standard. 
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