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Foreword

The text of document 29/754/FDIS, future edition 3 of |JEC 60645-1, prepared by
IEC/TC 29 "Electroacoustics" was submitted to the IEC-CENELEC parallel vote and approved by
CENELEC as EN 60645-1:2015.

The following dates are fixed:

¢ latest date by which the document has to be (dop) 2015-08-05
implemented at national level by
publication of an identical national
standard or by endorsement

e latest date by which the national (dow) 2017-11-05
standards conflicting with the
document have to be withdrawn

This document supersedes EN 60645-1:2001 and EN 60645-4:1995.

Attention is drawn to the possibility that some of the elements of this document may be the subject of
patent rights. CENELEC [and/or CEN] shall not be held responsible for identifying any or all such
patent rights.

This standard covers the Principle Elements of the Safety Objectives for Electrical Equipment
Designed for Use within Certain Voltage Limits (LVD - 2006/95/EC).
Endorsement notice

The text of the International Standard IEC 60645-1:2012 was approved by CENELEC as a European
Standard without any modification.

In the official version, for Bibliography, the following notes have to be added for the standards indicated:

EC 61260 NOTE Harmonized as EN 61260.
SO 389-9 NOTE Harmonized as EN 1SO 389-9.

Documents

Document Sharing Hub

Full document details: BS EN 60645-1:2015


http://dx.doi.org/10.3403/00511654U
http://dx.doi.org/10.3403/02422405
http://dx.doi.org/10.3403/00566681
http://dx.doi.org/10.3403/02631503U
http://dx.doi.org/10.3403/02631503U
http://dx.doi.org/10.3403/30204414U
http://dx.doi.org/10.3403/30204414U
http://www.avadocuments.com/doc/bs-en-60645-1-2015
http://www.avadocuments.com/doc/bs-en-60645-1-2015

BS EN 60645-1:2015

-3-

Annex ZA
(normative)

Normative references to international publications
with their corresponding European publications

EN 60645-1:2015

The following documents, in whole or in part, are normatively referenced in this document and are
indispensable for its application. For dated references, only the edition cited applies. For undated
references, the latest edition of the referenced document (including any amendments) applies.

NOTE 1 When an International Publication has been modified by common modifications, indicated by (mod), the relevant

EN/HD applies.

NOTE 2 Up-to-date information on the latest versions of the European Standards listed in this annex is available here:

www.cenelec.eu

Publication Year

EC 60268-3

EC 60318- -

EC 60318-3 -

EC 60318-4 -

EC 60318-5 -

EC 60318-6 -

IEC 60601-1 -

EC 60601-1-2 -

EC 60645-2 -

EC 61672-1 -
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Part 1: General requirements for basic
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Medical electrical equipment -
Part 1-2: General requirements for basic

safety and essential performance -
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calibration of audiometric equipment -
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INTRODUCTION

Developments in the field of hearing measurements for diagnostic, hearing conservation and
rehabilitation purposes have resulted in the availability of a wide range of audiometers. In
addition it is possible to consider the audiometer in terms of a set of functional units which
can be specified independently. By specifying these functional units it is then possible to

specify the performance of other audiometric equipment which use these units. |[EC 60645
EC 60645-1

series consists of a number of parts. is the first in the series and covers the
requirements for pure tone audiometers.

This standard describes equipment which is designed for the measurement of hearing in the
frequency range from 125 Hz to 16 000 Hz.

Due to the development of the later parts of [EC 60645, no reference is now made in part 1 to
the use of broad-band noise for masking. Requirements for broad-band masking noise now
only relate to its use with speech signals as described in [EC 60645-2.

The test requirements to demonstrate conformity are now specified separately. Conformance
to the specifications in this standard is demonstrated only when the result of a measurement,
extended by the actual expanded uncertainty of measurement of the testing laboratory, lies

fully within the tolerances specified in this standard. The tolerances that are to be met by the
manufacturer of an audiometer are essentially the same as in the first edition of |EC 60645-1,

while the tolerances as applicable to the testing of the audiometer are increased by U,y
compared with those of the previous edition.

EC 606419 series consists of the following parts:

EC 60645-1, Electroacoustics — Audiometric equipment — Part 1. Equipment for pure-tone
audiometry

EC 60645-4, Audiometers — Part 2: Equipment for speech audiometry

EC 60645-3, Electroacoustics — Audiometric equipment — Part 3: Test signals of short
duration

EC 60645-4, Audiometers — Part 4: Equipment for extended high-frequency audiometry

EC 60645-5, Electroacoustics — Audiometric equipment — Part 5: Instruments for the
measurement of aural acoustic impedance/admittance

EC 60645-6, Electroacoustics — Audiometric equipment — Part 6: Instruments for the
measurement of otoacoustic emissions

EC 60645-7, Electroacoustics — Audiometric equipment — Part 7: Instruments for the
measurement of auditory brainstem responses
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ELECTROACOUSTICS -
AUDIOMETRIC EQUIPMENT -

Part 1: Equipment for pure-tone audiometry

1 Scope

This part of specifies general requirements for audiometers and particular
requirements for pure-tone audiometers designed for use in determining hearing threshold
levels, relative to standard reference threshold levels established by means of psychoacoustic
test methods.

The object of this standard is to ensure:

a) that tests of hearing in the frequency range 125 Hz to 16 000 Hz on a given human ear,
performed with different audiometers which comply with this standard shall give
substantially the same results;

b) that the results obtained represent a valid comparison between the hearing of the ear
tested and the reference threshold of hearing;

c) that audiometers are classified according to the range of test signals they generate,
according to the mode of operation or according to the complexity of the range of auditory
functions they test.

2 Normative references

The following documents, in whole or in part, are normatively referenced in this document and
are indispensable for its application. For dated references, only the edition cited applies. For
undated references, the Ilatest edition of the referenced document (including any
amendments) applies.

EC 60268-3, Sound system equipment — Part 3: Amplifiers

EC 60318-1|, Electroacoustics — Simulators of human head and ear — Part 1: Ear simulator for
the measurement of supra-aural and circumaural earphones

EC 60318-3, Electroacoustics — Simulators of human head and ear — Part 3: Acoustic coupler
for the calibration of supra-aural earphones used in audiometry

EC 60318-4, Electroacoustics — Simulators of human head and ear — Part 4: Occluded-ear
simulator for the measurement of earphones coupled to the ear by means of ear inserts

EC 60318-5, Electroacoustics — Simulators of human head and ear — Part 5: 2 cm?® coupler
for the measurement of hearing aids and earphones coupled to the ear by means of ear
inserts

EC 60318-4, Electroacoustics — Simulators of human head and ear — Part 6: Mechanical
coupler for the measurement of bone vibrators

IEC 60601-1, Medical electrical equipment — Part 1: General requirements for basic safety
and essential performance
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EC 60601-1-4, Medical electrical equipment — Part 1-2: General requirements for basic safety
and essential performance - Collateral standard: Electromagnetic compatibility -
Requirements and tests

EC 60645-2, Audiometers — Part 2: Equipment for speech audiometry
EC 61672-1|, Electroacoustics — Sound level meters — Part 1: Specifications
SO 266, Acoustics — Preferred frequencies

SO 389-1|, Acoustics — Reference zero for the calibration of audiometric equipment — Part 1:
Reference equivalent threshold sound pressure levels for pure tones and supra-aural
earphones

SO 389-4, Acoustics — Reference zero for the calibration of audiometric equipment — Part 2:
Reference equivalent threshold sound pressure levels for pure tones and insert earphones

SO 389-3, Acoustics — Reference zero for the calibration of audiometric equipment — Part 3:
Reference equivalent threshold force levels for pure tones and bone vibrators

ISO 389-4:1994, Acoustics — Reference zero for the calibration of audiometric equipment —
Part 4: Reference levels for narrow-band masking noise

SO 389-5, Acoustics — Reference zero for the calibration of audiometric equipment — Part 5:
Reference equivalent threshold sound pressure levels for pure tones in the frequency range
8 kHz to 16 kHz

SO 389-1, Acoustics — Reference zero for the calibration of audiometric equipment — Part 7:
Reference threshold of hearing under free-field and diffuse-field listening conditions

SO 389-8, Acoustics — Reference zero for the calibration of audiometric equipment — Part 8:
Reference equivalent threshold sound pressure levels for pure tones and circumaural
earphones

SO 4869-1|, Acoustics — Hearing protectors — Part 1: Subjective method for the measurement
of sound attenuation

ISO 8253-1:2010, Acoustics — Audiometric test methods — Part 1: Pure-tone air and bone
conduction audiometry

SO 8253-2, Acoustics — Audiometric test methods — Part 2: Sound field audiometry with pure-
tone and narrow-band test signals

SO 8253-3, Acoustics — Audiometric test methods — Part 3: Speech audiometry

3 Terms and definitions
For the purposes of this document, the following terms and definitions apply.
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equipment for pure-tone audiometry

pure-tone audiometer

instrument for the measurement of hearing for pure tones and in particular the threshold of
hearing

Note 1 to entry The pure-tone audiometer may be either of a fixed or continuous sweep freuericy tygocuments
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