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Cooperating organizations

The European Committee for Electrotechnical Standardization (CENELEC),
under whose supervision this European Standard was prepared, comprises the
national committees of the following countries:

Austria Italy

Belgium Luxembourg
Denmark Netherlands
Finland Norway

France Portugal
Germany Spain

Greece Sweden

Iceland Switzerland
Ireland United Kingdom

This British Standard, having
been prepared under the
direction of the Electronic
Equipment Standards Policy
Committee, was published
under the authority of the
Standards Board and comes
into effect on Amendments issued since publication
15 April 1994

Amd. No. Date Comments
© BSI 11-1999

The following BSI references
relate to the work on this
standard:

Committee reference EEL/35
Draft for comment 90/26736 DC
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National foreword

This British Standard has been prepared under the direction of the Electronic
Equipment Standards Policy Committee and is the English language version of
EN 61205:1994 Ultrasonics — Dental descaler systems — Measurement and
declaration of the output characteristics, published by the European Committee
for Electrotechnical Standardization (CENELEC). It is identical with

TEC 1205:1993 published by the International Electrotechnical Commission
(IEC).

A British Standard does not purport to include all the necessary provisions of a
contract. Users of British Standards are responsible for their correct application.

Compliance with a British Standard does not of itself confer immunity
from legal obligations.

Summary of pages

This document comprises a front cover, an inside front cover, pages 1 and 11,
the EN title page, pages 2 to 12, an inside back cover and a back cover.

This standard has been updated (see copyright date) and may have had
amendments incorporated. This will be indicated in the amendment table on the

inside front cover. Documents
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EUROPEAN STANDARD EN 61205
NORME EUROPEENNE
EUROPAISCHE NORM

January 1994

UDC 615.47:616.314
Descriptors: Ultrasound, dental descaler, output characteristics, measurement

English version

Ultrasonics — Dental descaler systems
Measurement and declaration of the output
characteristics

(IEC 1205:1993)

Ultrasons — Systémes de détartreurs Ultraschall — Zahnreinigersysteme Messung
dentaires — Mesure et déclaration des und Deklaration der Ausganskennwerte
caractéristiques de sortie (IEC 1205:1993)

(CEI 1205:1993)

This European Standard was approved by CENELEC on 1993-12-08.
CENELEC members are bound to comply with the CEN/CENELEC Internal
Regulations which stipulate the conditions for giving this European Standard
the status of a national standard without any alteration.

Up-to-date lists and bibliographical references concerning such national
standards may be obtained on application to the Central Secretariat or to any
CENELEC member.

This European Standard exists in three official versions (English, French,
German). A version in any other language made by translation under the
responsibility of a CENELEC member into its own language and notified to the
Central Secretariat has the same status as the official versions.

CENELEC members are the national electrotechnical committees of Austria,
Belgium, Denmark, Finland, France, Germany, Greece, Iceland, Ireland, Italy,
Luxembourg, Netherlands, Norway, Portugal, Spain, Sweden, Switzerland and
United Kingdom.

CENELEC

European Committee for Electrotechnical Standardization
Comité Européen de Normalisation Electrotechnique
Européaisches Komitee fur Elektrotechnische Normung

Central Secretariat: rue de Stassart 35, B-1050 Brussels

© 1994 Copyright reserved to CENELEC members
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Foreword Contents
The text of document 87(C0)26, as prepared by Page
IEC Technical Committee 87: Ultrasonics, was Foreword 9
submitted to the IEC-CENELEC parallel vote in Introducti 3
March 1993. piroduction
The reference document was approved by 1 Scope ) 3
CENELEC as [EN 61205 on 8 December 1993. 2 Normative reference 3
The following dates were fixed: 3 Definitions of output characteristics 3
— latest date of publication 4 List of symbols 3
of an identical national 5 General measuring conditions 3
standard (dop) 1994-12-01 51 Operating conditions 3
— latest date of withdrawal 5.2 Load conditions 3
of conflicting national 5.3 Cleaning of the apparatus 3
standards (dow) 1994-12-01 .
5.4 Irrigant temperature 3
Annexes designated “normative” are part of the 6 Measurement procedures 4
body of the standar'd. Annexes dpmgnatgd . 6.1 Primary tip vibration excursion 4
“Informative” are given only for information. In this 6.9 Tip vibration f 4
standard, Annex A and Annex B are informative ) 1p vibration irequency
and Annex ZA is normative' 6.3 Half—excursion force 4
7 Requirements for the declaration
of essential output characteristics 4
Annex A (informative) General information
about ultrasonic dental descalers (scalers) 5
Annex B (informative) Guidance on the
measurement methods 7
Annex ZA (normative) Other international
publications quoted in this standard with
the references of the relevant European
publications 11
Figure 1 — General arrangement for
microscope slide method 8
Figure 2 — Slide jig 9
Figure 3 — Alternative general
arrangement for microscope slide method 10
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