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National foreword

This British Standard is the UK implementation of EN 61326-2-3:2013.
It is identical to IEC 61326-2-3:2012. It supersedes BS EN 61326-2-3:2006,
which will be withdrawn on 14 August 2015.

The UK participation in its preparation was entrusted by Technical Committee
GEL/65, Measurement and control, to Subcommittee GEL/65/1,
System considerations.

A list of organizations represented on this committee can be obtained on
request to its secretary.

This publication does not purport to include all the necessary provisions
of a contract. Users are responsible for its correct application.

© The British Standards Institution 2013.
Published by BSI Standards Limited 2013.
ISBN 978 0 580 70407 9
ICS 25.040.40; 33.100.01

Compliance with a British Standard cannot confer immunity
from legal obligations.

This British Standard was published under the authority of the
Standards Policy and Strategy Committee on 28 February 2013.

Amendments issued since publication

Amd. No. Date Text affected
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Foreword

The text of document 65A/629/FDIS, future edition 2 of JEC 61326-2-3, prepared by SC 65A, "System
aspects", of IEC TC 65, "Industrial-process measurement, control and automation" was submitted to the
IEC-CENELEC parallel vote and approved by CENELEC as EN 61326-2-3:2013.

The following dates are fixed:

¢ latest date by which the document has (dop) 2013-07-10
to be implemented at national level by
publication of an identical national
standard or by endorsement

o latest date by which the national (dow) 2015-08-14
standards conflicting with the
document have to be withdrawn

This document supersedes EN 61326-2-3:2008.

EN 61326-2-3:2013 includes the following significant technical changes with respect to EN 61326-2-
3:2006:

— update of the document with respect to EN 61326-1:2013.

EN 61326-2-3:2013 is to be used in conjunction with EN 61326-1:2013 and follows the same numbering
of clauses, subclauses, tables and figures.

When a particular subclause of EN 61326-1| is not mentioned in this part, that subclause applies as far as

is reasonable. When this standard states “addition”, “modification” or “replacement”, the relevant text in

N 61326-1| is to be adapted accordingly.

NOTE The following numbering system is used:

— subclauses, tables and figures that are numbered starting from 101 are additional to those in EN 61326-1;
N 61326-1

— unless notes are in a new subclause or involve notes in , they are numbered starting from 101 including
those in a replaced clause or subclause;
— additional annexes are lettered AA, BB, etc.

Attention is drawn to the possibility that some of the elements of this document may be the subject of
patent rights. CENELEC [and/or CEN] shall not be held responsible for identifying any or all such patent
rights.

This document has been prepared under a mandate given to CENELEC by the European Commission
and the European Free Trade Association, and supports essential requirements of EU Directive(s).

For the relationship with EU Directive(s) see informative Annex ZZ, which is an integral part of this
document.
Endorsement notice

The text of the International Standard IEC 61326-2-3:2012 was approved by CENELEC as a European
Standard without any modification.
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Annex ZA
(normative)

Normative references to international publications
with their corresponding European publications

The following documents, in whole or in part, are normatively referenced in this document and are
indispensable for its application. For dated references, only the edition cited applies. For undated
references, the latest edition of the referenced document (including any amendments) applies.

NOTE When an international publication has been modified by common modifications, indicated by (mod), the relevant EN/HD
applies.

Annex ZA of EN 61326-1:2013 applies, except as follows:

Publication Year Title EN/HD Year
Addition:
EC 61326-1 2012  Electrical equipment for measurement, N 61326-1 2013

control and laboratory use -
EMC requirements -
Part 1: General requirements
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Annex Z2Z
(informative)

Coverage of Essential Requirements of EU Directives

This European Standard has been prepared under a mandate given to CENELEC by the European
Commission and the European Free Trade Association and within its scope the standard covers
protection requirements of Annex I, Article 1 of the EC Directive 2004/108/EC.

Compliance with this standard provides one means of conformity with the specified essential
requirements of the Directive[s] concerned.

NOTE Other requirements and other EU Directives may be applicable to the products falling within the scope of
this standard.
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ELECTRICAL EQUIPMENT FOR MEASUREMENT,
CONTROL AND LABORATORY USE -
EMC REQUIREMENTS -

Part 2-3: Particular requirements —
Test configuration, operational conditions and performance
criteria for transducers with integrated or remote signal conditioning

1 Scope

In addition to the requirements of JEC 61326-1|, this part specifies more detailed test
configurations, operational conditions and performance criteria for transducers with integrated
or remote signal conditioning.

This standard applies only to transducers characterized by their ability to transform, with the
aid of an auxiliary energy source, a non-electric quantity to a process-relevant electrical
signal, and to output the signal at one or more ports. This standard includes transducers for
electrochemical and biological measured quantities.

The transducers covered by this standard may be powered by a.c. or d.c. voltage and/or by
battery or with internal power supply.

Transducers referred to by this standard comprise at least the following items (see
Figures 101 and 102):

— one or more elements for transforming a non-electrical input quantity to an electrical
quantity;

— a transmission link for transferral of the electrical quantity to a component for signal
conditioning;

— a unit for signal conditioning that converts the electrical quantity to a process-relevant
electrical signal;

— an enclosure for enclosing the above-stated components fully or in parts.

Transducers referred to by this standard may also have the following items (see Figures 101
and 102):

— acommunication and control unit;

— adisplay unit;

— control elements such as keys, buttons, switches, etc.;

— transducer output signals (for example, switch outputs, alarm outputs) which are clearly
assigned to the input signal(s);

— transducers with signal conditioning which may be integrated or remote.

The manufacturer specifies the environment for which the product is intended to be used and

utilizes the corresponding test levels of [EC 61326-1|.

Additional requirements and exceptions for specific types of transducers are given in the
annexes to this standard.
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