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BS EN 724:1995

National foreword

This British Standard has been prepared by Technical Committee HCC/66 and is
the English language version of EN 724:1994 Guidance on the application of
EN 29001 and EN 46001 and of EN 29002 and EN 46002 for non-active medical
devices, published by the European Committee for Standardization (CEN).

BS EN 724 provides guidance on the operation of quality management systems
used in the manufacture of non-active medical devices. A similar standard,

BS EN 50103, covers guidance for the manufacture of active medical devices
including active implantable medical devices. In addition another standard,

BS EN 928, which will provide guidance on quality management systems used in
the manufacture of in vitro diagnostic devices, is in preparation.

Cross-references

Publication referred to  Corresponding British Standard

BS 5750 Quality systems

EN 29001:1987% Part 1:1987 Specification for design/development,
production, installation and servicing

EN 29002:19872 Part 2:1987 Specification for production and installation

EN 29004:1987% Part 0: Principal concepts and applications

Section 0.2:1987 Guide to quality management and
quality system elements

EN 46001:1993 BS EN 46001:1994 Specification for application of
EN 29001 (BS 5750-1) to the manufacture of medical
devices

EN 46002:1993 BS EN 46002:1994 Specification for application of
EN 29002 (BS 5750-2) to the manufacture of medical
devices

A British Standard does not purport to include all the necessary provisions of a
contract. Users of British Standards are responsible for their correct application.

Compliance with a British Standard does not of itself confer immunity
from legal obligations.

Summary of pages

This document comprises a front cover, an inside front cover, pages 1 and ii,
the EN title page, pages 2 to 21 and a back cover.

This standard has been updated (see copyright date) and may have had
amendments incorporated. This will be indicated in the amendment table on
the inside front cover.

DIn preparation.

2) For information, since the ratification of this European Standard, EN 29001:1987,
EN 29002:1987 and EN 29004:1987 have been superseded by EN ISO 9001:1994,

EN ISO 9002:1994 and EN ISO 9004-1:1994. The corresponding British Standards are
BS EN ISO 9001:1994, BS EN ISO 9002:1994 and BS EN ISO 9004-1:1994.
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EUROPEAN STANDARD EN 7924
NORME EUROPEENNE
EUROPAISCHE NORM October 1994

ICS 11.020; 11.040.30
Descriptors: Medical equipment, design, manufacturing, quality, quality assurance, quality control, specifications, maintenance

English version

Guidance on the application of EN 29001 and EN 46001
and of EN 29002 and EN 46002
for non-active medical devices

Guide d’application des EN 29001 et Anleitung zur Anwendung von EN 29001 und
EN 46001 et des EN 29002 et EN 46002 pour EN 46001 und von EN 29002 und EN 46002
les dispositifs médicaux non actifs fir nicht-aktive Medizinprodukte

This European Standard was approved by CEN on 1994-10-27. CEN members
are bound to comply with the CEN/CENELEC Internal Regulations which
stipulate the conditions for giving this European Standard the status of a
national standard without any alteration.

Up-to-date lists and bibliographical references concerning such national
standards may be obtained on application to the Central Secretariat or to any
CEN member.

This European Standard exists in three official versions (English, French,
German). A version in any other language made by translation under the
responsibility of a CEN member into its own language and notified to the
Central Secretariat has the same status as the official versions.

CEN members are the national standards bodies of Austria, Belgium,
Denmark, Finland, France, Germany, Greece, Iceland, Ireland, Italy,
Luxembourg, Netherlands, Norway, Portugal, Spain, Sweden, Switzerland and
United Kingdom.

CEN

European Committee for Standardization
Comité Européen de Normalisation
Européiisches Komitee fur Normung

Central Secretariat: rue de Stassart 36, B-1050 Brussels

© 1994 Copyright reserved to CEN members
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Introduction

This European Standard has been written to give
guidance to organizations providing a non-active
medical device who wish to ensure that they will
comply with EN 29001/EN 29002 and the particular
requirements given in EN 46001/EN 46002. It is
also intended to provide guidance for certifying and
regulatory bodies. The guidance in this standard for
the fulfilment of requirements should always be in
relation to the products being manufactured and
interpreted accordingly.

This standard needs to be read in conjunction with
the EN 29000 series of standards with which
compliance is sought. This standard is not intended
as a replacement for EN 29004 which has its own
very distinct relationship with the EN 29000 series
of standards.

The combination of EN 29001/EN 46001 and

EN 29002/EN 46002 embraces the principles of
Good Manufacturing Practices (GMP) which have
been in operation in the manufacture of non-active
medical devices for a number of years.

This document seeks to assist in the transition
from GMP to quality systems by presenting familiar
concepts under the relevant paragraphs of

EN 29001/EN 46001 and EN 29002/EN 46002.

The references which have been made to EN 29004
are not necessarily exhaustive but seek to identify
sections of EN 29004 with particular relevance to
the guidance in this document. Consideration of this
document alone is not an alternative to
understanding EN 29004 and it i1s therefore
recommended that EN 29004 is first read and
understood in its entirety. For ease in the use of this
standard, references to clauses in EN 29004 have
been cited within the framework of EN 29001 and
EN 29002.

Annex A to this European Standard provides
additional guidance on those elements of quality
systems to which particular emphasis should be
placed for medical devices which are supplied either
sterile or to a defined standard of microbial or
particulate cleanliness. The guidance in annex A is
intended to be considered in addition to that
provided in the body of the standard.

1 Scope

This European Standard provides guidance on the
establishment and maintenance of the quality
systems specified in EN 29001/EN 46001 or

EN 29002/EN 46002 for the manufacture of
non-active medical devices. It does not add to, or
otherwise change, the requirements of those
standards and is not intended to be used for the
assessment of a manufacturer’s quality system.

This European Standard provides examples of how
to meet the requirements, recognizing that other
methods which achieve the same ends are equally
acceptable; gives general advice on how to meet the
requirements; and draws attention to aspects of
requirements that may not be readily apparent to
those unfamiliar with quality systems for non-active
medical devices.

Annex A to this European Standard provides
guidance on the elements of quality systems which
are relevant to the manufacture of medical devices
which are to be supplied either sterile or at a defined
level of microbiological or particulate cleanliness.

The adoption of systems other than those described
in this European Standard is not to be regarded as
a non-compliance with EN 29001 and EN 29002
and/or the specific requirements in EN 46001 and
EN 46002.

2 Normative references

This European Standard incorporates, by dated or
undated reference, provisions from other
publications. These normative references are cited
at the appropriate places in the text and the
publications are listed hereafter. For dated
references, subsequent amendments to or revisions
of any of these publications apply to this European
Standard only when incorporated in it by
amendment or revision. For undated references the
latest edition of the publication referred to applies.

EN 29001:1987, Quality systems — Model for
quality assurance in design/development,
production, installation and servicing.

EN 29002:1987, Quality systems — Model for
quality assurance in production and installation.
EN 29004:1987, Quality management and quality
system elements — Guidelines.

EN 46001:1993, Quality systems — Medical
devices — Particular requirements for the
application of EN 29001.

EN 46002:1993, Quality systems — Medical
devices — Particular requirements for the
application of EN 29002.

3 Definitions

For the purpose of this standard the definitions
given in EN 46001 and EN 46002 apply, together
with the following:

3.1

contract

any agreement between the supplier and the
purchaser concerning the supply of product

NOTE A contract may be in writing, verbal, or a combination of
both.
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3.2
design

process of developing a product from concept to
manufacture

3.3
purchaser

recipient of product and/or service delivered by the
supplier

34
specified requirements

any of the following apply:

a) requirements prescribed by the purchaser and
agreed by the supplier in a contract for product;

b) requirements prescribed by the supplier which
are perceived as satisfying a market need; or

¢) regulatory requirements.

3.5
validation

exercise of carrying out a programme designed and
documented to demonstrate that a process,
operating within specified limits, will consistently
produce product or services complying with
predetermined requirements

I\i‘OTE Validation is considered as a total process which consists
oI

a) obtaining and documenting evidence that the installation of
equipment follows design intentions and that the equipment
as installed will perform consistently within predetermined
limits (commissioning); and

b) obtaining and documenting evidence that the equipment as
installed and operated in accordance with process
specifications will function reliably, produce acceptable
product or services, and that key process variables are known
(performance qualification).

4 Guidance on quality system
requirements

4.1 Management responsibility
4.1.1 Quality policy

Guidance for clauses 4.1.1 of EN 29001 and
EN 46001 and for clauses 4.1.1 of EN 29002 and
EN 46002.

When defining and documenting the supplier’s
quality policy, commitment and objectives, the
management should express the policy in language
that the staff can understand. The policy should be
specific to the product supplied and to the staff
employed.

Management should be seen to demonstrate
commitment to their quality policy both actively and
on a continuing basis.

For general guidance see 4.1, 4.2, 4.3 and 4.4.4 of
EN 29004.

4.1.2 Organization
4.1.2.1 Responsibility and authority

Guidance for clauses 4.1.2.1 of EN 29001 and
EN 46001 and for clauses 4.1.2.1 of EN 29002 and
EN 46002.

It is important that conformance with specified
requirements is not compromised by considerations
of increased production, economy or market
pressure. Therefore, within an organization, levels
of responsibility, authority and inter-relationships
are established and typically illustrated in an
organization chart. In particular, responsibilities
for key elements of the quality system should be
identified and be included in written job
descriptions.

Responsibility for the effective operation of the
quality system rests with the management
representative (see 4.1.2.3) who should establish
systems to ensure:

a) product meets specified requirements;

b) documented quality systems, standards and
specifications are maintained; and

¢) regular internal quality audits are performed.

The responsibility for quality assurance and
production should be assigned to separate
individuals. Annex B to this European Standard
provides an example of the features of a job
description for these individuals.

Particular guidance on responsibility and authority
for the manufacture of sterile products, or other
products for which the microbiological cleanliness is
of significance, is provided in annex A.

Deputies for the key individuals identified above
should be nominated and be capable of assuming the
responsibilities when necessary.

For general guidance, see also 5.2.1, 5.2.2 and 5.2.3
of EN 29004.

4.1.2.2 Verification resources and personnel

Guidance for clauses 4.1.2.2 of EN 29001 and
EN 46001 and for clauses 4.1.2.2 of EN 29002 and
EN 46002.

The resources which need to be provided may
include personnel trained in specific disciplines, for
example materials science, microbiology or
statistics.

For general guidance, see also 5.2.4 and 18.3 of
EN 29004.
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