BRITISH STANDARD BS EN
834:1995

Heat cost allocators for
the determination of
the consumption of
room heating

radiators —
Appliances with
electrical energy

supply

The European Standard EN 834:1994 has the status of a
British Standard

W, A, @
LA W =—
B e

NO COPYING WITHOUT BSI PERMISSION EXCEPT AS PERMITTED BY COPYRIGHT LAW
Y\ W

Document Sharing Hub

Full document details: BS EN 834:1995


http://www.avadocuments.com/doc/bs-en-834-1995
http://www.avadocuments.com/doc/bs-en-834-1995

BS EN 834:1995

Committees responsible for this
British Standard

The preparation of this British Standard was entrusted to Technical
Committee CPL/30, Measurement of fluid flow in closed circuits, upon which
the following bodies were represented:

British Compressed Air Society

British Gas plc

Department of Energy (Gas and Oil Measurement Branch)
Department of Trade and Industry (National Engineering Laboratory)
Electricity Industry in United Kingdom

Energy Industries Council

GAMBICA (BEAMA Ltd.)

Institute of Measurement and Control

Institute of Petroleum

Institute of Trading Standards Administration

Institution of Gas Engineers

Institution of Mechanical Engineers

Society of British Gas Industries

Water Services Association of England and Wales

This British Standard, having

been prepared under

the direction of the

Electrotechnical Sector

Board, was published

under the authority of the

Standards Board and

comes into effect on Amendments issued since publication
15 August 1995

© BSI 11-1999 Amd. No. | Date Comments

The following BSI references
relate to the work on this
standard:

Committee reference CPL/30
Draft for comment 92/04218 DC

ISBN 0 580 24274 9 ___ Documents

Document Sharing Hub

Full document details: BS EN 834:1995


http://www.avadocuments.com/doc/bs-en-834-1995
http://www.avadocuments.com/doc/bs-en-834-1995

BS EN 834:1995

Contents
Page
Committees responsible Inside front cover
National foreword 11
Foreword 2
Text of EN 834 5
Documents

Document Sharing Hub
© BSI 11-1999 1

Full document details: BS EN 834:1995


http://www.avadocuments.com/doc/bs-en-834-1995
http://www.avadocuments.com/doc/bs-en-834-1995

BS EN 834:1995

National foreword

This British Standard has been prepared by Technical Committee CPL/30. It is
the English language version of EN 834:1994 Heat cost allocators for the
determination of the consumption of room heating radiators — Appliances with
electrical energy supply, published by the European Committee for
Standardization (CEN).

The foreword of the European Standard makes reference to the withdrawal of
conflicting national standards. In this case no such national standard exists.
Product certification. Users of this British Standard are advised to consider the
desirability of third party certification of product conformity with this British
Standard based on testing and continuing surveillance, which may be coupled
with assessment of a supplier’s quality systems against the appropriate standard
in the BS EN ISO 9000 series.

Enquiries as to the availability of the third party certification schemes are
forwarded by BSI to the Association of British Certification Bodies. If a third
party certification scheme does not already exist, users should consider
approaching an appropriate body from the list of Association members.

A British Standard does not purport to include all the necessary provisions of a
contract. Users of British Standards are responsible for their correct application.

Compliance with a British Standard does not of itself confer immunity
from legal obligations.

Summary of pages

This document comprises a front cover, an inside front cover, pages 1 and 11,
the EN title page, pages 2 to 15 and a back cover.

This standard has been updated (see copyright date) and may have had
amendments incorporated. This will be indicated in the amendment table on the

inside front cover. Documents
Y= ©E§fﬁrﬂ%@§ Sharing Hub

ii

Full document details: BS EN 834:1995


http://www.avadocuments.com/doc/bs-en-834-1995
http://www.avadocuments.com/doc/bs-en-834-1995

EUROPEAN STANDARD EN 834
NORME EUROPEENNE
EUROPAISCHE NORM

October 1994

I1CS 91.140.10

Descriptors: Metrology, buildings, heating, energy consumption, measuring instruments, temperature measuring instruments,
recording apparatus, electric power supply, performance evaluation, measurements, specifications, installation,
utilization, inspection

English version

Heat cost allocators for the determination of the
consumption of room heating radiators —
Appliances with electrical energy supply

Répartiteurs de frais de chauffage pour Heizkostenverteiler fir die

enregistrer les valeurs de consommation de Verbrauchswerterfassung von

surfaces de corps de chauffe — Appareils avec =~ Raumbheizflachen —

une alimentation en énergie électrique Geridte mit elektrischer Energieversorgung

This European Standard was approved by CEN on 1994-10-14. CEN members
are bound to comply with the CEN/CENELEC Internal Regulations which
stipulate the conditions for giving this European Standard the status of a
national standard without any alteration.

Up-to-date lists and bibliographical references concerning such national
standards may be obtained on application to the Central Secretariat or to any
CEN member.

This European Standard exists in three official versions (English, French,
German). A version in any other language made by translation under the
responsibility of a CEN member into its own language and notified to the
Central Secretariat has the same status as the official versions.

CEN members are the national standards bodies of Austria, Belgium,
Denmark, Finland, France, Germany, Greece, Iceland, Ireland, Italy,
Luxembourg, Netherlands, Norway, Portugal, Spain, Sweden, Switzerland and
United Kingdom.

CEN

European Committee for Standardization
Comité Européen de Normalisation
Europaisches Komitee fur Normung

Central Secretariat: rue de Stassart 36, B-1050 Brussels

© 1994 Copyright reserved to CEN members
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