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This British Standard, having
been prepared under the
direction of the Sector Board for
Materials and Chemicals, was
published under the authority of
the Standards Board and comes
into effect on
15 October 1997

 BSI 1997

The following BSI references
relate to the work on this
standard:
Committee reference LBI/35/3
Draft for comment 92/57872 DC

ISBN 0 580 28131 0

Amendments issued since publication

Amd. No. Date Text affected

Committees responsible for this
British Standard

The preparation of this British Standard was entrusted by Technical Committee
LBI/35, Sterilizers, autoclaves and disinfectors, to Subcommittee LBI/35/3,
Sterilization indicators, upon which the following bodies were represented:

ABHI Special Interest Section (Sterilizers and Disinfectors)

Association of British Healthcare Industries

BLWA Ltd. (the Association of the Laboratory Supply Industry)

Department of Health (Medical Devices Agency)

European Sterilization Packaging Association (UK)

Medical Sterile Products Association

Public Health Laboratory Service

Royal College of Pathologists

Royal Pharmaceutical Society of Great Britain
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 BSI 1997 i

BS EN 867-2 : 1997

National foreword

This Part of BS EN 867 has been prepared by Subcommittee LBI/35/3, and is the
English language version of EN 867-2 : 1997 Non-biological systems for use in
sterilizers Ð Part 2: Process indicators (Class A), published by the European
Committee for Standardization (CEN).

Cross-reference

Publication referred to Corresponding British Standard

BS EN 867 Non-biological systems for use in sterilizers
EN 867-1 : 1997 BS EN 867-1 : 1997 General requirements

Attention is also drawn to BS 7720 : 1995 Specification for non-biological sterilization
indicators equivalent to the Bowie and Dick test.

Compliance with a British Standard does not of itself confer immunity
from legal obligations.

Summary of pages

This document comprises a front cover, an inside front cover, pages i and ii, the
EN title page, pages 2 to 6, an inside back cover and a back cover.
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