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National foreword
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The UK participation in its preparation was entrusted to Technical 
Committee EPL/29, Electroacoustics.

A list of organizations represented on this committee can be obtained on 
request to its committee manager.
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European foreword 

The text of document 29/1109/FDIS, future edition 2 of IEC 60645-6, prepared by IEC/TC 29 
"Electroacoustics" was submitted to the IEC-CENELEC parallel vote and approved by CENELEC as 
EN IEC 60645-6:2022. 

The following dates are fixed: 

• latest date by which the document has to be implemented at national
level by publication of an identical national standard or by endorsement

(dop) 2023-01-14 

• latest date by which the national standards conflicting with the
document have to be withdrawn

(dow) 2025-04-14 

This document supersedes EN 60645-6:2010 and all of its amendments and corrigenda (if any). 

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. CENELEC shall not be held responsible for identifying any or all such patent rights.  

This document has been prepared under a Standardization Request given to CENELEC by the 
European Commission and the European Free Trade Association. 

Any feedback and questions on this document should be directed to the users’ national committee. A 
complete listing of these bodies can be found on the CENELEC website. 

Endorsement notice 

The text of the International Standard IEC 60645-6:2022 was approved by CENELEC as a European 
Standard without any modification. 

In the official version, for Bibliography, the following note has to be added for the standard indicated: 

ISO 389-6 NOTE Harmonized as EN ISO 389-6 
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Annex ZA 
(normative) 

Normative references to international publications 
with their corresponding European publications 

The following documents are referred to in the text in such a way that some or all of their content 
constitutes requirements of this document. For dated references, only the edition cited applies. For 
undated references, the latest edition of the referenced document (including any amendments) 
applies.  

NOTE 1   Where an International Publication has been modified by common modifications, indicated by (mod), 
the relevant EN/HD applies.  

NOTE 2   Up-to-date information on the latest versions of the European Standards listed in this annex is available 
here: www.cenelec.eu.  

Publication Year Title EN/HD Year 

IEC 60318-4 - Electroacoustics - Simulators of human 
head and ear - Part 4: Occluded-ear 
simulator for the measurement of 
earphones coupled to the ear by means of 
ear inserts

EN 60318-4 - 

IEC 60318-5 - Electroacoustics - Simulators of human 
head and ear - Part 5: 2 cm3 coupler for 
the measurement of hearing aids and 
earphones coupled to the ear by means of 
ear inserts

EN 60318-5 - 

IEC 60601-1 - Medical electrical equipment - Part 1: 
General requirements for basic safety and 
essential performance

EN 60601-1 - 

IEC 60601-1-2 - Medical electrical equipment - Part 1-2: 
General requirements for basic safety and 
essential performance - Collateral 
Standard: Electromagnetic disturbances - 
Requirements and tests

EN 60601-1-2 - 

IEC 60645-1 2017 Electroacoustics - Audiometric equipment - 
Part 1: Equipment for pure-tone and 
speech audiometry 

EN 60645-1 2017 

IEC 60645-3 2020 Electroacoustics - Audiometric equipment - 
Part 3: Test signals of short duration 

EN IEC 60645-3 2020 

ISO/IEC Guide 98-3 - Uncertainty of measurement - Part 3: 
Guide to the expression of uncertainty in 
measurement (GUM:1995)

- - 
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