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BRITISH STANDARD

National foreword

This British Standard is the UK implementation of EN IEC 61846:2025.
[t is identical to IEC 61846:2025. It supersedes BS EN 61846:1999, which
will be withdrawn on 31 March 2028.

The UK participation in its preparation was entrusted to Technical
Committee EPL/87, Ultrasonics.

Alist of organizations represented on this committee can be obtained on
request to its committee manager.

Contractual and legal considerations

This publication has been prepared in good faith, however no
representation, warranty, assurance or undertaking (express or
implied) is or will be made, and no responsibility or liability is or will be
accepted by BSI in relation to the adequacy, accuracy, completeness or
reasonableness of this publication. All and any such responsibility and
liability is expressly disclaimed to the full extent permitted by the law.

This publication is provided as is, and is to be used at the
recipient’s own risk.

The recipient is advised to consider seeking professional guidance with
respect to its use of this publication.

This publication is not intended to constitute a contract. Users are
responsible for its correct application.

© The British Standards Institution 2025
Published by BSI Standards Limited 2025

ISBN 978 0 539 20257 1
ICS 11.040.50; 11.040.60

Compliance with a British Standard cannot confer immunity from
legal obligations.

This British Standard was published under the authority of the
Standards Policy and Strategy Committee on 31 March 2025.

Amendments/corrigenda issued since publication

Date Text affected
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EN IEC 61846:2025 (E)

European foreword

The text of document 87/879/FDIS, future edition 2 of |JEC 61848, prepared by TC 87 "Ultrasonics"
was submitted to the IEC-CENELEC parallel vote and approved by CENELEC as
EN IEC 61846:2025.

The following dates are fixed:

» latest date by which the document has to be implemented at national (dop) 2026-03-31
level by publication of an identical national standard or by endorsement

+ latest date by which the national standards conflicting with the (dow) 2028-03-31
document have to be withdrawn

This document supersedes EN 61846:1998 and all of its amendments and corrigenda (if any).

Attention is drawn to the possibility that some of the elements of this document may be the subject of
patent rights. CENELEC shall not be held responsible for identifying any or all such patent rights.

Any feedback and questions on this document should be directed to the users’ national committee. A
complete listing of these bodies can be found on the CENELEC website.

Endorsement notice

The text of the International Standard IEC 61846:2025 was approved by CENELEC as a European
Standard without any modification.

In the official version, for Bibliography, the following note has to be added for the standard indicated:

IEC 61828:2020 NOTE Approved as EN IEC 61828:2021 (not modified)
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Annex ZA
(normative)

Normative references to international publications
with their corresponding European publications

The following documents are referred to in the text in such a way that some or all of their content
constitutes requirements of this document. For dated references, only the edition cited applies. For
undated references, the latest edition of the referenced document (including any amendments)
applies.

NOTE 1 Where an International Publication has been modified by common modifications, indicated by (mod),
the relevant EN/HD applies.

NOTE 2 Up-to-date information on the latest versions of the European Standards listed in this annex is available
here: www.cencenelec.eu.

Publication Year Title EN/HD Year
EC 60050-113 2011 International Electrotechnical Vocabulary - - -

Part 113: Physics for electrotechnology

IEC/TR 62781 - Ultrasonics - Conditioning of water for - -
ultrasonic measurements
IEC 60565-1 - Underwater acoustics - Hydrophones - ENIEC 60565-1 -

Calibration of hydrophones - Part 1:
Procedures for free-field calibration of
hydrophones

IEC 60565-2 - Underwater acoustics - Hydrophones - EN IEC 60565-2 -
Calibration of hydrophones - Part 2:
Procedures for low frequency pressure
calibration

EC 62127-1 2022 Ultrasonics - Hydrophones - Part 1: ENIEC 62127-1 2022
Measurement and characterization of
medical ultrasonic fields

EC 62127-2 2025 Ultrasonics - Hydrophones - Part 2: ENIEC 62127-2 2025
Calibration for ultrasonic fields

EC 62127-3 - Ultrasonics - Hydrophones - Part 3: ENIEC 62127-3 -
Properties of hydrophones for ultrasonic
fields

IEC 63045 2020 Ultrasonics - Non-focusing short pressure EN IEC 63045 2020

pulse sources including ballistic pressure
pulse sources - Characteristics of fields
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INTERNATIONAL ELECTROTECHNICAL COMMISSION

ULTRASONICS - THERAPEUTIC FOCUSED SHORT PRESSURE PULSE
SOURCES - CHARACTERISTICS OF FIELDS

FOREWORD

1) The International Electrotechnical Commission (IEC) is a worldwide organization for standardization comprising
all national electrotechnical committees (IEC National Committees). The object of IEC is to promote international
co-operation on all questions concerning standardization in the electrical and electronic fields. To this end and
in addition to other activities, IEC publishes International Standards, Technical Specifications, Technical Reports,
Publicly Available Specifications (PAS) and Guides (hereafter referred to as "IEC Publication(s)"). Their
preparation is entrusted to technical committees; any IEC National Committee interested in the subject dealt with
may participate in this preparatory work. International, governmental and non-governmental organizations liaising
with the IEC also participate in this preparation. IEC collaborates closely with the International Organization for
Standardization (ISO) in accordance with conditions determined by agreement between the two organizations.

2) The formal decisions or agreements of IEC on technical matters express, as nearly as possible, an international
consensus of opinion on the relevant subjects since each technical committee has representation from all
interested IEC National Committees.

3) IEC Publications have the form of recommendations for international use and are accepted by IEC National
Committees in that sense. While all reasonable efforts are made to ensure that the technical content of IEC
Publications is accurate, IEC cannot be held responsible for the way in which they are used or for any
misinterpretation by any end user.

4) In order to promote international uniformity, IEC National Committees undertake to apply IEC Publications
transparently to the maximum extent possible in their national and regional publications. Any divergence between
any IEC Publication and the corresponding national or regional publication shall be clearly indicated in the latter.

5) IEC itself does not provide any attestation of conformity. Independent certification bodies provide conformity
assessment services and, in some areas, access to IEC marks of conformity. IEC is not responsible for any
services carried out by independent certification bodies.

6) All users should ensure that they have the latest edition of this publication.

7) No liability shall attach to IEC or its directors, employees, servants or agents including individual experts and
members of its technical committees and IEC National Committees for any personal injury, property damage or
other damage of any nature whatsoever, whether direct or indirect, or for costs (including legal fees) and
expenses arising out of the publication, use of, or reliance upon, this IEC Publication or any other IEC
Publications.

8) Attention is drawn to the Normative references cited in this publication. Use of the referenced publications is
indispensable for the correct application of this publication.

9) IEC draws attention to the possibility that the implementation of this document may involve the use of (a)
patent(s). IEC takes no position concerning the evidence, validity or applicability of any claimed patent rights in
respect thereof. As of the date of publication of this document, IEC had not received notice of (a) patent(s), which
may be required to implement this document. However, implementers are cautioned that this may not represent
the latest information, which may be obtained from the patent database available at https://patents.iec.ch. IEC
shall not be held responsible for identifying any or all such patent rights.

EC 61848 has been prepared by IEC technical committee 87: Ultrasonics. It is an International
Standard.

This second edition cancels and replaces the first edition published in 1998. This edition
constitutes a technical revision.

This edition includes the following significant technical changes with respect to the previous
edition:
a) Change of title:

"pressure pulse lithotripters" in the previous edition is changed to "therapeutic focused short
pressure pulse sources" in order to take into account the development in the relevant
technical and biomedical applications of such sources, which were originally used only for
(kidney) lithotripsy, while recent applications include a wide range for the treatment of, for
example, stone diseases, orthopaedic pain, tissue, cardiac and brain diseases.

The term "focused" was added to differentiate |[EC 618464 from IEC 63045. Documents
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The term "short" was added to align the nomenclature to IEC 63045 and to differentiate
EC 61844 from standards in the HIFU and HITU fields.

b) Clause 1 and elsewhere in the document: The term "lithotripsy" is changed to "therapy" in
order to account for the wide range of applications beyond stone diseases.

c) Clause 3: The "-6 dB" parameter definitions are replaced by "-»n dB" to avoid
misconceptions in the significance and use of these parameters and to account for newer
findings in literature.

Additional "» MPa" parameters are introduced for the same reasons.

The definitions of "derived" parameters are aligned to those in recently published standards,

for example |[EC 62127-1..

New definitions were added which describe parameters appearing in newer relevant
literature, for example "momentum", "average positive acoustic pressure", "cavitation

induction index", "pulse to pulse variability", "total pressure pulse energy dose".

d) Clause 6: The terms "focus hydrophone" and "field hydrophone" were removed to account
for newer technical developments. New terms distinguish between "hydrophones for
pressure pulse measurements" and "hydrophones for quality assurance".

e) Annexes: Descriptions, tables and figures were edited to account for newer literature and
standards as well as technical developments.

The text of this International Standard is based on the following documents:

Draft Report on voting

87/879/FDIS 87/887/RVD

Full information on the voting for its approval can be found in the report on voting indicated in
the above table.

The language used for the development of this International Standard is English.
Words in bold in the text are defined in Clause 3.

This document was drafted in accordance with ISO/IEC Directives, Part 2, and developed in
accordance with ISO/IEC Directives, Part 1 and ISO/IEC Directives, IEC Supplement, available
at www.iec.ch/members_experts/refdocs. The main document types developed by IEC are
described in greater detail at www.iec.ch/publications.

The committee has decided that the contents of this document will remain unchanged until the
stability date indicated on the IEC website under webstore.iec.ch in the data related to the
specific document. At this date, the document will be

e reconfirmed,
e withdrawn, or

e revised.
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INTRODUCTION

Focused short pressure pulses were initially (since February 1980) applied clinically in
lithotripsy, to break up and disrupt calcific deposits within the body, in particular, stones within
the renal, biliary and salivary glands tracts. Extracorporeal pressure pulse lithotripsy has up to
now been regarded as the most applied therapeutic option for treating most renal calculi [18],
[23], [24].

The use of pressure pulses has been evolved to a more general use, often called
"extracorporeal shock wave therapy (ESWT)" which expands its application to a broad range of
musculoskeletal conditions, including plantar fasciitis, calcific tendinitis of the shoulder, lateral
or medial epicondylitis of the elbow, pain treatment, non-union and delayed union of fractures
[25]. Some of these are also treated using unfocused pressure pulse sources, which are
specified in IEC 63045.

Several different forms of equipment for lithotripsy and for ESWT are commercially available
from a number of manufacturers.

This document specifies methods of measuring and characterizing the acoustic pressure field
generated by focusing pressure pulse equipment.
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ULTRASONICS - THERAPEUTIC FOCUSED SHORT PRESSURE PULSE
SOURCES - CHARACTERISTICS OF FIELDS

1 Scope

This document is applicable to:

— therapy equipment using extracorporeally induced focused pressure pulse waves;
— therapy equipment producing focused mechanical energy excluding thermal energy.

This document does not apply to percutaneous and laser lithotripsy equipment.

This document does not apply to:

— histotripsy or other therapeutic ultrasound bursts of longer time duration than that of the
pressure pulse;

— non-focused pressure pulse equipment.
This document specifies:

— measurable parameters which could be used in the declaration of the acoustic output of
extracorporeal focused pressure pulse equipment;

— methods of measurement and characterization of the pressure field generated by focused
pressure pulse equipment.

NOTE The parameters defined in this document do not — at the present time — allow quantitative statements to be
made about effectiveness and possible hazard. In particular, it is not possible to make a statement about the limits
for these effects.

While this document has been developed for equipment intended for use in lithotripsy, it has
been developed such that, as long as no other specific standards are available to be used for
other medical applications of therapeutic extracorporeal focused pressure pulse equipment,
this document can be used as a guideline.

2 Normative references

The following documents are referred to in the text in such a way that some or all of their content
constitutes requirements of this document. For dated references, only the edition cited applies.
For undated references, the latest edition of the referenced document (including any
amendments) applies.

IEC 60050-113:2011|, International Electrotechnical Vocabulary — Part. 113: Physics for
electrotechnology,

IEC TR 62781, Ultrasonics — Conditioning water for ultrasonic measurements

IEC 60565-1, Underwater acoustics — Hydrophones — Calibration of hydrophones —Part 1:
Procedures for free field calibration of hydrophones

IEC 60565-2, Underwater acoustics — Hydrophones — Calibration of hydrophones — Part 2:
Procedures for low frequency pressure calibration

IEC 62127-1:2022, Ultrasonics — Hydrophones — Part 1: Measurement and characterization of
medical ultrasonic fields Documents
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IEC 62127-2:2025, Ultrasonics — Hydrophones — Part 2: Calibration for ultrasonic fields

EC 62127-3, Ultrasonics — Hydrophones — Part 3: Properties of hydrophones for ultrasonic
fields

IEC 63045:2020, Ultrasonics — Non-focusing short pressure pulse sources including ballistic
pressure pulse sources — Characteristics of fields

3 Terms and definitions

For the purposes of this document, the terms and definitions given in IEC 60050-13 and the
following apply.

ISO and IEC maintain terminology databases for use in standardization at the following
addresses:

e |EC Electropedia: available at https://www.electropedia.org/
e |SO Online browsing platform: available at https://www.iso.org/obp

3.1 Acoustic pulse energy

3.11

derived acoustic pulse energy

Epg

spatial integral of the derived pulse-intensity integral over a circular cross-sectional area of
radius R in the x-y plane which contains the focus

Note 1 to entry: The radius R is derived either from the largest size of a threshold value of pressure, derived pulse
intensity integral, or any other quantity. This quantity is stated as a second index. The manufacturer chooses the
appropriate quantity and threshold value based on their clinical significance, based on one or more of clinical
significance, literature and risk analysis.

Note 2 to entry: The derived acoustic pulse energy is expressed in joules (J).

3.1.2

derived focal acoustic pulse energy

Ey

spatial integral of the derived pulse-intensity integral over the focal cross-sectional area

Note 1 to entry: The derived focal acoustic pulse energy is expressed in joules (J).

3.2

beam axis

line passing through the geometric centre of the aperture of the pressure pulse generator and
the focus

Note 1 to entry: This line is taken as the z axis. See 6.1 and Clause 7.

3.3
compressional pulse duration

TFWHM, pc

time interval beginning at the first time the instantaneous acoustic pressure exceeds 50 %
of the peak-compressional acoustic pressure and ending at the next time the instantaneous
acoustic pressure has that value

SEE: Figure C.1.

Note 1 to entry: The compressional pulse duration is expressed in seconds (s).

Note 2 to entry: The subscript "FWHM" stands for "full width, half maximum". Documents
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3.4

rarefactional pulse duration

for

time interval beginning at the first time the instantaneous acoustic pressure is less than 10 %
of the peak-rarefactional acoustic pressure after the decay of the peak-compressional
acoustic pressure and ending at the next time the instantaneous acoustic pressure has that
value

SEE: Figure C.1.

Note 1 to entry: The rarefactional pulse duration is expressed in seconds (s).

3.5

derived pulse-intensity integral

Pli(x,y,z)

time integral of the instantaneous intensity at a particular point in a pressure pulse field over
the pressure pulse waveform

Note 1 to entry: This parameter is often called "energy flux density".
Note 2 to entry: The derived pulse-intensity integral is expressed in units of joule per metre squared (J/m?).

Note 3 to entry: The temporal limits for the calculation of the derived pulse-intensity integral are specified in the
temporal integration limits definitions.

3.6
end-of-cable loaded sensitivity

M\ (/)

<of a hydrophone or hydrophone assembly> quotient of the Fourier transformed hydrophone
voltage-time signal F(u (7)) at the end of any integral cable or output connector of a
hydrophone or hydrophone assembly, when connected to a specified electric load impedance,
to the Fourier transformed acoustic pulse waveform F(p(¢)) in the undisturbed free field of a

plane wave in the position of the reference centre of the hydrophone if the hydrophone were
removed

Note 1 to entry: The end-of-cable loaded sensitivity is a complex-valued parameter. Its modulus is expressed in

units of volt per pascal (V Pa_1). Its phase angle is expressed in degrees and represents the phase difference
between the electrical voltage and the sound pressure.

[SOURCE: IEC 62127-1:2022, 3.25].

3.7

focal —n dB cross-sectional area

A naB

area of the peak-compressional acoustic pressure contour which is in the plane,
perpendicular to the beam axis and containing the focus, where all points on the contour have
a pressure of —n dB relative to the value at the focus

Note 1 to entry: The value of n is stated as subscript.
Note 2 to entry: Typical values of —n dB are: -3 dB, -6 dB, -10 dB, -12 dB, -20 dB. Reasonable values of n for
clinical approval and communication to the users can be identified by a risk analysis process, by applicable safety

standards, by consulting notified bodies, expert communities (e.g. ISMST — International Society for Medical
Shockwave Treatment) or through literature.

Note 3 to entry: The focal -n dB cross-sectional area is expressed in units of metre squared (m?
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3.8
focal -n dB extent

Lt; ndB
shortest distance along the z axis that connects points on the contour of peak-compressional
acoustic pressure which have a value of —n dB relative to the acoustic pressure at the focus

Note 1 to entry: The value of n and the axial distance z from the measurement centre point are stated as subscript.

Note 2 to entry: Typical values of —n dB are: -3 dB, -6 dB, -10 dB, -12 dB, -20 dB. Reasonable values of n for
clinical approval and communication to the users can be identified by a risk analysis process, by applicable safety
standards, by consulting notified bodies, expert communities (e.g. ISMST - International Society for Medical
Shockwave Treatment) or through literature.

Note 3 to entry: The focal —n dB extent is expressed in metres (m).

3.9
focal —n dB volume

Vi ndB

volume in space contained within the surface defined by the —»n dB (relative to the focal
pressure maximum value) peak-compressional acoustic pressure contours measured
around the focus

Note 1 to entry: It can be difficult to measure —n dB points throughout the volume around the focus. It is reasonable
in practice to approximate the focal -» dB volume from measurements taken in three orthogonal directions: the
beam axis (z axis); the direction of maximum beam diameter (x axis); the axis perpendicular to the x axis (y axis),
which are also orthogonal to the beam axis.

Note 2 to entry: Typical values of -n dB are: -3 dB, -6 dB, -10 dB, -12 dB, —20 dB. Reasonable values of n for
clinical approval and communication to the users can be identified by a risk analysis process, by applicable safety
standards, by consulting notified bodies, expert communities (e.g. ISMST — International Society for Medical
Shockwave Treatment) or through literature.

Note 3 to entry: The focal - dB volume is expressed in units of metre cubed (m3).

Note 4 to entry: The value of n is stated as a subscript.

Note 5 to entry: See |EC 61828§.

3.10
focal —=n dB width, maximum

Lty ndB
maximum width of the —»n dB (relative to the focal pressure maximum value) contour of p,

around the focus in the x-y plane which contains the focus

Note 1 to entry: Typical values of —n dB are: -3 dB, -6 dB, —-10 dB, —-12 dB, -20 dB. Reasonable values of n for
clinical approval and communication to the users can be identified by a risk analysis process, by applicable safety
standards, by consulting notified bodies, expert communities (e.g. ISMST — International Society for Medical
Shockwave Treatment) or through literature.

Note 2 to entry: The focal width, maximum is expressed in metres (m).

3.11
focal —n dB width, orthogonal

Lty naB
y,n
width of the —n dB (relative to the focal pressure maximum value) contour of p, around the

focus, in the x-y plane which contains the focus, in the direction perpendicular to fx

Note 1 to entry: Typical values of -n dB are: -3 dB, -6 dB, -10 dB, -12 dB, -20 dB. Reasonable values of n for
clinical approval and communication to the users can be identified by a risk analysis process, by applicable safety
standards, by consulting notified bodies, expert communities (e.g. ISMST — International Society for Medical
Shockwave Treatment) or through literature.

Note 2 to entry: The focal width, orthogonal is expressed in metres (m).
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