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European foreword 

The text of document 62B/1254/FDIS, future edition 1 of IEC 62563-2, prepared by SC 62B 
“Diagnostic imaging equipment” of IEC/TC 62 “Electrical equipment in medical practice” was submitted 
to the IEC-CENELEC parallel vote and approved by CENELEC as EN IEC 62563-2:2021. 

The following dates are fixed: 

• latest date by which the document has to be implemented at national
level by publication of an identical national standard or by endorsement

(dop) 2022–09–15 

• latest date by which the national standards conflicting with the
document have to be withdrawn

(dow) 2024–12–15 

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. CENELEC shall not be held responsible for identifying any or all such patent rights. 

Any feedback and questions on this document should be directed to the users’ national committee. A 
complete listing of these bodies can be found on the CENELEC website. 

Endorsement notice 

The text of the International Standard IEC 62563-2:2021 was approved by CENELEC as a European 
Standard without any modification. 

In the official version, for Bibliography, the following notes have to be added for the standards 
indicated: 

ISO/CIE 11664-1:2019 NOTE Harmonized as EN ISO/CIE 11664-1:2019 (not modified) 

IEC 60601-1:2005 NOTE Harmonized as EN 60601-1:2006 (not modified) +A11:2011 
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Annex ZA 
(normative) 

Normative references to international publications 
with their corresponding European publications 

The following documents are referred to in the text in such a way that some or all of their content 
constitutes requirements of this document. For dated references, only the edition cited applies. For 
undated references, the latest edition of the referenced document (including any amendments) 
applies. 

NOTE 1 Where an International Publication has been modified by common modifications, indicated by (mod), the 
relevant EN/HD applies. 

NOTE 2 Up-to-date information on the latest versions of the European Standards listed in this annex is available 
here: www.cenelec.eu. 

Publication Year Title EN/HD Year 

IEC/TR 60788 2004 Medical electrical equipment - Glossary of 
defined terms 

- - 

IEC 62563-1 2009 Medical electrical equipment - Medical 
image display systems - Part 1: Evaluation 
methods 

EN 62563-1 2010 

/AMD1 2016 /A1 2016 
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INTERNATIONAL ELECTROTECHNICAL COMMISSION 

____________ 

 
MEDICAL ELECTRICAL EQUIPMENT –  
MEDICAL IMAGE DISPLAY SYSTEMS – 

 
Part 2: Acceptance and constancy tests  

for medical image displays 
 

FOREWORD 
1) The International Electrotechnical Commission (IEC) is a worldwide organization for standardization comprising 

all national electrotechnical committees (IEC National Committees). The object of IEC is to promote international 
co-operation on all questions concerning standardization in the electrical and electronic fields. To this end and 
in addition to other activities, IEC publishes International Standards, Technical Specifications, Technical Reports, 
Publicly Available Specifications (PAS) and Guides (hereafter referred to as “IEC Publication(s)”). Their 
preparation is entrusted to technical committees; any IEC National Committee interested in the subject dealt with 
may participate in this preparatory work. International, governmental and non-governmental organizations liaising 
with the IEC also participate in this preparation. IEC collaborates closely with the International Organization for 
Standardization (ISO) in accordance with conditions determined by agreement between the two organizations. 

2) The formal decisions or agreements of IEC on technical matters express, as nearly as possible, an international 
consensus of opinion on the relevant subjects since each technical committee has representation from all 
interested IEC National Committees.  

3) IEC Publications have the form of recommendations for international use and are accepted by IEC National 
Committees in that sense. While all reasonable efforts are made to ensure that the technical content of IEC 
Publications is accurate, IEC cannot be held responsible for the way in which they are used or for any 
misinterpretation by any end user. 

4) In order to promote international uniformity, IEC National Committees undertake to apply IEC Publications 
transparently to the maximum extent possible in their national and regional publications. Any divergence between 
any IEC Publication and the corresponding national or regional publication shall be clearly indicated in the latter. 

5) IEC itself does not provide any attestation of conformity. Independent certification bodies provide conformity 
assessment services and, in some areas, access to IEC marks of conformity. IEC is not responsible for any 
services carried out by independent certification bodies. 

6) All users should ensure that they have the latest edition of this publication. 

7) No liability shall attach to IEC or its directors, employees, servants or agents including individual experts and 
members of its technical committees and IEC National Committees for any personal injury, property damage or 
other damage of any nature whatsoever, whether direct or indirect, or for costs (including legal fees) and 
expenses arising out of the publication, use of, or reliance upon, this IEC Publication or any other IEC 
Publications.  

8) Attention is drawn to the Normative references cited in this publication. Use of the referenced publications is 
indispensable for the correct application of this publication. 

9) Attention is drawn to the possibility that some of the elements of this IEC Publication may be the subject of patent 
rights. IEC shall not be held responsible for identifying any or all such patent rights. 

IEC 62563-2 has been prepared by subcommittee 62B: Diagnostic imaging equipment, of IEC 
technical committee 62: Electrical equipment in medical practice. 

The text of this International Standard is based on the following documents: 

Draft Report on voting 

62B/1254/FDIS 62B/1262/RVD 

 
Full information on the voting for its approval can be found in the report on voting indicated in 
the above table. 

The language used for the development of this International Standard is English. 
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This document was drafted in accordance with ISO/IEC Directives, Part 2, and developed in 
accordance with ISO/IEC Directives, Part 1 and ISO/IEC Directives, IEC Supplement, available 
at www.iec.ch/members_experts/refdocs. The main document types developed by IEC are 
described in greater detail at www.iec.ch/standardsdev/publications. 

In this document, the following print types are used:  

– requirements and definitions: roman type; 
– informative material appearing outside of tables, such as notes, examples and references: in smaller type. 

Normative text of tables is also in a smaller type; 

– TERMS DEFINED IN CLAUSE 3 OF THIS INTERNATIONAL STANDARD, OR AS NOTED: SMALL CAPITALS. 

A list of all parts in the IEC 62563 series, published under the general title Medical electrical 
equipment – Medical image display systems, can be found on the IEC website. 

The committee has decided that the contents of this document will remain unchanged until the 
stability date indicated on the IEC website under webstore.iec.ch in the data related to the 
specific document. At this date, the document will be  

• reconfirmed, 

• withdrawn, 

• replaced by a revised edition, or 

• amended. 
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INTRODUCTION 

This document defines ACCEPTANCE and CONSTANCY TESTS for medical image displays. It defines 
TEST ITEMS for the ACCEPTANCE and CONSTANCY TESTS, as well as the performance CRITERIA and 
the test frequency for each TEST ITEM, elements of the measurement method related to an image 
quality parameter in an IMAGE DISPLAY SYSTEM. The evaluation methods of the TEST ITEMS are 
not described in this document; rather, evaluation methods, along with prerequisites, equipment 
and tools for the TEST ITEMS, are defined in IEC 62563-1. 

ACCEPTANCE and CONSTANCY TESTS are performed on site at the installation facility. An 
ACCEPTANCE TEST is carried out after a new IMAGE DISPLAY SYSTEM has been installed or major 
modifications have been made to the existing IMAGE DISPLAY SYSTEM. Since an IMAGE DISPLAY 
SYSTEM can degrade over time, CONSTANCY TESTS are carried out periodically to verify that the 
performance is maintained. 

This document describes appropriate TEST ITEMS and CRITERIA that are considered appropriate 
as an international standard based on survey of quality control testing standards and guidelines 
across the world. Although other existing standards and guidelines have been defined by other 
standard organizations and can be given priority over this document, national authorities are 
encouraged to adopt or harmonize to this document. 
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MEDICAL ELECTRICAL EQUIPMENT –  
MEDICAL IMAGE DISPLAY SYSTEMS – 

 
Part 2: Acceptance and constancy tests  

for medical image displays 
 
 
 

1 Scope 

This part of IEC 62563 establishes the performance CRITERIA and test frequencies for the 
ACCEPTANCE TESTS and CONSTANCY TESTS. The evaluation methods are defined in IEC 62563-1. 
The scope of this document is directed to practical tests that can be visually evaluated or 
measured using basic test equipment. This document applies to medical IMAGE DISPLAY SYSTEMS, 
which can display monochrome image information in the form of greyscale values on colour and 
greyscale IMAGE DISPLAY SYSTEMS. This document does not apply to information displays and to 
displays used solely for control of technical settings of all medical information. 

2 Normative references 

The following documents are referred to in the text in such a way that some or all of their content 
constitutes requirements of this document. For dated references, only the edition cited applies. 
For undated references, the latest edition of the referenced document (including any 
amendments) applies. 

IEC TR 60788:2004, Medical electrical equipment – Glossary of defined terms 

IEC 62563-1:2009, Medical electrical equipment – Medical image display systems – Part 1: 
Evaluation methods   
IEC 62563-1:2009/AMD1:2016 

3 Terms, definitions, symbols and abbreviated terms 

3.1 Terms and definitions 

For the purposes of this document, the terms and definitions in IEC TR 60788:2004, 
IEC 62563-1:2009/AMD1:2016 and the following apply. 

ISO and IEC maintain terminological databases for use in standardization at the following 
addresses:  

• IEC Electropedia: available at http://www.electropedia.org/ 

• ISO Online browsing platform: available at http://www.iso.org/obp 

3.1.1  
ACCEPTANCE TEST 
test carried out after equipment has been installed or major modifications have been made to 
existing equipment to verify compliance with manufacturer's specifications or requirements 

3.1.2  
CONSTANCY TEST 
test carried out to confirm that the functional performance of equipment meets established 
CRITERIA and to enable the early recognition of changes in the properties of components of the 
equipment 
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3.1.3  
LUMINANCE STABILIZER 
embedded functionality of IMAGE DISPLAY SYSTEM which detects LUMINANCE deviation of light 
source by sensor (e.g. at bootup, degradation over time, or temperature change) caused by the 
IMAGE DISPLAY SYSTEM characteristics itself or its environments and adjusts light source 
automatically to stabilize display LUMINANCE 

3.1.4  
CRITERIA 
acceptable deviation or limit defined for each test described in this document for the results of 
an ACCEPTANCE or a CONSTANCY TEST which signal a conforming performance of the equipment 
tested 

3.1.5  
TEST ITEM 
element of the measurement method related to an image quality parameter in an IMAGE DISPLAY 
SYSTEM 

3.1.6  
RESPONSIBLE ORGANIZATION 
entity accountable for the use and maintenance of a medical electrical (ME) equipment or a 
medical electrical (ME) system 

[SOURCE: IEC 60601-1:2005, 3.101] 

3.2 Symbols 

The symbols of physical parameters described in IEC 62563-1 are listed in Table 1. All 
measurements referred to in Table 1 are in the centre of the IMAGE DISPLAY DEVICE; LUMINANCE 
can also be measured at other locations according to the methodologies described in this 
document. 

Table 1 – Overview to the definitions of physical parameters 

Symbol Mathematically derived Definition and explanation 

Lamb  LUMINANCE generated by the ambient light on the surface of an 
IMAGE DISPLAY DEVICE when the IMAGE DISPLAY DEVICE is off. 

Lmin  Minimum LUMINANCE generated by an IMAGE DISPLAY DEVICE at 
DIGITAL DRIVING LEVEL (DDL) = 0 measured at the centre of the 
screen. It includes VEILING GLARE specific to TEST PATTERN used 
for measurement. It is measured with ambient light totally 
switched off (ambient ILLUMINANCE lower than 5 lux at the face of 
the IMAGE DISPLAY). 

Lmax  Maximum LUMINANCE generated by an IMAGE DISPLAY DEVICE at 
DIGITAL DRIVING LEVEL (DDL) = max. measured at the centre of the 
screen. It includes VEILING GLARE specific to TEST PATTERN used 
for measurement. It is measured with ambient light totally 
switched off (ambient ILLUMINANCE lower than 5 lux at the face of 
the IMAGE DISPLAY). 

L′min Lmin + Lamb LUMINANCE that shall be perceived by the human eye at the 
centre of the screen at DIGITAL DRIVING LEVEL (DDL) = 0. It 
contains VEILING GLARE and Lamb. 

L′max Lmax + Lamb LUMINANCE produced by the IMAGE DISPLAY DEVICE that shall be 
perceived by the human eye at the maximum DIGITAL DRIVING 
LEVEL (DDL) measured at the centre of the screen. It contains 
VEILING GLARE and Lamb. 

L’target  Target LUMINANCE at maximum DIGITAL DRIVING LEVEL (DDL) being 
the IMAGE DISPLAY DEVICE vendor recommended value or the 
value used during calibration (including the ambient light 
contribution). 
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