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National foreword

This British Standard is the official English language version of
EN ISO 11199-3:2005. It is identical with ISO 11199-3:2005.

The UK participation in its preparation was entrusted to Technical Committee
CH/173, Technical systems and aids for disabled or handicapped persons,
which has the responsibility to:

— aid enquirers to understand the text;

—  present to the responsible international/European committee any
enquiries on the interpretation, or proposals for change, and keep the
UK interests informed,;

— monitor related international and European developments and
promulgate them in the UK.

A list of organizations represented on this committee can be obtained on
request to its secretary.

Cross-references

The British Standards which implement international or European
publications referred to in this document may be found in the BSI Catalogue
under the section entitled “International Standards Correspondence Index”, or
by using the “Search” facility of the BSI Electronic Catalogue or of

British Standards Online.

This publication does not purport to include all the necessary provisions of a
contract. Users are responsible for its correct application.

Compliance with a British Standard does not of itself confer immunity
from legal obligations.

Summary of pages

This document comprises a front cover, an inside front cover, the EN ISO title
page, the EN ISO foreword page, the ISO title page, pages ii to iv, pages 1 to
24, an inside back cover and a back cover.

The BSI copyright notice displayed in this document indicates when the
document was last issued.

Amendments issued since publication

Amd. No. Date Comments
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EN ISO 11199-3:2005

Foreword

This document (EN ISO 11199-3:2005) has been prepared by Technical Committee ISO/TC 173
"Technical systems and aids for disabled or handicapped persons" in collaboration with
Technical Committee CEN/TC 293 "Technical aids for disabled persons", the secretariat of
which is held by SIS.

This European Standard shall be given the status of a national standard, either by publication of
an identical text or by endorsement, at the latest by October 2005, and conflicting national
standards shall be withdrawn at the latest by October 2005.

According to the CEN/CENELEC Internal Regulations, the national standards organizations of
the following countries are bound to implement this European Standard: Austria, Belgium,
Cyprus, Czech Republic, Denmark, Estonia, Finland, France, Germany, Greece, Hungary,
Iceland, Ireland, Italy, Latvia, Lithuania, Luxembourg, Malta, Netherlands, Norway, Poland,
Portugal, Slovakia, Slovenia, Spain, Sweden, Switzerland and United Kingdom.

Endorsement notice

The text of ISO 11199-3:2005 has been approved by CEN as EN ISO 11199-3:2005 without any
modifications.
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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards bodies
(ISO member bodies). The work of preparing International Standards is normally carried out through ISO
technical committees. Each member body interested in a subject for which a technical committee has been
established has the right to be represented on that committee. International organizations, governmental and
non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely with the
International Electrotechnical Commission (IEC) on all matters of electrotechnical standardization.

International Standards are drafted in accordance with the rules given in the ISO/IEC Directives, Part 2.
The main task of technical committees is to prepare International Standards. Draft International Standards
adopted by the technical committees are circulated to the member bodies for voting. Publication as an

International Standard requires approval by at least 75 % of the member bodies casting a vote.

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent
rights. ISO shall not be held responsible for identifying any or all such patent rights.

SO 11199-3 was prepared by Technical Committee ISO/TC 173, Assistive products for persons with disability.

SO 11199 consists of the following parts, under the general titte Walking aids manipulated by both arms —
Requirements and test methods:

— Part 1: Walking frames
— Part 2: Rollators

— Part 3: Walking tables
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Walking aids manipulated by both arms — Requirements and
test methods —

Part 3:
Walking tables

1 Scope

This part of specifies requirements and methods of testing the static stability, braking capabilities,
static strength and fatigue of walking tables without accessory equipment, unless specified in the particular
test procedure. This part of also gives requirements relating to safety, ergonomics and
performance, marking, labelling and information supplied by the manufacturer.

This part of |ISO 11199 includes all walking tables with three or more wheels or tips against the walking
surface and having arm supports in the shape of a horizontal supporting table or two horizontal forearm
supports.

The requirements and tests are based on everyday usage of walking tables as walking aids, for a maximum
user mass as specified by the manufacturer. This part of [SO 11199 includes walking tables specified for a
user mass of not less than 35 kg.

NOTE Recommendations further to the requirements given in this part of ]SO 11199 are given in Annex A.

2 Normative references
The following referenced documents are indispensable for the application of this document. For dated

references, only the edition cited applies. For undated references, the latest edition of the referenced
document (including any amendments) applies.

S0 9999:1998, Technical aids for disabled persons — Classification
SO 10993-1|, Biological evaluation of medical devices — Part 1: Evaluation and testing
N 1041, Information supplied by the manufacturer with medical devices

N 12182:1999, Technical aids for disabled persons — General requirements and test methods

3 Terms and definitions

For the purposes of this document, the following terms and definitions apply.
31

user
person for which the walking table is designed to aid mobility
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3.2
user mass
body mass of the user

3.3

walking table

walking aid with three or more legs with wheels and/or tips and supporting table or horizontal forearm supports,
pushed forward by the upper arms, possibly in combination with the upper body

NOTE Classification No.: 12 06 12 in accordance with ]SO 9999:2009 (see Figures 1 and 2).

34

supporting table

horizontal part of the walking table, shaped around the upper body, where the arms rest when the walking
table is in use

NOTE The supporting table may be in one piece or divided to give the possibility of individual adjustment to suit the
user's needs (see Figure 1).

3.5

forearm support

horizontal, gutter-shaped part of the walking table (one for each arm) where the forearms rest when the
walking table is in use

NOTE The forearm supports may be combined with a handle with handgrip to keep the arm in position and may be
individually adjustable to suit the user's needs (see Figures 2 and 3).

3.6

folded dimensions

height, width and length of the walking table measured with the walking table folded into its minimum size
without the use of tools

3.7

handgrip

part of the walking table that is intended by the manufacturer to be held by the hand when the walking table is
in use

See Figures 1, 2, 3 and 5.

3.8
handgrip length
dimension of the handgrip measured along its longitudinal axis where the hand grips

See Figure 5.

3.9

handgrip width

outside dimension of the handgrip measured perpendicularly to its longitudinal axis, at the thickest point where
the hand grips

See Figure 5.

3.10

handle

part of the walking table to which the handgrip is attached

See Figures 1, 2 and 3.
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3.1

maximum length

maximum outside dimension of a walking table when the adjustments are at their maximum, measured
horizontally and parallel to the direction of movement when the walking table is in use

See Figure 7.

3.12

maximum width

maximum outside dimension of a walking table when the adjustments are at their maximum measured
horizontally at right angles to the direction of movement when the walking table is in use

See Figure 7.

3.13
supporting height
vertical distance from the point where the arm rests on the supporting table or forearm support to the ground

See Figure 7.

3.14

maximum height

dimension of a walking table when the adjustments are at their maximum, measured vertically from the
highest point down to the walking surface

See Figure 7.

3.15

turning width

minimum distance between two parallel limiting walls in between which a walking table can be turned
through 180°

NOTE The adjustments shall be set so that the walking table occupies the most space.
3.16
datum line

horizontal line on the top surface of the supporting table, positioned at 90° to the direction of travel and
situated as follows:

— for supporting tables with handles, 300 mm behind the rear face of the lower part of the handgrips with
the handles in the foremost position if adjustable;

— for supporting tables without handles, 300 mm behind the front edge of the supporting table;

— for forearm supports, through the midpoint of the gutter-shaped part even if the distance to the rear face
of the lower part of the handgrips is not 300 mm.

See Figure 7.

3.17
datum point
midpoint of the datum line

See Figure 7.

3.18

wheel width

maximum outside dimension of the tyre of the wheel measured 5 mm up from the walking surface when the
walking table is unloaded

See Figure 6.
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