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Foreword 
 
 
 
The text of ISO 11608-4:2006 has been prepared by Technical Committee ISO/TC 84 "Devices 
for administration of medicinal products and intravascular catheters” of the International 
Organization for Standardization (ISO) and has been taken over as EN ISO 11608-4:2007 by 
Technical Committee CEN/TC 205 "Non-active medical devices", the secretariat of which is held 
by DIN. 

This European Standard shall be given the status of a national standard, either by publication of 
an identical text or by endorsement, at the latest by February 2008, and conflicting national 
standards shall be withdrawn at the latest by February 2008. 

Attention is drawn to the possibility that some of the elements of this document may be the 
subject of patent rights. CEN [and/or CENELEC] shall not be held responsible for identifying any 
or all such patent rights. 

ISO 11608-4 consists of the following parts under the general title “Pen-injectors for medical 
use”: 

— Part 1: Pen-injectors - Requirements and test methods 

— Part 2: Needles - Requirements and test methods 

— Part 3: Finished cartridges - Requirements and test methods   

— Part 4: Requirements and test methods for electronic and electromechanical pen-injectors 

According to the CEN/CENELEC Internal Regulations, the national standards organizations of 
the following countries are bound to implement this European Standard: Austria, Belgium, 
Bulgaria, Cyprus, Czech Republic, Denmark, Estonia, Finland, France, Germany, Greece, 
Hungary, Iceland, Ireland, Italy, Latvia, Lithuania, Luxembourg, Malta, Netherlands, Norway, 
Poland, Portugal, Romania, Slovakia, Slovenia, Spain, Sweden, Switzerland and the United 
Kingdom. 

 
Endorsement notice 

 
The text of ISO 11608-4:2006 has been approved by CEN as EN ISO 11608-4:2007 without any 
modifications. 
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