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European foreword

This document (EN ISO 17294-1:2024) has been prepared by Technical Committee ISO/TC 147 "Water
quality” in collaboration with Technical Committee CEN/TC 230 “Water analysis” the secretariat of
which is held by DIN.

This European Standard shall be given the status of a national standard, either by publication of an
identical text or by endorsement, at the latest by October 2024, and conflicting national standards shall
be withdrawn at the latest by October 2024.

Attention is drawn to the possibility that some of the elements of this document may be the subject of
patent rights. CEN shall not be held responsible for identifying any or all such patent rights.

This document supersedes EN ISO 17294-1:2006.

Any feedback and questions on this document should be directed to the users’ national standards
body/national committee. A complete listing of these bodies can be found on the CEN website.

According to the CEN-CENELEC Internal Regulations, the national standards organizations of the
following countries are bound to implement this European Standard: Austria, Belgium, Bulgaria,
Croatia, Cyprus, Czech Republic, Denmark, Estonia, Finland, France, Germany, Greece, Hungary, Iceland,
Ireland, Italy, Latvia, Lithuania, Luxembourg, Malta, Netherlands, Norway, Poland, Portugal, Republic of
North Macedonia, Romania, Serbia, Slovakia, Slovenia, Spain, Sweden, Switzerland, Tiirkiye and the
United Kingdom.

Endorsement notice

The text of ISO 17294-1:2024 has been approved by CEN as EN ISO 17294-1:2024 without any
modification.

Documents

Document Sharing Hub

Full document details: BS EN ISO 17294-1:2024


https://doi.org/10.3403/BSENISO17294?&urlappend=%26utm_campaign=pdfdoi%26utm_source=pdfdoi%26utm_medium=pdf
http://www.avadocuments.com/doc/bs-en-iso-17294-1-2024
http://www.avadocuments.com/doc/bs-en-iso-17294-1-2024

1SO 17294-1:2024(en)

Contents Page
FOT@WOT. ... 1111111111111 eeeeeeeeeeeeeseereereeeeeeeseeeeeeees \'4
IIVETOQUICTIONY ..ot eeeeeeeeeeeeeeeeeereereeeeereeeee vi
1 SCOPI ...tk 1
2 NOTINATIVE FEECIEINCES ...ttt 1
3 Terms and definitions...
4 PIIIICIPIE ...
5 APPATATULS ...
5.1 (O] 0 1<) - U OO
5.2 Sample introduction...
5.2.1 General....
5.2.2 Pump...
5.2.3 Nebulizer...
5.2.4 Spray chamber...
5205 OtNOT SYSTRITIS oottt

5.3 Torch and plasma
5.4 Gas and gas control..

5.5 [OTc] 0 T=) =L )

5.6 Transfer of the ions to the mass spectrometer......

5.7 Mass SPECLIOMELEr ...
5.71 General
5.7.2  LIBIIS SYSTRIMI oot
SIS TR 000 VD 153103 6 W) ol =T on U0 4 o =] U (0O OSSO

5.74  Analyser
5.7.5 Detector

5.7.6  Alternative mass spectrometers and types of inStruments............nn 10
5.8 Signal processing and iNStruMent CONETOL..........c et 11
6 Interferences by conCoOmMitant EIEMEIIES ... 11
6.1 General
6.2 SPECETAL INEETEEIEIICES ... 11
6.2 1 GEIETAL oo 11
6.2.2 Possible elimination strategies for polyatomic ion interferences............. 12
6.3 NON-SPECETAL INEEITOIOIICES ... 13
0.3.1  GEINETAL ..o 13
6.3.2 Interferences in the nebulization ProCess ... 13
6.3.3 Interferences in the PlasMIa. ... 13
6.3.4 Interferences in the interface or 1€NS area. ... 14
6.3.5 Possible elimination strategies for non-spectral interferences (matrix effects)............ 14
7 Adjustment Of the APPATATULS ...
7.1 General. ...
7.2 Tuning the apparatus........ccn,
721 General ...
7.2.2  Alignment of the plasma
7.2.3  Mass calibration............
724 RESOIUTION oo
72,5 DIBEECTOT e
7.3 Verification of instrument performance Criteria. ... 19
8 PrEPATATOTY ST@PS .....oooi et 19
8.1 General
8.2 CROICE OF TS OTOPES oo 20
8.3 Choice of INSTrUMENEAl SETTINES ..o 20
8.4 Choice of integration time
8.5 Choice of reference elements — Internal standards ..., 22
Documents

© IS0 2024 - All rights reserved .
Document Sharing Hub

iii
Full document details: BS EN ISO 17294-1:2024


https://doi.org/10.3403/BSENISO17294?&urlappend=%26utm_campaign=pdfdoi%26utm_source=pdfdoi%26utm_medium=pdf
http://www.avadocuments.com/doc/bs-en-iso-17294-1-2024
http://www.avadocuments.com/doc/bs-en-iso-17294-1-2024

ISO 17294-1:2024(en)

8.6 Linearity and WOTrKING FANGE ...t
8.7 Composition of calibration SOIUTIONS ...
8.8 Method development for cool plasma conditions
8.9 Determination of the method Performance ...
Lo R0 I R € 7Y o 1<) i U oo
8.9.2 Instrument detection limit
8.9.3 Method detection limit......
8.9.4  PreciSion Of the MIETROM ... eeeeeeeeeeeeeeeeeeee e ese s eeeeeee
9 PIOCEAUITC ...t s eeeeeeee
9.1 (T2 1) o= ) OO
9.2 Calibration..........
9.3 Necessary solutions
9.4 A s Ry B =) 016 <) 0 oo
Annex A (informative) Spectral interferences, choice of isotopes and instrument detection
limits for quadrupole ICP-MS iNSEIUIMENES ... 27
BIDIIOGIAPIY ... 32
Documents

© IS0 2024 - All rights reserved

Document Sharing Hub
iv
Full document details: BS EN ISO 17294-1:2024


https://doi.org/10.3403/BSENISO17294?&urlappend=%26utm_campaign=pdfdoi%26utm_source=pdfdoi%26utm_medium=pdf
http://www.avadocuments.com/doc/bs-en-iso-17294-1-2024
http://www.avadocuments.com/doc/bs-en-iso-17294-1-2024

ISO 17294-1:2024(en)

Foreword

[SO (the International Organization for Standardization) is a worldwide federation of national standards
bodies (ISO member bodies). The work of preparing International Standards is normally carried out through
ISO technical committees. Each member body interested in a subject for which a technical committee
has been established has the right to be represented on that committee. International organizations,
governmental and non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely
with the International Electrotechnical Commission (IEC) on all matters of electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are described
in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the different types
of ISO document should be noted. This document was drafted in accordance with the editorial rules of the
[SO/IEC Directives, Part 2 (see www.iso.org/directives).

[SO draws attention to the possibility that the implementation of this document may involve the use of (a)
patent(s). ISO takes no position concerning the evidence, validity or applicability of any claimed patent
rights in respect thereof. As of the date of publication of this document, ISO had not received notice of (a)
patent(s) which may be required to implement this document. However, implementers are cautioned that
this may not represent the latest information, which may be obtained from the patent database available at
www.iso.org/patents. ISO shall not be held responsible for identifying any or all such patent rights.

Any trade name used in this document is information given for the convenience of users and does not
constitute an endorsement.

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and expressions
related to conformity assessment, as well as information about ISO's adherence to the World Trade
Organization (WTO) principlesin the Technical Barriers to Trade (TBT), see www.iso.org/iso/foreword.html.

This document was prepared by Technical Committee ISO/TC 147, Water quality, Subcommittee SC 2, Physical,
chemical and biochemical methods, in collaboration with the European Committee for Standardization
(CEN) Technical Committee CEN/TC 230, Water analysis, in accordance with the Agreement on technical
cooperation between ISO and CEN (Vienna Agreement).

This second edition cancels and replaces the first edition (ISO 17294-1:2004), which has been technically
revised.

The main changes are as follows:
— scope has been revised to align with [SO 17294-2;

— text has been revised to reflect currently available instruments used in routine daily practice in many
laboratories;

— Clauses 5 and 6 have been revised to reflect the state-of-the-art equipment used to measure elements
according to ISO 17294-2;

— abbreviated terms in Clause 9 have been revised to align with common terms used in other standards;
— Table A.1 has been updated.
Alist of all parts in the [SO 17294 series can be found on the ISO website.

Any feedback or questions on this document should be directed to the user’s national standards body. A
complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

Since the last edition of this document, new developments in metal analysis with inductively coupled plasma
mass spectrometry (ICP-MS) have taken place. The use of the collision or reaction cell (CRC) technology
in quadrupole ICP-MS and triple quadrupole ICP-MS has increased in laboratories. For this reason, this
document has been revised and new items have been added.

The intention for the revision of this document was to focus on the instrumentation currently available and
in use for determining elements according to ISO 17294-2 in daily practice in laboratories. The consequence
of this starting point is that the use of correction formulae has been moved to Annex A because of its reduced
importance in modern instrumentation. Many principles also apply for high-resolution or accurate mass
instrumentation, although they are not described in detail in this document.
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International Standard ISO 17294-1:2024(en)

Water quality — Application of inductively coupled plasma
mass spectrometry (ICP-MS) —

Part 1:
General requirements

1 Scope

This document specifies the principles of inductively coupled plasma mass spectrometry (ICP-MS) and
provides general requirements for the use of this technique to determine elements in water, digests of
sludges and sediments (e.g. digests of water as described in ISO 15587-1 or ISO 15587-2). Generally, the
measurement is carried out in water, but gases, vapours or fine particulate matter can be introduced too.
This document applies to the use of ICP-MS for aqueous solution analysis.

The ultimate determination of the elements is described in a separate International Standard for each series
of elements and matrix. The individual clauses of this document refer the user to these guidelines for the
basic principles of the method and the configuration of the instrument.

2 Normative references

The following documents are referred to in the text in such a way that some or all of their content constitutes
requirements of this document. For dated references, only the edition cited applies. For undated references,
the latest edition of the referenced document (including any amendments) applies.

[SO Guide 33, Reference materials — Good practice in using reference materials

ISO 5725-1, Accuracy (trueness and precision) of measurement methods and results — Part 1: General principles
and definitions

[SO 6206, Chemical products for industrial use — Sampling — Vocabulary

3 Terms and definitions

For the purposes of this document, the terms and definitions given in ISO Guide 33, ISO 5725-1, ISO 6206 and
the following apply.

[SO and [EC maintain terminology databases for use in standardization at the following addresses:

— ISO Online browsing platform: available at https://www.iso.org/obp

— IEC Electropedia: available at https://www.electropedia.org/

3.1
analyte
element(s) to be determined

3.2
blank calibration solution
solution prepared in the same way as the calibration solution (3.3) but leaving out the analyte (3.1)
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3.3

calibration solution

solution used to calibrate the instrument, prepared from a stock solution(s) (3.16) or from a certified
standard

3.4
calibration check solution
solution of known composition within the range of the calibration solution (3.3) but prepared independently

3.5

determination

entire process from preparing the test sample solution (3.18) up to and including the measurement and
calculation of the final result (3.14)

3.6

instrument detection limit

LDI 0 0 . - 0 R . .

smallest concentration that can be detected with a defined statistical probability using a contaminant-free
instrument and a blank calibration solution (3.2)

3.7
linearity
functional relationship between the indicated values and the contents

3.8

calibration verification solution

solution with a known concentration of the matrix components compared to the calibration solutions (3.4),
but having an analyte (3.1) concentration half that of the (highest) calibration solution

3.9

method detection limit

Lpy

smallest analyte (3.1) concentration that can be detected with a specified analytical method with a defined
statistical probability

3.10

net intensity

I

signal obtained after background correction

3.11
optimization solution
solution serving for mass calibration and for the optimization of the apparatus conditions

EXAMPLE Adjustment of maximal sensitivity (3.15) with respect to minimal oxide formation rate and minimal
formation of doubly charged ions.

3.12

precision

closeness of agreement between independent test results (3.14) obtained under prescribed conditions

Note 1 to entry: Precision depends only on the distribution of random errors and does not relate to true value or the
specified value.

[SOURCE: ISO 5725-1:2023, 3.12, modified — the definition has been revised and Notes 2 and 3 to entry have
been removed.]

3.13

reagent blank solution

solution prepared by adding to the solvent the same amounts of reagents as those added to the test sample
solution (3.18) and with the same final volume

Documents

© IS0 2024 - All rights reserved .
Document Sharing Hub

2
Full document details: BS EN ISO 17294-1:2024


https://doi.org/10.3403/BSENISO17294?&urlappend=%26utm_campaign=pdfdoi%26utm_source=pdfdoi%26utm_medium=pdf
http://www.avadocuments.com/doc/bs-en-iso-17294-1-2024
http://www.avadocuments.com/doc/bs-en-iso-17294-1-2024

ISO 17294-1:2024(en)

3.14
result
outcome of a measurement

Note 1 to entry: The result is typically calculated as mass concentration (U), expressed in milligrams per litre.

3.15

sensitivity

S

ratio of the variation of the magnitude of the signal (AI) to the corresponding variation in the concentration
of the analyte (3.1) (AC)

Note 1 to entry: Sensitivity is calculated as shown in Formula (1):

Al
S=— 1
AC (1)
3.16
stock solution

solution with accurately known analyte (3.1) concentration(s), prepared from pure chemicals
Note 1 to entry: Stock solutions are reference materials within the meaning of ISO Guide 30.

Note 2 to entry: Pure chemicals are those which have the highest available purity and known stoichiometry and for
which the content of analyte and contaminants should be known with an established degree of certainty.

3.17
test sample
sample prepared from the laboratory sample

Note 1 to entry: The sample can be prepared, for example, by grinding or homogenizing.

3.18

test sample solution

solution prepared with the fraction (test portion) of the test sample (3.17) according to the appropriate
specifications, such that it can be used for the envisaged measurement

4 Principle

In the present context, a plasma is a small cloud of hot (6 000 Kto 10 000 K) and partly ionized (approximately
1 %) argon gas. Cool plasmas have temperatures of only about 2 500 K. The plasma is sustained by a radio-
frequency field. The sample is brought into the plasma as an aerosol. Liquid samples are converted into an
aerosol using a nebulizer. In the plasma, the solvent of the sample evaporates, and the compounds present
decompose into the constituent atoms (dissociation, atomization). The analyte atoms are in most cases
almost completely ionized.

In the mass spectrometer, typically equipped with a collision or reaction cell (CRC) and quadrupole, the
ions are separated and the elements identified according to their mass-to-charge ratio, m/z, while the
concentration of the element is proportional to the number of ions.

ICP-MS is a relative technique. The proportionality factor between response and analyte concentration
relates to the fact that only a fraction of the analyte atoms that are aspirated reach the detector as an ion.
The proportionality factor is determined by measuring calibration solutions (calibration).

With instruments equipped with a magnetic sector field, higher mass resolution spectra can be obtained.
This can help to separate isotopes of interest from interfering species.
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5 Apparatus

5.1 General

The principal components of the equipment used for ICP-MS is shown in Figure 1 in the form of a schematic
block diagram.

_ . |53
=g Mass
. h 2 L2 o
Nebulizer Spray chamber Torch Interface | = 2 8| spectrometer Detector
- 2 o @
(]
S
Pump
Gas control
5 RF Generator Vacuum pumps Slgnall processing
= and instrument
g control
T
w

Figure 1 — Schematic block diagram of an ICP-MS instrument

5.2 Sample introduction

5.2.1 General

To introduce solutions to be measured into the plasma, a peristaltic pump, a nebulizer and a spray chamber
are generally used. The pump supplies the solution to the nebulizer. In the nebulizer, the solution is converted
into an aerosol by an (argon) gas flow, except when an ultrasonic nebulizer is used; see 5.2.3. Large drops
are removed from the aerosol in the spray chamber by means of collisions with the walls or other parts of
the chamber and they are drained off as liquid. The resulting aerosol is then transferred into the plasma via
the injector tube of the torch (see 5.3) with the help of the nebulizer gas (sample-introduction gas).

The sample introduction system is designed in such a way that:
a) the average mass per aerosol droplet is as low as possible;
b) the mass of the aerosol transported to the plasma in each period of time is as constant as possible;

c¢) thedropletsize distribution and the added mass of the aerosol in each period of time is, as far as possible,
independent of the solution to be measured (matrix effect, see 6.3);

d) the time the aerosol takes to stabilize after introduction in the spray chamber of a solution is as short as
possible;

e) the parts of the system in contact with the sample or the aerosol are not corroded, degraded
or contaminated by the solution;

f) carry-over from one sample to subsequent samples is minimized.

The components of the sample introduction system shall be able to withstand any corrosive substances in
the solutions, such as strong acids. The material used for pump tubing should be resistant to dissolution and
chemical attack by the solution to be nebulized. Components that come into contact with the solution are
often made of special plastics. The use of glass and quartz shall be avoided if hydrofluoric acid is present
in the test solution. In those cases, the nebulizer, spray chamber and torch injector tube shall be made of
suitable inert materials.
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The various components of the sample introduction system are discussed hereafter in relation to these
requirements and some examples are compared.

5.2.2 Pump

The use of a peristaltic pump to feed the solutions [e.g. sample, reference elements solutions (8.5)] to the
nebulizer is not necessary with some nebulizers (see 5.2.3) but is desirable in almost all cases in order to
render the supply of the solution less dependent on the composition of the solution. A sampling pump is used
on all modern instruments.

[t is advisable to use a peristaltic pump having the largest possible number of rollers and a velocity as high
as possible to avoid major surges in the supply of the solution. The quantity of solution that is pumped is
mostly between 0,1 ml/min and 1,0 ml/min and typically around 0,4 ml/min to 0,5 ml/min.

5.2.3 Nebulizer

The most common nebulizers are the concentric nebulizer (e.g. Meinhard?), the crossflow nebulizer, the
V-groove nebulizer and the ultrasonic nebulizer (USN). The first one can be used in self-aspiration mode and
the crossflow nebulizer can be used without a pump (but seldom are). Nebulizers (except for the USN) can be
made of glass or of hard, inert plastic such as PFA.

The concentric nebulizer consists of two concentric tubes, the outer one being narrowed at the end. The
solution flows through the central tube and the nebulizer gas (see 5.4) through the tube around it, creating
a region of lower pressure around the tip of the central tube and disrupting the solution flow into small
droplets (the aerosol). This nebulizer performs best with solutions with a low content of dissolved matter,
although there are also models that are less sensitive to significant amounts of dissolved matter in the
solution to be nebulized.

The crossflow nebulizer consists of two capillary tubes mounted at a right angle, one being used for the
supply of the solution and the other for the supply of the nebulizer gas. Depending on the distance between
the openings of the capillary tubes and their diameters, the nebulizer can be self-aspirating. With larger
diameters, the chance of blockages occurring is of course smaller, but a pump shall be used to supply the
solution.

In the V-groove nebulizer, the solution flows through a vertical V-groove to the outflow opening of the
nebulizer gas. The solution is nebulized by the high linear speed of this gas at the very small diameter outflow
opening. The V-groove nebulizer was developed for solutions with a high concentration of dissolved matter
and/or with suspended particles, although it is also used successfully with diluted and/or homogenous
solutions. Similar nebulizers are the Burgener?) nebulizer and the cone-spray nebulizer, with similar outer
shapes as the concentric nebulizer. With these nebulizers, the solution flows out into a cone-shaped area at
the tip of the nebulizer instead of a V-groove and flows over the outflow opening of the nebulizer gas.

In the ultrasonic nebulizer, the solution is pumped through a tube that ends near the transducer plate that
vibrates at an ultrasonic frequency. The amount of aerosol produced (the efficiency) is typically 10 % to 20 %
of the quantity of the pumped solution. This is so high that the aerosol shall be dried (desolvated) before being
introduced into the plasma, which would otherwise be extinguished. The aerosol is transported to the plasma
by the nebulizer gas. Disadvantages of the ultrasonic nebulizer include its greater susceptibility to matrix
effects, diminished tolerance to high dissolved solid contents and a longer rinsing time (i.e. Ag, B, Hg, Mo).

For the other nebulizers previously described, the efficiency is typically only a few per cent. The efficiency
increases when the solution introduction rate is decreased. Specially designed concentric micro-nebulizers
made of special types of hard plastic operate at solution flow rates of 10 pl/min to 100 pl/min and efficiencies

1) The Meinhard nebulizer is an example of a suitable product available commercially. This information is given for
the convenience of users of this document and does not constitute an endorsement by ISO of this product. Equivalent
products may be used if they can be shown to lead to the same results.

2) The Burgener nebulizer is an example of a suitable product available commercially. This information is given for
the convenience of users of this document and does not constitute an endorsement by ISO of this product. Equivalent
products may be used if they can be shown to lead to the same results.
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