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National foreword

This British Standard is the official English language version of
EN ISO 17294-2:2004. It is identical with ISO 17294-2:2003.

The UK participation in its preparation was entrusted by Technical Committee 
EH/3, Water quality, to Subcommittee EH/3/2, Physical, chemical and 
biochemical methods, which has the responsibility to: 

A list of organizations represented on this subcommittee can be obtained on 
request to its secretary.

Cross-references
The British Standards which implement international or European
publications referred to in this document may be found in the BSI Catalogue
under the section entitled “International Standards Correspondence Index”, or 
by using the “Search” facility of the BSI Electronic Catalogue or of British 
Standards Online.

This publication does not purport to include all the necessary provisions of a
contract. Users are responsible for its correct application.

Compliance with a British Standard does not of itself confer immunity
from legal obligations.

— aid enquirers to understand the text;

— present to the responsible international/European committee any 
enquiries on the interpretation, or proposals for change, and keep the 
UK interests informed;

— monitor related international and European developments and
promulgate them in the UK.

Summary of pages

This document comprises a front cover, an inside front cover, the EN ISO title 
page, the EN ISO foreword page, the ISO title page, pages ii to v, a blank page,
pages 1 to 21, the Annex ZA page, an inside back cover and a back cover.

The BSI copyright notice displayed in this document indicates when the 
document was last issued.

Amendments issued since publication

Amd. No. Date Comments

15467 29 November 2004 Implementation of the European
Standard
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Foreword 

The text of ISO 17294-2:2003 has been prepared by Technical Committee ISO/TC 147 "Water
quality" of the International Organization for Standardization (ISO) and has been taken over as
EN ISO 17294-2:2004 by Technical Committee CEN/TC 230 "Water analysis", the secretariat of
which is held by DIN.

This European Standard shall be given the status of a national standard, either by publication of
an identical text or by endorsement, at the latest by April 2005, and conflicting national 
standards shall be withdrawn at the latest by April 2005. 

According to the CEN/CENELEC Internal Regulations, the national standards organizations of
the following countries are bound to implement this European Standard: Austria, Belgium,
Cyprus, Czech Republic, Denmark, Estonia, Finland, France, Germany, Greece, Hungary,
Iceland, Ireland, Italy, Latvia, Lithuania, Luxembourg, Malta, Netherlands, Norway, Poland, 
Portugal, Slovakia, Slovenia, Spain, Sweden, Switzerland and United Kingdom. 

Endorsement notice

The text of ISO 17294-2:2003 has been approved by CEN as EN ISO 17294-2:2004 without any
modifications. 

NOTE  Normative references to International Standards are listed in annex ZA (normative).
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Foreword 

ISO (the International Organization for Standardization) is a worldwide federation of national standards bodies 
(ISO member bodies). The work of preparing International Standards is normally carried out through ISO 
technical committees. Each member body interested in a subject for which a technical committee has been
established has the right to be represented on that committee. International organizations, governmental and 
non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely with the 
International Electrotechnical Commission (IEC) on all matters of electrotechnical standardization. 

International Standards are drafted in accordance with the rules given in the ISO/IEC Directives, Part 2.

The main task of technical committees is to prepare International Standards. Draft International Standards
adopted by the technical committees are circulated to the member bodies for voting. Publication as an 
International Standard requires approval by at least 75 % of the member bodies casting a vote. 

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent 
rights. ISO shall not be held responsible for identifying any or all such patent rights. 

ISO 17294-2 was prepared by Technical Committee ISO/TC 147, Water quality, Subcommittee SC 2, Physical,
chemical and biochemical methods. 

ISO 17294 consists of the following parts, under the general title Water quality — Application of inductively
coupled plasma mass spectrometry (ICP-MS): 

 Part 1: General guidelines and basic principles

 Part 2: Determination of 62 elements
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Introduction 

When applying this part of ISO 17294, it is necessary in each case, depending on the range to be tested, to
determine if and to what extent additional conditions should be established. 
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Water quality — Application of inductively coupled plasma 
mass spectrometry (ICP-MS) —

Part 2: 
Determination of 62 elements 

WARNING — Persons using this part of ISO 17294 should be familiar with normal laboratory practice.
This part of ISO 17294 does not purport to address all of the safety problems, if any, associated with
its use. It is the responsibility of the user to establish appropriate safety and health practices and to
ensure compliance with any national regulatory conditions. 

IMPORTANT — It is absolutely essential that tests, conducted in accordance with this part of
ISO 17294, be carried out by suitably qualified staff.

1 Scope 

This part of ISO 17294 specifies a method for the determination of the elements aluminium, antimony, arsenic,
barium, beryllium, bismuth, boron, cadmium, caesium, calcium, cerium, chromium, cobalt, copper, dysprosium,
erbium, europium, gadolinium, gallium, germanium, gold, hafnium, holmium, indium, iridium, lanthanum, lead, 
lithium, lutetium, magnesium, manganese, molybdenum, neodymium, nickel, palladium, phosphorus, platinum,
potassium, praseodymium, rubidium, rhenium, rhodium, ruthenium, samarium, scandium, selenium, silver,
sodium, strontium, terbium, tellurium, thorium, thallium, thulium, tin, tungsten, uranium, vanadium, yttrium,
ytterbium, zinc, and zirconium in water [for example drinking water, surface water, groundwater, wastewater
and eluates (9.2)]. 

Taking into account the specific and additionally occurring interferences, these elements can also be
determined in digests of water, sludges and sediments (for example digests of water as specified in
ISO 15587-1 or ISO 15587-2). 

The working range depends on the matrix and the interferences encountered. In drinking water and relatively
unpolluted waters, the limit of application is between 0,1 µg/l and 1,0 µg/l for most elements (see Table 1). 

The detection limits of most elements are affected by blank contamination and depend predominantly on the
laboratory air-handling facilities available. 

The lower limit of application is higher in cases where the determination is likely to suffer from interferences
(see Clause 5) or in case of memory effects (see 8.2 of ISO 17294-1). 
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