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National foreword

This British Standard is the UK implementation of EN ISO 20776-2:2022.
[tis identical to ISO 20776-2:2021. It supersedes BS EN [SO 20776-2:2007,
which is withdrawn.

The UK participation in its preparation was entrusted to Technical
Committee CH/212, IVDs.

Alist of organizations represented on this committee can be obtained on
request to its committee manager.

Contractual and legal considerations

This publication has been prepared in good faith, however no
representation, warranty, assurance or undertaking (express or
implied) is or will be made, and no responsibility or liability is or will be
accepted by BSI in relation to the adequacy, accuracy, completeness or
reasonableness of this publication. All and any such responsibility and
liability is expressly disclaimed to the full extent permitted by the law.

This publication is provided as is, and is to be used at the
recipient’s own risk.

The recipient is advised to consider seeking professional guidance with
respect to its use of this publication.

This publication is not intended to constitute a contract. Users are
responsible for its correct application.

© The British Standards Institution 2022
Published by BSI Standards Limited 2022

ISBN 978 0 539 15112 1
ICS 11.100.20

Compliance with a British Standard cannot confer immunity from
legal obligations.

This British Standard was published under the authority of the
Standards Policy and Strategy Committee on 31 January 2022.
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NORME EUROPEENNE
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ICS 11.100.20 Supersedes EN ISO 20776-2:2007

English Version

Clinical laboratory testing and in vitro diagnostic test
systems - Susceptibility testing of infectious agents and
evaluation of performance of antimicrobial susceptibility
test devices - Part 2: Evaluation of performance of
antimicrobial susceptibility test devices against
reference broth micro-dilution (ISO 20776-2:2021)
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European foreword

This document (EN ISO 20776-2:2022) has been prepared by Technical Committee ISO/TC 212 "Clinical
laboratory testing and in vitro diagnostic test systems" in collaboration with Technical Committee
CEN/TC 140 “In vitro diagnostic medical devices” the secretariat of which is held by DIN.

This European Standard shall be given the status of a national standard, either by publication of an
identical text or by endorsement, at the latest by July 2022, and conflicting national standards shall be
withdrawn at the latest by January 2025.

Attention is drawn to the possibility that some of the elements of this document may be the subject of
patent rights. CEN shall not be held responsible for identifying any or all such patent rights.

This document supersedes EN ISO 20776-2:2007.

Any feedback and questions on this document should be directed to the users’ national standards
body/national committee. A complete listing of these bodies can be found on the CEN website.

According to the CEN-CENELEC Internal Regulations, the national standards organizations of the
following countries are bound to implement this European Standard: Austria, Belgium, Bulgaria,
Croatia, Cyprus, Czech Republic, Denmark, Estonia, Finland, France, Germany, Greece, Hungary, Iceland,
Ireland, Italy, Latvia, Lithuania, Luxembourg, Malta, Netherlands, Norway, Poland, Portugal, Republic
of North Macedonia, Romania, Serbia, Slovakia, Slovenia, Spain, Sweden, Switzerland, Turkey and the
United Kingdom.

Endorsement notice

The text of ISO 20776-2:2021 has been approved by CEN as EN ISO 20776-2:2022 without any
modification.
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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards
bodies (ISO member bodies). The work of preparing International Standards is normally carried out
through ISO technical committees. Each member body interested in a subject for which a technical
committee has been established has the right to be represented on that committee. International
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work.
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are
described in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the
different types of ISO documents should be noted. This document was drafted in accordance with the
editorial rules of the ISO/IEC Directives, Part 2 (see www.iso.org/directives).

Attention is drawn to the possibility that some of the elements of this document may be the subject of
patent rights. ISO shall not be held responsible for identifying any or all such patent rights. Details of
any patent rights identified during the development of the document will be in the Introduction and/or
on the ISO list of patent declarations received (see www.iso.org/patents).

Any trade name used in this document is information given for the convenience of users and does not
constitute an endorsement.

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and
expressions related to conformity assessment, as well as information about ISO's adherence to the
World Trade Organization (WTO) principles in the Technical Barriers to Trade (TBT), see www.iso.
org/iso/foreword.html.

This document was prepared by Technical Committee 1SO/TC 212, Clinical laboratory testing and in
vitro diagnostic test systems, in collaboration with the European Committee for Standardization (CEN)
Technical Committee CEN/TC 140, In vitro diagnostic medical devices, in accordance with the Agreement
on technical cooperation between ISO and CEN (Vienna Agreement).

This second edition cancels and replaces the first edition (ISO _20776-2:2007), which has been
technically revised.

The main changes are as follows:

— Revision in the title of this document to better align with the intended information.
— Addition of an Introduction (not present in the first edition).

— Revised Clause 3 as follows:

— Removed definitions for category agreement, susceptible, intermediate, resistant, non-
susceptible, major discrepancy, minor discrepancy, very major discrepancy, breakpoint test
and zone diameter;

— Added definition for contemporary isolate (3.11.1), and removed definitions for fresh isolate,
recent isolate;

— Added definitions for reproducibility (3.9), bias of the test method (3.10.3), sensitivity analysis
(3.10.4.1), specificity analysis (3.10.4.2), bacterial organism group (3.16);

— Added definition for qualitative test (3.7) and removed definition for breakpoint test;

— Revised definitions for minimum inhibitory concentration test (3.4), breakpoint (3.6), quality
control (3.8), discrepancy (3.10.1).

— Reordered Clause 4 (Test methods);
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— Moved general requirements for a performance evaluation as a separate section, to the overview
(now renamed general section, subclause 4.1) under test methods);

— Revised quality control section, subclause 4.2, and referenced EUCAST and CLSI documents for
quality control ranges;

— Revised subclause 4.2.1 (Reference method) to add variability;

— Revised subclause 4.2.2 (Strain selection) and incorporated new definition of contemporary
isolates (3.11.1);

— Revised subclause 4.2.5 (Reproducibility testing);

— Updated subclause 4.2.8 (Discrepancy resolution testing);

— Combined data analysis and acceptance criteria subclauses (Clause 5);

— Revised subclause 5.1 (Accuracy of test device) to remove category agreement;

— Revised data analysis for MIC devices to remove category agreement. Added bias requirement;
— Removed acceptance for breakpoint AST devices;

— Added provisions on acceptance criteria for qualitative AST devices (5.1.3) and included sensitivity
and specificity requirements;

— Revised subclauses on quality control of test device and reproducibility of test device (5.2 and 5.3);
— Revised Bibliography;

— Added Annex A — Evaluation the Performance of MIC Tests, Annex B — Rationale for Bias Analysis,
and Annex C — Sensitivity and Specificity Analyses for Qualitative Tests.

Alist of all parts in the ISO 20776 series can be found on the ISO website.

Any feedback or questions on this document should be directed to the user’s national standards body. A
complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

In vitro antimicrobial susceptibility tests are performed on bacteria suspected of causing disease,
particularly if the isolate is thought to belong to a species that can exhibit resistance to frequently used
antimicrobial agents. The tests are also important in resistance surveillance, epidemiological studies of
susceptibility and in comparisons of new and existing agents.

Dilution procedures are used to determine the minimum inhibitory concentrations (MICs) of
antimicrobial agents for antimicrobial susceptibility testing. MIC methods are used in resistance
surveillance, defining and identifying wild type phenotypes, comparative testing of new agents,
to establish the susceptibility of organisms that give equivocal results in routine tests, for tests on
organisms where routine tests can be unreliable and when a quantitative result is required for clinical
management. In dilution tests, bacterial strains are tested for their ability to produce visible growth in
broth (broth dilution) containing serial dilutions of the antimicrobial agent or on a series of agar plates
(agar dilution).

The lowest concentration of an antimicrobial agent (in mg/1) that, under defined in vitro conditions,
prevents the appearance of visible growth of an isolated bacterial strain within a defined period of time,
is known as the MIC. Careful control and standardization are required for intra- and interlaboratory
reproducibility of broth MIC tests. The MICs of quality control (QC) strains generally span three
doubling dilutions with a dominant central value, but can have a four-dilution range.

Broth micro-dilution denotes the performance of the broth dilution test in micro-dilution trays.
Broth micro-dilution is now one of the most common methods used globally to perform antimicrobial
susceptibility tests.

This document is the second edition of ISO 20776-2. It is designed for the evaluation of antimicrobial
test devices against the standard broth micro-dilution reference method (ISO 20776-1) using pure
cultures of aerobic bacteria that are easily grown by overnight incubation on agar and grow well in
standardized micro-dilution trays containing standardized Mueller-Hinton broth (volume of <200 pl),
which can need to be modified depending on the antimicrobial agent being tested.

Quantitative MIC and qualitative evaluations detailed in this revised document measure the accuracy,
reproducibility and QC of tests performed with antimicrobial test devices that generate MIC values
against the standard broth micro-dilution reference method. Antimicrobial agar disc diffusion tests are
not included in this document.

This document has been revised using the premise that the MIC test is an in vitro assay, subject to
intra- and interlaboratory assay variation. When making the comparison between any derivative test
and that of the reference method, it is appropriate to apply measures of assay performance only and
not result interpretation. For this reason, and because interpretive categories were removed from the
second edition of ISO 20776-1, categorical agreement (CA) and its associated terminology, as described
by the U.S. Food and Drug Administration (FDA), the Clinical and Laboratory Standards Institute (CLSI)
M23 document, and other international documents, has not been applied. Avoiding an assessment of CA
also assists in reducing the requirement to reassess assay performance automatically when the only
change has been a breakpoint change (which is external to the assay itself).

This document applies to new performance evaluations initiated after the publication date; studies
conducted prior to the acceptance date of this document should not need to be re-designed and/or re-
analysed using these criteria. Studies conducted prior to these standards or acceptance of this document
follow standard practice or guidance at the time of the study.

For derivative tests with more than three two-fold dilutions, assay performance is assessed with tools
designed to measure accuracy using essential agreement (EA) and bias, and precision using EA only. For
derivative tests with 1 to 3 concentrations, assay performance is assessed using standard sensitivity
and specificity measures.
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