BS EN ISO 20836:2021

Microbiology of the food chain —
Polymerase chain reaction (PCR) for the
detection of microorganisms — Thermal
performance testing of thermal cyclers

°
bSl. Documents

Document Sharing Hub

Full document details: BS EN ISO 20836:2021


http://www.avadocuments.com/doc/bs-en-iso-20836-2021
http://www.avadocuments.com/doc/bs-en-iso-20836-2021

BRITISH STANDARD

National foreword

This British Standard is the UK implementation of EN ISO 20836:2021. It
is identical to ISO 20836:2021. It supersedes DD CEN ISO/TS 20836:2005,
which is withdrawn.

The UK participation in its preparation was entrusted to Technical
Committee AW/9, Microbiology:.

Alist of organizations represented on this committee can be obtained on
request to its committee manager.

Contractual and legal considerations

This publication has been prepared in good faith, however no
representation, warranty, assurance or undertaking (express or
implied) is or will be made, and no responsibility or liability is or will be
accepted by BSI in relation to the adequacy, accuracy, completeness or
reasonableness of this publication. All and any such responsibility and
liability is expressly disclaimed to the full extent permitted by the law.

This publication is provided as is, and is to be used at the
recipient’s own risk.

The recipient is advised to consider seeking professional guidance with
respect to its use of this publication.

This publication is not intended to constitute a contract. Users are
responsible for its correct application.

© The British Standards Institution 2021
Published by BSI Standards Limited 2021

ISBN 978 0 539 02407 4
ICS 07.100.30

Compliance with a British Standard cannot confer immunity from
legal obligations.

This British Standard was published under the authority of the
Standards Policy and Strategy Committee on 31 December 2021.
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European foreword

This document (EN ISO 20836:2021) has been prepared by Technical Committee ISO/TC 34 "Food
products” in collaboration with Technical Committee CEN/TC 463 “Microbiology of the food chain” the
secretariat of which is held by AFNOR.

This European Standard shall be given the status of a national standard, either by publication of an
identical text or by endorsement, at the latest by June 2022, and conflicting national standards shall be
withdrawn at the latest by June 2022.

Attention is drawn to the possibility that some of the elements of this document may be the subject of
patent rights. CEN shall not be held responsible for identifying any or all such patent rights.

This document supersedes CEN ISO/TS 20836:2005.

Any feedback and questions on this document should be directed to the users’ national standards
body/national committee. A complete listing of these bodies can be found on the CEN website.

According to the CEN-CENELEC Internal Regulations, the national standards organizations of the
following countries are bound to implement this European Standard: Austria, Belgium, Bulgaria,
Croatia, Cyprus, Czech Republic, Denmark, Estonia, Finland, France, Germany, Greece, Hungary, Iceland,
Ireland, Italy, Latvia, Lithuania, Luxembourg, Malta, Netherlands, Norway, Poland, Portugal, Republic of
North Macedonia, Romania, Serbia, Slovakia, Slovenia, Spain, Sweden, Switzerland, Turkey and the
United Kingdom.

Endorsement notice

The text of ISO 20836:2021 has been approved by CEN as EN ISO 20836:2021 without any modification.
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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards
bodies (ISO member bodies). The work of preparing International Standards is normally carried out
through ISO technical committees. Each member body interested in a subject for which a technical
committee has been established has the right to be represented on that committee. International
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work.
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are
described in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the
different types of ISO documents should be noted. This document was drafted in accordance with the
editorial rules of the ISO/IEC Directives, Part 2 (see www.iso.org/directives).

Attention is drawn to the possibility that some of the elements of this document may be the subject of
patent rights. ISO shall not be held responsible for identifying any or all such patent rights. Details of
any patent rights identified during the development of the document will be in the Introduction and/or
on the ISO list of patent declarations received (see www.iso.org/patents).

Any trade name used in this document is information given for the convenience of users and does not
constitute an endorsement.

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and
expressions related to conformity assessment, as well as information about ISO's adherence to
the World Trade Organization (WTO) principles in the Technical Barriers to Trade (TBT), see
www.iso.org/iso/foreword.html.

This document was prepared by Technical Committee TC 34, Food products, Subcommittee SC 9,
Microbiology, in collaboration with the European Committee for Standardization (CEN) Technical
Committee CEN/TC 463, Microbiology of the food chain, in accordance with the Agreement on technical
cooperation between ISO and CEN (Vienna Agreement).

This first edition International Standard cancels and replaces the first edition Technical Specification
(ISO/TS 20836:2005), which has been technically revised. The main changes compared with the
previous edition are as follows:

— the Scope has been extended to include both thermal cyclers and real-time thermal cyclers;

— the physical performance testing method has been described in more detail, and the biochemical
performance testing method has been taken out;

— information for laboratories regarding ISO/IEC 17025 has been included;

— the performance testing method has been aligned with ISO/IEC 17025;

— compliancy testing has been added;

— in Annex C, two procedures to set PCR-method-based specifications have been added.

Any feedback or questions on this document should be directed to the user’s national standards body. A
complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

This document is part of a family of International Standards under the general title Microbiology of the
food chain — Polymerase chain reaction (PCR) for the detection of food borne pathogens:

— IS0 22174, General requirements and definitions;

— SO 20837, Requirements for sample preparation for qualitative detection;

— IS0 20836, Thermal performance testing of thermal cyclers;

— SO 20838, Requirements for amplifications and detection for qualitative methods.

This document describes a method for performance testing for standard thermal cyclers and real-
time thermal cyclers that allows laboratories to evaluate if the thermal cycler used is suitable for the
intended use and meets the specifications set by the laboratory.

The described method is based on a physical method that measures directly in the thermal cycler block
in block-based thermal cyclers and in tubes in heated-chamber-based thermal cyclers. The described
method provides a measurement uncertainty that is sufficiently low to allow meaningful comparison to
specifications.

Furthermore, the method does meet the criteria of a metrological traceable calibration method in case
it is used by ISO/IEC 17025-compliant laboratories.
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INTERNATIONAL STANDARD 1SO 20836:2021(E)

Microbiology of the food chain — Polymerase chain
reaction (PCR) for the detection of microorganisms —
Thermal performance testing of thermal cyclers

1 Scope

This document specifies requirements for the installation, maintenance, temperature calibration
and temperature performance testing of standard thermal cyclers and real-time thermal cyclers. It is
applicable to the detection of microorganisms as well as any other applications in the food chain using
polymerase chain reaction (PCR)-based methods.

This document has been established for food testing, but is also applicable to other domains using
thermal cyclers (e.g. environmental, human health, animal health, forensic testing).

2 Normative references

The following documents are referred to in the text in such a way that some or all of their content
constitutes requirements of this document. For dated references, only the edition cited applies. For
undated references, the latest edition of the referenced document (including any amendments) applies.

ISO/IEC Guide 98-3:2008, Uncertainty of measurement — Part 3: Guide to the expression of uncertainty in
measurement (GUM:1995)

3 Terms and definitions
For the purposes of this document, the following terms and definitions apply.

ISO and IEC maintain terminological databases for use in standardization at the following addresses:

— ISO Online browsing platform: available at https://www.iso.org/obp

— IEC Electropedia: available at http://www.electropedia.org/

3.1 Polymerase chain reaction

311

polymerase chain reaction

PCR

enzymatic procedure that allows in vitro amplification of DNA

[SOURCE: ISO 22174:2005, 3.4.1]

3.1.2
PCR method
test method based on the PCR (3.1.1) technique

Note 1 to entry: Examples include, but are not limited to, PCR, quantitative real-time PCR (qPCR), reverse
transcription PCR (RT PCR) and reverse transcription quantitative real-time PCR (RT qPCR).
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3.2 Thermal cycler

3.21

thermal cycler

automatic device that performs defined heating and cooling cycles necessary for PCR (3.1.1) or real-
time PCR

Note 1 to entry: The thermal cycler can be a block-based or (individual) reaction-chamber-based thermal cycler.
[SOURCE: ISO 22174:2005, 3.4.20, modified — “or real-time PCR” and Note 1 to entry have been added.]

3.2.2

reaction block

heated and cooled metal block in which PCR reaction vials, containing the PCR reaction mix, can be
inserted

Note 1 to entry: The block can be heated and cooled by a number of technologies, among which Peltier heating
and cooling is the most abundantly used.

3.2.3

reaction chamber

heated and cooled chamber in which PCR reaction vials, containing the PCR reaction mix, can be
inserted directly or in a rotor

Note 1 to entry: The chamber can be heated and cooled by a number of technologies, among which air heating
and cooling is the most abundantly used.

3.24

heated lid

heated cover of a thermal cycler (3.2.1), which is applied in block-based thermal cyclers onto reaction
tubes to prevent condensate of reaction mix to collect inside the cap of the reaction tube or onto the
seal, and evaporation from the reaction tube, and which applies pressure onto the tubes to ensure
proper thermal contact

3.2.5

PCR temperature protocol

heating and cooling cycles required for PCR (3.1.1), typically consisting of denaturation, annealing and
extension temperature steps, which are typically repeated 30 to 45 times

Note 1 to entry: In certain PCR methods (3.1.2), a two-step temperature protocol is used in which annealing and
extension are combined to one step.

3.3 Temperature characteristics

3.3.1
thermal cycler temperature profile
graph of the course of the temperature by performing measurements at defined intervals

Note 1 to entry: See Annex D for an example graph of a thermal cycler temperature profile.

3.3.2
Tt
temperature in °C of sensor i at time tin s

3.3.3
set temperature
T

set
target temperature programmed to be reached in °C
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3.34
average temperature
Tavg N
T, (t)
T,..(t)= L
(=3
i=1
where
Tovg (£) is average temperature in °C at time ¢;
i is sensor i of N;
N is total number of sensors.

average of measured values of all active temperature sensors in °C at a specific time in s

3.3.5

temperature deviation

Tdev

Tgev (£)= Tavg (¢) = Tet

average temperature (3.3.4) minus set temperature (3.3.3) in °C at a specific time in s

3.3.6

minimum temperature

Tmin .

Tinin (€) =min(T; (¢)..Ty (¢))

minimum value of all active temperature sensors in °C at a specific time in s

3.3.7
maximum temperature
T

max
Tona (£) =max(T; (£)..Ty (£))
maximum value of all active temperature sensors in °C at a specific time in s

3.3.8
temperature uniformity
T,

uniformity

Tuniformity (6)=Trax (£) = Tiin (£)

homogeneity of the temperature distribution within the reaction block (3.2.2) or chamber, defined as
maximum temperature (3.3.7) minus minimum temperature (3.3.6) in °C at a specific time in s

3.39
temperature transition

T ..
transition
phase of fast temperature change from one set temperature to another set temperature

3.3.10
ramp rate
heat or cool rate of thermal cycler (3.2.1) in °C/s

3.3.11
average ramp rate
Vi

N
v _2_ Ti 909 —Ti 10%
=Y | 0% i10%
i \ti90% ~li10%

where
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