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EN ISO 21068-3:2024 (E)

European foreword

This document (EN ISO 21068-3:2024) has been prepared by Technical Committee ISO/TC 33
"Refractories” in collaboration with Technical Committee CEN/TC 187 “Refractory products and
materials” the secretariat of which is held by BSI.

This European Standard shall be given the status of a national standard, either by publication of an
identical text or by endorsement, at the latest by December 2024, and conflicting national standards
shall be withdrawn at the latest by December 2024.

Attention is drawn to the possibility that some of the elements of this document may be the subject of
patent rights. CEN shall not be held responsible for identifying any or all such patent rights.

This document supersedes EN ISO 21068-3:2008.

Any feedback and questions on this document should be directed to the users’ national standards
body/national committee. A complete listing of these bodies can be found on the CEN website.

According to the CEN-CENELEC Internal Regulations, the national standards organizations of the
following countries are bound to implement this European Standard: Austria, Belgium, Bulgaria,
Croatia, Cyprus, Czech Republic, Denmark, Estonia, Finland, France, Germany, Greece, Hungary, Iceland,
Ireland, Italy, Latvia, Lithuania, Luxembourg, Malta, Netherlands, Norway, Poland, Portugal, Republic of
North Macedonia, Romania, Serbia, Slovakia, Slovenia, Spain, Sweden, Switzerland, Tiirkiye and the
United Kingdom.

Endorsement notice

The text of ISO 21068-3:2024 has been approved by CEN as EN ISO 21068-3:2024 without any
modification.
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Foreword

[SO (the International Organization for Standardization) is a worldwide federation of national standards
bodies (ISO member bodies). The work of preparing International Standards is normally carried out through
ISO technical committees. Each member body interested in a subject for which a technical committee
has been established has the right to be represented on that committee. International organizations,
governmental and non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely
with the International Electrotechnical Commission (IEC) on all matters of electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are described
in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the different types
of ISO document should be noted. This document was drafted in accordance with the editorial rules of the
[SO/IEC Directives, Part 2 (see www.iso.org/directives).

[SO draws attention to the possibility that the implementation of this document may involve the use of (a)
patent(s). ISO takes no position concerning the evidence, validity or applicability of any claimed patent
rights in respect thereof. As of the date of publication of this document, ISO had not received notice of (a)
patent(s) which may be required to implement this document. However, implementers are cautioned that
this may not represent the latest information, which may be obtained from the patent database available at
www.iso.org/patents. ISO shall not be held responsible for identifying any or all such patent rights.

Any trade name used in this document is information given for the convenience of users and does not
constitute an endorsement.

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and expressions
related to conformity assessment, as well as information about ISO's adherence to the World Trade
Organization (WTO) principlesin the Technical Barriers to Trade (TBT), see www.iso.org/iso/foreword.html.

This document was prepared by Technical Committee ISO/TC 33, Refractories, in collaboration with the
European Committee for Standardization (CEN) Technical Committee CEN/TC 187, Refractory products
and materials, in accordance with the Agreement on technical cooperation between ISO and CEN (Vienna
Agreement).

This second edition cancels and replaces the first edition (ISO 21068-3:2008), which has been technically
revised.

The main changes are as follows:

— methods described in ISO 12698-1:2007 for the dosage of free aluminium, total nitrogen and free alumina
have been included in this document;

— methods that are no longer used in practice have been removed;

— normative references and bibliography have been updated;

— document has been editorially revised.

Alist of all parts in the ISO 21068 series can be found on the ISO website.

Any feedback or questions on this document should be directed to the user’s national standards body. A
complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

The I1SO 21068 series has been developed from the combination of EN 12698-1:2007[1] and EN 12698-
2:200712] and 1SO 21068-1:2008!3], ISO 21068-2:2008[4] and 1SO 21068-3:2008!2l. The last three standards
have been originally developed from the combination of Japanese standard JIS R 2011:2007[6] and work items
developed within CEN. Because there is a wide variety of laboratory equipment in use, the most commonly
used methods are described.

ISO 21068-4 is derived from EN 12698-2:2007[2] describing XRD methods for the determination of
mineralogical phases typically apparent in nitride and oxy-nitride bonded silicon carbide refractory
products using a Bragg-Brentano diffractometer.

This document is also applicable to the analysis of SiC raw materials.

Except the XRD method specified in ISO 21068-4, all chemical methods specified in this document are
only validated for SiC raw materials. For refractory products classified in ISO 10081-1[Z], ISO 10081-28],
ISO 10081-3[2] and 1SO 10081-4[19] (shaped) and ISO 1927-1111] (unshaped) and raw materials containing
carbon and/or silicon carbide this document applies after appropriate verification for any matrix
composition.
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International Standard 1SO 21068-3:2024(en)

Chemical analysis of raw materials and refractory products
containing silicon-carbide, silicon-nitride, silicon-oxynitride
and sialon —

Part 3:
Determination of nitrogen, oxygen and metallic and oxidic
constituents

1 Scope

This document specifies analytical techniques for the determination of total nitrogen and nitrogen calculated
as silicon nitride, total oxygen, and metallic and oxidic components in silicon carbide raw materials and
refractory products.

2 Normative references

The following documents are referred to in the text in such a way that some or all of their content constitutes
requirements of this document. For dated references, only the edition cited applies. For undated references,
the latest edition of the referenced document (including any amendments) applies.

[SO 10058-1, Chemical analysis of magnesite and dolomite refractory products (alternative to the X-ray
fluorescence method) — Part 1: Apparatus, reagents, dissolution and determination of gravimetric silica

[SO 10058-2, Chemical analysis of magnesite and dolomite refractory products (alternative to the X-ray
fluorescence method) — Part 2: Wet chemical analysis

ISO 10058-3, Chemical analysis of magnesite and dolomite refractory products (alternative to the X-ray
fluorescence method) — Part 3: Flame atomic absorption spectrophotometry (FAAS) and inductively coupled
plasma atomic emission spectrometry (ICP-AES)

[SO 12677, Chemical analysis of refractory products by X-ray fluorescence (XRF) — Fused cast-bead method
ISO 16169, Preparation of silicon carbide and similar materials for analysis by ISO 12677

ISO 20565-1, Chemical analysis of chrome-bearing refractory products and chrome-bearing raw materials
(alternative to the X-ray fluorescence method) — Part 1: Apparatus, reagents, dissolution and determination of
gravimetric silica

[SO 20565-2, Chemical analysis of chrome-bearing refractory products and chrome-bearing raw materials
(alternative to the X-ray fluorescence method) — Part 2: Wet chemical analysis

[SO 20565-3, Chemical analysis of chrome-bearing refractory products and chrome-bearing raw materials
(alternative to the X-ray fluorescence method) — Part 3: Flame atomic absorption spectrometry (FAAS) and
inductively coupled plasma atomic emission spectrometry (ICP-AES)

ISO 21068-1, Chemical analysis of raw materials and refractory products containing silicon-carbide, silicon-
nitride, silicon-oxynitride and sialon — Part 1: General information and sample preparation

[SO 21079-1, Chemical analysis of refractories containing alumina, zirconia and silica — Refractories containing
5 percent to 45 percent of ZrO2 (alternative to the X-ray fluorescence method) — Part 1: Apparatus, reagents
and dissolution
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ISO 21079-2, Chemical analysis of refractories containing alumina, zirconia, and silica — Refractories containing
5 percent to 45 percent of ZrOZ2 (alternative to the X-ray fluorescence method) — Part 2: Wet chemical analysis

ISO 21079-3, Chemical analysis of refractories containing alumina, zirconia, and silica — Refractories containing
5 percentto 45 percent of ZrO2 (alternative to the X-ray fluorescence method) — Part 3: Flame atomic absorption
spectrophotometry (FAAS) and inductively coupled plasma emission spectrometry (ICP -AES)

[SO 21587-1, Chemical analysis of aluminosilicate refractory products (alternative to the X-ray fluorescence
method) — Part 1: Apparatus, reagents, dissolution and gravimetric silica

ISO 21587-2, Chemical analysis of aluminosilicate refractory products (alternative to the X-ray fluorescence
method) — Part 2: Wet chemical analysis

ISO 21587-3, Chemical analysis of aluminosilicate refractory products (alternative to the X-ray fluorescence
method) — Part 3: Inductively coupled plasma and atomic absorption spectrometry methods

3 Terms and definitions

For the purposes of this document, the terms and definitions given in ISO 21068-1 apply.

[SO and IEC maintain terminology databases for use in standardization at the following addresses:

— IS0 Online browsing platform: available at https://www.iso.org/obp

— IEC Electropedia: available at https://www.electropedia.org/

4 Determination of nitrogen and oxygen

4.1 General

For oxygen only the inert-gas fusion method is given; for nitrogen, calculated usually as SizN, several
different methods are described.

NOTE The calculation of nitrogen as Si;N, is only applicable in the case where other nitride species are absent or
too low to detect by XRD, see ISO 21068-1. Otherwise, nitrogen is reported as total nitrogen.

4.2 Combined determination of nitrogen and oxygen by an analyser with thermal
conductivity (TC) and infrared (IR) absorption detection

4.2.1 Principle

The method uses inert-gas fusion analysis. A pre-weighed sample is placed in a graphite crucible positioned
between the electrodes of an impulse furnace. Typically, 5 kW of power is passed through the crucible
generating a temperature of approximately 2 800 °C.

NOTE Furnace temperatures can be varied by increasing and decreasing current/voltage.

The sample decomposes, releasing any oxygen and nitrogen present. The nitrogen released remains
as elemental nitrogen, while oxygen combines with the carbon of the graphite crucible to form carbon
monoxide. The sample gases are carried on a helium carrier gas either to a copper oxide catalyst, which
converts carbon monoxide to carbon dioxide, and then to an infrared absorption cell which measures the
carbon dioxide present or are measured directly without catalyst as carbon monoxide. The gas stream is
then passed through sodium hydroxide to remove carbon dioxide, and magnesium perchlorate to remove
any moisture present, and finally through a thermal conductivity cell to quantify the nitrogen.

Because the sample will invariably be in the form of a powder, it should be enclosed in a small tin capsule
before placing it in the graphite crucible to prevent any loss of sample during analysis.
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For materials difficult to decompose, a fluxing agent shall be added to the sample. A suitable agent is oxygen
free nickel capsule or nickel wire basket.

4.2.2 Reagents

Only chemicals with a known and sufficient analytical purity for the analytical purpose shall be used. Distilled
water or water which has been completely deionized by means of an ion exchange process shall be used.

WARNING — Concentrated acids used are to be handled with care, be aware oflocal safety regulations.
4.2.2.1 Tin capsule, of suitable dimensions and oxygen and nitrogen free.

4.2.2.2 Hightemperature graphite crucibles, of suitable size, recommended by the instrument producer.
4.2.2.3 Nickel capsules or basket, of suitable dimensions and oxygen and nitrogen free.

4.2.2.4 Aceticacid, 96 % mass fraction.

4.2.2.5 Nitric acid, 65 % mass fraction.

4.2.2.6 Hydrochloric acid, 32 % mass fraction.

4.2.2.7 Acetone.

4.2.2.8 Carbon dioxide, 99,998 % pure.

4.2.2.9 Nitrogen, 99,998 % pure.

4.2.2.10 Helium, 99,998 % pure.

4.2.3 Apparatus

Ordinary laboratory apparatus and the following.

4.2.3.1 Combined nitrogen/oxygen analyser, commercially available.

NOTE If no combined analyser for nitrogen and oxygen is available, a separate nitrogen and/or oxygen analyser
can be used.

4.2.3.2 Analytical balance, with a resolution of at least 0,01 mg.

4.2.4 Nickel pre-treatment
If nickel capsules or baskets are used, surface oxygen shall be removed by the following cleaning procedure.

Prepare a solution containing approximately 75 ml of acetic acid (4.2.2.4), 25 ml of nitric acid (4.2.2.5) and
1,5 ml of hydrochloric acid (4.2.2.6). In a well-ventilated fume cupboard, heat the solution to a temperature
of 55 °C £ 5 °C, immerse the nickel capsule or basket in the heated solution for 30 s to 60 s, remove the nickel
capsule or basket from the solution and rinse immediately in running water. Immerse the nickel capsule or
basket in chemically pure acetone (4.2.2.7), dry thoroughly and place the cleaned nickel capsules or basket
in a desiccator.
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