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National foreword

This British Standard is the UK implementation of EN ISO 7886‑4:2019. 
It is identical to ISO 7886‑4:2018. It supersedes BS EN ISO 7886‑4:2009, 
which is withdrawn.

The UK participation in its preparation was entrusted to Technical 
Committee CH/84, Catheters and syringes.

A list of organizations represented on this committee can be obtained on 
request to its secretary.

This publication does not purport to include all the necessary provisions 
of a contract. Users are responsible for its correct application.

© The British Standards Institution 2019 
Published by BSI Standards Limited 2019

ISBN 978 0 539 05025 7

ICS 11.040.25

Compliance with a British Standard cannot confer immunity from 
legal obligations.

This British Standard was published under the authority of the 
Standards Policy and Strategy Committee on 31 March 2019.

Amendments/corrigenda issued since publication

Date Text affected

31 May 2019 Implementation of CEN correction notice 
10 April 2019: mandate and directive information 
removed from European foreword

31 May 2019 Correction to document identifier on European 
cover page and European foreword page
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This European Standard was approved by CEN on 1 March 2019.

CEN members are bound to comply with the CEN/CENELEC Internal Regulations which stipulate the conditions for giving 
this European Standard the status of a national standard without any alteration. Up-to-date lists and bibliographical 
references concerning such national standards may be obtained on application to the CEN-CENELEC Management Centre 
or to any CEN member.

This European Standard exists in three official versions (English, French, German). A version in any other language 
made by translation under the responsibility of a CEN member into its own language and notified to the CEN-CENELEC 
Management Centre has the same status as the official versions.

CEN members are the national standards bodies of Austria, Belgium, Bulgaria, Croatia, Cyprus, Czech Republic, Denmark, 
Estonia, Finland, Former Yugoslav Republic of Macedonia, France, Germany, Greece, Hungary, Iceland, Ireland, Italy, 
Latvia, Lithuania, Luxembourg, Malta, Netherlands, Norway, Poland, Portugal, Romania, Serbia, Slovakia, Slovenia, Spain, 
Sweden, Switzerland, Turkey and United Kingdom.
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EN ISO 7886‑4:2019 (E)

European foreword

This document (EN ISO 7886-4:2019) has been prepared by Technical Committee ISO/TC 84 "Devices 
for administration of medicinal products and catheters" in collaboration with Technical Committee 
CEN/TC 205 “Non-active medical devices” the secretariat of which is held by DIN.

This European Standard shall be given the status of a national standard, either by publication of an 
identical text or by endorsement, at the latest by September 2019, and conflicting national standards 
shall be withdrawn at the latest by September 2019.

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. CEN shall not be held responsible for identifying any or all such patent rights.

This document supersedes EN ISO 7886-4:2009.

According to the CEN-CENELEC Internal Regulations, the national standards organizations of the 
following countries are bound to implement this European Standard: Austria, Belgium, Bulgaria, Croatia, 
Cyprus, Czech Republic, Denmark, Estonia, Finland, Former Yugoslav Republic of Macedonia, France, 
Germany, Greece, Hungary, Iceland, Ireland, Italy, Latvia, Lithuania, Luxembourg, Malta, Netherlands, 
Norway, Poland, Portugal, Romania, Serbia, Slovakia, Slovenia, Spain, Sweden, Switzerland, Turkey and 
the United Kingdom.

Endorsement notice
The text of ISO 7886-4 :2018 has been approved by CEN as EN ISO 7886-4:2019 without any modification.

2

BS EN ISO 7886‑4:2019

Full document details: BS EN ISO 7886-4:2019

http://www.avadocuments.com/doc/bs-en-iso-7886-4-2019
http://www.avadocuments.com/doc/bs-en-iso-7886-4-2019


﻿

ISO 7886‑4:2018
﻿

Foreword...........................................................................................................................................................................................................................................v
Introduction.................................................................................................................................................................................................................................vi
1	 Scope.................................................................................................................................................................................................................................. 1
2	 Normative references....................................................................................................................................................................................... 1
3	 Terms and definitions...................................................................................................................................................................................... 1
4	 Types of syringe..................................................................................................................................................................................................... 2

4.1	 General............................................................................................................................................................................................................ 2
4.2	 Types of re-use prevention feature........................................................................................................................................ 2
4.3	 Types of intended use/application......................................................................................................................................... 2

5	 Extraneous matter............................................................................................................................................................................................... 2
5.1	 General............................................................................................................................................................................................................ 2
5.2	 Limits for acidity or alkalinity.................................................................................................................................................... 2
5.3	 Limits for extractable metals....................................................................................................................................................... 2

6	 Lubricant....................................................................................................................................................................................................................... 3
7	 Tolerance on graduated capacity......................................................................................................................................................... 3
8	 Graduated scale...................................................................................................................................................................................................... 3

8.1	 Scale................................................................................................................................................................................................................... 3
8.2	 Numbering of scale............................................................................................................................................................................... 3
8.3	 Position of scale....................................................................................................................................................................................... 3
8.4	 Overall length of scale to nominal capacity line.......................................................................................................... 3

9	 Barrel................................................................................................................................................................................................................................. 3
9.1	 Dimensions.................................................................................................................................................................................................. 3
9.2	 Barrel flanges............................................................................................................................................................................................ 3

10	 Plunger stopper/plunger assembly.................................................................................................................................................. 3
10.1	 Design.............................................................................................................................................................................................................. 3
10.2	 Fit of plunger stopper/plunger in the barrel................................................................................................................. 4
10.3	 Fiducial line................................................................................................................................................................................................. 4

11	 Syringe nozzle/needle..................................................................................................................................................................................... 4
11.1	 Syringe with integrated needle.................................................................................................................................................. 4
11.2	 Syringe with Luer nozzle................................................................................................................................................................. 4

12	 Performance............................................................................................................................................................................................................... 4
12.1	 Dead space................................................................................................................................................................................................... 4
12.2	 Freedom from air and liquid leakage................................................................................................................................... 4
12.3	 Re-use prevention feature.............................................................................................................................................................. 5
12.4	 Performance after shipping.......................................................................................................................................................... 5

13	 Packaging...................................................................................................................................................................................................................... 5
13.1	 Unit packaging and self-contained syringe units....................................................................................................... 5
13.2	 Multiple unit pack................................................................................................................................................................................. 5
13.3	 User packaging......................................................................................................................................................................................... 5

14	 Information supplied by the manufacturer.............................................................................................................................. 5
14.1	 General............................................................................................................................................................................................................ 5
14.2	 Syringes.......................................................................................................................................................................................................... 5

14.2.1	 General...................................................................................................................................................................................... 5
14.2.2	 Unit packaging.................................................................................................................................................................... 5

14.3	 Multiple unit packs............................................................................................................................................................................... 6
14.3.1	 General...................................................................................................................................................................................... 6
14.3.2	 Multiple unit packs with self-contained syringes................................................................................ 6

14.4	 User packaging......................................................................................................................................................................................... 6

© ISO 2018 – All rights reserved� iii

Contents� Page

BS EN ISO 7886‑4:2019

Full document details: BS EN ISO 7886-4:2019

http://www.avadocuments.com/doc/bs-en-iso-7886-4-2019
http://www.avadocuments.com/doc/bs-en-iso-7886-4-2019


﻿

ISO 7886‑4:2018
﻿

14.4.1	 General...................................................................................................................................................................................... 6
14.4.2	 Storage container............................................................................................................................................................. 6

14.5	 Transport wrapping............................................................................................................................................................................ 6
Annex A (normative) Method for preparation of extracts.............................................................................................................. 7
Annex B (normative) Test method for testing re-use prevention feature...................................................................... 8
Bibliography..............................................................................................................................................................................................................................10

iv� © ISO 2018 – All rights reserved

BS EN ISO 7886‑4:2019

Full document details: BS EN ISO 7886-4:2019

http://www.avadocuments.com/doc/bs-en-iso-7886-4-2019
http://www.avadocuments.com/doc/bs-en-iso-7886-4-2019

