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INTERNATIONAL ELECTROTECHNICAL COMMISSION 

____________ 

 
DISPLAY LIGHTING UNIT –  

 
Part 2-5: Measurement method for optical quantities  

of non-planar light sources 
 

FOREWORD 
1) The International Electrotechnical Commission (IEC) is a worldwide organization for standardization comprising 

all national electrotechnical committees (IEC National Committees). The object of IEC is to promote international 
co-operation on all questions concerning standardization in the electrical and electronic fields. To this end and 
in addition to other activities, IEC publishes International Standards, Technical Specifications, Technical Reports, 
Publicly Available Specifications (PAS) and Guides (hereafter referred to as “IEC Publication(s)”). Their 
preparation is entrusted to technical committees; any IEC National Committee interested in the subject dealt with 
may participate in this preparatory work. International, governmental and non-governmental organizations liaising 
with the IEC also participate in this preparation. IEC collaborates closely with the International Organization for 
Standardization (ISO) in accordance with conditions determined by agreement between the two organizations. 

2) The formal decisions or agreements of IEC on technical matters express, as nearly as possible, an international 
consensus of opinion on the relevant subjects since each technical committee has representation from all 
interested IEC National Committees. 

3) IEC Publications have the form of recommendations for international use and are accepted by IEC National 
Committees in that sense. While all reasonable efforts are made to ensure that the technical content of IEC 
Publications is accurate, IEC cannot be held responsible for the way in which they are used or for any 
misinterpretation by any end user. 

4) In order to promote international uniformity, IEC National Committees undertake to apply IEC Publications 
transparently to the maximum extent possible in their national and regional publications. Any divergence between 
any IEC Publication and the corresponding national or regional publication shall be clearly indicated in the latter. 

5) IEC itself does not provide any attestation of conformity. Independent certification bodies provide conformity 
assessment services and, in some areas, access to IEC marks of conformity. IEC is not responsible for any 
services carried out by independent certification bodies. 

6) All users should ensure that they have the latest edition of this publication. 

7) No liability shall attach to IEC or its directors, employees, servants or agents including individual experts and 
members of its technical committees and IEC National Committees for any personal injury, property damage or 
other damage of any nature whatsoever, whether direct or indirect, or for costs (including legal fees) and 
expenses arising out of the publication, use of, or reliance upon, this IEC Publication or any other IEC 
Publications. 

8) Attention is drawn to the Normative references cited in this publication. Use of the referenced publications is 
indispensable for the correct application of this publication. 

9) Attention is drawn to the possibility that some of the elements of this IEC Publication may be the subject of patent 
rights. IEC shall not be held responsible for identifying any or all such patent rights. 

International Standard IEC 62595-2-5 has been prepared by IEC technical committee 110: 
Electronic displays. 

The text of this International Standard is based on the following documents: 

FDIS Report on voting 

110/1296/FDIS 110/1320/RVD 

 
Full information on the voting for the approval of this International Standard can be found in the 
report on voting indicated in the above table. 

This document has been drafted in accordance with the ISO/IEC Directives, Part 2. 

A list of all parts in the IEC 62595 series, published under the general title Display lighting unit, 
can be found on the IEC website. 
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The committee has decided that the contents of this document will remain unchanged until the 
stability date indicated on the IEC website under "http://webstore.iec.ch" in the data related to 
the specific document. At this date, the document will be 

• reconfirmed, 

• withdrawn, 

• replaced by a revised edition, or 

• amended. 

 

IMPORTANT – The 'colour inside' logo on the cover page of this publication indicates that it 
contains colours which are considered to be useful for the correct understanding of its 
contents. Users should therefore print this document using a colour printer. 

 

  

Full document details: BS IEC 62595-2-5:2021

https://doi.org/10.3403/BSIEC62595?&urlappend=%26utm_campaign=pdfdoi%26utm_source=pdfdoi%26utm_medium=pdf
http://www.avadocuments.com/doc/bs-iec-62595-2-5-2021
http://www.avadocuments.com/doc/bs-iec-62595-2-5-2021


IEC 62595-2-5:2021 © IEC 2021 – 7 –  

INTRODUCTION 

The recent introduction of curved OLED TVs, and the expected rapid spread of flexible displays 
in portable devices, highlights the necessity of new measurement methods. In recent years 
flexible displays have been integrated into products such as cellular phones and wearable 
devices [1] to [5] 1 . Development and integration of flexible displays have increased the 
application of curved devices, for example distinct or curved-back large-size wall displays, 
foldable signage displays, and commercial wearable or handheld devices. The measurement of 
optical characteristics of displays with radii larger than 35 mm has been documented. 

Recently flexible light sources (LSs) have been used for general lighting applications and as 
light source for flexible non-emissive displays. Since bending a planar lighting unit alters the 
optical properties of the unit, assessment of the optical performance of the lighting units in a 
curved state, i.e., concave or convex condition, is indispensable for manufacturing companies. 

A light source can be a planar or non-planar (continuous multiple curvatures), i.e., convex (outer 
light emitting surface of a curvature), or concave light source (inner light emitting surface of a 
curvature). When a light source is bent the LS is under strain, i.e., tension or depression, the 
optical characteristics differ from that of a planar LS. A non-planar LS may have local curvatures 
on its surface with different surface normal from position to position. Such an LS can be a 
semiconductor light-emitting diode (LED, OLED, polymer LED (PLED)) or a phosphor excited 
type using a pump source. An LS can have a narrow-band radiation or more than one narrow 
band emission. 

Issues concerning flexible light sources with surface curvatures, which are different from those 
issues concerning displays (e.g., resolution, contrast, lateral and directional characteristics or 
directions of viewing), hitherto have not been documented. 

Since the characteristics of a non-planar light source (NPLS) change with the decreasing radius 
of the curvature, the optical characteristics of LS such as lateral and directional luminance and 
luminance variations, lateral and directional chromaticity distributions and their variations, 
luminous intensity distribution, and luminous flux, will be measured and evaluated. 

This document establishes the measurement methods for cylindrical light sources that can be 
a base for the study of non-planar LS, which is assumed to be an integration of small areas. 
The fundamental element of such a surface can be a convex or a concave curvature with a first 
order of radius, i.e., a cylindrical shape, which is worth considering in this document.  

In addition, a curved light source is used in a variety of conditions. Therefore, the optical 
measurements of an LS will be performed in a darkroom.  

As in the measurement of planar LSs the following measurements are used for convex and 
concave LS measurements: 1) a lateral scanning measurement and 2) a directional scanning 
measurement. In the case of lateral scanning, the surface normal coincides with the optical axis 
of the light measurement device. In the case of directional scanning the local surface normal 
makes an angle with the optical axis of the measurement device.  

Since the aperture of a light measurement device is not zero (non-zero aperture), there exist 
an optimized measurement distance and angle (i.e., 0,1°, 0,2°, 1°, and 2°) for the 
measurements. In the measurement of a cylindrical LS, a light measurement device which has 
sufficient depth-of-field or depth-of-focus is selected, because the measurement field on the LS 
has a three-dimensional geometry and is different from that of a plane.  

____________ 

1  Numbers in square brackets refer to the Bibliography. 
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DISPLAY LIGHTING UNIT –  
 

Part 2-5: Measurement method for optical quantities  
of non-planar light sources 

 
 
 

1 Scope 

This part of IEC 62595 specifies the measurement methods for measuring the optical 
characteristics of convex and concave cylindrical light sources. These non-planar light sources 
(NPLSs) can have either a continuous, distinct, segmented or block-wised light radiating 
surface, for example OLED panels, integrated LEDs, integrated mini-LEDs, micro-LEDs, laser 
diodes, each being either monochromatic or polychromatic. 

2 Normative references 

The following documents are referred to in the text in such a way that some or all of their content 
constitutes requirements of this document. For dated references, only the edition cited applies. 
For undated references, the latest edition of the referenced document (including any 
amendments) applies. 

IEC 61747-6-2, Liquid crystal display devices – Part 6-2: Measuring methods for liquid crystal 
display modules – Reflective type 

IEC 62595-2-1, Display lighting unit – Part 2-1: Electro-optical measuring methods of LED 
backlight unit 

IEC 62595-2-3, Display lighting unit – Part 2-3: Electro-optical measuring methods for LED 
frontlight unit 

IEC 62679-3-3, Electronic paper displays – Part 3-3: Optical measuring methods for displays 
with integrated lighting units 

IEC 62922, Organic light emitting diode (OLED) panels for general lighting – Performance 
requirements 

ISO/CIE 11664-3, Colorimetry – Part 3: CIE tristimulus values 

ISO/CIE 19476, Characterization of the performance of illuminance meters and luminance 
meters 

CIE S 017/E:2020, International Lighting Vocabulary 

CIE 1931, Colour space 

Full document details: BS IEC 62595-2-5:2021

https://doi.org/10.3403/BSIEC62595?&urlappend=%26utm_campaign=pdfdoi%26utm_source=pdfdoi%26utm_medium=pdf
https://doi.org/10.3403/30161588U?&urlappend=%26utm_campaign=pdfdoi%26utm_source=pdfdoi%26utm_medium=pdf
https://doi.org/10.3403/30397510U?&urlappend=%26utm_campaign=pdfdoi%26utm_source=pdfdoi%26utm_medium=pdf
http://www.avadocuments.com/doc/bs-iec-62595-2-5-2021
http://www.avadocuments.com/doc/bs-iec-62595-2-5-2021


IEC 62595-2-5:2021 © IEC 2021 – 9 –  

3 Terms, definitions, abbreviated terms and letter symbols 

3.1 Terms and definitions 

For the purposes of this document, the following terms and definitions apply. 

ISO and IEC maintain terminological databases for use in standardization at the following 
addresses:  

• IEC Electropedia: available at http://www.electropedia.org/ 

• ISO Online browsing platform: available at http://www.iso.org/obp 

3.1.1  
planar light source 
light source with a nearly infinite radius of curvature 

3.1.2  
non-planar light source 
light source having continuous multiple curvatures  

3.1.3  
convex light source 
light source defined by the outer light emitting surface of a curvature 

3.1.4  
concave light source 
light source defined by the inner light emitting surface of a curvature 

3.1.5  
flexible light source 
light source capable of bending or being bent or to endure strain without being destroyed 

3.1.6  
single-curvature surface emission light source 
cylindrical light source 
light source that possesses one radius of curvature whether negative (concave) or positive 
(convex), along its length, width or diagonal 

3.1.7  
multiple-curvature surface light source 
light source that possesses multiple radii of curvatures whether negative (concave) or positive 
(convex), along any dimension such as length, width or diagonal 

3.1.8  
phosphor converted emission light source 
light source with a pump source that is used to excite a phosphor or any phosphor-like material 
that radiates light of wavelengths longer than the pump source 

3.2 Abbreviated terms 
CCT Correlated colour temperature 
COC  Circle of confusion 
DC  Direct current 
DoF Depth-of-field 
dof  Depth-of-focus 
DUT Device under test  
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LED  Light emitting diode 
LMD  Light measurement device  
LS Light source 
MF  Masurement field 
NPLS  Non-planar light source 
OLED  Organic light emitting diode 
PLS  Panar light source 
SLMD  Spot-type light measuring device  

NOTE The measurement field is an area on the DUT viewed through the LMD lens within a cone limited by the 
measurement field angle. 

3.3 Letter symbols (quantity symbols/unit symbols) 

The letter symbols for NPLS are shown in Table 1. 

Table 1 – Letter symbols (quantity symbols/unit symbols) 

Definition Symbol Unit 

Luminance of an arbitrary area centred at point (xi, yi) on an NPLS Lvi (xi, yi, θ0, φ0) cd/m2 

Maximum luminance on an NPLS LvM  cd/m2 

Minimum luminance on an NPLS Lvm cd/m2 

Directional average luminance on an NPLS Lva   cd/m2 

Centre luminance on NPLS (in case of definition for an NPLS) Lvc  cd/m2 

Lateral luminance uniformity Ulat  % 

Directional luminance uniformity Udir % 

Directional luminance viewed from an arbitrary direction Lv(x, y, z, θ, φ)  cd/m2 

Chromaticity difference (chromaticity difference, CIE 1976) Δu′v′  

Directional chromaticity difference Δu ′v′ (θ, φ, xi, yi, zi)  

Uniformity in chromaticity  Uc  

Depth-of-field  ΔL mm 
Depth-of-focus Δl mm 

Direct current  IDC mA 

Peak value of an alternating current Ipeak mA 

RMS of an alternating current Irms mA 

Effective value of an alternating current Ieff mA 

DC voltage VDC V 

Peak value of an alternating voltage Vpeak V  

RMS of an alternating voltage Vrms V  

Effective value of an alternating voltage Veff V  

Correlated colour temperature for lateral measurement CCTlat K 

Correlated colour temperature for directional measurement CCTdir K 

Luminous flux of a standard LS Φvstd lm 

Luminous flux of a DUT ΦvDUT lm 

Chromaticity coordinates  xca,yca  
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NOTE Directional luminance distribution, Lvi (xi, yi, θ, φ)  , is measured for an area centred at point (xi, yi, zi), along 
the zenith angle (θ) and an intended azimuth angle (φ). 

4 Measurement devices  

4.1 General 

In 4.1 to 4.5 a light measurement device, such as a spectrometer, an integrating sphere and a 
goniometer with LMD are used. In addition, three axial stages for fixing the device under test 
are used. 

For an evaluation of the measurement results, the Cartesian and the spherical coordinate 
systems are used as shown in Figure 1. 

 

Figure 1 – Cartesian and spherical coordinate systems for NPLS measurement 

4.2 Spot-type light measuring device  

The spot LMD (SLMD) shall be equipped with a view finder (see Figure 2). The position of the 
entrance pupil (aperture) of the LMD shall be provided by the manufacturer or the supplier. The 
size of the entrance pupil of the LMD should be set between 2 mm and 5 mm, and shall be 
smaller than the output light field of the DUT [1] to [6]. 

NOTE 1 The terms used in Figure 2 correspond to ISO/CIE 19476. 

The optics of an SLMD shall be equivalent to the spectral luminous efficiency function (CIE S 
017/E:2020) V(λ). The LMD to measure the optical characteristics such as luminance and 
chromaticity shall be calibrated with the appropriate photometric or spectrometric standards. 
When a filter-type LMD such as a luminance meter is used to ensure the luminance accuracy 
for the intended DUT light sources, its responsivity should comply with the spectral luminous 
efficiency for CIE photopic vision or it should be compared with a calibrated spectrometer. The 
spectral mismatch correction factor can be specified (see NOTE 2).  

NOTE 2 ISO/CIE 19476 indicates the spectral mismatch factor between the spectral responsivity of the filter-type 
LMD and the CIE spectral luminous efficiency function. Details of the spectral mismatch correction factor are given 
in ISO/CIE 19476. 
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Figure 2 – Example of LMD with the viewing area 
surrounding the measurement field  

To ensure accurate measurements, the following requirements shall be applied. Otherwise, the 
differences shall be noted in the report. More information on LMD evaluation can be found in 
ISO/CIE 19476. 

The LMD should be carefully checked before measurements, considering the following points: 

– sensitivity of the LMD to measuring light (i.e., to cover the spectrum of the DUT); 
– errors caused by the veiling glare and lens flare (i.e. stray light in the optical system); 
– timing of data-acquisition, low-pass filtering (noise reduction); 
– linearity of detection and data conversion; 
– measurement field size. 

In addition, the LMD shall be calibrated in accordance with ISO/CIE 19476. All devices shall be 
checked for sufficient depth-of-field (DoF). Ensure that the LMD measures the DUT on the 
intended curvature area. The depth-of-focus in the LMD’s optical detector, (∆lr + ∆lf), is 
proportional to the depth-of-field. The depth-of-focus is explained in Annex A. 

4.3 Spectroradiometer (spectral radiance-meter) 

The wavelength range shall be at least 380 nm to 780 nm and the spectral bandwidth shall be 
5 nm or less. The wavelength deviation shall be between -0,3 nm and +0,3 nm. The equipment 
shall be calibrated with the spectral radiance standard. The performance should be carefully 
checked before measurement, considering the same elements as in 4.2. 

4.4 Electrical measurement devices 

4.4.1 Current meter 

In the measurement of a DUT, a DC drive or signal driving can be required. In case of direct 
current, an ammeter (current meter) shall be between points C and D (see IEC 62595-2-1 and 
IEC 62595-2-3), as shown in Figure 3. 

In case of signal driving of the DUT, the peak value (Ipeak) and effective current (Ieff, i.e., the 
Irms value) should be recorded as in Figure 3. 
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4.4.2 Voltage meter 

The measurement of input voltage should be performed under standard measurement 
conditions using the voltage meter (voltmeter) between points A and B in as shown in Figure 3 
(see IEC 62595-2-1 and IEC 62595-2-3).  

In case of DC driving of the DUT, the voltage (VDC) should be recorded by using a voltmeter 
between A and B in Figure 3. 

In case of signal driving of the DUT, the peak value (Vpeak) and effective voltage (Veff i.e., the 
Vrms value) should be recorded. 

The measurement of input voltage should be performed under standard measurement 
conditions using the voltage meter (voltmeter) between points A and B as shown in Figure 3. 

 

Figure 3 – Current and voltage measurements using an ammeter between 
points C and D and a voltage meter between points A and B 

4.5 Luminous flux measurement devices 

4.5.1 General 

There are two typical methods of measuring luminous flux:  

1) a spherical photometer method with an integrating sphere, and  
2) a light distribution measurement method with a goniophotometer of any type for 

measurement of the luminous intensity from which the luminous flux is calculated. 

4.5.2 Luminous flux 

4.5.2.1 Integrating sphere method and installation position 

An integrating sphere can perform luminous flux measurement with reasonable accuracy. The 
size of an integrating sphere is important in the measurement of a DUT. The larger integrating 
sphere exhibits less throughput than the smaller spheres and thus higher optical attenuation, 
thereby eventually introducing a lower signal-to-noise ratio. One of the points that shall be 
considered is the effect of self-absorption and its correction. This means that the percentage of 
flux absorbed by installations and by the DUT itself inside the integrating sphere shall be taken 
into account. Therefore, prior to measurement, the self-absorption correction factor shall be 
measured (6.6.9.4). 

This factor shall be used for correcting the real amount of the luminous flux that is emitted by 
the LS (removing the effect of the jigs and the DUT itself). In addition, a standard LS with a 
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spectrum covering the spectrum of the DUT shall be used to calibrate the integrating sphere as 
well. 

An integrating sphere (4π geometry) setup can be used for DUT (convex/concave cylindrical LS) 
flux measurements. Such an LS shall be installed in a manner that light emitted from any sides 
is included in the measured value. Figure 4 shows an example of measurement setup. 
Regardless of the planar, convex or concave configurations of the sample, the centre of the 
light emitting surface of the sample shall be placed at the centre of the sphere, with the light-
emitting area placed in the upper direction, in accordance with IEC 62922.  

NOTE The direction of the light emitting surface in an integrating sphere is an important factor. The measurement 
results on “setting the direction of the front surface of the light source” were presented at a CIE meeting [9]. The 
direction of the light emitting surface, i.e. up, down, right, left, of a DUT in an integrating sphere affects the 
measurement results. Based on the results in the reference, the variations between the measured luminous fluxes 
are within 4 %. 

 

   

   

 a) Planar DUT b) Convex DUT c) Concave DUT    

 

NOTE The DUTs are positioned in the same place as the standard lamp, at the centre of the integrating sphere. 

Figure 4 – Geometry of 4π-sphere measurement  

4.5.2.2 Goniophotometric measurements 

Goniophotometry sometimes with mirror is used for measurement of DUTs (convex/concave 
cylindrical LSs) of all sizes as an alternative to integrating sphere photometry. The emitted light 
from all directions of the DUT shall be included in the measurement. 

In the absence of an integrating sphere of appropriate size relative to the DUT a 
goniophotometer shall be used. 

In the case of a convex-type DUT, the measurement shall be conducted by aligning the rotation 
centre at the vertex of the DUT as shown in Figure 5a). For the concave DUT, the inner intended 
area is fixed upward as shown in Figure 5b). The positioning of the DUT in a mirror-type 
goniometer is shown in Figure 6. A laser marking device on the goniometer or a separate device 
on a tripod is used to align the intended area on the DUT in the horizontal and vertical directions. 
This alignment system is a horizontal alignment device, so that the xyz-stage can be used for 
adjustment of the DUT after being fixed on the stage.  

NOTE For general guidance on the use of goniophotometers, see CIE 084:1989 [8], CIE S 025:2015 [9], and 4.5 
and 6.2. 

In a measurement of a concave cylindrical LS, the side surfaces of the DUT block the 
measurement resulting in a limited measurement field angle (zenith angle θ), so that a primary 
study of the measurement is required. 
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a) b) 

 

Figure 5 – Measuring points on convex and concave DUTs 
based on the setups of Figure 4 

 

Figure 6 – Example of a mirror type goniometric system 

4.5.3 Sample stage  

An orthogonal three-axis stage should be used to adjust the measurement field location of the 
DUT (Figure 3). A biaxial goniometer should be used to adjust the DUT surface normal in the 
intended direction, i.e., aligning the zenith angle (θ) and azimuth angle (φ) for the DUT (requiring 
the axial stage). The positioning of these devices shall be sufficiently stable / repeatable to 
make the specified measurement repeatability. 

5 General measuring conditions 

5.1 Standard conditions 

Unless otherwise specified all tests and measurements for an NPLS (e.g. cylindrical LS) shall 
be carried out after sufficient warm-up time (see 5.4.5), under the standard environmental 
conditions as follows: 

– temperature 25 °C ± 3 °C 
– relative humidity 25 % to 85 % 
– atmospheric pressure 86 kPa to 106 kPa 

When different environmental conditions are used, these conditions shall be reported in detail 
in the specification. 
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