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INTERNATIONAL ELECTROTECHNICAL COMMISSION 
____________ 

 
MEASUREMENT METHOD OF HALF-WAVELENGTH VOLTAGE  
FOR MACH-ZEHNDER OPTICAL MODULATOR IN WIRELESS  

COMMUNICATION AND BROADCASTING SYSTEMS 
 

FOREWORD 
1) The International Electrotechnical Commission (IEC) is a worldwide organization for standardization comprising 

all national electrotechnical committees (IEC National Committees). The object of IEC is to promote international 
co-operation on all questions concerning standardization in the electrical and electronic fields. To this end and in 
addition to other activities, IEC publishes International Standards, Technical Specifications, Technical Reports, 
Publicly Available Specifications (PAS) and Guides (hereafter referred to as “IEC Publication(s)”). Their 
preparation is entrusted to technical committees; any IEC National Committee interested in the subject dealt with 
may participate in this preparatory work. International, governmental and non-governmental organizations liaising 
with the IEC also participate in this preparation. IEC collaborates closely with the International Organization for 
Standardization (ISO) in accordance with conditions determined by agreement between the two organizations. 

2) The formal decisions or agreements of IEC on technical matters express, as nearly as possible, an international 
consensus of opinion on the relevant subjects since each technical committee has representation from all 
interested IEC National Committees.  

3) IEC Publications have the form of recommendations for international use and are accepted by IEC National 
Committees in that sense. While all reasonable efforts are made to ensure that the technical content of IEC 
Publications is accurate, IEC cannot be held responsible for the way in which they are used or for any 
misinterpretation by any end user. 

4) In order to promote international uniformity, IEC National Committees undertake to apply IEC Publications 
transparently to the maximum extent possible in their national and regional publications. Any divergence between 
any IEC Publication and the corresponding national or regional publication shall be clearly indicated in the latter. 

5) IEC itself does not provide any attestation of conformity. Independent certification bodies provide conformity 
assessment services and, in some areas, access to IEC marks of conformity. IEC is not responsible for any 
services carried out by independent certification bodies. 

6) All users should ensure that they have the latest edition of this publication. 

7) No liability shall attach to IEC or its directors, employees, servants or agents including individual experts and 
members of its technical committees and IEC National Committees for any personal injury, property damage or 
other damage of any nature whatsoever, whether direct or indirect, or for costs (including legal fees) and expenses 
arising out of the publication, use of, or reliance upon, this IEC Publication or any other IEC Publications.  

8) Attention is drawn to the Normative references cited in this publication. Use of the referenced publications is 
indispensable for the correct application of this publication. 

9) Attention is drawn to the possibility that some of the elements of this IEC Publication may be the subject of patent 
rights. IEC shall not be held responsible for identifying any or all such patent rights. 

International Standard IEC 62801 has been prepared by IEC technical committee 103: 
Transmitting equipment for radiocommunication. 

The text of this International Standard is based on the following documents: 

CDV Report on voting 

103/120/CDV 103/133/RVC 

Full information on the voting for the approval of this International Standard can be found in the 
report on voting indicated in the above table. 

This document has been drafted in accordance with the ISO/IEC Directives, Part 2. 
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The committee has decided that the contents of this document will remain unchanged until the 
stability date indicated on the IEC website under "http://webstore.iec.ch" in the data related to 
the specific document. At this date, the document will be  

• reconfirmed, 

• withdrawn, 

• replaced by a revised edition, or 

• amended. 

 

IMPORTANT – The 'colour inside' logo on the cover page of this publication indicates 
that it contains colours which are considered to be useful for the correct 
understanding of its contents. Users should therefore print this document using a 
colour printer. 
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INTRODUCTION 

A variety of microwave-photonic devices may be used in wireless communication and 
broadcasting systems. An optical modulator is an interface which converts an electronic signal 
to an optical signal. In the field of optical fibre communication systems, the first editions of the 
IEC 62007 series "Semiconductor optoelectronic devices for fibre optic system applications" 
were published in 1997.  In the field of wireless systems, specifications of intermodulation and 
composite distortion of modulators have been the important issue and have been typically 
negotiated between users and suppliers. During the International Meeting on Microwave 
Photonics, a proposal was announced to address standardizations for key devices for 
radiooverfibre (RoF) systems.  

An RoF system is comprised mainly of two parts; one is the RF to photonic converter (E/O), and 
the other is the photonic to RF converter (O/E). Radio waves are converted into an optical signal 
at E/O, and the signal is transferred through the optical fibre, and then the radio waves are 
regenerated at O/E. The nonlinear distortion characteristics of both E/O and O/E are important 
for the performance of the system. Semiconductor photodiodes are commonly used for O/E. 
Several types of optical modulator are used for E/O, such as Mach-Zehnder modulators (MZM), 
electro-absorption modulators and directly modulated laser diodes (LDs). 

This document has been prepared to provide industry standard measurement methods for 
evaluating electro-optic material based Mach-Zehnder optical modulators, to be used in wireless 
communication and broadcasting systems. The nonlinear distortion characteristics are also 
important for the performance of the systems. The intermodulation distortion of the MZM is 
calculated from the driving voltage and the half-wavelength voltage. The details of calculations 
of the secondorder intermodulation distortion (IM2) and the third-order intermodulation 
distortion (IM3) are described in Annex B. General characteristics of Mach-Zehnder optical 
modulators in wireless communication and broadcasting systems are described in Annex C. 
Notes on measurement of the half-wavelength voltage are described in Annex D. 

The International Electrotechnical Commission (IEC) draws attention to the fact that it is claimed 
that compliance with this document may involve the use of a patent. IEC takes no position 
concerning the evidence, validity, and scope of this patent right. 

The holder of this patent right has assured IEC that s/he is willing to negotiate licences under 
reasonable and non-discriminatory terms and conditions with applicants throughout the world. In 
this respect, the statement of the holder of this patent right is registered with IEC. Information 
may be obtained from the patent database available at http://patents.iec.ch. 

Attention is drawn to the possibility that some of the elements of this document may be the 
subject of patent rights other than those in the patent database. IEC shall not be held 
responsible for identifying any or all such patent rights. 
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MEASUREMENT METHOD OF HALF-WAVELENGTH VOLTAGE  
FOR MACH-ZEHNDER OPTICAL MODULATOR IN WIRELESS  

COMMUNICATION AND BROADCASTING SYSTEMS 
 
 
 

1 Scope 

This document specifies a measurement method of half-wavelength voltage applicable to 
Mach-Zehnder optical modulators in wireless communication and broadcasting systems. In 
addition, this method is also effective for the estimation of the intermodulation distortion of 
Mach-Zehnder optical modulators. The method applies for the following: 

– frequency range: 10 MHz to 30 GHz; 
– wavelength band: 0,8 µm to 2,0 µm; 
– electro-optic material based Mach-Zehnder optical modulators and their modules. 

2 Normative references 

The following documents are referred to in the text in such a way that some or all of their content 
constitutes requirements of this document. For dated references, only the edition cited applies. 
For undated references, the latest edition of the referenced document (including any 
amendments) applies. 

IEC 62007-1, Semiconductor optoelectronic devices for fibre optic system applications – Part 1: 
Essential ratings and characteristics 

IEC 62007-2, Semiconductor optoelectronic devices for fibre optic system applications – Part 2: 
Measurement methods 

3 Terms, definitions, symbols and abbreviated terms 

3.1 Terms and definitions 

For the purposes of this document, the terms and definitions given in IEC 62007-1 and 
IEC 62007-2 and the following apply. 

ISO and IEC maintain terminological databases for use in standardization at the following 
addresses: 

• IEC Electropedia: available at http://www.electropedia.org/ 

• ISO Online browsing platform: available at http://www.iso.org/obp 

3.1.1  
half-wavelength voltage 
Vπ 
voltage required for a Pockels effect material based Mach-Zehnder optical modulator to induce 
a phase shift of one-half a wavelength between the lightwaves of two arms of the Mach-Zehnder 
interferometer 

Note 1 to entry: It corresponds to an ON/OFF voltage of the Mach-Zehnder optical modulator as shown in Figure 1 
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Figure 1 – Transfer curve of a Mach-Zehnder optical modulator  

3.1.2  
normalized optical modulation index 
NOMI 
for the Mach-Zehnder optical modulator, ratio of driving voltage and half-wavelength voltage of 
the modulator, defined as 

 NOMI = (Vpp / Vπ) × 100 [%] (1) 

where 

Vpp  is the driving voltage (peak to peak voltage); 
Vπ  is the half-wavelength voltage 

Note 1 to entry: NOMI does not denote actual optical modulation index (OMI), defined as the ratio of the optical 
modulated signal power and the average optical power. Detailed explanations of OMI including measurement methods 
are described in Annex A. 

Note 2 to entry: This note applies to the French language only. 

3.1.3  
extinction ratio 
Rext 
ratio of two optical power levels of the optical signal generated by the optical modulator, defined 
as 

 Rext = 10log(P1/P2) (2) 

where 

P1 is the optical power level generated when the output power is "on"; 
P2 is the power level generated when the output power is "off" 

3.2 Symbols and abbreviated terms 

The symbols and abbreviated terms used in this document are shown in Table 1. 
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Table 1 – Symbols and abbreviated terms 

Rext extinction ratio 

Vπ half-wavelength voltage 

CSO composite second-order distortion 

CTB composite triple-beats distortion 

DUT device under test 

ESA electrical spectrum analyser 

IMD intermodulation distortion 

IM2 second-order intermodulation distortion 

IM3 third-order intermodulation distortion 

LD laser diode 

MZM Mach-Zehnder modulator 

NOMI normalized OMI 

OMI optical modulation index 

PD photodiode 

RoF radio-over-fibre 

 

4 Electro-optic material based Mach-Zehnder optical modulator 

4.1 Mach-Zehnder optical modulator 

4.1.1 Component parts 

The optical modulators and their modules consist of basic parts as follows: 

– Mach-Zehnder interferometer type optical modulator; 
– input and output fibre pigtails (where appropriate); 
– bias control port (where appropriate); 
– photodiode for bias monitoring (where appropriate); 
– laser diode for light source (where appropriate); 
– thermal sensor (where appropriate); 
– Peltier element (where appropriate). 

4.1.2 Structure 

A basic structure of the Mach-Zehnder interferometer type optical modulators is shown in 
Figure 2. The modulators are grouped by electrode types and options. 

– Electrode: lumped type, traveling-wave type, etc. 
– Options: optical isolator, photodiode, half-mirror, laser diode, etc. 

 

Figure 2 – Structure of Mach-Zehnder interferometer type optical modulator 
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4.2 Requirements for Mach-Zehnder optical modulator 

4.2.1 General 

This method is based on the theoretical transfer curve of the electro-optic material based 
Mach-Zehnder interferometer, where the phase shift of traveling light on each arm of the 
interferometer should be proportional to the applied voltage, and the power of traveling 
lightwaves in each arm are almost the same. Requirements for this measurement method and  
applicable for the modulator are given in 4.2.2 and 4.2.3. 

4.2.2 Substrate material 

The main substrate materials of the modulator shall be materials such as LiNbO3, LiTaO3, 
KH2PO4, PZT, PLZT, InP, GaAs, InGaAs, InAlAs, InGaAsP, CLD type chromophore containing 
polymer, FTC type chromophore containing polymer, etc., which realize an electro-optic effect 
(Pockels effect). If strictly considered, semiconductor materials do not possess a pure electro 
optic effect, however, the semiconductor Mach-Zehnder modulators can be adjudged as 
electro-optic material based Mach-Zehnder modulators.  

4.2.3 Optical waveguide design 

The optical waveguide shall be designed as a single Mach-Zehnder interferometer type 
comprised of two Y-junctions or symmetric directional couplers and parallel waveguides. 
Reflection type Mach-Zehnder optical modulators are included.  

5 Sampling for quality control 

5.1 Sampling 

A statistically significant sampling plan shall be agreed upon by the user and supplier. Sampled 
devices shall be randomly selected and representative of production population, and shall 
satisfy the quality assurance criteria using the proposed test methods. 

5.2 Sampling frequency 

Appropriate statistical methods shall be applied to determine adequate sample size and 
acceptance criteria for the considered lot size. In the absence of more detailed statistical 
analysis, the following sampling plan can be employed.  

Half wavelength voltage: two units at least per manufacturing lot. 

6 Measurement method of half wavelength voltage 

6.1 Circuit diagram 

See Figure 3 for the circuit description and requirements. 
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