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INTERNATIONAL ELECTROTECHNICAL COMMISSION

RADIATION PROTECTION INSTRUMENTATION -
X-RAY COMPUTED TOMOGRAPHY (CT) INSPECTION
SYSTEMS OF BOTTLED/CANNED LIQUIDS

FOREWORD

1) The International Electrotechnical Commission (IEC) is a worldwide organization for standardization comprising
all national electrotechnical committees (IEC National Committees). The object of IEC is to promote
international co-operation on all questions concerning standardization in the electrical and electronic fields. To
this end and in addition to other activities, IEC publishes International Standards, Technical Specifications,
Technical Reports, Publicly Available Specifications (PAS) and Guides (hereafter referred to as "IEC
Publication(s)"). Their preparation is entrusted to technical committees; any IEC National Committee interested
in the subject dealt with may participate in this preparatory work. International, governmental and non-
governmental organizations liaising with the IEC also participate in this preparation. IEC collaborates closely
with the International Organization for Standardization (ISO) in accordance with conditions determined by
agreement between the two organizations.

2) The formal decisions or agreements of IEC on technical matters express, as nearly as possible, an international
consensus of opinion on the relevant subjects since each technical committee has representation from all
interested IEC National Committees.

3) IEC Publications have the form of recommendations for international use and are accepted by IEC National
Committees in that sense. While all reasonable efforts are made to ensure that the technical content of IEC
Publications is accurate, IEC cannot be held responsible for the way in which they are used or for any
misinterpretation by any end user.

4) In order to promote international uniformity, IEC National Committees undertake to apply IEC Publications
transparently to the maximum extent possible in their national and regional publications. Any divergence
between any IEC Publication and the corresponding national or regional publication shall be clearly indicated in
the latter.

5) IEC itself does not provide any attestation of conformity. Independent certification bodies provide conformity
assessment services and, in some areas, access to IEC marks of conformity. IEC is not responsible for any
services carried out by independent certification bodies.

6) All users should ensure that they have the latest edition of this publication.

7) No liability shall attach to IEC or its directors, employees, servants or agents including individual experts and
members of its technical committees and IEC National Committees for any personal injury, property damage or
other damage of any nature whatsoever, whether direct or indirect, or for costs (including legal fees) and
expenses arising out of the publication, use of, or reliance upon, this IEC Publication or any other IEC
Publications.

8) Attention is drawn to the Normative references cited in this publication. Use of the referenced publications is
indispensable for the correct application of this publication.

9) Attention is drawn to the possibility that some of the elements of this IEC Publication may be the subject of
patent rights. IEC shall not be held responsible for identifying any or all such patent rights.

International Standard |EC 62963 has been prepared by subcommittee 45B: Radiation
protection instrumentation, of IEC technical committee 45: Nuclear instrumentation.

The text of this International Standard is based on the following documents:

FDIS Report on voting
45B/958/FDIS 45B/962/RVD

Full information on the voting for the approval of this International Standard can be found in
the report on voting indicated in the above table.

This document has been drafted in accordance with the ISO/IEC Directives, Part 2.
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The committee has decided that the contents of this document will remain unchanged until the
stability date indicated on the IEC website under "http://webstore.iec.ch" in the data related to
the specific document. At this date, the document will be

e reconfirmed,

e withdrawn,

e replaced by a revised edition, or
e amended.
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RADIATION PROTECTION INSTRUMENTATION -
X-RAY COMPUTED TOMOGRAPHY (CT) INSPECTION
SYSTEMS OF BOTTLED/CANNED LIQUIDS

1 Scope

This document describes the technical requirements, test methods, inspection requirements,
markings and labelling, and requirements on the accompanying documents, packaging,
shipping and storage for X-ray security inspection systems that inspect bottled or canned
liquids (hereinafter referred to as "the system") based on X-ray computed tomography (CT).
Here, the system is limited to those that feature tomographic scanning, not standard X-ray
projection. This document is applicable to liquids, aerosols and gelatinous objects in
transparent or visually opaque containers.

This technical performance document includes minimum or baseline performance
requirements; regulators may require additional performance testing.

2 Normative references

The following documents are referred to in the text in such a way that some or all of their
content constitutes requirements of this document. For dated references, only the edition
cited applies. For undated references, the latest edition of the referenced document (including
any amendments) applies.

EC 60068-2-1, Environmental testing — Part 2-1:Tests — Test A:Cold
EC 60068-2-2, Environmental testing — Part 2-2:Tests — Test B:Dry heat

EC 60068-2-6, Environmental testing — Part 2-6: Tests — Test Fc: Vibration (sinusoidal)

IEC 60068-2-78, Environmental testing — Part 2-78: Tests — Test Cab: Damp heat, steady
state

EC 60529, Degrees of protection provided by enclosures (IP Code)

IEC 61000-6-1:2016, Electromagnetic compatibility (EMC) — Part 6-1: Generic standards —
Immunity standard for residential, commercial and light-industrial environments

IEC 61000-6-3:2008, Electromagnetic compatibility (EMC) — Part 6-3: Generic standards —
Emission standard for residential, commercial and light-industrial environments

IEC 61010-1:2010, Safety requirements for electrical equipment for measurement, control,
and laboratory use — Part 1: General requirements

ISO 780:2015, Packaging — Distribution packaging — Graphical symbols for handling and
storage of packages

SO 138449 (all parts), Safety of machinery — Safety-related parts of control systems
ASTM A624/624M:2013, Standard Specification for Tin Mill Products, Electrolytic Tin Plate,

Single Reduced
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ASTM B221:2014, Standard Specification for Aluminium and Aluminium-Alloy Extruded Bars,
Rods, Wire, Profiles, and Tubes

EN 546-1:2008, Aluminium and aluminium alloys — Foil — Part 1: Technical conditions for
inspection and delivery

3 Terms and definitions
For the purposes of this document, the following terms and definitions apply.

ISO and IEC maintain terminological databases for use in standardization at the following
addresses:

e |EC Electropedia: available at http://www.electropedia.org/

e |SO Online browsing platform: available at http://www.iso.org/obp

3.1

ambient dose equivalent

H*(10)

dose equivalent at a point in a radiation field that would be produced by the corresponding
expanded and aligned field in the ICRU sphere at a depth of 10 mm on the radius opposing
the direction of the aligned field

Note 1 to entry: The Sl unit of ambient dose equivalent is the sievert (Sv) or its decimal multiples or submultiples
(e.g. mSv).

Note 2 to entry: The ambient dose equivalent (rate), used for the monitoring of strongly penetrating radiation, is
not an appropriate quantity for any beta radiation even that which is nominally penetrating (ICRU Report 47, 1992).

Note 3 to entry: When the term dose equivalent alone is used in this document, the quantities ambient dose
equivalent and directional dose equivalent are implied.

3.2

ambient dose equivalent rate

ratio of dH*(10) by dt, where dH*(10) is the increment of ambient dose equivalent in the time
interval dt:

H*(lo)zw

Note 1 to entry: The Sl unit of ambient dose equivalent rate is the sievert per second (Sv's™'). Units of ambient
dose equivalent rate are any quotient of the sievert or its decimal multiples or submultiples by a suitable unit of
time (e.g., mSv-h").

3.3

CT value

value reported by CT systems on a per voxel basis that is a function of the material’s density
and atomic number

Note 1 to entry: It is expressed in Hounsfield units (HU) in which the value of air at standard pressure and
temperature (STP) is defined as zero HU, while the value of distilled water at STP is defined as 1 000 HU.

3.4

density resolution

measure of the extent to which a tomograph or radiograph can be used to detect physical
differences in the test object

Documents

Document Sharing Hub

Full document details: BS IEC 62963:2020


http://www.electropedia.org/
http://www.iso.org/obp
https://doi.org/10.3403/30128381?&urlappend=%26utm_campaign=pdfdoi%26utm_source=pdfdoi%26utm_medium=pdf
http://www.avadocuments.com/doc/bs-iec-62963-2020
http://www.avadocuments.com/doc/bs-iec-62963-2020

IEC 62963:2020 © IEC 2020 -7-

3.5

effective atomic number

Zett

material property that represents the atomic number of a theoretical element that, if the
material were replaced by the element, would produce the same x-ray attenuation
characteristics

Note 1 to entry: Z_.. measurements can be scanner-dependent and its value shall not be considered as absolute.

eff

3.6
electron density
material property defined as:
Pe=pX2Z/A
Where

Pe is electron density,
p is physical density,

Z is atomic number, and
A is atomic weight.
3.7

object inspection time

time interval from when the object to be inspected is inserted into the system to the time when
the system shows the result for the whole object. This does not include initial system warm up
time

Note 1 to entry: Object inspection may contain one or more single slices.

3.8

single slice inspection time

time interval from when the object to be inspected is inserted into the system, to the time that
the system shows the result for only one two-dimensional imaged slice of the object, a single
voxel in height

Note 1 to entry: This definition applies only to systems that have a single-slice mode available. This does not
include initial system warm up time.

3.9

spatial resolution

smallest separation distance at which two points (or line pairs) can be distinguished as
separate entities

3.10
test sample
combination of designated container and its content to be scanned

3.11

X-ray computed tomography (CT)

technique that uses computer-processed combinations of many X-ray images taken from
different angles to produce cross-sectional (tomographic) images (virtual 'slices') of specific
areas of a scanned object

3.12

X-ray inspection system of bottled/canned liquids

system that applies X-ray CT to bottles or cans with the intent of identifying liquids, aerosols,
or gels for security purposes
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